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ABSTRACT

An extensivesearch of the literature published prior to 1962 on

the subject of leak detection and related fields has been carried out. The

information collected has been automatized by use of IBM cards and a computer

so that information on any phase of this project can be readly available for

use when needed.
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INTRODUCTION

The searchof the literature begununderNAS8-2563 hasbeencontinued under

NAS8-11199sothat a listing of over 2,000 IBMentries and crossreferenceson leak

detection publishedprior to 1962have nowbeen listed and abstracted. Figure I shows

the format of the abstract listings. Theabstract number is given in the upper right hand

corner. The numbers in the left hand corner are first the source reference number, then

the last two digits of the year thearticle was published, and finally the subject classifi-

cation number. Directly under this are listed the author or authors of the article. The

complete source listing and title appear at the upper right center and the abstract and

pertinent information on the article appears below this in paragraph form.

This report consists mainly of these abstracted articles, arranged in order of their

abstract identification number. These articles have also been catogorized into 97

subject classes and subclasses so that any particular type of leak detection information

can be found easily. A listing of these classes and subclasses is given in Table I. In

order to facilitate the sorting of these articles, each has been catalogued on both IBM

title cards and IBM author cards.

Figure II and Figure III show the formats of these IBM cards. Each card carries the

subject classification number of the article in columns 78-80, the source reference number

in columns 73-75 and the last two digits of the date of publication in columns 76-77. The

first 72 columns are reserved for either the title or the author of the article. So far over

190 independent sources of leak detection information have been surveyed. A complete

listing of these sources is given in Table II by source reference number.



10

Subject sorting can be done on three levels by using only the first, the first and

second, or all three digits of the subject classification number. The first number is a

broad subject classification while the second and third break these down into smaller,

more specific subclasses. The computer program which does this sorting has been written

so that a complete printout of the useful articles is done by the computer at the time of the

the sort. The abstracts of these articles can then be looked up in the text of this report.

The section on computer program information gives the details of the program used for

the computer sorts.
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APPENDIX I

Computer Program Information

14

A computer program has been written which will sort through the subject and/or

author card decks and select the cards whose classification numbers correspond to those

given by a control card. In this way a printed llst of references can be obtained quickly.

The program is written for the IBM system/360 in Fortran IV (level E). The data

deck contains a control card followed by the subject and/or author deck. A blank card is

placed as the last card of the data deck and is used to stop the program.

The control card contains four numbers in integer format in the first four fine column

fields. The first number determines how many subdivisions are to be considered. If this

number is 2 only the main and first subdivision will be considered. The next three numbers

determine the main classification, the first subdivision, and the second subdivision to be

listed on the output. If the control card contains the numbers 2,4,3, and blank, those

cards whose main classification is 4 and whose first subdivision is 3 would be listed. The

second subheading is not given because the first number on the control card (2) indicates

that .the process will not consider any division beyond the second.



TABLEI

SUBJECT CLASSIFICATION AND SUBCLASSIFICATION

15

I • Gas Detection

11. Thermal Conductivity

111.. Hot Wires

112. Thermistors

113. Thermocouples

114. Thermonic Emission

115. Thermal Expansion

116. Thermal Diffusion

12. Combustion Meters

121. Hydrogen Detectors

13. Ionlzation Detectors

131. Halogen Guns

132. Halogen Bridges

133. Ionizatlon Gauges

134.

14.

Field Emission Devices

Electric, Magnetic, and Electromagnetic Devices

141.

142.

143.

144.

145.

146.

147.

148.

Vibrating Capacitors

Paramagnetic Detectors

Ultraviolet

Infrared

Tesla Coils and,/or Spark Discharge

Resistivity and Impedence Detectors

Electric Conductivity

Photoelectri c Processes



15. Analyzers

151. MassSpectrometersand Omegatrons

152. Miniature MassSpectrometers

153. Chromatographs

154. Chemical Respondersand Reactions

155. Microwave Devices

156. Sonic Analyzers

157. Interferometers

16. Olefactory Tracers

161. Mercaptans

162. Other Compounds

17. Optical Methods

171. Luminescence

18. FlameTesting

19. Dyesand Other Color ChangeMethods

2. RadioactiveTracerMethods

21. Radioactive Gases

211. Kr85

212. Radon

22. RadioactiveDetectors

221. Alpha

222. Beta

223. Gamma

224. Neutron

23. Health and Safety

3° Liquld Leak Detectors

16



4. Acoustical Detection Systems 17

o

41. Passive

412.

413.

42. Active

421.

Sonic Listeners

Ultrasonic ( translators )

4_o

45.

Sonic Injection

43. Actlve-Passlve

431. Sonic Modulation of Leak Noise

Acoustical Transducers

441. Audio Microphones

442. Ultrasonic M_crophones

443. Semiconductor Microphones

444. Seismic Devices

445. Directional Horns etc.

Related Circuitry

451. Correlation Detectors

452. Noise Immunity Circuits

453. Doppler Shift Sensitive Devices

Pneumatic and Hydraulic Devices

51. Manometers

52. Diaphragms

53. Soap Bubbles, and other Bubble Detection Methods

531. Techniques

532. Solutions and Mixtures

54. Pressure Gauges (spring type )



o

o

go

9.

Gas Dynam, cs and Gas Properties

61. Gas Dynam, cs

611 t.,^_-,^ Dy . for r_.^__^..• i _*'_.#_..l.=IG I"_I'_ C$ I=JGIGS.-IS.JI _)

612. Gas Flow and Diffusion in Closed Pipes

613. Gas Flow from and Around Leaks

614. Superson,c Gas Flow

62. Gas Properties

621. Densities

622. Diffus, on Properties

623. Ion,zation Potentials

624. Other Electromagnetic Properties

Useful Circuitry

71. Trans, storizat,on

711. Ampl,fiers

712. Level Sens|ng Circuits

713. Indicator Circu,ts

714. Power Suppl,es

715. Econom,zers

Devlces Related to Leak Detectors

Phenomena of Poss,ble Appl|cab|lity

18



001

002

003

OO4

OO5

006

OO7

OO8

009

010

011

012

TABLEII

Journal Listings with IBM Indentification Number

Acta Chemica Scandinavica

American Gas Journal

American Industrical Hygenic Association Journal

Analytical Chemistry

Analyst

Annual New York Academy of Science

Annales De Radioelectricite

Applied Scientific Research

Appl led Spectroscopy

Archives Biochemistry and Ciophysics

Australian Journal of Physics

Australian Journal oF Chemistry

19

041

042

043

O44

O45

046

047

Biochemical Journal

Brennstoff-C hemie

British Patent Office

British Journal of Applied Physics

Bulletin Academy of Polotechnic Science

Bulletin Academy Royal Belgique CI. Science

Bulletin of the Institute of Chemical Research, Kyoto U.



O48

049

O5O

051

Bulletln LaboratoryChim. Provinciali

Bulletin of Society Science Bretagne

Boll. Lab. Chlm. Provinciall

2O

081

O82

083

O84

O85

086

087

O88

089

090

091

092

093

094

095

096

097

098

Chemical

Chemical

Chemicke

Chemicky

Chemie

Cahiersde Physic

CanadianJournalof Physlcs

CanadlanJournalof Research

CanadianJouranlof Technology

Chemical Abstracts

Chemical Engineering

Chemlcal EngineeringProgress

Metallurgy

Technology

Listy

Prumysl

Chemlker-Zeltung

Chemistry in Canada

Chemistry and Industry

Chlmla (Swltz)

Chlmestry and Industry (London)

Chimica et Industrla



099

100

101

102

103

104

105

Ciencia

Civil Engineering

Collection CzechoslovChemical Communlcations

ColIoid Chemistry

ComptesRendus

Chemlcal Metallurgy Engineering

C.R.Academy of Science (Paris)

21

121

122

123

124

DechemaMonograph

DisseratationAbstracts

Dokiady AkadamyNauk, SSSR

Drugand CosmeticIndustry

161

162

163

164

165

166

167

168

Electrical Engineering

Electronic Industries

Electronic Technology

Electronic World

Electronics

Electrotech U. Maschinenban

Elektrotechnik (Berlin)

Experimentia

201

202

FarmScienceand Technology

Fonderle



240

24!

242

243

244

245

246

247

Gas

Gas Age

Gas Chromatography

Gas Council Research Commun. (Eng.)

Gas Journal

Gas und Wasserfrah

Gas World

General Electric Review

22

281 Hochvakuum-Technology

320

321

322

324

325

326

327

328

329

330

331

332

333

IBM Journal of Research and Development

Indian Journal of Physics

Industrial Engineering Chemistry

Industrial Chemist

Industrial Chemistry Analytical Edition

Industrial Radio Engineering Proceedings

Instruments

Instruments and Control Systems

Instruments and Experimental Techniques

International Journal of Air Pollution

IRE Trans. of Industrial Electronics

Iron and Steel (Eng)

ISA Journal



334 Italia

23

361

362

363

364

365

366

367

368

369

370

371

372

373

374

375

376

377

378

379

380

381

382

Japan Society Bulletin

Jet Propuls|on

Journal of American Water Works Association

Journal of Applies Physics

Journal of Basic Engineering

Journal of Chem|cal Education

Journal of Chem|cal Physics

Journal of the Chemical Society

Journal of Collo|d Science

Journal of Franklin Institute

Journal of Inst. Electronic Engineers

Journal of Industrial Fuel

Journal of O_1 and Colour Chemists

Journal of Optical Society of America

Journal of Physical Radium

Journal of Physics Society oF Japan

Journal of Royal Institute of Chemistry

Journal of Scientific Instruments

Journal of Scientific Instruments Supply

Journal of Technical Physics U.S.S.R,

Journal of Thoracic and Cardiovascular Surgery

Journal of Applied Chemistry



383 Journalof Chromatography
24

401

402

403

Kerntechlk

Kollold Zhur

Kagaku No Ryoikl

441

442

443

Laboratoire Medlterraneen de Recherches Thermodynamlques (France)

Laboratory Science

Le Vide (in French)

481

482

483

484

Magyar Kemlal Folyolrat

Makromol i cu lar C hemi

Manufacturing Chemist and Pharmaceutical and Fine Chemical Trade Journal

Metal lurgla

521

522

523

525

526

527

528

561

562

National Engineer

National Nuclear Energy Service

National Symposium on Vacuum Technology

Nuclear Engineering

Nucleonics

Nuovo Cimento

National Bureau of Standards Circular

Oil and Gas Journal

Oyo Butsuri



601

602

603

604

6O5

606

607

6O8

609

610

611

612

613

614

615.

616

617

618

619

Paper Trade Journal

Petroleum Engineering

Pharmazie

Philips Technical Review

Phi Iosophl cal Magazl ne

Physica

Physlca, 's Grav.

Physical Methods in Chemical Analysis

Physical Review

Physical Society of London Rep. Progress Physics

Physics Today

Power

Process of the Cambridge Philosophical Society

Process International Phoel. Congress

Process of the Pennsylvania Academy oF Science

Proceedings of Physical Society

Product Engineering

Plaovo Gimento

Proceedings of Royal Society

25

681

682

683

684

Record of Chemicai Progress

Refrigeration Engineering

Research Engineering

Review of Scientific Instruments



685

686

687

Ricerca Scientifia

26

Re,,ista Del Comb,-stlbi!i

Review of Institute of French Petrole et Ann Combustible Liquids

721

722

723

724

725

726

Science

Siemens-Zeltschri ft

Slaboproudy Obzor

Southern Power and Industry

Suddent Apoth. Ztg.

Suomen Kemlstilehti

761

762

763

764

765

Termotecncia

Transa,:tlon American Society of Mechanical Engineering

Transactions Electrochemical Society

Transactions of the Faraday Society

Transactions of the Instrument Measure Conference (Stockholm)

801

802

U .S. Patent Department

Uspekhl Fiz Nauk

841

842

843

844

Vacuum

Vacuum Techniques

Vacuum Testing Handbook for Columbia Project

Vacuum - Technology (Brlt)



845 Vide
27

881

882

883

884

885

886

Water and SewageWorks

Water and Water Engineering

Welding Journal

WestinghouseEngineering

WiadomosciChemistry

World Oil

961

962

963

964

965

966

967

ZavodskalaLaboratoriya

Zeitschrift AngewandtePhyslk

Zeitschrift fur Elecktrochemie

Zeitschrift fur Instrumentenkunde

Zeitschrift fur Naturfo_'schung

Zeitschrift fu- Physik

Zhurnal TekhnicheskoiFiziki

980 All Other Unlisted Sources

996

997

998

999

U.S.Col legesand Universities

U.S. GovernmentContract Repo,ts

Symposiumsand Conferen:es

IndependentPublications (Private)_



241-39 -111

Allen, R.B.

00010

GasAge 84:19-20 5 14, 1939

Abstract Eng. Indexp. 781, 1939

"Gas LeakDetection Procedure"

Commentsfrom abstract - Paper deals with investigation of leak detection methods

used by the Michigan Consolidated Gas Co. Equipment and methods similar to

those used in Denver, Pittsburgh, and Cleveland.

"Hot Wire" combustible detector was selected as best type for purpose.

323-48-111

134
900

Apker, L.

00015

Ind. Eng. Chem. 40, 846-7. (48)

Surface Phenomena Useful in Vacuum

Technique

Described are the uses of thermionlc emission from wirest field emission from single

crystals, and photoelec, emission from W to detect very low partial pressures of gases i

whose presence causes current variations. Although it is not as sensitive as the

thermionic method_ the photoelec, method is convenient because it can be used at

low temps, and with very little accelerating voltage.



999-61-612 00020

Al|port, J.J.
Wrenn, B.G.

AD-264 479 Div. 9, 27
(TIPSP/TL)

Dynamics of Two-Phase Flow in Rocket Nozzles

Theoretical and experimental investigation is conducted on the radial and axial velocity lag of
a solid disperse phase in accelerating gases. The objective is to obtain basic data regarding the

nozzle flow dynamics of a gas-particle mixture which results from the combustion of solid propellants

containihg metal additives.

684-53-133 00030

Alers, George A.

Jacobs, James A.
Maimberg, Philip R.

Rev. Sci. Instr. 24, 399-400 1953

Increased Sensitivity of Leak Detection with

Hydrogen

From a plot of ion-gage reading vs. diffusion-pump-heater voltagewith a given leak it is seen that

for decreasing pumping speeds an ion gage is considerably more sensitive to H than to air. A plot

is presented of the relative sensitivity vs. the diffuslon-pump-heater voltage for the particular ion
gage and diffusion pump used. The technique used to find leaks was to cover the questionable

section with a nearly airtight bag into which H could be introduced after the air was pumped out.
The meter reading increased almost instantaneously when the H was put at the leak.

093-59-159

Aldebert, Franz

The test tube experiment for CO 2
from the breath.

00040

Chemiker Zig. 81, 569 (59)

Device for Quantative Gas Analysis

and other gases can be easily falsified by splashes and CO 2

An apparatus to avoid these complications is described.



684-51-510 00050

Alpert, D.
et. al.

Rev. Sci, Instru. 22, 370 (51)

Mechanical Diaphragm for Leak Detection

A manometer has been developed for the pressure measurement of very pure gases or condensable

vapors. It can be outgassed at high temperatures, is rugged in construction and has maximum
error of 10-2ram Hg. (Abstract) This is a null-reading manometer.

364-54-900

Alpert, D.

Buritz, R.S.

Deals with pressures -10 -10ram Hg.

0006O

J. Appl. Phys. 25 202 (54)

Ultra-High Vacuum, II, Limiting Factors on the

Attainment of Very Low Pressures

845-57-152 00070

Amoignon, J.

Mongodin, G.
Vide, V.12, 371-6 (57)

Analysis of Residual Gases Remaining at
Very Low Temperature

An ionic resonance spectrometer, virtually a miniature cyclotron constructed for the analysis of
residual gases is described. Its resolution limit is mass 60. Details of its test on an Edwards pumping

system and its calibration are given. During the first few hours of continuous pumping water vapour

predominates in the residual vacuum and even after 20 hours the partial pressure of water vapour is
still ten times that of carbon dioxide.

011-39-100

Amon, A.

Puwein, B.

00080

Austrian J. of Phys. 156, 921 (39)

A Fire and Dangerous-gas Alarm



616-57-900 00090

Anderson, J.M. Proc. Phys. Soc. A, V.70 pt 12, 887-99 (57)

The k,_. .... ,.,.u,u._ of Active N,trogen

It is shown that the first bimolecular process found experimentally in the decay of the nitrogen

afterglow requires oxygen as a catalyst and draws both active bodies from a common population.
An activation energy of 900cm -1 is necessary for this afterglow process. The second bimolecular

process involves two actlve bodies possesslng monomolecular decays and drawn from different pop-

ulations. Negligible activation energy is required for this afterglow process. This process is quenc

by oxygen and required a minute impurity believed to be hydrogen. The final monomolecular deca;

shows the usual diffuslon-collision pressure dependence at higher temperatures and effectively diffu!
dependence only at lower temperatures. The effects of diffusion are much reduced by a monomolec

layer of oxygen on the walls. An aggregate possessing a dissociation energy of 5600cm -1 is involv,

in the final afterglow process. Reasons are given for bellevlng that the first bimolecular process is

recombination of nitrogen atoms in the presence of an oxygen molecular catalyst of the order of a fl
parts per million and that the second process is a collision of two different vibratlonally excited grc

states of file nitrogen molecule with a molecular hydrogen catalyst of the order of a few parts per
million.

012-56-153 00100

Anderson, J.R.A.

Napier, K.H.

Australian J. Chem 9, 541-3 (56)

Vapor-phase Chromatography Separation of
Aromatics from Saturated and Oliflnic Hydrocarbor

The use of CH2(CH 2 OH) 2 (I) and polyethylene glycol cresyl ether (11) as the stationary phases (111)

with 44-60 mesh A120 2 as support for vapor-phase chromatographic sepn. of aromatics from satd.
and olefinlc hydrocarbons is described. It was indicated that the ether linkage and not the HO

group is primarily responsible for the interaction with aromatics. C_H is easil sepd. from6 ing components.cyclohexane (IV) and cyclohexene of II and emerged later than the ,,igher-boil y

C_H_. and PhMe are easily _pn. on II at 130 ° but IV and methyleyclohexane did not sep. The
ea'rli'_r emergence of the satd. compds, may solve the problem of analysis of products where a no.
of different III cause interference.

801- -100 00101

Anthes, C.C. U.S. Patent No. 2,779,666

Hal ide Detector

Improvements on halide torch detector



323-48-900 00103

Apker, L.R. Industr. Engng. Chem 40, 846-7 (48)

Surface Phenomena Useful in Vacuum Technique

Studies of surface phenomena can give valuable information at pressures so low as to be unmeasureable

by the usual methods. Previous work on thermionic emission from wires, and on field emission from

single crystals, is mentioned briefly, The photoelectric emission from W is very sensitive to residual

gas in vacuum systems and can be used to estimate partial pressures of active gases. A simpler method
involving a sudden burst of absorbed gas into an ionization gauge is also described.

323-43-612

Appleby, W.G.

Avery, W.H.

00104

Industr. Engng. Chem. 15, 349-350 (43)

An Improved Meter for the Measurement of Gas
FIow Rates

403-58-153 00105

Arakl, S.

Mash|ko, Y.
Kagaku no Ryoiki 12, 575-6 (58)

A Symposium on Gas Chromatography. Some

Comments on the Gas Chromatography Apparatus
in the Present Status

A listing of twelve papers presented at:the Sym.poslumlis given.

323-45-153

Askevold, R.J.

Agruss, M.S.

00106

Industr. Engng. Chem. 17, 241 (45)

Analysis of the Light Constituents in Crude

Petroleum by Low-Temperature Fractional
Distillation



049-59-153 00107

Audran, R.

Reutenaur, G.

Bull, Soc. Chim France 46-51 (59)

Apparatus for Chromatography Permitting_ the
Concentration of Constituents

An app. is described for the concn, and sepn. of Iow-concno constituents. The app. consists of a
chamber in the shape of a onto which encloses a chromatographic circle. The circle folded in the

shape of a cone, is placed in a circular trough contgo the material to be concd, or sepd. Within

the cone is a small heater which serves to evap. the solvent from the upper portion of the
chromatographic cone. Sepn. and concn, are thus effected by the differences in ascending R, valui

and variation in the soly. of a constituent. The method has been applied to sep. methyl red, janus

green, cyanine dyes, iridigo carmine, proline, ornithine, and natural pigments of the chlorophyll

type. It has also been applied to the sepn. of Rb and Cs. Electrophoretic methods are considered.

684-52-800 00110

Babelay, E.F.
Smith, L.A.

Rev. Sci. Instru. V 24 no. 7 508-10 (52)

Needle Valve Type of Variables Gas Leak for

Mass Spectrometers

How high vacuum needle valve may be used as adjustable leak for regulating flow rate of gas

samples to mass spectrometer, when valve is equipped with wedge and lever system providing very
sensitive control of needle position; flow through leak is molecular at spectrometer pressures, but

mass flow may be secured by inserting capillary tube between sample and leak.

328-62-510 00120

Bach, C.R. Instru. and Control Sys. 35 no. 2 121 (62)

Precision Mercurial Manometers

Short discussion of a mercury column reading to 0.01 mm Hg., to an accuracy of one part in 5000
(0.027)



328-62-151

Bailey, C.W.
Howard, R.F.

00130

Instru. and Control Sys. 35 no. 3 99-101

Mass Spectrometry Techniques

Elementary review of the operation of the various types of mass spectrometers

(62)

999-58-612 00140

Bailey, J.E. Res. Rept. No. 16 Contract Nonr-978 (01) (58)
Miss_sslppl State College

Correlation of Several Methods for Determining Skin
Friction in a Turbulent Flow

The values of skin friction that were determined by the pressure drop down the pipe. Cornishls

method, Clauser's method, and the Preston tube showed good agreement for a turbulent pipe flow. It

was found that the turbulent pipe flow profiles modified by suction were defined by the universal relation

in the region very close to the wall if the value of U determined by Cornish's method was used. The
values of skin friction determined by Cornish's method, Clauser_s method, and the Preston tube for the

turbulent boundary layer modified by suction were in agreement. The values of skin friction determined

by the three methods based on the "Law of the Wall " were in agreement, among themseh;es, and the

universal logarithmic relationship, using the value of U for the suction case, fell on the same curve

as the pipe flow profiles in the region near the wall. This may be interpreted as evidence that the
"Law of the Wall " is valid for the suction case.

330-59-144 00150

153

Baker, R.A.
Doerr, R.C.

Intern, J o Air Pollution 2, 142-58 (59)

Methods of Sampling and Storage of Air Containing

Vapors and Gases

The effect of various storage techniques and materials on known conchs, of gases in air was studied.

Gases used were single components and complex mlxts, under both atm. and compression conditions.
Storage was made in steel cylinders, plastic bags, and glass flasks at varying time intervals. Anal.

methods used were infrared spectrometry and gas chromatography.



801-52-151 00160

Baker, W.R. U.S. Patent No. 2, 591,998 (52)

Leak Detector

Thisgas-leak detectorof the massspectrometertype involvesan electric circuit for periodically
directing ions correspondingto the indicator gasonto the ion receiver and for amplifying the resulting
periodic current, thereby providing a leak detector of great sensitivity.

684-60-151 00170

Balestrini, S.J.
White, F.A.

Rev. Scl. lnstru. V31 no. 6 633-6 (60)

Workable Magnetic Shim to Correct Second-Order
Aberration in MassSpectrometer

Simpleshim developed for second-order focusing in existing conventional mass spectrometer of magneti
sector type; formula for its fabrication from sheet of thin magnetic material, and practical method for

its alignment.

999-54-300 00180

Bancroft, L.C. Contract AT(07-2)-1 (DP-41) (54)

DuPont de Nemours_ E.I. and Co.

Beetle Leak Detectors

A simple multipoint heavy water leak detector system is described which can be built without
machine shop work. The circuit is fail safe and can be functionally tested fromthe control
panel.



321-38-900 00190

Banerji, S.K. Indian J. Phys. 12, 409-46 (38)

Interchange of Electricity Between Sollds,
L_quids, and Gases Through Mechanical Action

The separation of electrical charges in mechanical interactions such as occur for example when
gas leaves a jet and impinges on a plate is considered. The total charge of the different media

involved is unaffected but the distribution can show a wide range of variation depending on the

substances and processes involved. The charge developed on a medium depends on the violence of the

mechanical action. Only a part of the mechanical work is converted into electricity. The
exchange of electricity occurring in such processes can be explained in terms of an electrical double
layer. Several examples of such interchanges are e×aminedo

368-59-153 00200

Barber, D.W.

Phillips, C.S.G.
Tusa, G.F.

Verdin, A.

J. Chem. Soc. 18-24 (59)

The Chromatography of Gases and Vapors

A series of retenti_ times at 156 ° was detdo by gas-liquid chromatography using molten stearates of

Mn, Co, Mi, Cu. and Zn as column liquids and Celite as the solid phase and 1:3 mixt. of N and H

as a carrier gas. The efficiency of the metal stearates was compared with Apiezon L. With
mesitylene as an internal standard the relative retention times are given for 36 org. compdso

including primaryt secondary, tertiary, and 2-methyl alcs. amines, cyclic and aliphatic ketones,

and aliphatic and atomatic hydrocarbons° In each homologous series the log of the retention

times plotted against the no. of C atoms gives a straight llne. Amines are retarded most strongly,
but accurate retention times are difficult to deto owing to asymmetric peaks. Retardation factors

for secondary and tertiary amines with Mn, Co and Zn stearates were proportional to the basic

dissocn, consts, of the basis with metal steroids there is a selectivity of special groups so the

sepn. of some paris of compounds is easier than can be obtained with Apiezon. Hea.t_sof soln
as obtained on these columns, are given for the class compounds.



999-52-132 00210

Barnes,A.H.
Smith, A.
Wimunc, E.A.

Contract W-31-109-eng-38

Argonne Nat'l Lab.

(52)

Helium Leak Detector Test for Hanford and

Savannah River Fuel Slugs

A He pressurizing vessel is described which has been used for detecting the presence of minute holes,

cracks, and fissures in the AI jackets of reactor fuel slugs which would allow moisture to penetrate
to the U during reactor operation. Slugs may be tested in batches of ten, allowing examination of

200 slugs per hour with a single machine. Any batch which shows excessive He absorption and

subsequent release, as measured with a He leak detector, is tested individually to locate the

defective slug.

998-56-800 00220

Barry, W.H.

Hourlier, P.

Congr. groupe, avance, methodes anal.

spectrog, prod. met 19th Congr. 135-47 (56)

New Standard Quantometer (Model) 14000

The quantometer 14000 is a simplified version, wffh certain new features of the large research

quantometer, suitable for control ana!ysls, with voltage stability of the order of 0.02% and
0.2% reproducibility. It consists of a Multl-source Unit Model 6700; a new version of the

horizontal 1.5-m A.R.L. grating spectrograph, whose scanning device permits automatic

compensation for the effects of temp. variations; and a novel, simplified recorder console that
(a) is adaptable to a wide range in concn. (1-1000); (b) can read only those elements desired."

and in the order desired; and (c) can be used as a ratio recorder to read intensities as compared
to an internal standard.

999-56-900

Battle, L.

Turner, A.F.

00230

Bausch and Lomb Optical Co. (56)
Contract DA 44-009-Eng-2317

Studies of Semiconduction Films

This final report is in two parts, the second being a summary of all research and development

carried out during the two years of the contract. The first part deals with work_conducted in the
eighth and final period on the preparation and testing of radiation thermocouples employing



vacuumevaporatedfilms of semiconductors. With suitable preparationt these films yielded
the high thermal emfs characteristic of the crystalline form of this class of materials. Ad 102317.
Plates are black and white negatives.

999-57-114 00240

Barton, R.S. Atomic Energy Res. Est. (Gt. Brit.)
GP/M-189 (57)

The 1441A Oxygen Leak Detector

An auxiliary power pack, designed for use in conjunction with the 1075 ionization gage control
unit, has been developed for the purpose of rapidly converting an ionization gage, used in a

vacuum system for pressure measurements, into a diode for leak detection using 0 2 as the probe
gas. Entrance of the gas into the vacuum envelope leads to a decay of electron emission from

the hot cathode of the diode and this is observed on a meter suitably positioned in the gage circuit.
A description is given of experiments made to obtain the information necessary for the design of the

above mentioned pack followed by a brief description of the type finally built for stores issue.

999-56-510 00260

Bauer, R.C. Aro, InCo (56)

Method of Calculating the Response Time
for Pressure Measuring Systems

In this report theoretical lag-time equations are developed for single- and double-tube pressure
measuring systems connected to manometers or to measuring instruments of constant volume.

Qualifying parameters which relate the applicability of the lag time equation to any particular

pressure measuring systems to within 10 or 20 per cent. Equations are also presented for

determining the optimum diameter of the second tube in a two-tube pressure measuring system

and for estimating the es_mating the effect a leak in the system would have on the measured

pressures.



684-50-133 00270

Bayard_R.T.
Alpert, D.

Rev_Sci. !nstrum. 2!, 57! (50)

Extensionof Low PressureRangeof the Ionization
Gauge

Redesignedordinary ionization gauge to measure pressures down to -lo-lOmm Hg by inverting

the normal order of triode elements. Study of the effect of soft X-rays produced in a normal

ionization gauge.

684-62-800 00280

Beams, J.W. et. al. Revo Scio Instrumo 33, No. 2 151-5 (62)

Spinning Rotor Pressure Gauge

A magnetically suspended rotor pressure gauge is described for measuring pressures below 10 -4 to rr.

327-51-510 00290

Bean, H.S. Instruments V24, 528-9 (51)
Mathematics of Monometers

This is about correction factors for the balancing effect of a gas in one leg of a manometer.

801-57-113 00300

Beard, R.B. U.S. 2,817,229V725 no. 4 657 (57)

Apparatus for Measuring Constituent
Concentrations of Atmosphere

An electronic device using thermocouples to detect the concentration of gas in a heated gaseous

atmosphere.



841-52-133 00310

Beck, A.H.
Brisbane, A.D.

Vacuum 2, 137-46 (52)

A Cylindrical Magnetron Ionization Gage

A new gage is described which reads pressures of 10-4-10-8mmo Hg, produces 100

times as much current as an ordinary ionization gage and requires no emission-

stabilization device. The gage is essentially a modification of the Penning gage

with a central wire anode held at 6kv. pos. and a cylindrical cathode structure
sepd. in boxed compartments by baffles. A calibration _set-upis descrlbed_ arid curves
_r_e shown indicating the curr_nt Lnm|_:rogmps v_s. c_node yplta_ _at const.: field for

different pressures. The gage is used in a leak detector employlng butane or

C02 as probe gas. Leak rates of 10-6 lusec can be detected.

841-54-133 00320

Beck, A.H.
King, G.

Vacuum 4, 147 (54)

A Sensitive Leak Detector Using Magnetron
Ionizatlon Gages

The construction of a differential leak detector capable of indicating leaks of 10-7
I u sec° is described. The detector uses 2 magnetron gages in a bridge circuit. The gage

is modulated at 200 cts/sec and an a.c. amplifier is used as detector. The vacuum

system comprises 2 _ pumps connected to the gages through an Alpert all-metal

vacuum tap. A freezing trap is placed between the gages which freezes out the

probe gas squirted onto the leak and introduced in the first gage by a needle valve.
The difference in butane content unbalances the bridge.

484-47-154 00330

Belcher, R. Metallurgia 35, 310 (47)

Apparatus in Qualitative Microanalysis

VI Apparatus for the Detection of Gases

For the detection of gases on a micro-seal librated by addition of suitable reagents,
2 forms of appartus are generally used° One is the FeigI-Krumholy apparatus and

the other is the FigI-Rossler apparatus. This paper descrlbes a modification in the

FigI-Rossler apparatus to overcome a defect.



378-66-151

Bell: R.L,

OO34O

J. Sci. Instrum.V33 No. 7 269-72

TheOmegatronasa Leak Detector

(56)

The omegatron, a radio-frequency mass spectrometer, has been applied to the detection

of very small leaks using the helium probe technique. Although intrlnslcally of similar
sensitivity to the conventional magnetic sector mass spectrometer, its effective

sensitivity can be very much increased by reducing the speed at which the leak and
leak detector combination is pumped, an operation which is not feasible with the usual

mass spectrometer. By this means leaks of 10-11 1 omb/sec are readily found. The
limiting sensitivity appears to lie in the 10 "14 1.mb/sec reglon. A simple

omegatrom construction for the leak detection is described, and precautions to be
taken in the use of hellum mentioned.

0O4-62-153

Bellar, T. et.al.

00350

Analytical Chem. 37 No. 7 763 (62)

Direct Application of Gas Chromatography

to Atmospheric Pollutants

The use of a flame ionization detector permits direct determination of hydrocarbons at

concentrations found in the atmosphere. Prior concentration of samples in a cold trap

is not necessary. With the system described, the investigators were able to detect the

lower molecular weight hydrocarbons found in automotive emissions in controlled

irradiation studies. Ease of operation, high sensitivity, and reproducibility are
advantages of the technique. Concentrations as low as 0.001p.p.m. may be

detected in alr samples. The experimental perometers required to obtain these results

are evaluated. Instrumental modification required for several applications are dis-

cussed with emphasis upon development of a reliable system with which the hydro-
carbons at atmospheric concentrations can be determined routinely.

980-41 - 145

Benedicks, C.

Sederholm, P.

00360

Ark. Mat. Astr. Fys. 27B, 4, No. 16 (41)

Detection of Leaks in Glass Vacuum Apparatus

A method is described for using an ordinary induction coil instead of a Tesia coil for

detecting leaks, and the use of benzene instead of CO 2 or alcohol for surrounding
a suspected leak is recommended.



528-53-I 51 00370

Bennett, W. H. Natal. Bur. StandardsCirc. No. 522 111-14 (53)

The Nonmagnetic Radio-Frequency Mass Spectrometer

A typical mass spectrum of air is given as detd. in a 3-stage nonmagnetic, radio-
frequency mass spectrometer. This instrument, together with assocd, circuits, has

been made in a version weighing less then 25 lb.

364-50-152 00380

Bennett, W.H. J o Appl_ Physo 21, 143 (50)

Radiofrequency Mass Spectrometer

Uses velocity selection rather than magnetic beam deflection for gas analysis. Simpler, more

compact, and more rugged than magnetic beam deflection devices.

043-39-154 00390

Berger, H. Brit. 511, 923 (39)

Gas-Detecting Apparatus

The apparatus consists of a U-shaped tube with 2 vertical arms connected at their upper
ends, a thermometric indicator, a catalyst and a valve controlling the connection beh_,een
the 2 vertical arms to zeroize the reading of the indicator, one of the vertical arms forming

the indicator_ the catalyst surrounding the other arm and a throttle clop or a cock
interrupting the connection between the upper ends of the 2 vertical arms. The catalyst

may consist of a tubular piece with deposits of precious metals surrounded by quartz glass
wool or asbestos with deposits of Pd, Pt, and other precious metals, and the whole may

be surrounded on all sides by a granular catalyst with suitable deposits by which CO,
which is detrimental to the inner catalyst is exted, from the gas-air mixture so that the

whole catalyst has an unlimited life.



999-50-900 00400

Bertein: F.

Cherrier, C.

Verot, L.

Wagner, R.

C R acad qcl Par;s 230, 1_/-/'-7 {=0_

Photo-Electric Apparatus for the Quantltatlve

Analysis of Coloured Gases

An apparatus is described consisting of a glass by-pass tube mounted on the main
gas conduit, anlncandescent bulb at one end of the tube and a photo-electric cell
at the other endt the variation or the photo-electric current during the gas flow being

amplified so as to operate an alarm relay. The apparatus has been adapted for (a)

the determination and automatic recording of the content of C12 or NO2 in a gaseous
mixture, (b) the determination of the humidity of a gas, and (c) the sign_lllng of a

quantity of one of the above gases_ exceeding a previously fixed flgure t having
passed through the conduit .wlfl_ an immediate stopping of the gas circulation.

378-58-151 00410

Beynon, J.H. J. Sci. Instrum. 35, 164-6 (58)

Mass Spectrometer

Double differentiation of the ion beam in a mass spectrometer is shown to have the

same effect on peak shape as reduction to zero width of the inlet and exit slits.

When this differentiation is performed by modulation of the accelerating voltage,
increase of the modulating amplitude results in effective control of the width of

both inlet and exit slits making the spectrometer more versatile since its sensitivity

and resolving power are easily controlled. Differentiation by an odd number of times

enables the center of a singlet peak to be located with greater speed and accuracy.

Thus improving the mass measurements made with the spectrometer.

Two major advantages arise tram the differentiation of a mass spectrometer
being: an increase in the precision of mass measurements; and a simple control over

the resolution of the instrument. This may be relevent to leak detection since, in

the case of organic compounds, which need to be detectedt the atomic composition

of the ion could be found by a sufficiently accurate measurement of its mass. The
advantages gained in differentiation the mass spectrum have been found by observing

the discontinuities in the ion distribution introduced by the slit edges.



378-58-151 000420

Beynont J.H. J. Sci. Instrum. 35, 289-91 (58)
Clough, S.

Mass Spectrometer

The essence of this report deals with a method to measure accurately the magnetic
field at a mass spectometer. An instrument utilizing the galvanomagnetic effect in bismuth

to measure the field strength of a mass spectrometer magnet has been devised. This

determines the masses at the peakst as they occur when the spectrum is scanned by the
variation of the magnetic field at constant accelerating voltage. The bismuth coil is

mounted between the pole pieces of the magnet and the instrument marks on the mass

spectrum a of fifty mass calibration points at predetermined values of bismuth resistance

and indirectly of the magnetic field. In the range 0 to 200 mass units the instrgments

accuracy is _+0.05 mass unit and 0.025 above this°

The mass rcii_ge: is_not: too_Jnlgh in mb_t:.c_ses _nd :_he :hys_re_6si_6_ the::,
magnets (standard on most spectrometers) does not set in until mass is in the range of

about 100 to 200. Any device using the bismuth would to be thermostated'due to:ithe
large temperature coefficient of bismuth.

378-56-133 00430

800

Beynont J.H.

Nicholson_ G.R.
J. Sci. Instrum. V33 No. 10 376-80 (56)

A Radioactive Ionization Gauge and Its

Application to the Measurement of Latent

Heat of Vaporization

A radioactive ionization gauge useful in the range of pressures 10-5 to 10mm

of mercury, and its application to the determination of the latent heat of vaporization

or sublimation of organic compound having vapour pressures in the above range up to
200°C, are described. The instrument uses a 0.5mc sealed radium source for ionization

of the vapour and an electrometer amplifier for measuring the ionization currents produced.

Values for the latent heats of fourteen compounds are given.



764-58-153 OO44O

Beynon,J. H.
Clough, S.
Crooks, D.A.
Lester, G.R.

Trans. Faraday Soc. 54 t 705-14 (58)

A Theory of the Gas-Liquid Chromatographic Process

It was assumed first that all solute mols, spent the same time in the vapor phase in their

passage through the column. This was extended to a simple distribution of the time spent

in the vapor phase, a parameter being introduced that can be taken as a figure of merit for
the column. The retention time for any compd, forming a dil. ideal soln. was estd. from a

few simple measurements of the material comprising the column and a knowledge of the satn.

vapor pressure of the solute. Gas diffusion was taken into account and an expression for the
height of the equiv, theoretical plate was derived. This was shown to have a simple

relation to the mean gas velocity in the column, with a min. value for a certain optimum

velocity.

247-46-I O0 00450

Bialous, A.J.

Hansen, C.A.

Gen. Elect. Rev. 49, 20-6 (46)

Applications of the Thermal Conductivity

Gas Anal yser

The equilibrium temperature of an electrically heated wire depends on the thermal conductivit

of the surrounding gas, whose composlton can be estimated if the resistance-temperature
curve of the wire is known. Two identical cells, fitted with W filiments are connected in
two arms of a Wheatstone bridge, the other two arms being manganin resistances. One cell

is sealed and contains a gas of known properties, while the unknown gas is passed slowly

through the other cell. The cells are fitted into a block of metal maintained at a constant

temperature. An indicating or recording galvanometer is connected across the bridge
and there is a milliammeter and variable resistance in the battery circuit. The out-of-

balance deflection depends on the unknown constituents and is a direct indication of

their ratios. This method is non-destructlves requires only a small sample, has a response
time of 6 sec to 2 rain. depending on the conditions, will give a continuous record and

requires comparatively little attention. It is not suitable for detecting traces of one gas

in another, or for systems or more than two gases, except under special circumstances.

Typical applications are flue gas analysis: 02 and CO 2 measurements in respiratory
experiments: gas or vapour analysls and control in the chemical and electro-chemical

industries: atmosphere analysis in heat processing plants: for the detection of "fire-damp":

testing balloon fabric: food preservation, etc.



378-57-151 00460

Bierman, A. Rev. Scio Instrum. 28, 910-13 (57)

Resonance Mass Selector

This device can select ions or masses on the principle of their oscillating frequency
in a static "potential well " where the ions pass several times across the same rf field

tuned to their oscillation. The particles gain energy on each passage. The initial velocity
of the particles is not of primary importancethus there may be more energy spread in the ion

source. This is not so in most mass spectrometers. No high mechanical precision is required,
also the resolving power may be varied by electrical means. In this idea, no magnetics are
used.

246-45-100 00470

Biggs, N.B. Gas World 122, 430-2 (45)

Detection of Gases in Air or in Other Gases

Tests which can be used by the gas engineer or chemists for detecting manufd, gas,

CO, SO2, CS2, H2S' C6H6, and toluene vapors, HCN, NO, and O in air or other
gases are outlined.

443-46-133 00480

Bigueneb C. Le Vide I, 174-6 (46)

Measurement of Very Low Pressures by the
Ionization Gauge

Describes laboratory determinations of the characteristics of a number of ionization

gauges of different design. The ion current was found to be proportional to the electronic
current and to the ionizing distance, and the gauges were found to be most sensitive with

grid at +250V and plate at -30V. The ideal gauge should have a larger electronic current

than the usual 20mA, the distance between grid and plate should be as large as possible,

and the grid should be so shaped as to have a large surface for cooling purposes, but to
intercept as few electrons from the filament as possible.



327-51-510 00490

Biles, M.B. Instruments V24, 159 (51)

High Pressure Differential Monometer

This discusses a high pressure differential manometer which permits visual ob-

ervation of the liquid columns, it is an instrument constructed to facilitate accurate

measurement of small pressure drops in fluld meters and hydraulic equipment operating
under high flow pressures.

616-45-900 00500

Binnie_ A.M. Proc. Phys. Soc. 57, 390-402 (45)

A Double-Refraction Method of Detecting

Turbulence in Liqulds

The doubly-refractive properties of a weak solno of benzopurpurln were used in

a study of the onset o r turbulence wken _he I_qu_d flowed through a long horizontal glass
pipe. A beam of polarized light was arranged to traverse a diam. of the pipe remote

from the ends; the nicols were set to give extinction when the liquid was stationary.

The emergent light fell on a photocellt which was connected through an amplifier to a
cathode-ray tube. With unidirectional flow, photographs of the trace on the screen

showed a steady straight line when the velocity was small. Disturbances appeared at

a Reynolds no., R, close to 1970, and completer turbulence was established when R
reached 2900. With forced oscillating flow, the trace at low velocities was a sinusoidal

curve, on which, at a critical Reynolds no., small superposed ripples were observed.

Even when the motion wasgreatly increased, the intricate traces recurred perfectly_ but
this phase finally broke up into complete turbulence as soon as the amplitude of the sur-

face movement in the bottles at the ends of the p_pe reached a certain limit. Consider-

able difficulty was encountered in securing satisfactory compromise between the conflict-

ing requirements of the various parts of the app. A wide pipe and a narrow beam of light
were used so that the lens effect of the former was small. A 0.25% bensopurpurln soln.

was found most suitable for the expts.



997-60-421
612

00510

Biorgum,O. Contract AF 61(052)(275) (60)

Some Considerations on Possible

Calculations Concerning Sub-Sonic
Shear-Flow Turbulence

The problems considered in this paper are (a) the theortical determination of the

mean velocity profile of a simple stationary turbulent shear flow and (b) the determination

of the lowest critical Reynolds number for which such a turbulent flow is possible. The
general case of three-dimensional fluctuations is considered.

526-60-200 00520

Black, W.E. Nucleonics 18, 106 (60)
Kerwick, W.

Finding Piping Leaks With Sealed
Millicurie Floats

24 60
A radioactive source such as Na or Co is placed inside a metal float. The

float is then introduced into the pipe system to be tested. The flow is shut off so that
the only current results from the leak. The float then follows the current and a man with

a survey meter follows the float. If the float slows down or stops it indicates a leak.

801-51 - 100

Blanchard, A.

00530

U. S. 2,553,233 (51)

Detector of Gas Concentration in Solid-

Liquid Dispersions, Such as Oil-Well Mud.

044-51-900 00540

Blears, J. Brito J. Applied Phys. 2, 227-3 (51)
Leck, J. H.

Differential Methods of Leak Detection

Differential methods of detecting leaks in high-vacuum systems may attain a

sensitivity 20 times greater than that of the corresponding single-gage method. The



general plan calls for two identical gages to be inserted in the same point of a vacuum
llne, one of the gages having a cold trap (or chem-absorber chamber) such that when

the.probe gas enters the vacuum through the leak: it produces a different ial pressure

change which can be detected by a suitable bridge arrangement joining the two gages.

Systems which use ionization gages and Piranl gages are discussed.

378-51 - 100 00550

Blears, J. J. Scio Instrum. Suppl. No. I 20-8 (51)

Leck, J. H.
General Principles of Leak Detection

The techniques of leak detection are reviewed, special emphasis being placed
on methods for obtaining high sensitivity with simple apparatus. A theoretical analysis

of the gas flow problem is supplemented by experimental results obtained with a system

using two diffusion pumps in cascade. The importance of using constrictons and cor-

rectly positioning the gauge is stressed, and the losses of sensitivity due to virtual leaks,
leaks in series and by-pass methods are considered. The relative sensitivity of different
leak detection methods are tabulated.

524-44-133

Blears, J.

00560

Nature, Lond. 154, 20-1 (44)

Use of the Ionization Gauge on Systems

Evacuated by Oil Diffusion Pumps

378-60-114 00570

Bloomer, R. N.

Brooks, W. C.

J. Sci. Instrum. 37, 306 (60)

Simple Detector for Small Leaks Using a
Thoriated Tungsten Emitter With Oxygen

as Probe Gas

The principle involved is that He thermionic emission of a thorlated tungsten

filament changes in the presence of even a small amount of gases like oxygen.



378-53-111 OO58O

J o Of Scl. Instrum. 30, 385 (53)

Simple Method of Leak Finding Using a

Piranl Gauge

While the vacuum system is being continuously evacuated, ether or butane is

applied liberally to any likely joint. If there is a leak, it will show up as a deglection

on the Piranl gauge, which is due to a change of pressure in the system due to the
introduction of the ether vapor through the leak.

202-58-150 00590

Blondel, A. Fonderie No. 144 19-24 (58)

Microanalyzer for Small Gas Samples

A microanalyzer for gases permitting samples of 0.1-1cc is described which

permits great speed '_nd precision in measurement. Volumetric readings for the

pressures of CO9, CO, H, and N are obtained. The techniques can be expanded for

thell measurment-s..iof_." volatile hydrocarbons, particularly CH 4.

618-60-151 00600

Boato, G.

Sanna, R.

Vallauri, M.E.

Reinhare, M.

Plaova Gimento Supp. V16 No. 2 215-31 (60)

Uno Spettrometro di Massa di Elevata Sensibilita

High sensitivity mass spectrometer designed and put into operation at Physics
Department of Univer. of Genoa; apparatus is suitable for measuring small variations

of isotopic abundance ratio in light gaseous elements; sensitivity is one part in two
million and precision is 1/1000.



604-46-111 00610

Boeke, J. Philips Tech Rev. 8, 341-5 (46)

Electrical Detection of Traces of Poisonous

Gases in the Atmosphere

Finely divided Pt which catalyses an oxidation reaction is found to be hindered

in thisfunctbn by many gases which are also poisonous to the human body. Based on this

fact, an instrument has been designed for detecting poisonous gases, e.g. CO and HCN.

A Pt catalyst on a Pt wire serves as one of the resistance branches in a Wheatstone bridge

and a mixture of CH3OH and air is conducted along it. The heat developed by the
oxidation of the alcohol keeps the Pt wire at 120-150°C. When the catalyst is poisoned
the oxidation reaction ceases, the wire cools off and the bridge is unbalanced. A simple

portable model is described.

481-59-143

Bognar_ J.

00620

Magyar Kern Folyolat 65, 223-7 (59)

Application of Ultraviolet Light in Analytical

Chemistry

Deals with chemical determination of ions in solution.

997-60-800 00630

Bohn, J.L.

Fuchs, O, P.

Morton, R.K.

Contract AF 19(604)3076 (60)

Spectrophotometric Determination of High

Temperatures

An effort was made to discover some method which would allow a direct measurement

of the real temperatures of extremely hot bodies, or, failing that, to define a new
substitute temperature which would be more universally appl icabl e than present types,

and which could be considered as a good approximation to real temperatures. Assuming

that a body whose temperature is to be determined displays a continuous distribution of

energy, two measuring procedures were developed which appear promising. The
development of these two procedures resulted from a single objective: the radiometric

measurement of the real (thermodynamic) temperatures of substances ener,aized to upwards

of a few thousand dearees Kelvin. The orlnciple problem which hadto be solved was how
to minl.mlze the [nf!uence of the unknown spectralemlssivity.Each attempt to solve thl.s

problem in a different way. " ......



Thedouble-ratlo method utillzes, in a double-ratio, the measured energy at three
wavelengths in order to,cl_ive a temperature. In some respects it resembles the well-

known method involving the ratio of energies at two wavelengths (slngle-ratlo

method). In the application of the single-ratio method, however, common practice

is simply to ignore the existance of the unknown emissivity.

997-59-300 00640

Bol ta, C.

Minushkln, B.

Steinmetz, H.

Sullivan, O.

Contract AT (30-3)-256 (59)

Design Development Tests of Some Components

for the IOMW e SDR

A sodium leak from a fuel-coolant tube and a water leak from a calandrla tube were deliberately
induced to study the effect of these leaks on a barrier. A pragram directed at improving leak

detection devices and developing better methods of leak detection is reported. Prototype

fuel-coolant tube closure devices were experimentally evaluated at simulated reactor

operating conditions to obtain useful design data. Devices to join the calandrla tubes to
the tube sheet while maintaining a gasfight seal were experimentally evaluated.

997-59-145 00650

Bomelburg, H.J.

Herzog, J.
Weske, J.R.

Contract AF 49 (638) 385 (59)

The Electric Spark Method for Quantitative

Measurement in Flowing Gases

The operating principle of the techniques and the required instrumentation are

described. Characteristics of spar, k idlscharges are analyzed theoretlcally and experlmentally.
A calibration is established for quantitative evaluation of spark photographs. Examples

of appllcation are given for subsonic, transonic, and supersonic flow and for investigations
of turbomachlnes.



999-58-153 00660

IBorenam, G.R '_-- Council - 'Re:earc,-, Commun. mr:A oo /<o_

Marhoff, F.A.

Gas Chromatographic Analysis

Gas chromatographic analysis can be appl led to manufd, gas, to refinery gas, to the
examn, of condensates, and to the detn° of odorant conch, when it is added to the gas before its

distribution• The effect of changing over from existing analytical techniques to accuracy,

coupled with more rapid analysis. A more detailed knowledge of component compn, is also
obtained•

604-55-133 00670
510

Bouwmeester_ E.

Warmoltz, N.
Philips tech. Rev. V17 No. 4 121-5 (55)

A Simple and Reliable Ionlzation Manometer

An ionization manometer with four electrodes is described. The ionizing electron

current is stablized by means of a grid at constant potential placed near to the cathode and
a high resistance in the cathode circuit. The ion current is measured with a Wheatstone

bridge, two of whose branches consist of pentodes, the other two branches being resistors.

The ion current passes through the control-grld circuit of one of the pentodes, thus un-
balancing the bridge. A mlcroammeter serves as the indicating instrument• Some measures

for improving the accuracy at low pressures are discussed. The measuring range extends

from about 10-2ram Hg to approximately 10-6mm Hg. The lower limit is restricted by the

fact that under the influence of X-rays from the anode, electrons, are emitted fr0rfl the,.
col lector.

845-60-800 00680

Bouyer, P.
Cassignol, C.

Lazeyras, P.

Vide V15 No. 88 297-300 (60)

All Metal Leak Valve

Adjustable all metal vacuum valve is described; performance tests indicate that control

of very minute gas flows is possible; comparable valves are in present use at several
installations of Centre d' Etudes Nuclealres.



524-50-151 00690

Boyd, R.L.F. Nature, Lond. 165, 142-4 (50)

A Mass-Spectrometer Probe Method for the Study of
Gas Discharges

Describes a new method for studying positive and negative ion populations in low

pressures gaseous discharges. A probe, in which is incorporated a: b.f. filter system, with
a nose dla. Icm. . is moved radially through the discharge and enables radial variations

of, e.g., negative ions to be studied. The system in effect is equivalent to a very srnaJl
time-of-fllght mass spectrometer of novel type.

616-55-151 00700

Boyd, R. L. F.
Morris, D.

Proc. Phys. Soc. A. 68, ptl 1-10 (55)

A Radio Frequency Probe for the Mass-Spectrometrlc

Analysis of Ion Concentrations

Describes the development and analyses the action, of a versatile probe, which can
readily be moved radially into and out of a discharge tube and which is able to distinguish
between ions (positive and negative) of various masses. With this instrument it is therefore

now possible to make probe studies on a particular species of ion in the presence of others.
Basically the instrument is a very small 12-stage linear accelerator which discriminates in

favour of ions of a particular mass-charge ratio passing through it sampllng orifice. It is of

high sampling efficiency and this together with its mobility and the abseo_e of a magnetic

field gives it certain pronounced advantages over the magnetic method of analysis.

997-61-900 00710

Boyd, W.K. Contract AF 33(616)7747) (61)

Summary of Present Information on Impact Sensitivity
of Titanium When Exposed to Various Oxidizers

This review summarized the present status of the compatibility of titanium with I_OX

and with other oxidizers such as N204, F2, and CIF 3. Considerable experimental evidence has
been obtained which indicates that, under certain conditions of impact, titanium and its

alloys may ignite i'_ strongco_cfi_rs of the type used in rocket and missile propulsion systems.

However, only in the case of LOX does there appear to be danger that the reaction will

propagate and completely consume the tltanium.i In most cases, even though ignition occurs,
the damage is not significantly greater than that occuring as a result of the impact alone. The
data also suggest that the chance for a reaction can be minimized if the titanium surface in



contact with the oxidizer is smooth and surgically clean. Insplte of its impact sensitivity,
titanium appears to have some areas of appl ication where it can be used in contact with
strong oxidizers.

684-57-800 00720

Brackett, F.S.
Danlel, J.H.

Crlckard, R.G.

Rev. Sci. Instrum. V28 No. 3 181-6 (57)

Recording Oxygen Concentration and Rate of Exchange

A recorder for oxygen concentration and rate of exchange is described. A

polarographic square-wave method is adapted to serve pen-recording. Cam-drlven

mlcroswltches provide the square potential pattern and also the programmed timing on
which the rate evaluation is based. A three-second time resolution in rate reveals

transient details unobserved in concentration recordlng.

561-64-421 00730

Bozeman, H.C. Oil and Gas J. V126 (64)

Sonic Method Pinpoints Pipeline Leaks

A sonic leak detectoris used to locate pipeline leaks in a hydrostatic system.
Some results are glven.

378-54-112 00750

Bradley, R.S. J. Sci. Instrum. 31, 129-30 (54)

A Thermistor McLeod Gauge for a Pressure

Range 1-10_'7mm of Mercury

A gauge capable of reading pressures of non-condensable gases in the range
of 1-10-7mm Hg has been made by sealing a thermistor bead into the end of the

closed capillary of a McLeod gauge, the thermistor acting as a thermal conductivity
manometer of the Piranl type.

124-57-153

Brenner, N.

00760

Drug and Cosmetic Ind. 80, 166-7, 261-6

Gas Chromatography

Applications for the chemist are discussed.



999-48-305
621

632

0076'5

Brightman ° J.B. Refrig. Eng. 55, 553-5, 606 (48)

Leak Detection on the Refrigerator Production Line

The use of the halogen leak detector and the mass spectrometer gas analyzer are discussed

in connection with detg. leaks in refrigerating lines. The halogen detector is based on
the fact that compounds of the halogen family are decomposed on contact with a hot

platinum filament. By use of the halogen leak detector, leakage of 0.004 oz of Freon

12 can be detected. In testing refrigerating systems by use of the mass spectrometer, He

is usually introduced into the system to be tested, and the gas analyzed for is accordingly
He.

801-50-154 00770

Brinker, Wm. E.

Williams, V.C.
U.S.2,517,382 (50)

Method for Detecting Acid Anhydride-forming Gases,
Such as Carbon Monoxide and Gaseous Acid Anhydrides

A method for the detecting of small quantities of CO in air is given. The air, contg.
CO is _rawn through a water bubbler, is forced through soda lime to remove all const|tuents

except CO, O,N, and possibly H, and then is divided into two channels. In one channel

the CO is left intact, and in the other channel the combustion of the CO is caused by a
heated Pt wire. The gas from each channel is forced into sep. compartments of a cell

contg. H20 or a salt soln. This cell contains a pervious wall between the compartments
and a Pt electrode in each compartment. If the H-ion concn, in one compartment exceeds
that of the other, a potential difference exists, which indicates the presence of CO in the

original air. This potential difference is amplified by a vacuum tube voltage amplifier

connected to a meter calibrated to indicate the percentage of CO in the air. Detection

of 1-10 parts of CO per billion of air is possible.



097-56-153 OO78O

Brooks, V.T.

Collins, G.A.
Chem. and Industry 921, (56)

Gas-Liquid Chromatograph; Separation of Hydrocarbons

Using Various Stationary Phases

A suitable selection of a fixed phase permits a column to be used as a thermal

dlstn, unit or a chromatographic one. Sepns. are made according to tool. types. A
nonpolar material will not sep. hydrocarbons of about the same b.p., but there is good sepn.

within a homologous series. As the polarity of the selected fixed phase is increased,

aromatic hydrocarbons are held back relative to the all phatic. This method could be

used to eliminate the usual resolution by liquid-elution chromatography on SiO 2 gel before
examn, by gas-liquid chromatography.

378-39-800 00790

Brookes-Smith, C.H.W.
Coils, J.A.

J. Sci. Instrum. 16, 361-6 (39)

Measurement of Pressure, Movement_ Acceleration,

etc. by Electrostatic Systems

As pick up element serves asa small condenser, one plate being a diaphragm integral
with the tubular element body. By careful design a linear characteristic and elimination

of falsifying adjustment, and adaptation to various measurements such as indicated in title.

For translating the capacity changes into potential variations, recorded by the oscillograph,

a D.C. polarization circuit can be employed. Dependency on time constant, however,
excludes application to slow processes. Using an h.f. resonance circuit, carrier frequency

about 1Mc./s., the capacity changes can be balanced by a calibrated condenser. This

null method, independent of circuit constants, renders static calibration possible. Useful
range from 0 to 50 kc ./s.

318-47-110 00800

8OO

Brown, A.F.

Kronberger_ H.

J.Sci. Instrum. 24, 151-4 (47)

A Sensitive Recording Calorimetric Mass Flowmeter

The temperature distribution along a tube heated at its mid point is disturbed by the
passage of gas, and electrical bridge arrangements enable a flow of 5 pg/sec of H to give

full-scale deflection of a 60 pA recorder. The instrument is linear to 20, this value,

is independent of pressure and, within limits of temperature. Only the tube comes into contact
with the gas.



684-41-151

Brown, H.

Mitchell, J.J.

Fowler, R.D.

00810

Rev. Sci. Instrum. 12, 435-41 (41)

The Construction of a Mass Spectrometer for

Isotope Anal ysis

997-5 9-153 00820

Browning, L.

Watts, J.O.

U.S. Gov't Research Rept. 31, 134 (59)

PB Rept. 151, 008, (59)

Design and Construction of a Gas-Liquld Partition
Chromatographic Unit, and its Application to the

Quantitative Analysis of Liquid Solutions

A gas-I iquid partition chromatographic unlt has been designed and instal led

in a com.-type relay rack. A specially constructed control panel, sample-injection

system, and thermal cond. cell facilitate modification of the unit for new

appl ications.

684-46-133 00830

720

Brubaker, W.M.
Wouk, V.

Rev. Sci. Instrum. 17, 97-8 (46)

Frequency Modulated Oscillator for Leak Hunting

A circuit for converting a variable D,C. voltage signal into a frequency modulation
of an audio-oscillatlon is described. The circuit can be used for general monitoring

purposes, but this article confines the description to its use is conjunction with an

ionization gauge for leak hunting in vacuum systems. The oscillator enables one operator

to hunt leaks more rapidly and effectively than two men calling out meter readings. Leaks
representing pressure rises of less than 4 x 10-3ram of Hg have been found with an

ionization gauge and this oscillator.



997-60-800 00840

Brusch,D.W.
Lawson,A.E.

Contract AF 33 (616)6601 (60)

High TemperatureThermistors

Chromicoxide is an adequate base material to be used in the manufacure of

thermistors to be operated to 600°C. Despite the fact that the surface of these

thermistors chemisorbs O,H, and water vapor, thereby changing unit resistance, a
suitable coating material will be found which will minimize this surface effect.

Contaminating oxides can be added to the basic Cr203 to change the resistance range_
which can be achieved. It is possible, using this technique, to extend the useful operating

range of these thermistors beyond 600°C. An adequate but extremely slow and tedious

method of attaching leads to disks and rods has been developed. Temperature deviation
of the test chamber has been held to within 0.01 C thereby allowing a very accurate

measurement.

379-59-800 00850

Brymner, R.
Stackelmecher, W.

J. Sci. I nstru. 36, 278 (59)

Demountable Vacuum Seal for Operation at

Temperatures from -188°C to 800°C

A new type of metal gasket vacuum seal which depends on a surface-friction

effect instead of compression.

997-61-144 00860

Burch, D.E.

Gryvnak, D.
Williams, D.

Contract AF 19(604) 2633 No. 2 (61)

Infrared Adsorption by Carbon Dioxide

The infrared absorption of carbon dioxide was investigated. Samples consisting of

carbon dioxide alone, and in binary mixtures with nitrogen, were investigated over wide
ranges of absorber concentration w and total pressure P. From the absorption by each

band or spectral interval, it was possible to determine either th_ total absorption in the mean

fractional absorption for each sample. Curves are presented which show the total

absorption of the CO 2 bands at 1/3716, 1/3609, 1/2350, 1/064, and 1//961 cm for
various values of absorber concentration as a function of equivalent pressure P sub e,

which is a parameter that includes the total pressure P and a small additional term

proportional to the partial pressure of the absorbing gas. Absorption curves for the



1/1064 and 1/961 cm bandsaswell asfor the 1/875 to 1/495 cm region, were obtained
for different samplesof CO2 at temperaturesfrom ambient to approximatel>70°C. For the
temperaturerangecovered it is possibleto predict the increase in total absorptionof the
1/1064 and 1/961 cm bandsby useof an elementaryfunction which is basedon the
calculateclincrease in population of the lower energy level giving rise to absorption.

327-50-151 00870

Burmaster,K.E. InstrumentsV23, 242-5 (50)
Evans,E.C.

MassSpectrometer

003-56-200

Brunett, T.J.
Hatch, T.F.

00880

Am. Ind. Hyg. Assoc. Quart. 17, 80-4 (56)

EstimatingAirborne RadioactiveParticulate Hazards-
A Reviewof SamplingCriteria

Methodsfor samplingairborne radioactivity in air are reviewed and evaluated.

086-47-151 00890

Burroughs,J.E. Chem. Eng. 54 No. 4 112-14 (47)

Detecting Leaks

Essentialelementsand basic procedureof massspectrometerleak detector asusedin
chemical plant equipment;examplesof varied applications are discussed.

378-43-800 00900

Burrows,G. J. Sci. Instrum. 20. 21-8 Feb, 77-8 May (43)

Notes on High-Vacuum Technique

Deals with pumps, vacuum pipe lines, detachable joihts and jointing media,

vacuum gauges and indicators, and avoidance and detection of leaks.



687-56-153 00910

Buzon, I.J.

Moghadame, P.E.

Rev. Inst. France Petrole et Ann

Combustible Liquids 11, 1616 (56)

Vapor-Phase Partition Chromatography

Testswere made to evaluate the column const, retention, vol., and accuracy of
sepn. of various mixt. Details of the construction of a vapor-phase chromatographic app.

are described. Examples of the results are given.

684-54-800

Caldecourt, V.J.

Adler, S.E.

00920

Rev. Sci. Instrum. 25, 953 (54)

A Mass Indlcator Using a Vibrating Coil Magnetometer

Describes a device to give continuous indication of magnetic field strength.

524-47-150

Callisen, F.I.

Vengerov's method is not new; the "Uras
is described.

00930

Nature, London 159, 167 (47)

An Optical-Acoustic Method of Gas Analysis

" apparatus, in use for the last 10 years,

525-57-200 00940

Cameron, J.F.

J efferson, S.
Nuclear Eng. 2, 408 (57)

Method and Apparatus for Detecting Leaks in Pipeline

A radioactive solution is injected into fluid flowing in the pipeline behind which a
first squee-gee go-devil is introduced, after an interval sufficient to enable the non-

radioactive solution to flush the inside of the line clear of radioactivity a second SCluee-gee

go-devil is introduced with a radioactivity recording detector. This detector is recovered

at a remote point and the record of any activity is then transcribed in terms of distance along

the line. To check the distance, the record may be marked at intervals by arranging
sources of radioactivity at certain points along the line which will make a characteristic

signal. For penetrating thick metal pipe gamma radioactivity is necessary and detectors
with Geiger counters or scintillation detectors.



241-51-100 00950

Campbe!l E. C.. Gas Age V108 No. 13 26-8, 56-9 (51)

Why Planned Program of Leak Detection Pays
Continuing Dividends

Use of electrical and mechanical devices for locating source of reported gas leak;
experience of Peoples Gas Light and Coke Co_, Chicago, III; characteristics of

combustible gas detector and leak detector; leak detection by means of vegetation surveys,

manhole surveys, boreh01e surveys and pub llc building surveys; savlkgs in gas reallzed.

201-51-800

Canal, F.

00960

Farm Sci. e tec 6, 573-87 (51)

Experiments in Semimicro and Microelementary
Analysis

The detns, of C,H, and N by the Dumas method and halogen, S, and P by
Carius' method, are described.

980-54-132 00965

154

Canavate, J.H. Inform quim anal. (Madrid) 6 No. 1, 1-10 (54)

New Argentometric Procedures for the Determination
of Hal ides

The resistance to acids of oxidation-reductlon absorption indicators in argentometrlc
tltrations was studied.

051-58-153 00970

Canuti, A. Boll. lab. chim. Provinclali 9, 414--24 (58)

Method for Identification of Colored Substances

by Paper Chromatography

Standard chemical methods for the determination of an unknown.



001-54-153 00980

Carleson, Go Acta. Chem. Scand. 8, No. 9 1693-6 (54)

The Separation of Small Amounts of

Inorganic Cations by Chromatographic Methods

The construction of a sensitive and well resolving scanning of chromatograms is

described, permitting the determination of Rf values for as little as 5 . 10-7 mo Co 60.

997-56-800 00990

Carroll, P. E.

Cohen, J.
Florio, J. V o

Contract AF 19(604)-1734 (56) 1st quat.

Heater-Cathode Leakage Investigation

The purpose of the present experimental program is three-fold: 1. To obtain a

phenomenological description of heater-cathode leakage under typical life test condi-

tions of military tube types. 2. To determine the nature and relative importance of
mechanisms responsible for heater-cathode leakage and to investigate the physical and

chemical parameters governing the important heater-cathode leakage mechanisms.

3. To utilize the experimental findings through specific recommendations concerning

(a) the use of improved materials,, (b) the use of improved processing and aging, and

(c) the use of operating conditions conducive to the detrimental effects of heater-cathode

leakage.

997-56-800 01000

Carroll, P. E.
Cohen, J.

CLtler, P.

Florio, J. V.

Contract AF 19(604)-1734 (56) 2ndQuart.

Heater-Cathode Leakage Investigations

The purpose of the present experimental program is three-fold: 1. To obtain a
phenomenological description of heater-cathode leakage under typical life test conditions of

military tube types. 2. To determine the nature and relative importance of mechanisms
responsible for heater-cathode leakage and to investigate the physical and chemical

parameters governing the important heater-cathode leakage mechanisms. 3. To utilize

the experimental findings through specific recommendations concerning (a) the use of
improved materials, (b) the use of improved processing and aging, and (c) the use of

operating conditions to minimize the detrimental effects of heater-cathode leakage.



615-59-153 01010

Casey, P.S. Proc. Penna. Acad. Sci. 33, 97-101 (59)

Constructionof a Gas Chromatographic
Apparatus

The app. consists of a const, temp. bath, a control panel, and a com. recorder.

The control panel contains a pressure regulator for He, a pressure gr'uge, dry cells, a
rheostat, a voltmeter, and a Helipot. The const, temp. bath contains the detector cell
block, the chromatographic column, a heater, a stirrer, and a thermometer. The

chromatographic column is made of Cu tubing (0.25 in outer diam.) packed with 35-80
mesh fire-brick, impregnated with diisodecyl phthalate.

845-53-151 01020

Cassignol, C.

Geller, R.
Moreau, J.

Vide8, 1415-21 (53)

A Mass Spectrometer for Leak Detection

A brief description, with photographs of a mass spectrometer leak detector with a

double monochromator and a novel high efficiency ion-source, giving a high signal-noise
ratio. The monochromator uses the construction due to Cartan. No figures are given for
the performance.

320-60-151 01030

Caswell, H. L. IBM J. Res. and Develop. V4 No. 2 130-42 (60)

Analysis of Residual Gases in Several Types
of High-Vacuum Evaporators

Mass spectrometer study of vacuum chamber in various film evaporator systems
ranging from oil-diffusion pumped type to oil-free ultra-high vacuum chamber; use of
special gasket materials, liquid nitrogen trap, titanium and nickel-iron getters to

eliminate various residual gases and vapors.



104-43-143 01040

Catlin, F. Chem. Met. Eng. 50, 116 (43)

Fluorescent Method Detects Leaks in Process
Vessels

Leaks are detected by coating the surface of the vessel with a fluorescent pene-

trant and inspecting the opposite surface with a near-ultraviolet lamp.

041-50-900 01050

Cecil, R. Biochem. J. 47, 572-84 (50)

Quantitative Reaction of Thiols and

Disulfides with Silver Nitrate

It has been found from potentiometric titrations that reduced glutathione reacts

with 1 equiv, of AgNO 3 to form Ag-mercaptide and, with a second equiv, to form a

soluble complex. An excess of AgNO 3 was added to a soln. of GSH and the free Ag was
back-titrated with KBr. The titration was made potentlometrically and the end point
was reproducible to 10-8g. equiv. By this procedure thiols can be detd. in the presence

of disculfides but the soln. must first be acidified to pH 2.0 with HNO 3. Cystlne and

oxidized glutathione were detd. by reduction with Na2SO_ under specific conditions
and measuring the thiol formed. The hydrolytic reaction otcystine in the presence of

AgNO 3 is catalyzed by acetate and completely inhibited by barbitone; the reaction of

G2S 2 is less affected by acetate and is only slightly inhibited by baritone; while in the

presence of GSH and G2S 2 cystine behaves like G2S 2.

980-52-150 01060

Ceupeil Atellers de fabrications pyrometriques

Afpyro Fr. 1,025,227 (52)

Gas Analyzer

The app. consists of an upper (1) and a lower (11) container connected to

each other by an at least partially transparent, graduated tube (111). The 1 is filled
with the gas to be analyzed and the 11 is filled to a level visible in the 111 with the

absorbing soln. The app. is turned over several times, where upon the gas bubbles

through the absorbing soln. The initial pressure1 indicated by a gage connected with
the 1, is reestabllshed by decreasing the vol. of the 11, e.g. by pressing a rubber
membrane in the wall of the 11, and the vol. reduction is read on the scale of the 111.



997-54-112 01070

Chapin, W. E.

Perry, P. G.

Contract DA-36-039-sc-63136 (54)

Component Evaluation and Specification
Engineering; Task XI

This assignment was confined to an investigation of the electrical performance
of rod, disk, and bead thermistors as affected by low-temperature storage, moisture

resistance, temperature cycling, shelf life, and continuous-load life. The program also

included an investigation of temperature hysteresis and steady-state current-time

characteristics, of galvanic action, of terminal and body strength, and of the effects
of soldering to the terminals. Temperature elements were measured for initial resistance

at O C, 25 C, and 50C, in order to establish a basis for comparing subsequent changes

due to various investigations included in the program. These inltial-reslstance measure-

ments were used to calculate material constants, whichwould reflect the changes that

occurred during the scheduled investigations to temperature cycllng, molsture-resistance
cycling, shelf life, load life, and cold-storage exposures. In addition to fhe'above in-

vestigatlons the temperature hysteresis and steady-state current-tlme characteristics were

developed and the galvanic effects of moisture exposure determined. The physical

properties explored were the terminal and body strengths and the effects of vibration,
soldering, and terminal twist.

997-56-600

Chapman, D.Ro

Gases-Use in wind tunnels°

Gases-Thermodynamic properties°

01080

NACA Rept. 1259

Some Possibilities of Using Gas Mixtures

Other Than Air in Aerodynamic Research

Flow-Compressible-Measurement. Gases-Viscosity.



845-58-151 01090

Charles, D.
Warnecke, R.J.

Vide 12, No. 73 25-45 (58)

An Omegatron Leak Detector

A detailed description is given of an omegatron leak detector. Using Ar as
tracer in dynamic operation, leaks of the order ol_10-3'mm3/'hr can be rapidly detected,

and it is possible to detect very small leaks of the order of 10-6mm3/hr by accumulation.

523-56-151 011 00

Charpentier, D oE. Natl. Symposium Vacuum Technol. 114-8 (56)

Simplified Mass-Spectrometer-Type Helium Leak
Detector

The instrument detects leaks of 10-8 atm. cc./sec, and is housed in a cabinet only

19 x 22 x 20 in. Operating with 6 vacuum tubes and no cold trap, the design uses good

vacuum geometry and Simplified electronic circuitry. It is applicable to vacuum testing or
air probe testing. The unit has also been used as a lab. vacuum system to evacuate small

vessels for doing metal evapn, work and for making small exptl, gas discharge tubes.

999-57-900 01110

Chaun, R.L. Uo of Southern Calif. (57) AF 18(603)-95

Study of the Condensation of Nitrogen Below

the Triple Point

An analysis is made of the rate of deposition of solid nitrogen on a cooling surface,
in order to obtain design criteria for the condensing chamber of the two-phase wind-tunnel.

It is found that the solution of the integral equation characterizing the process is possible

through the use of experimental data obtained from a study made at the A.D. Little

Laboratory.



945-58-151 01120

Choumoff, S. Vide 8 V13, 193-6 (1958)

On the Sensitivity of Leak Detectors of the

Helium Mass Spectrometer Type

The author reports some leak detection measurements in the region 10-8 lusec._

i.e., three orders smaller than that of the normal calibrated leak. It is suggested that the

extrapolation procedure commonly used with the latter is invalid and leads to a pessimistic
limit for the helium leak detector.

050-59-900 01130

Chung, N.To Bull. Soc. Scio Bretagne 34, 27-32 (59)

Luminescence Spectra of Cadmium Iodide_ of Lead
Iodide and of the First Salt Activated by the Second

Mainly a review_ with possible new interpretations. The luminescence of the

2 salts and their mixts, varies with the form in which they are prepd., but theoretical explanations
of the differences are still incomplete.

997-60-900 01140

Cobb, L.L. Rept. on Contract DA 04-200-ORD-776 (60)

The Influence of Hydrogen Recombination on Turbulent
Flow Heat Transfer to a Flat Plate

A previous study of the heating characteristics of an oxygen-acetylene flame apparatus
for surface ablation studies showed a large difference between measured heating rates and

those predicted by convection heat transfer theory. Since atomic hydrogen was present, in the

flame t it was postulated that the exothermic recombination of these atoms was responsible

for the increased energy transfer. The present investigation was undertaken to study this
possibility. A discussion of convection heat transfer in dissociated gas systems is presented.

Experimental measurements were made to verify the magnitude of the total heat flux and to

establish the recombination mechanism. The experimental measurements verified the flux magnitudes

predicted by the theory; volume recombination was established as the process responsible for
the recombination reaction.



364- 46-144 01150

Coggeshall i N.D.

Saier, E.L.
.,I. Appl. Phys. 17t 450-6 _'_--'JtAz_

Analyses of Mixtures of Light Gases by Infra-red

Absorption

A discussion is given of the application of infra-red absorption methods of analysis for

light gases which do not obey Beer' s law of absorption due to pressure broadening. The method

depends upon the nature and intensity of the pressure broadening effect of the different componen
in the sample upon each other. Data are presented showing the nature of some of these effects

and illustrating the accuracy obtainable for certain types of analyses. The instrumentation

used in routine gas analyses by infra-red is described.

102-46-151
200

900

01160

Coggeshallt N.D.

Hipplet J.A.

Colloid Chem 61 98-1-7 (46)

The Mass Spectrometer and Its Applications

The sugjects discussed are: construction and operation, research and analytical

operatlons_ isotopic enrichment by natural processes, enriched isotopes as tracers, study of

chemical reactlons_ dissocn, of mols. by electron impact_ analysis of mixts.t application to

photochemlstryl reversal of ionic charge. Operating parameter of the instrument are under
close control.

684-43-151 01170

Coggeshalll N.D.

Jordant E.B.

Rev. Scl. Instrum. 14, 125-9 (43)

Pin Experimental Mass Spectrometer

Details of the construction and as.*_embly of an exptl, mass spectrometer are given.

The hull of the instrument was constructed entirely of metal. Accurate construction and
alignment of source parts was due to thei_r construction of machinable parts. The pos. ion

collimating system consisted of 5 silts . The source filament col llmatlng silts1 condenser plates,
and electron trap were all mounted on a machined block of AISi Mag. Formation of ghost lines

was prevented by the use of a long1 narrow, electron trap. The ion-bearr, currents were

measured by the Pennlck balanced-brldge circuit by use of a Western Electric D-96475
electrometer tube.

/



164-58-151 01180

700

Collins, J.
Gillette, R.W.

Elec. World. 150, 94 (58)

Spectrometer_ Helium Spot Cable Leaks

Consolidated Edison has applied the Helium Mass Spectrometer to the detection of
leaks in gas filled cables.

378-62-700

8OO

Collins, K.E.

Steele, D oJ.

01190

J o Sci. Instrum. 39, No. 3 115-8 (62)

Tortion Vane Flowmeter for the Continuous Recording
of Air Flow

The instrument operates as a force balance system in which the torque_ caused by the
flow of air past a four-bladed vane assembly is opposed by an equal torque produced by the

flow of current in a coil attached to the cane and suspended in a permanent magnetic field.

These opposing forces remain in equilibrium until a variation in air flow takes place, when the :

vane assembly which is not restrained, begins to turn. A mirror attached to this assembly and
which rotates with it, causes the image of an illuminated slit to move across a photocell which

in turn, controls the amount of the current flowing in the coil, so as to oppose its rotation until

the two torques are again equal. This current is proportional to the square of the air flow and is

used to provide the calibrated output, for application to the recorded.

684-62-500 01200 .

Condell, W.J. Rev. Sci. Instrum 33 No. 2 231-5 (62)

Bakeable Absolute Pressure Gauge for the

Millimeter of Mercury Range

A bakeable absolute pressure gauge which uses the compression of a gas in a precision

bore glass tube by a piston of known weight is described. The measurement of the compresdion

is accomplished by means of an electronic timing circuit. Equations are given for the design

of the gauge and its accuracy under various operating conditions. Comparison is made between
pressures measured by the gauge and pressures measured by liquid manometers.



841-54-133 01210

Conn, G.K.T.
Dagllsh, H.N.

Vacuum 3, 24-34 (54)

Cold Cathode Ionlzatlon Gauge for the Measure-
ment of Low Pressures

Cold cathode ionization gauges in which the discharge is maintained in an axial

magnetic field provide a convenient and rapid means of measuring pressure in the range
--"2 --7

10 to 10 mm Hg. These instruments are simple to make and operate and it is virtual-

ly impossible to damage them. With such a gauge, measurement of pressure is effected

by a robust plvotmeter which measures a current of ions formed by electron bombardment.

Primary electrons are released by cold emission from a pair of cathodes and many secon-

dary electrons are generated by the ions themselves. The magnetic field causes the
electrons to move in tight spirals to and from between the two e/ect_odes, between initial

emission and eventual escape. A review is given of the construction, characteristic and

performance of various types of cold cathode gauge. The influence is reported of size
and shape of the electrodes, of applied voltage, of magnetic field and of the nature of

the gas. Reference is made to the performance at relatively high pressures. Attention

is drawn to the generation of radio frequencies by cold cathode gauges.

378-54-113 01220

Conn, G.K.T.

Dagllsh, H.N.

J. Scl. lnstrum. 31,95--6 (54)

A Simple Thermlonlc Vacuum Gauge

A description is given of a gauge which, because on the form of the anode, is

very easy to construct. The release of photoelectrons which limits the use of a conven-

tional thermlonlc gauge at low pressures is surmounted by using a single wire as the ion

collector. At pressures of the order of 10 -4 mm Hg or less the instrument is linear and

has a sensltlvlty of about 13 pA per p pressure per mA anode current.



378-54-113
140

01230

Conn, G.K.T.
Daglish, H.N.

J. Scl. Instrum. 31, No. 11 412-16 (54)

A Thermionlc Ionization Gauge of High

Sensitivity Employing a Magnetic Field

An arrangement consisting of a cylindrical anode, an axial thermlonlc filament

and an axial magnetic field provides a high electron density if the magnetic field is

sufficient to prevent most of the electrons from r_achlng the anode. EndTplates, perpendicu-
lar to the axis and maintained at a negative potential relative to the filament, serve

the double purpose of preventing the escape of electrons and collecting ions if gas is

present. Such an arrangement forms a simple vacuum gauge the sensitivity of which may
be at least 100 times that of the conventional thermlonlc gauge; for normal use robust

pivoted meters may be used in place of galvanometers or d.c. amplifiers. The ion

current is linear with pressure below 10-:4ram of Hg. Characteristic curves are presented

and the action of the instrument is interpreted in terms of these.

997-60-800 01240

Connest P. Contract AD-258 482 (60)

Interference Spectrometer with AM
Selection

A new spectrometric method, chiefly useful in the infrared is described. By re-

placing the mirrors of a Michelson interferometer with 2 gratings under equal incidence
and by making the path difference between the 2 beams vary linearly, one iS able to

modulate in a complex spectrum a single element whose width is equal to the theoretical

resolution limit of the grating. The solid angle of the admissible beam is much greater than

a classical spectrometer, thus this method gives an important increase in luminous flux.

The first such instrument is described together with the first experimental results.



378-53-510 01250
520

Cook, D. B.
Danby, C. J.

J. Scl. Instrum. 30, 238-40 (53)

A Simple Diaphragm Micromanometer

A diaphragm vacuum gauge covering the pressure range 1 to 100p with an ac-

curacy of better than 0.5ts is described. Movement of the diaphragm is followed by

measurement of capacity change. The electronic circuit uses only one valve. The
gauge is suitable for measurement of mass-spectrometer sample inlet pressures.

997.-61-800 01260

Coon, J. H. Rept No. 34 Contract Nonr-97801 (61)

An Electronic Differential Pressure Indicator

for Static Measurement of Gaseous Fluid
Flow

In constructing the Electronic Differential Pressure Indicator, components which

were commercially available were used as much as possible. It was necessary, however,
to construct a number of the components such as the input transformer and the oscilla-

tor transformer, in addition both the printed wiring board and the instrument panel over-

lay had to be designed and constructed. The device has been useful in measuring pres-
sure differentials and velocities which are of low magnitude and has found additional

use in determining directions of low velocity flows with the use of directional probes.
The frequency response of the Electronic Differential Pressure Indicator is limited by the

diaphragm and connecting tubes. It is sufficiently high to suggest the construction of an

oscillator with a capacitance microphone in the tank circuit, for frequency measurements
of air flow to investigate turbulence and flow separation. It is for this reason that provi-

sions were made for an external input and an audio output in the construction of the
Electronic Differential Pressure Indicator.



004-55-900 01270

Coope, V.A.R.
Mainjotl G.J.

Anal Chem. 27, 1478 (55)

Sensitive Determination of Low-Boiling

Organic Sulfur Compounds

The analysis of less than 0.00005 mole of H2S (I) of thiol, with errors of several
%, or 0.0003 mole of disulfide with errors of less than 1%.

997-59 -440 01280

610

Corcos, G.M.
Cuthbert, J.W.

VonWinkle, W.A.

Rept. on Contract Nonr-222(30) (59)

On the Measurement of Turbulent Pressure

Fluctuations with a Transducer of Finite Size

The general problem of the mapping of random field by a linear operator has been
treated, in particular by H.W. Liepmann and Uberoi and Kovasnay. The use of trans-

ducers of finite size for the measurement of pressure fluctuations within turbulent flows

involves a systematic error which is an example of this mapping. The new feature of
the problem is the coupling of the time and of the space domain caused by the apparent

downstream convection of the pressure field which has been observed in turbulent shear

flows. The problem is formulated for a field which is homogenous in the relevant coordi-

nate axes and stationary. A model of the downstream convection is introduced and used
to derive formulae for the distortion of the three-dimensional spectrum and of the fre-

quency spectrum. For the three-dimensional spectrum, the formalism is that of Uberoi

and Kovasnay. For the frequency spectrum, a somewhat more direct approach is presented
although the results of Oberoi and Kovasnay are again useful in generalizing the convec-

tion model. The results confirm recent measurements which indicate that the frequency

spectrum may be considerably in error for the higher frequencies even when the mean
square pressure measurements are only slightly affected by the finite size of the transducer.



997-59-900 01290

Corey, H.S. U.S. At. EnergyComm. Y-1275 (59)

ProductlonLeak-rate-detection Systems

A dlscusslonof the evoluation of leak-rate-detn, methodsand systemsfor the
routine checkingof sealedassemblieson productlon basisin the Y-12 Plant.

334-55-900 01300

Corne, C .L. Ital. 531,347 (55)

Apparatus for Quantitative Estimation of Blood

Serum Components Separated by Paper-Strip

Chromatography or Electrophoresls_

A device is described for translating the chemically developed colored bands of

components sepd. by paper-strip chromatography or electrophoresis to cathode-ray
oscilllgrams.

379-60-151 01310

Cossutta, D.

Stechelmacher, W.
J. Scl. Instrum. 32,404 (60)

Lens, Mass-Spe ctrometer, Leak Detector

Describes a new type of mass-spectrometer leak detector using an ion-shrouded
axially symmetrical magnetic lens for t:ocusing ions in the low mass range.



004-56-153 01320

Craats, F. van de Anal. Chlm Acta 14, 136-49 (56)

Appll carl on of Vapor-Phase Chromatography

in the Gas Analytical Field

A partial review of gas-liquld partition chromatography with 20 references. The

sepn. of hydro-carbon gases and the detn. of the components is discussed in detail.

Certain screen fractions of ground insulating bricks proved to be more satisfactory as
carriers than did Cellte since resistance to flow was lower; reslstance of such material at

a grain size of 0.2-0.3mm was 1/3 of that of Celite but the sepns, affected were practi-

cally equiv. Low resistance permitted the use of columns as long as 6m. Velocity of

gas was found not to be very crit.; for 6-rnm dla. columns with Cellte as the carrier,

velocities between 0.5 and 5.0 1./hr were satisfactory. Expts. carried out with columns

of different dlams, from 4 to 14 mm. have shown that the sepn. efficiency is independent
of the column diam. so long as the size of the sample is varied in proportion and the

linear gas velocity remains the same. Suitable liquid phases are discussed. Two

methods were used for the darn. of the components: continuous measurement of the

thermal cond. of the gas mlxt. leaving the column and measurement of the pressure in-

crements obtained by collecting the components in an evacuated vessel after the CO 2
stripper gas had been removed by absorption in a caustic soln. The areas of appli-

cations and advantages and disadvantages of each of these methods is discussed.

980-51-153 01330

Cramer, E.

Muller, R.

Mikrochemic Ver. M|krochim Acta 36/37

553-60 (51)

Separation and Determination of Small

Quantifies of Gases by Chromatography

By making simplifying assumptions a formula is derived for the migration velocity
of the zones in the chromatographic sepn. procedure, it is shown that a characteristic

quantity of energy can be calcd, from every 2 migration rates. Sepns. were made with

N, C2H9, CO.2 , and CH2:CHC1 by pas.slng 1-10 mg over an adsorption medium such as
charcoal-or s.lmca gel wmtF;H as the eluhng gas. The darn. of the thermal cond. was

used in the analysis. Plotting the galvanometer deflections of the measurlng set-up
against the time gives curves from which the above-mentloned quantities of energy can

be calcd, with an accuracy of 0.02-0.06 kcal per mole. Planlmetry curves, preferably

with the half-value widths, give a measurement of the components of a given gas mlxt.
within about 1%.



682 -48 -530 01340

532

Crampton, D.H.
Wil_efeld, C.

Refr|g. Eng. 35, 261-3 (48)

Leak Detection of Refrigerants

Methods now in use are the soap bubble test, sound effect, them, swabs,

halide torch_ and the color tracer method. The color tracer method is one of the most

dependable. A red oil-soluble dye dissolved in o11 of medium viscosity is introduced
into the refrigeration system and leaks are detected by observation on the distribution
of the color.

010-59-153

Cremer, E.

01350

Arch Biochem, B|ophys 83, 345-9 (59)

Gas Adsorption Chromatography

The fundamentals of gas-adsorptlon chromatography are discussed as well as

expts on chromatography of CO and CO 2 on C and SI 0 2 contg.dlfferent amts. of
water.

963-51-153 01360

Cremer, E.
Muller, R.

Z. Elektrochem 55, 217-20 (51)

Separation and Determination of Substances

by Chromatography in the Gas Phase

By use of a previously described method, a quant, sepn of acetylene and ehty-

lene, of CO 2 and acetylene, and of ethylene and propylene, was achleved 0 Detection
of a gaseous component without complete sepn. is possible by observing the break-

through time characteristic of a substance. This is possible only if the breakthrough
time is independent of concn., which is true, for acetylene and ethylene on finely

divided SIO 2 gel. Three methods are described for detg. the energy difference of
pairs of adsorbates, where t 1 and t 2 are the differences between the time taken by the
substance to traverse the adsorbent and that taken by the carrier gas. Detn. of gaseous

components is possible by measuring the area under the plot of galvanometer deflection

against tlme.



004-48-420 01370

Crouthamel, C.E.
Diehl, H.

Analyt, Chem20, 515-20 (48)

GasAnalysisApparatusEmploy|ngthe
Velocity of Sound

A brasstube of fixed length contaln|ng the gashas a transmitterat one end
and a microphoneat the other. Changein gascompositioncausesdepa_'turefrom
resonancecond|tlons, and change in microphoneoutput. An ampl|fier feedsa m_ter
calibrated directly in termsof the composition,and a warning canbe given whenone
componentexceedsa presetproport|on.

997-60-624 01380
9OO

Cublcciottl, D.
M|lne, T.A.

ContractAF 39(638)89(60)

TheEnergyof Polymer|zationof the
GaseousAlkall Halides

An invest|gatlon wasmadeof the energyrelationsh|psamongthe important
molecular formsin the gasand the condensedphasesof the alkali halides, in partlcu-
lar, the energy of formationof polymersfrom the|r monomershasbeeninvestigated.
Thebinding energy of the polymeric moleculesrelative to the monomerlcform has
beendetermined for the alkali halides both experimentallyand theoret|cally and some
inslght into the nature of their interatomic forceshasbeengained.

980-59-900

Curniue, C. Level de

01390

NSA V14Ads No. 9628 (59)

Leak Testingby Meansof Hel|um



997-58-900 01395

Cussen, A.J. NOLC rept 144 NAVORD rept 4610 (58)
AD 151 992

Characteristics, of Photoconductive Detectors

A descrlptlon of the basic characterlstlcs of photoconductive detectors is given
to aid in the interpretation of data obtained in photoconductive research and experi-

mentation. Properties described include varlatlon in signal and noise with bias vol-

tage frequency response; time constant; spectral response; black body sensitivity;

temperature dependence; and sensitive contours.

684-60 -151 01400

Daly, N.R. Rev. Scl. lnstrum. V31 No. 7 720-23 (60)

High Sensitivity Mass Spectrometer Leak
Detector

A new type of mass spectrometer ion detector is described and some of its

applications discussed. A positive ion entering the detector is accelerated onto a
thin metal foil where it releases secondary electrons, which are in turn accelerated on-

to an organic scintillator viewed by a photomultlpller; this measures the total ion beam.

Those ions which penetrate the foll sufficiently release secondary electrons from the
back of the foil, and these are detected in a similar way. The transmission properties

for many light ions has been investigated and it has been found that the foils have high
transmission for helium ions and high rejection for "air" ions. The results obtained

can be applied to improving the sensitivity of leak detectors_ appearance potential
measurements, and the analysis of small quantities of deuterium in hydrogen. This is

a large instrument and must operate in a vacuum.
Work done at At. Weapons, Res. Est., Aldermaston, Berkshire, Eng.



378-53-133 01410

Dardel, G. yon J. Scl InstrumV30 No. 4 114-7 (53)

CombinedPiranl and Ionlzatlon Gauge
Circuit

Featuresof vacuummeter in which Pirani gageis of constanttemperaturetype
with working rangeof 10-2 to 10mmof Hg; as leak detector, it maybe usedeven at
atmosphericpressure;or hlgher; emissioncurrentof ionization gageis held constant
within 3% during entire tube life by stabilizer; ion current is measuredby electronic
voltmeter.

095-56-112 01420
9OO

Davis, A.D.
Howard, G. A.

Chemand Industry(56)
An Anemometer-typeBeadThermlster

An anemometer-typebeadthermistorwasusedsuccessfullyat temperaturesup
to 170° .

382-58-152 01430

153

Davis, A. D.

Howard, G.A.

J. Appl. Chem 8 pt3; 83-6 (58)

Thermistor Detectors in Gas Chromatography

Details are given of a simple and easily constructed instrument employing a
thermistor detector, for work on gas chromatography. Necessary precaution and condi-
tions for use of a thermistor dector are outlined.



980-58-120 01440

Davtyan, O.K. Zhur. Fiz. Khim. 32, 935--6 (58)

A New Method of Leak Detection in Vacuum

and High Pressure Systems

An oxidation indicator for a gas leaking through defective places in an app. by

oxidizing it with a Pt or Pd catalyst can be used, i.e. the sharp rise in temp. when

the gas in H was observed either visually or with a thermocouple. The app. if intended
for use in vacuum, can be tested with the gas inside at slightly above atm. pressure.

801-49-143 01450

De Forest, T. U.S. 2,472,522 (49)

Leak Detection

Leaks in a closed vacuum system having walls transparent to vlsable light and

fluorescigenous radiation, such as a radio tube, are detected in a 3-stage process,
comprising; (1) applying to the outer surface of the wall of the tube a testing liquid

consisting of a vehicle which wets the wall being tested, and a fluorescent agent

dissolved in the vehicle, (2) removing the liquid from the outer surface; and (3) sub-

jecting the tube to ultraviolet radiation to cause the testing liquid which has pene-
trated through leaks to the inside of the tube to fluoresce and thereby reveal the leaks.

Three suitable liquids are: ehtylene glycol monovutyl ether 99.5% and the ethyl
ester of m-monoethylaminophenlphthalein 0.5, triethylene glycol 49.8%, octylnale
50.0 and fluorescein Na salt 0.2; and Kerosene 94.75%, " Flurol 5GA" 0.25. and

kerosene-sol, naphthenlc acid soap 5.0.

980 -38 - 100

Degea, A.G. Brit. 496,345 (38)

Gas Detection

01460
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Deisler, P.F.
McHenry, K.W.
Wilhelm, R.H.

Analyt, Chem. V27 No. 9 1366-74 (55)

RapidGasAnalyzer Using Ionization by
AIphaParticles

A methodand apparatusare presentedfor analysisof a flowing or quiescent
gaseousmixture by meansof ionization of the mixture usingalpha-particles from
poloniumin an agedradium D source. By utilizing a propercombinationof applied
voltage and electrode spacing in the ionized mixture, ionization currentsof the
order of 10-8A are obtained. Thecurrentdependsin its precisevalue on the com-
position of the gasat constanttemperatureand pressure. Primary calibration is
necessarywith recalibration or compensationat intervals, becauseof radioactive
decay of the source. Electrical output may be recordedby a variety of devicesor
usedin control systems. In principle, gasesof different molecular, atomic, or elec-
tonic structure shouldbe capableof differentiation. Theoretical time of responseis
on the order of 10-3 sec. l_recisionof analysiswasabout 0.2 to 0.3 mole.

762-51-612 01480

Deissler, R.G. Trans, Am. Soc. Mech. Engrs.73, 101-7 (51)

Investigationof TurbulentFlow and Heat
Transferin SmoothTubes,Including the Effects
of Variable Fluid Properties

Equationsare derived for the prediction of radial velocity distributions for
fully developed turbulent flow in smoothtubesboth with and without heat transfer. The
analysis results in an equation which representsboth the conventional buffer layer and
the laminar layer. To check the analysisand def. values for the constantsin the equa-
tions, detns, were madeof fully developedvelocity distributions for air flowing without
heat transfer in a smoothtube. Thetrendspredictedanalytically were found to be
similar to thosedetd. experimentally by measuringthe av. surfaceheat-transfer coeffs.
and friction factorsof air flowing in tubes.



997-58-612 01490

Delforge, G. Rept. of Contract AF 18(600)681 (58)

A Studyof Vortex Prc_duct.'onin Pipe Flow

A brief review of the theodorsentheory in which hedescribesthe origin and
basic structureof turbulence is presented. Theexperimental procedureusedand
resultsobtained in attempting to find the basic structureoccurring whena flow is
transformedfroma laminar to a turbulent nature by the useof artificial disturbances,
and verification of resultsobtained by other investigatorsis given. Fromthe in-
vestigation conducted, it wasfound that the horseshoe-shapedvortex doesexist in
laminar pipe flow, for the rangeof Reynoldsnumbers investigated, when the flow

is suddently interrupted by an artificial disturbance. The sequence of events Follow-

ing the formation of this system of vortices to transition compares with that given by
Theodorsen. The inverse relation between the disturbance Reynolds number and

transition Reynolds number as predicted by Theodorsen was found to exist. From
y]sual observations, the basic structure of the vortices formed when a flow is trans-

formed from a laminar to a turbulent state without artificial disturbances present
appears to be similar to that obtained with artificial disturbances. The above re-

sults agree favorably with those found by other investigators.

240-59-154

Deutsch, I.

01500

Gas 35 No. 12 66-9, 72-3 (59)

Advanced Technology Applied to Leak
Detection

App. has been developed combining a silica gel chromatographic column 14

ft. long with an infrared detector. This method distinguishes natural gas from soll

gases, sewage gas, etc. by showing a deflection owingtoC2H6, in addn. to the usual
CH 4 band. This app. is being adapted to mobile use. The infrared detector alone
fails to distinguish between soll or sewage gas and natural gas.



098-59-153 01510

DeVita, M.
Caprioli, G.
Pavan, E.

Chirne Ind. 41, 292-4 (59)

Analytlcal Applications of GasChromatography

Small amts. of CO2, ethylene, ethane, propane, isobutance, butance, and 1-
butanewere detd. in CH4. Thebestresultswere obtained with Celite C-22 in a column
4mmlong and 6mmwide at 0°. Theimpurity content of tech. CH4 lles between 10
and 50 p.p.m, and 1%.

441-59-800

Deviennet F.M.
Roustan,A.F.

01514

Lab. Mediterraneende Recherches
Thermodynamlques(France) (59)

Useof the Revolving Arm Method for the
Determinationof the StagnationTemperature
in an Ionlzed Gas

999-58-112 01515

DeWaard, R.
Wormser,E.M.

BarnesEngr. Co. Stamford, Conn. (58)

ThermistorInfrared DetectorsPtl
Propertiesand Developments

Thissurveysthe state of the art of thermistorinfrared detectorsand compares
thesedetectors to other thermal and photoconductiveinfrared detectors. It surveys
improvementsin the propertiesof thermistor infrared detectorsaccomplishedduring
the period 52-57 at BarnesEngineeringCo. First efforts were concernedwith de-
veloping techniquesfor producingthermistor infrared detectors, with minimumnoise
level. Other early efforts concernedthemselveswith eliminating "swish noise", a
type of noise causedby vibration of gas in thedetector capsulewhensubjected to
mechanical vibrations. The greatestdevelopmenteffort hasbeenapplied and the most
significant advanceshave, however, occurredin the fundamentaldetector properties
of time constantand responsivity, which combineto determine "detectivity". A
significant advance in thermistordetector technology is a new manufacturingprocess
employing "printing" techniques. The"printing" technique lendsitself to masspro-
duction of thermistordetectorsof a given size or pattern, once the requisite tooling
hasbeenaccomplished, it is expected that in the future detectorsof uniformly high
quality can be producedby this processat a greatly reducedcost.



721-48-151
520

Dibeler, V.H.
Taylor, T.I.

01520

Science 108, 686-8 (48)

Constructionof GlassDiaphragmLeaksfor
GasAnalysis with a MassSpectrometer

Satisfactorygasanalysiswith a massspectrometerrequire mol. flow through
a small hole in a thin diaphragm. A hole of 0.04ramin a glassdiaphragm0.09mm
thick canbe madeby followlng the detailed instructions.At a pressure of 0.05mm of

Hg the mean free path is greater than the hole diam. and with N 2 at 300°K the rate
of effusion is 0.33mg/day.

980-58-100 01530

Diels, K.

Jaeckel, R.
Springer-Verlag (58)

Leybold's Vacuum Pocket-Book for

Laboratories and Industry

The book provides comprehensive data based on a minute scrutiny of the litera-

ture and on the long experience of Leybold. It is divided into fifteen chapters, begin-
ning with a summary in tabular and graphical form of the most useful formulae and

results of the kinetic theory of gases. General problems of pumping are then discussed,:
including the use of gas ballast and cold traps for pumping condensible vapours. A

section of the book is concer,,ed with the measurement of pressure and the detection of
leaks. The information is here arranged in a form most convenient for the designer of

a complete vacuum system, guidance being given at each stage on the choice of the

appropriate pump or gauge. The second half of the book is concerned with design

problems in metallurgy, freeze-drylng, and vacuum impregnation. Extensive tables are
provided of physical properties relevant to vacuum engineering.



528-51-510 01540

Dibeler, VoH.

Cordero, F.
Nat. Bur• Stand. J. Res. V46 I-4 (51)

D iaphragm-type Mi cromanometer

A diaphragm-type mlcromanometer is described that is capable of measuring

pressures in the range of 1 to 100 microns with a sensitivity of about 0.1 micron on

the 50 micron scale. The displacement of a thin diaphragm is measured by the
change in mutual inductance of two coils mounted above the center of the dlaphragm.

980-40-111 01550

Dilda, G. Alta Frequenza 9, 594-620 (40)

A Turbulence Analyser

A description of an apparatus for the analysis of turbulence in wind tunnels •
It consists of a Pt wire anemometer, O_Olmm dla. and a few millimetres long,

mounted on a suitable support permitting adjustment of the wire along the cross-

section of the wind tunnel under test. The wire is heated to a high temperature

by d.c. The resistance variations produced by the cooling effect of the turbulence.
• • • 6

develop a variable voltage which is amplified by a 4-stage ampl.fler of gain _x 10

which also compe,, sates for the thermal inertia of the wire. A descri ptlon is
also given of the measuring instrument and of the bridge circuit for calibrating

the whole apparatus. Curves and experimental results are reported, which show
the behaviour of the apparatus and its possible applications•



383-59-153
220

Dobbs, H. E.

01560

J. Chromatog. 2, 573-4 (59)

A Simple Arrangement, using a Standard
Geiger-Muller Tube, for the Continuous

Monitoring of Radioactive Effluents From A
Chromatograph); Column

105-57-110 01570

Dognln, A. C.R. Acad. Sci V244 No. 20 2484-5 (57)

On the Representation of Thermal Conductivi-

ties of Gaseous Binary Mixtures

The three relationships of Lindsay and Bromley and the author for the thermal
conductivity of a mixture of two gases are shown to be equivalent in certain circum-

stances. Applied to the experimental results for the mixture of air and carbon dioxide
the relationships agree within 1/600 at 400C.

997-61-800 01580

Doucette, E.I. Contract AF 19(604)8430) (61)

Materials for and the Mechanism of Getterlng

Multiple Component Gases

A basic vacuum system for the study was constructed utilizing an omegatron

mass spectrometer which is driven by an automatically recycling oscillator. In this

way a complete spectrum of mass composition at frequent intervals may be obtained
throughout the getterlng process. By taking into consideration the probabilities of

the various reactions and interactions, and expression in obtained for the fraction of

surface sites covered at the getter surface. This expression is then used to predict the
expected behavior of a continuous getter under various conditions of temperature and

pressure.



684-46-900 01590

Downing, J. R.
Mellen, G.

Rev. Scl. Instrum 17, 218-23 (46)

A Sensitive Vacuum Gauge With Linear

Response

The gauge is actuated by the ionization current resulting from a minute

quantity of Ra. Range: 3 Steps 0-0.1, 0-1 ! and 0-10mm Hgl selected by switch.

980-40-900 01600

Dragerwerk, H. Get. 697,124 (40)

Antlfreeze Substance for Tannin Solutions

Used in Gas-Detection Apparatus

The freezing is prevented by the addn. of glycerol, lower alcs. or
dextrose.

980-40-154 01610

Dragerwerk_ H.
Drager_ _.

Ger 691,442 (40)

Detection of Deleterious Gases

The air is passed through a glass tube filled with a colorless gel saturated

wlth a suitable indicator, e.g., Au chloride for dicholorodiethyl sulfide.. The
gel is soaked in nitrate soln. of the metal-indicator, then dried and the metal

reduced. The finely divided metal serves as indlcator.



842-59-151 01620

Drawln, H.W.
Kronenberger,K°

Vacuum-Tech8 128-37 (59)

New PortableBench-TypeMassSpectrometer

A new Massspectrometeris describedfor detecting leaks in vacuumand pres-
suresystems,andanalysisof simplegasmixts. This instrumentprovidesa 180° ion
deflection in a permanentmagnetic field, and 3 massrangeswith controllable ion ac-
celerating voltage: mass2-23, 4-46, and 8-92. By usingHe the sensitivity for leak
detection is 5 x 10-11 cc/sec; 1 p.p.m. He in air canbe detn.

980-59-151 01630

Drawin, H.W.
Kronenberger,K.

Instrum. Kde. V67 157-61 (59)

A New Universal PortableMassSpectrometer
For Leak Detection

A portable table massspectrometerwhich wasdesignedespecially for the mass
spectrometricleak detection onvacuumand pressureapparatusis described. It is suit-
able for the analysisof simple vapourand gasmixtures. Resultsof measurementsob-
tained are given and the useof the apparatusfor leak detection is described.

004-56-151
153

Drew, C.M.
McNesby, J.R.
Smith, S.R.
Gordon, A.S.

01640

Anal Chem. 28, 979 (56)

Application of Vapor-PhaseChromatography
to MassSpectrometerAnalysis

A technique is describedfor the analysisof gaseousmixt. by vapor-phase
chromatographywith simultaneousrecovery of a portion of each sepd. fraction for
mass-spectrometeranalysis. Theprocedureis valuable for pos. identification of
fractionsand permitsthe analysisof mixts, having identical emergencetimes.



980-61-154 O1645

Drexler, M.

Barchas,M.

Airkem, Inc. N. Y. Contract AF 30
(602) 2302

Proj. 5534

Chemo-Electrlcal Sensing Device

The feasibility of utilizing gas adsorption phenomena in the identification
and quantitative determination of various gaseous materials was investigated.

Factors influencing the performance of the various components of an experimental

gas analyzer based on the measurement of characteristic adsorption energies

are discussed. Instrumentation specification included ability to detect and measure

concentrations of 10ppm or less of NO, NO2, N203, HC1, HF and 0 3 in
air, irrespective of the mixture involved.

997-60-900 01650

Dulgeroff, C. R.

Kerrlsk, D. J.

Contract AF 33 (616) 5972 (60)

Summary Report for the Design of An Ion
Rocket Research Device

A bell jar vacuum system and a vacuum chamber used for research on
high current density ion sources are described. Porous samples o; nickel,

graphite, tungsten, tantalum, and titanium carbide were tested for ability

to produce cesium ions by surface ionization. Nickel and graphite were
inadequate because of reactions with cesium vapor. Tungsten, tantalum, and

titanium carbld_ produced positive ions. Tungsten produced current densities
up to 12ma/cm , and has ionization efficiency greater than 90%. Secondary
electron emission studies were made to ensure true current measurements. An

analytical study of arc type ion sources was made to determine types best
suited for high current density ion beams.



980-58-153 ;,, 01660
4,

Dumay, H. J. usines gas 82, 107-14 (58)

Chromatographic Examination of Industrial

Gases by Means of a Semiautomatic Apparatus

App. and procedures are described for detg. components of industrial and city

gases by adsorption and partition gas chromatography. CO_ is the eluent, it is ab-
sorbed from the exit gas in KOH. Components are measured in a horizontal buret.
The meniscus is followed by the operator by means of a finder coupled with a pen

that records the emergent zones on a const.-speed strip chart. An integral plot is pro-

duced. Column fillings used to date are activated C, Si02 gel, and C-22 firebrick
impregnated with dloctyl phthalate. Curves and calibration graphs are given.

842-110-133 01605

151-510

Vacuum Techniques 370-86
Dushman, S.

General outline of Leak Detectors.

999-55-900 01670

Dussourd, J.L.

Shapiro, A.H.

Mass. Institute of Tech. (55)

Deceleration Probe for Measuring Stagnation

Pressure and Velocity of a Particle-Laden Gas
Stream

The measurement of the stagnation pressure and, from this, the velocity of

the gas phase, in a stream of gas laden with liquid droplets or solid particles is in-

vestigated theoretically and experimentally. The theoretical findings are checked

by the testing of a series of experimental probes of varying geometry in an air stream

carrying water droplets. Satisfactory agreement exists between theory and experiment.
It is shown that a practical probe can be built to give a negligible error in the measure-

ment of stagnation pressure in the range of variables investigated. Further it is found

possible, with simple modifications, to adapt the experimental probe conveniently to

the local measurement of other stream properties, namely, the mass rate of flow per

unit area of particles, the particle size, and the particle velQcity.



980-59-153

Duswalt, A.A. U. Microfilms,

108 pp (Purdue)

01680

L.U. Card No. Mic 59-1615

Analytical Applications of Gas Chromatography

Consisted of the combustion of the sample in an 02 stream.

321-54-133 01690

Dutt, P.K. Indian J. Phys. 28, 1-8 (54)

A Demountable All Metal Hot-Cathod Vacuum

IonlzaHon Gauge

A gauge has been constructed whose filament can be changed any number of
times without a change in the operational characteristics. The Characteristic curves

of the gauge are given. Some points toward the constructional improvements are dis-
cussed which might give better sensitivity.

980-38 -900

Duval, C.

Mazars, G.

paper.

01700

Compt. Rend. 207, 962-4 (38)

Drop Tests for the Halogens

Discussion of tests performed on the halogens, with different solutions and



962-59-111 01710

Dutt, P° K.
M" " S. Kut_rlurlee,

Z. angew. Phys. 11, 470-4 (59)

A Palladium Piranl Gage

The usefulness of a Piranl gage, sepd. from the vacuum system through

a Pd wall, as a leak detector with H as probing gas was investigated. A
threshold H pressure exists below which detection is not possible and this

threshold pressure depends also on the pressure of other gases present in the

system, e.g. air. To increase the sensitivity of such a device it is necessary

to use a selective adsorber, e.g. an alr--cooled charcoal trap, in front of
Pirani gage. Pirani gage conversion factors for H and D were detd. and were

found to be not even approx, const, over the Pirani sensitivity range.

962-53-111 01720

Ebblnghaus, E. Z. angew, Phys. 5 No.8 294-7 (53)

Oxygen Measurement on a Magnetic Basis
With Strong Suppression of the Zero Point

Modifications to an oxygen meter, dependent upon the cooling of a
heated filament when the surrounding gas is subjected to an inhomogeneous
magnetic field, are described. By alteration of the inclination of the measuring

tube dynamic compensation of the magnetic wind may be obtained and the range

of operation restricted with a gain in sensitivity. In this way an accuracy of 0.01%

has been attained in the concentration range 20-21% oxygen.



684-58-800 01730

Ehlers, K.W. Rev. Scl. Instrum. 29, 72 (58)

Constant-Pressure Leak-Rate Gage

The rate at which a gas was admitted into a vacuum system has been metered

by the leak-rate gage described, which also permitted the metering of gases other than

air and at pressures other than atm. The amt. of gas admitted into the system was detd.
by the rate at which a Hg plug moved through a horizontally mounted glass tube of

calibrated vol. The app. has been used in detg. ion-gage sensitivities and diffusion-

pumping speeds for various gases and also has been used to det. the gas flow required
by ion sources during actual operation.

980-57-800

Eisenbarth, H.

01740

Ger. 962,475 (57)

Apparatus for Detecting Gases and Estimating
Their Concentration

244-59-900 01750

Elllott, F.G.H. GasJ. V186 No. 10 18_20 (59)

Systematic Approach Proves Practical for

Leakage MiHgatlon and Replacement

Description of system controlling leakage and replacement practices as used

by San Diego Gas and Electric Co.; sources of leak reports; use of bar hole surveys

to gain supplemental evidence in support of replacement request; records used and
maintained for system are consecutively numbered leak folders.



0176O

SAM Labs (KZ-3423) (43)

Vacuum Testing Handbook for Columbia

Project, Section 106

A procedure is described for testing vacuum systems for leaks. A
portable mass spectrometer is used to detect He introduced into the system

after first creating a vacuum. The testing equipment is described in detail and
illustrated, and operating instruction are included.

242-58-153 01765

Ellis, J. F.

Ivesont G.
Gas Chromatog. 300-8 (58)

Applicatlon of Gas-Liquld Chromatography

to the Analysis of Volatile Halogen and
Interhalogen Compounds

Both a Martin d. balance and a katharometer have proved satisfactory

as detectors. Details of construction and illustrations of the operation of the app.
are given.

980-60-800 O1770

Elsaessert F.

Kienel, G.

Vakuum-Technik V9 No.5 119-21 (60)

Eine Hochwirksame Metallkuehlfalle Fuer

U ltrahochcakuum Apparaturem

Very efficient metal cooling rap for ulta-high vacuum apparatus; new

design of metal refrigeration trap is described which incorporates all advantages

of commonly used cooling traps; high efficiency is achieved by requiring each
molecule to strike cooled surface minimum of 4 times before entering vacuum chamber;

trap is connected to system through two connecting flanges.



561-55-430

Enrlght, R.J.

01780

Oil and GasJ. 53, 78-9 (55)

Listeningfor Leaks

Listeningfor leakswith a microphonein plplng for escapinggasor liquid.

967-52-144
42O
44O

01790

Zh. Tekh. Fiz. 22 No. 6 1022-8 (52)

Ershov,V.N. A Methodof Gas Analys_sBasedon Optical
and Acoustical Phenomena

The methoddescribedwassuggestedby M.L. Veingerov in 1938and is based
on measurementsof the energyof acoustic oscillations set up in the gasandconverted
into electric current, this being an appropriatetest methodfor manytechnological
processeson which processcontrol apparatusmaybe based. Thecalibration curve
of the apparatusdependson the spectral characteristic of the material of the windows
transmitting the radiation, the thicknessof the irradiated gas layer, the concentra-
tion of the absorbingcomponentin the absorptionchamber, the temperatureof the
radiator and on the reflection characteristic of the walls of the absorptiontube. The
radiation usedis a practically parallel beamof i.r. light, the emitter an electrical-
ly heated silite plate. To avoid the Bell effect, the membraneusedastransducer
mustnot be irradiated. The windows of the rotating disk producing the intermit-

tence of the radiation may consist of quartz, glass_ NaC1 or the like.

684-62 -800

Estin, A.J.

01800

Rev. Sci. Instrum 33 No. 3 369-71 (62)

High Mode Tunable Cavity for Microwave
Gas Interactions

A high-Q resonant microwave cavity, operating in the TE01 n mode, is
described. A fused quartz liner, with suitable inlet and pumping lines, is used to
contain gases, so that interaction between the molecular transitions and the electro-

magnetic radiation can be generated. Techniques are discussed for suppression of

unwanted modes of oscillation, for dielectric tuning of the cavity and for elimina-
tion of radiation through a large port.



980-55-130 01810
8OO

Evans,F.PoC. Atomic WeaponsRes.Est. England(55)

Calibration of Arcton Leak Detector

A B.ToHoArcton Leak Detector wascalibrated by observingthe output
currentof its control unit as variousconcentration of arcton in the air wereapplied
to the probe. Observationswere madein the concentration range of 0 to 3 parts
per thousandof the halogencompoundvapor in the air. It wasconcludedthat
calibration changeswith continued use.

372-51-612

Evans,S.I.
Sarjant , R. J.

01820

J. Inst. Fuel 24, 216-27 (51)

HeatTransferand Turbulencein GasesFlowing Inside Tubes.

004-57-153 01825

Farlow, N. H. Anal. Chem29, 881 (57)

Chromatogrc_RhicDetection of Mixed Halide
Ions in 10-" Gram Particles

Mixed soluble chlorides, bromidesand iodides in a single microscopic
crystal can be determinedby precipitating the mixed halide crystals ona transparent
gel film in which collodlal silver dichromate is dispersed. The particle containing
the mixed halides is dissolved by water vapor and diffuses into the film, where the

halide ions precipitate as silver halide. The ions from concentric bands and the

area covered by each band is semlquantltatlvely related to the amount of halide
ion present. The limit of detection is of the order of 5 x 10 .-11 gram of halide.



999-57-220 01830

Farmer, R.W.
Reiner, O.

UCLA Contract AT-(04-1)-Gen-12 (57)

A Timeof Arrival Indicator for Radioactive
Fallout

This report describes an instrument designed to record the time of arrival of

radioactive fall-out material. The unit incorporates its own power supply, it can be
operated unattended for a period of about four weeks, is rugged enough to tolerate

the treatment normally associated with field operation and it is comparatively inex-

pensive. The unit responds to the absolute level of radiation and, in practice, has

been used to detect a radiation level of 2 milliroentgens per hour.

801- -110 01840

Farr, W.H.

Fagen, W.F.

U.S. Patent No. 2,400,923

Gas Detection Apparatus

An apparatus for detecting or indication the presence of a fluid, it has a vari-

able resistance heated filament in a chamber surrounded by a chemically inert, loose-
ly packed, fibrous material to diffuse the flow of the fluid around the filament and to

prevent convection currents from occurring within the chamber.

043-57-153 01850

Feichtinger, H. Brit. 785,815 (57)

Gas-Analysls Apparatus

A mixt. of gases to be analyzed is passed step by step through a series of inter-

connected absorption bulbs. The vol. of gas entering or leaving each chamber at a

const, pressure is detd. by measuring the vol. change of a conveying fluid, such as
Hg or oil. The fluid is propelled by a piston directly coupled to a gage, which

measures the fluid displacement.



091-57-110 01860

Fiehman,J. Chem. prumysl7, 605-6_ (57)

GasAnalyzer

A device wasdeveloped for the analysis of gases in the atm. based on the
principle of indirect measurement of thermal cond. of the mlxt. of 2 gases, provided

tke_ thermal conductivitles are adequately different. The analyzer can be used for
practlcally every range of measured concns, of two different gases.

528-54-800

Fitzmaurlce, J. A.

0187O

Nat. Bureau of Standards Contract AF (33-

616) 52-5 (54)

Survey of Methods for the Determination of Oxygen in Oxygen-Enrlched Air.

082-53-133 01880

Fitzosborne, FoJo Can J. Physics V31 No. 1 11-14 (53)

Simplified Ionlzatlon Gauge Circuit

Stable circuit for vacuum measurement; ratio of ion current to electron

current is indicated for ionization gage, giving vacuum reading independent of

variables such as filament emission schematic diagram.



362-55-300 01890

Florio, F. Jet PropulsionV25 235-6 (55)

Automatic Safety Devicesfor Rocket
Propelled Aircraft

Describedis a unique liquld-leak detecting device for use with HN03

rockets, Na0H is wrapped in a gum-backed coating which is destroyed by liquid

HN03. There _ s an electrolytic connection made between 2 Ag-sheet electrodes,
thus permitting a current to flow to a warning light or relay. The small unlt is

about 1 in. in dla, and one drop of HN03 establishes a current of 150m a in 0.2
$ec

980-45-133 01900

Fogel, C. Amer. Phys. Soc. (45) Abstr. in Phys. Rev,

68, 101 (45)

Ionlzatlon Gauge of Simple Construction

A gauge is described for measuring pressures from 10-4 to 10-8 mm Hg.

Except for a multiplying factor of 10, it gives a direct reading of residual air pres-

sure. It uses 2 plates as the electron and ion collector respectively. They are lo-

cated on opposite sides of the filament, but equidistant from it. This allows easy

outgasslng of parts, either by electron bombardment or by r.f. heating. A protec-
tive shield in front of the ion collector alds in reducing the electrical leakage to

that element. Danger of filament burn-out due to vacuum leaks was removed by
using an oxide-coated filament.



684-49-144 01910
150

Fowler, RoC. Rev. Scio Instrum.20, 175--8 (49)

A Rapid Infra-red Gas Analyzer

A brief description of an apparatus, together with a few representative

curves, is presented, suitable for measuring the composition of very small amounts
of any gas having at least one near i.r. absorption band or, if measured in the

presence of other gases, at least one unique absorption band. With the bolometers

used 90% full scale response is obtained in 0.15 sec on a 0.5 cc sample, per-
miffing a 0.4 cm optical path and a very nearly linear response over the range
usually found in physiological concentrations and anaesthesia°

999 -56 -142 01920

Fraenkel, G. Ko Columbia U. Dept. of ;Chem No Y. (56)

Paramagnetlc Resonance of Free Radicals

The elementary principles of paramagnetlc resonance absorption spectroscopy
are reviewed from the point of view of the detection identification and estimation
of free radicals.

241-52-100 01930

Fraser, W.R. Gas Age 93, 15-20 (52)

Utilization of Gas Detectors

Use of detectors for locating atmosphere contaminants encountered in gas

production and dlstr|butlon; materlals contaminating atmosphere causing either

oxygen deficiency or creating combustible or poisonous condltlons; description of

miners lamp and various other types of detectors.



980-40-900 01940

Fredlund, E. Ark Mat. Astr. Pys. 27A 2, No. 12 (40)

Absolute Measurements of Radiometrlc Action
in Gases II

An electromagnetically compensated radiometer is used to make radiometeric

measurements in He, H2, D2_ 02, A and N 2. Radiometrlc curves connecting log R
with Log P in the various gases can be made to coincide over almost their whole

pressure range by suitable relative displacements. By a suitable transformation,

curves obtained on a similar radiometer with a different plate separation can be

fitted to a general reduced radiometric curve.

999-61-800 01950

Fr_i_:lman, H.L. Space Science Lab. G.E. Co. Phila. Pa. (61)

A Gas Chromatography Valve for Vacuum

Sampling of Gases

The design, construction details, and technique of operation is presented for a

valve assembly which may be used to inject gas samples from a vacuum system into a
gas chromatograph.

402-49-900 01960

Gabrilovich, A.B. Kolloid Zhur. 11, 17-23 (49)

Piezodilatometric Method and Some of its

Applications

Since compressibility B of gases is much greater than that of liquids_ the presence of even

0.01% of gas can be detected by a measurable increase in B. For the expts, a dilatometer

was used, capacity 2ml., with a capillary, cross-sectional area 0.2 sq mm. When the

capillary and the space around the dilatometer were connected to an air reservoir at 600 mm

Hg the expansion was sufficient to calculate B. The dilatometer was immersed in a

Dewar flask filled with H20; this flask was kept in a H20 thermostat. If the temp. in the
outer thermostat was const, within 0.01 ° the temp. in the Dewar flask was const, within
0.0001°. The PhMe thermometer used was read to 0.0001° Tarusov observed contraction

on immersing frog muscles_ etc., in physiol salt soln. and its variation in the presence

of toxins. Detn. of B proves that this contraction is due to gradual dlssoln, of gas ori-

ginally present in the animal tissue and is not a measure of the binding of H20 by the

tissues. Fresh tissue may contain as much as 4 cu. mm of gas per 0.4g.



684-54-151 01970

Garfunkel, M. P.
Wexler_ A.

Rev. Sc!o !nstr.-mV25, 170 (54)

HellumMassSpectrometerLeak Detector

Th|sart|cle deals w|th the demagnetizationsof paramagnetlcsalts to
to temp. below I°K. Thls |_i_ : commer|calleak detector usedfor measur|ng
very low pressuresat Iicluld temperaturesis dlscussed.

241-40-800 01980

Garner, J.B. GasAge 86, 47-50 (40)

Pittsburgh'_ Inves'tiga'tion of Gas Leakage

Natural gas leakage investigation in Pittsburg area w|th a description

of the equlpment used°

961-59-153 01990

Garnovat T° G.

Zlotnlkov, L°E

Moshlnskaya, I_° B
Paradzhanova, N. G

Shvartsma n _V. P.

Zavodskaya Lab° 25, 157-9 (59)

Apparatus for Chromatographk Analys|s of

Gases us|rig a Non-Stat|onary Heat Field

The process refers to the use of a non--statlonary heat field in order to effect

more efficlent sepn. of C.-C 3 hydrocarbons and all isomers of butane, butylene,
pentane, and amylenes. _he gas analyzer of the KhT-2 type and the un|versal KhT-3

app.were tested° In these gas analyzers, unl|ke app. based on Iow-temp rectification
I|qu|d N is not used and the vol. of sample required is very low. The results compared

favorably wlth those obtained w|th the Podb|elmlak app. commonly used in petroleum
refinerles.



378-.48-113

133

Garrod, R. I
Gross, K_,A

02000

J. Sci. Instrum. V 34 No. 12 496-500 (57)

J. Scl. lnstrum. Phys. Ind. 25, 378-83 (48)

A Combined Thermocouple and Cold-Cathod

Vacuum Gauge

The design, construction and performance of a vacuum gauge covering the

range 10 -1 to 10-5mm of Hg are descrlbed. It consists essentially of two elements

in a commo_envelope; a thermocouple gauge for pressure measurement in the range1
10-! to 10- ram, and a cold-cathode discharge gauge for pressures below 10-3mm. A

slmple means for inltlatlng the dlscharge in the latter gauge at low pressures is in-

cluded. Deslgn data for optlmum performance of each element are dlscussed, and the
cause of the "reversal effect" common in thermocouple gauges_ has been investigated.

378-57-143 02010

Garton,W,_,S_,

Webb, M.S.W.

Wildy, P.C.

The Applicatlon of Vacuum Ultra Violet

Techniques to the Contlnuous Monltoring
of Trace Concentration of Water in Several

Gases.

A method for the determination of water in several gases is outlined, in

which use is made of the absorption bands of the water molecule in the 1200A

region. A 20Mc/s electrodeless dlscharge in hydrogen excites the 1216 A Lyman line

very strongly and relatively free from nelghbourlng lines and bands. The
radiation passes through the absorption cell, closed at both ends by I.iF windows,

on to the W cathode of a photomultlpller, whlch is insensitve to light of wavelength

longer than 1400 A.



980-46-146
800

02020

Gatterer, A.
Frodl, V.

Ricerchespettroscop1, 201=44 (46)

Spectrochemlcal Detection and Determination
of the Halogens and Other Nonmetals by

U I tra -Hi g h-Freque ncy Ex61 tartan

A Siemens-Reiniger radio-therapy outfit with an output of 600w. at
3-8m was used to excite an electrodeless discharge. Ten-mg portions of solid alkali

halldes, Se, S, or other volatile substances were carefully dried, placed in a

boat, and placed in the emission tube. The latter was then completely evacuated,

flamed, and the ultra=hlgh-frequency field applied. Exposures lasted 30-120 sec;

only the region 4100-7100 A. was covered. Blank runs showed lines of H, Hg, O,

Na, N 2, C2, CO, CN, and CH, tables of which are given, but these lines
pratlcally disappeared in the presence of samples, The broadcast energy sufficed
both to volatilize the;_sample and to excite the vapors. The low ionization potentials

of the alkali metals did not prevent the obtaining of halogen lines.

980-50 100 161
111 200

144 40O
151 622

154

02030

Gaudry, H. Compt. Rend. Congr. und. gaz Paris 67,
429=53 (50)

Current Methods of Detecting Gas Leaks

A report of phys. and chem. methods of detecting gas leaks. The methods
discussed include dlffusion,n, thermal cond., infrared spectra, mass spectra, acoustical,

catalytic combustion, specltic reac_fions,,odor, and radioactive tracers.



980-54-151 02040

Geller, R. Comm.EnergieAtomlque Rapp N 325 (54)

The Leak Problem in Vacuum Systems

The first part of this paper is gi yen to the consideration of leaks in vacuum

systems and their detection. Special attentbn is given to detection by a He spect-
rometer, The second part glves a detailed study of the analyzer and!ion sourcelir_

the experimental set-up. The technological and mechanical aspects of the apparatus
and its performance are dlscussed.

845-55-151 02050

Geller, R. Le Vide 10, 119 (55)

Sensltlvlty of a Mass Spectrometer as a
Leak Detector

The smallest quantity of He which can be detected by a new type of He
leak detector is 1 mol. in 400,000 . l_e smallest leak rate in cu. mm/hr which

can be detected is given by the formula _- SPOo/H (--e--st / v ) where V and
P are the vol and pressure of the vacuum chamber S, the pump speed, H the

helium pressure, and the time of application of the jet. Therefore in case of a
small vacuum chamber much smaller leaks can be detected.



845-51-151 02060

Geller, R. Vide, 12 No. 71 398-406 (57)

Leak Detection of Vessels Under High Pressures
With a Helium Mass Spectrograph

Two methods are discussed, According to the 1st, the vessel is filled

with He at more than 1 atm. pressure and tested with a moving probe connected
to the leak detector, Calcn, and estimates are made of the sensitivity of the
method and the min. discernible leak. According to the 2nd. method_ a sealed

small vessel is first introduced into a recipient under high pressure and then placed

in an evacuated container connected to a leak detector, the sensitivity of this
method is equally discussed.

980 -54 -151 02070

Geller, R. Commissariat a 1'Energie Atomlque (54)

Reasonable Utilization of a Spectrometer
Leak Detector

The general problem of leaks in a vacuum system is dlscussed. The principles
of detection in general and particularly the conditions of detection with spectrometers

using He were studied. Pratical applications of a spectrometer leak detector are
given.



845-53-151 O2O8O

Geller, R.
Moreau, J.
Ch. Cass|gnol

Le Vide 8, 1415-20(53)

Mass-SpectrometerLeak Detector

A mass-spectrometerw|th increased sensltlvlty perm|tt|ng the use
of cheap, impure He has a double spectrometer tube and thus a reduced nolse
level. The He ions are focused first on a diaphragm and from there on a ion

collector. A new ion source has been developed comprls|ng a hot cathode, a

grld, a cyl|ndr|cal anode closed by a dlaphragm and an ax|al magnetic field.

364-53-200 02090

Gemant, A. J. Appl. Phys. 24, 93-5 (53)

Tracer Diffuslon |n the Ground |n Radlo-
actlve Leak Locat|on

The diffusion in the ground of a radloact|ve tracer gas, used for Iocatlng

leaks |n burled plpes, has been calculated, and the results are presented in the form
of graphs. It is shown how the |nformatlon can be used to obtain the amount of

radloactlvlty nee3ed |n a test for both B-emltters and y-emltters.



364-51-200 02100

Gemant, A.

Hines, E.

Alexanderson, E. L.

J. Appl. Phys. 22, 460-4 (51)

Leak Location by Radioactive Gases in
Burled Pipes

14
C labeled Co and Rn were used as tracers; CO 2 was not used because it i:

readily absorbed by the soil. The prlnclples of the method are described : Suitable

techniques for prepg, and detecting the tracer gas were worked out. The spreading
of a column of tracer gas in a pipe is calcd. Leaks were located on two small-
scale instal lations.

323 -43 -500 02120

800

Germann, F.E.E.

Gagos, K.A.

Accurate Low-Pressure Gauge

Industr. Engng. Chem. 15, 285-6 (43)

980-57-200 02140

Gibbons, D.

Loveridge, B.Ao
Millett, R.J.

Atomic Energy Res. Est. (Harwell) Rep
1/_2208 (57)

Radioactivatlon Analysis

This bibliography covers the literature which was available to the
compilers up to the end of June 1957. 261 references are arranged alphabetically

under authors. The subject index is in three parts; (1) reviews and general articles_
(2) elements determined, (3) matrices.
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Giladi, J. Chem. Eng. 62, 118 (60)

Sni_er Locates Leaks

The device consists of a light gage pipe containing a fan driven by

an air motor, an anemometer and a probe connected to a exploslmeter. The

suction end of the pipe is placed near the suspected leak and the fan draws

the air and any hydrocarbon vapor through the plpe. The explosimeter measures

the concentration of hydrocarbon vapors and the anemeter measures the
in velocity.

002-54-530 02160

Gilpln_ Wm. V. Am. Gas J. 180 No. 5 28-9 (54)

Southern Union Gas Company Uses New Device
for Finding and Locating Gas Leaks

Description and operation of a sucessful bubble-type leak detector for

leaks in gas service lines. The location of the leak can be detd. by addn. of
a leak-detecting chemical, such as Me chloride, to the unit. The air picks up

a little of the chemical and the presence of the chemical at the location of the

leak can be detected by use of a halide lamn and sniffer tube.



375-51-221 02170

J. Phys. Radium!2,(',¢a--6_ (5!)

VacuumGauge UsingAlpha-Rays

Similar in principle to the "Alphatron". Theradiation sourceis Po
on Ni and the pressurerange 10-1 to 102mmHg. Thegauge is part,cularly
useful for corrosivegasesand for the estimationof the proportion of a gasin
a mixture to two gases.Thesaturation current varies linearly with the pressure,
and results for various gasesand for the mixturesXe-He, A-Ne are shown
graphlcally.

328-62-510 02180

Glassey, E.A. Instrum.and Control Systems35 No.2
126-7(62)

The Servomanometer

Use of a servo posltloner to continuously and automatically measure the

manometer ¢olumn_ Allows transmission, recording, or control directly from the

servo motor.



524-48-800 02190

Gleneagles Convention Nature, Lond. 162, 936-7 (48)

High Vacua

The short report on the convent|on refers to papers on; (1) the scientific

aspects of vacuum technique; (2) high vacuum in the paints and plastic industries;

(3) high vacuum dlstillatlon and dehydration; (4) the appl|cafion of high vacuum

distillation to the processing of trlglyceride oil; (5) vacuum metallurgy, and others

in (1) scientific applications of high vacua on industrial scale are discussed, and
it is suggested that the limit of measurement has in some cases been reached temp-

orarily. (2) explains metall|zation e.g. shadow-castlng for microscopy; hopes

recent progress will soon permit separation of molecular species in a pure state.

in (3) experience with complex, large--scale plants producing penicillin sera,

elc., is presented. Continuous processes, time study, and engineering equipment
are described. In (4)increaslng use of molecular distillation as a laboratory process

is envisaged, though the employment of the process on a commercial scale is shown

to be unlikely except in special cases,such as the isolation of vitamin A from

fish liver oil. (5) states maior advantages in processing metals in vacuo. Large

quantities of Mg were producedby a high vacuum technique during the war, Li
metal may soon be so produced, production of other metals, (Ba, Cs, and other alkali

earth metals ) has been studied. Costs are high.

764-44-900 O220O

Gluckauf, E. Trans, Faraday Soc. 40, 436-9 (44)

Simple Analysis of the He Content of Air

A slmple app. has been devised to det. He in air with an accuracy of about
1%. The procedure is based on the adsorption behaviour in a gas-adsorptlve

charcoal tube which had been previously outgassed in vacuo at 4000 ° for 20 mln.,

and then immersed in liquid N 2. Known mlxts, of He and air are used to det.
the loss of He during this purl flcatlon process. Air Is found to contain normally

5.24+0 .03 p.p.m, of He.



378-58.-800 02210

Gluckauf, E.
Kitt G. P.

J. Scl. Instrum V 35 No. 6 220-3 (58)

Leak Testlng of Vacuum Plant by Helium

Analysis

An apparatus is described for determlnlng the extent and location of

leakaqes in the operation of gas plants, working at reduced pressures, by the

analysis of the rare gases, helium and neon contained naturally in the in-

leaking air. it can generally be applied when hydrogen, hel|um and neon are

normally absent from the plant gases. An accuracy of 0.5% for the analysis
of a sample of gas contalnlng 0.5 ml of leakage air can be obtained, but it
appears that the detectiQn of 0,01 ml of air is the lower limit using a commercial

ionization gauge as the sensitive element.

619-46-800 02220

Gluckauf, E. Proc. Roy, Soc. A. 185, 98-119 (46)

A Micro-Analysls of the Helium and Neon
Contents of Air

The theoretlcal conditions for the quant|tatlve separation of gases by

fractional adsorption are investigated. The micromethod and apparatus for the

determination of the He and Ne contents of alr by thls method are described. The
accuracy of the results is dlscussed especlally with respect to the samples obtained

from the stratosphere. The most reliable absolute values are: He, 5.239 _ 0.004;
Ne, 18.21 + 0.04 parts per million.



619-46 -800 02230

Gluckauf, E.

Heal, H. G.
Martin, G. R.

Paneth, F. A.

J. Chem. Soc. 1-4 (44)

A Method for the Continuous Measurement of

the Local Concentration of Atmospheric Ozone

The principle of the method is the liberation of ! from buffered KI solution,

and its e!ectrometrlc titration at short intervals.with very dilute Na 2 S2Oq solution.
The small current resulhng from the depolarlzahon of a pair of Pt electroc_s by the
! is amplified by a 2-stage valve amplifier, and made to actuate the automatic

burette, containing the N 2 S2 0 3 solution, when the I conc. reaches a given value.

980-56-800 02240

Gluckauf, E. Atomic Energy Res. Est. Harwell (56)
Kitt, G. P.

Leakage Test by the Helium Method

A method for determinlng the extent and location of leakage by the
analysis of the rare gases He and Ne has been further developed as a routine test

using automatic control. An accuracy of 0.59 for the analysis of a sample
containing 0.5 ccs of air has been obtained, but it would appear that the
detection of 0.01 ccs of air is the lower Iimlt for the method using a commerlcal
ionization gage.



378-62-800 02250

Godfrey, G. J. Scl. Instrum. 39, No. 5 240 (62)

A Simple Pressure Indicator for Vacuum
Desiccators

A simple method of assessing the pressure is to enclose in the deslccator

a plastic capsule containing a small amount of air which appears inflated under

reduced pressure but flaccid at normal atmospheric pressure.

842 -56-I 31 02260

151

Goldbach, G. Vakuum, Tech. 5, 7 (56)

Leak Detectlon With Mass Spectrometer and
Platinum Diode

The sensitivity obtained for A is superior to that for He in leak detection

with a mass spectrometer. The sensitivity of the halogen leak detector (Pt diode )

is shown to approach that of the mass Spectrometer with A.



980"50-612 02270

Gol 'donberg, S,A. In vest, Akad. Nauh, .LS.S.R, Otdel, Tekh.

Nauk 689-94, 575-81 (50)

Turbulent Transfer In Heat Exchange
Diffusion, and Chemical Processes

The effective coeff, (e) of turbulent transfer in cylindrical tubes is

expressed as an empirical function of Reynolds No. (r) such that if U is av.
velocity and d is tube diam. u 7. (e/Ud) : 0.0009/r 0.16 over the range

r- 4 x 10 3 to r • 10 5 . Above r --- 4 x 105, u is independent of r.

367-51-800 02280

Gomer, R. J. Chem Phys. 19, 1072-3 (51)

A Novel Method for the Estimation of

Very Low Pressures

Some zinc phthalocyanlne is sublimed on to the W tip of a Muller field-
emission electron mlcroscope. The individual molecule of phthalocyanlne appecrs

on the screen of the microscope as a four-leaf clover pattern and attention is focused
on this until some movement or fluctuation in brightness occurs, when counting

is started and the time noted until the next change. From the average time taken

and the calculated area of the molecule the no. of impacts per unit time per unit

area may be calculated and hence the pressure in the mlcroscope. A set of

observatio_,s is given.



619-51-144 02290

Goody, R. M
WormeII, T.W.

Proc. Roy, Soc. A 209, 178-96 (51)

The Quantitative Determination of

Atmospheric Gases by Infra-Red
Spectroscopic Methods

New data on the effect of amount of gas, pressure of dry air and
temperature upon the 7.8 and 8.6 u bands of nitrous oxide have been analysed

in an attempt to find all the fundamental information required in order to use

the 7.8u band for the quantitative determination of atmospheric nitrous oxide

from tellurlc spectra. By taking rather more care than has been usual in the

measurements of intensity the following conclusions can be reached : _1) It is
possible to measure band intensities with a reasonable degree of accuracy. (2)

The llne broadening in a range of pressureseextendlng from 1 crn of Hg to Iatm.

of dry air, is caused by a collision process. (3) In this range of pressures, the

shape of the wings of absorption lines is well represented by the Lorentz form,
(4) The llne width at I atm. pressure is the same for the 7.8 and 8.6 and the

17u bands, and its most probable value is given by 2 x L- 0.3140 - 0.015 )

cm-1. (5) At pressures below 5mm of Hg. Doppler broadening becomes predominant

(6) The effect of temperature upon absorption agress with theoretical prediction,

excepting the dependence of coll isiam diameter upon temperature.

980-57-900

Gooderham, W. J.

02300

Chem and Ind. J. 1505 - 7 (57)

Constant - Volume Gas and Volume

Apparatus

The glass app. described contains the best features of existing app.



980-50-610
620

Gratch, S.

02305

Pennsylvania U. Philadelphia, Pa. (50)
Contract N6 onr- 24907

Zero-Pressure Thermodynamic Properties of

Some Technically Important Gases

This report presents definitive values of the zero-pressure thermodynamic

properties of the stable, naturally occurring isotopes and the normal isotopic mixtures

of the following monatomlc gases: H, He, C, N, O, F, S, CI, A, Br, ! and CO 2,
dlatomlc nitrogen, and carbon monoxide. These values were computed by the
methods of statistical mechanics and quantum mechanlcs, The present physlcal

accuracy of all values except for CO 2 is indicated by charts of estimated
uncertainties .. The calculated values are in satisfactory agreement with those obtained

from calorimetric and acoustic velocity measurements in all cases in which the
latter are available.

980 -56 -800 02310

Gray, D.A. Atomlc Energy Res. Est. (Brlt) (56)

Nuclear Resonance Detector and Magnetic
Field Stabillz_r

1. Atomic power-research-Gr. Brlt. 2. Detectors, Ionlzatlon-Deslgn-
Gt. Brit. 3. Stabilizers-Research -Gt. Brit. 4. Magnetic F|elds-Measurlng

equlpment-Gt. Brit. 5. AERE GP/R 1967
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Gray_ToJo Nature 162, 260-1 (48)

Appllcatlon of Measurementsef Sem.:-
Conductlv|ty to HeterogeneousReactions

Theresistanceof sem|-conduct|ngcuprousoxide films wasmeasuredin
presenceof various gases(02, N2, H2_C0_ He) at pressuresbetween 10-3
and 0.3 mmof HgoCons|derableresistancechangeswere observedduring the
correspondingabsorptionand desorpt|onprocesses.The measurementsare
repeatableabove 200C.

980- 520 02330

Greenough, M° L°
Will|ams, W. E.

U° S° Bureauof Stand. J° of Res°V46 5-6

Mechanical PositionIndicator

An instrumenthasbeendeveloped for |nd|cating the position of thin
pressuresensitivediaphragms. Theeletron|c instrumentg|ves full scale |nAicat|on
for motionsof lessthan 5 x 10-4|n. F|ve tubesare |ncorporat|o_ in a circuit based
uponthe pr|nc|ple of mutual inductance micrometerfor the detection of diaphragm
motion.



684-47-510 02340

Gregg, J. R. Rev. Scl. Instrum. 18, 514-15 (47)

A Microresplrometer

A simple constant-volume instrur _nt designed for the measurement of
gas exchanges of from 0.001 to 0.5 mm 3 is described. The results of some

measurements of O uptake by minute living organisms are presented, advantages
of the design are pointed out, and the posslble applications to general
mlcroresplrometry are indicated.

368-54-153 02350

Griffiths, J.H. J Chem. Soc. 3446-53 (54)
Philllpst C.

Gas Chromatography

The method involved is the chromotography of gas and vapors and
applications of the surface potential detector. The device consists of 2

identical metal plates connected by a conductor. One plate can be made to

vibrate by an oscillator. If the plates are different in surface treatment, an
alternating EMF will occur when the plate is vibrated whlch can be

measured by applying a blas EMF to one of the plates, if the surfaces are
changed by exposure to an adsorbable vapor, the potentlal will be altered

and thls change can be amplified and read. Here they use N as a

vehicle for the gases to be analyzed. The apparatus features high sensitivity
i. e. # p.p.m, of ethyl oxalate in N 2 gives a signal of 7.5 mv.



367-46-620 02360

Grilly, E. R.
T I.ay,oi _, W. j.
Johnston, H. L.

J. Chem, Phys. !4, 435-40 (46)

Accommodation Coefficients for Heat

Conduction Between Gas and Bright
Platinum for Nine Gases Between 80 ° K

and 380 ° K

Accommodation coefficients for 0:_, NO, CO, CO2, N20, CH 2, H2,

and He are computed from the (1/Ka) v. _I/P) slopes of thermal conduct_%ity
measurement. The results are tabulated and collected in a graph for comparison

with other results. Hydrogen rises towards a coefficient of unity with lowering

temperature, but other gases drop steeply at low temperatures. The values

differ slightly from Knudsen accomodation coefficients. Equations are derived

which give the relationship between the reciprocal slopes the temperature jump
constants g and the accomodation coefficients.

997-58-620 02370

Groenig, H.

Weymann, H.D.

Contract, AF 61 (514)1046 (58)

Measurement of the Boundry Layer
Thickness and Relaxation of Ionization

Behind Strong Shock Waves with a New

Capacitive Probe

This report deals with the measurements of the thickness of the boundry

layer with a capacity probe. This probe flush inserted into the wall of the shock

tube and thus avoiding any disturbances in the flow is sensitive to the thickness

of the boundry layer, when the gas in the undisturbed flow is ionized. The ex-
perimental results for argon at Mach numbers between 5 and 10 show the useful-

ness of the probe for measuring the thickness of the boundry layer, the relaxation
time of ionization and the coefficient of diffusion. The experiments were carried
out in argon because high Mach numbers could be achieved in argon even with a
small shock tube.



980-54-111
510

Gruber, H.

02380

Glas-u. Hockvakuum- Tech2, 302-6 (54)

Technical Piran| Gage With Heating
Resistors

Vacuumgagesfor pressuresbetween 101 and 10-3 mm Hg can be made with

small thermal capacity heating resistors followlng the principle of the Piranl gage.
The sensitivity essentially depends on the temp. coeff, of the resistor. Suitable are

thermlstor-type semiconductor beads with a neg. tempo coeff, of about 1/4 cu. mm.

vol. This bead has Pt alloy leads about 5ram. long and 0.005 mm. thick. The temp.
coeff, is between 3% and 4.5%/° and total resistance is either 1000-3500 ohms or

100-350 kilo-ohms with 20% tolerance. The stationary state is reached at current
passage after abaut 25 sec. and should not change for more than 0.3% after 1500 hrs.

continuous load at 110 °. The compensation resistor should be in air under atm. pres-
sure. The bridge if fed with d.c. from a transformer-rectlfier type power supply_

which can be stabllzed with a gas voltage stabilizer tube and can be checked with

movlng--coll instrument. With increasing heating current intensity the calibration

curve shifts to hi gher pressures, because at low pressures, the sensitivity is higher,

the smaller the heat losses are through conduction in the leads plus radiation as com-

pared to the losses through convection in the residual gas; moreover, the temp. coeff.
of heating reslstos is in first approx, proportional to 1/T 2. Therefore, heating currents

should be chosen as low as possible without falling under the dlstrublng influence of

room-temp, variations. A compromise is 1-2 ma. heating current. The heat conduction

through the leads must be smaller than the radiated heat. In com. thermistors, the

leads are too long and too thick. With specially prepd. NTC-reslstos,the calibration

curve can be shifted to lower pressures, and Iinearlty is obtained over a large pressure
range. Above 10 -2 mm Hg. the curve is pratlcally identical with the calibration curve

of the thermoelec, vacuum gage. Above 0.5 to 4ram Hg. the thermistor gage is much

more accurate; here, com. thermistors are more favorable. Conventional heat convec-

tlon gages undergo changes through surface change by pump oil and carbonization. In
thls respect, the NTC-gage is superior to other heating resistor gages. No changes

have been observed; the service temp. being below 70 ° , and the surface of the semi-

conductor being less important as to its definition, influence of room-temp, changes
is inadmissibly great with NTC-reslstors of the 1/T 2 dependence. Therefore, both reslstors

must be mounted in a common brass tube side by side to assure temp. equality. This way,

at low pressures, an accuracy of 4% is assured, for inductrlal measurements sufficiently

precise. The temp. of the brass tube should not change by more than 5 °. Water cooling
not being pratlcable, a solution has been found in the combination of resistors with pos.

and with neg. temp. coeff, of resistance. Fe and Ni are appropriate as poso tempo coeff.

resistors. Several possibilities for obtaining compensation are explained. After service
during one year, no aging could be observed. Thls is an essential advantage against the

thermoelec, gage which ages sometimes after a few weeks° In _der to obtaln the same final

reading, generally, the tube is being overheated, which is fatal to the tube and very often



980-54-111 02380
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Gruber, H. Gias-u. Hockvakuum-Tech 2, 302-6 _54)

Technical P_ran_ Gage Wffh Heating
Resistors

to the expensive mv-meter. Final reading is obtained in ie_s than 25 sec. with the NTC-

gage and in about 40 SeCo with the thermoelectric gage. The NTC-gage can be permanently

kept under current and shows 95% total def_ctlon after 2-3 SeCo At pressure changes, the

instrument adjusts itself within about 5 seco Power requirements is about 2 Wo against 10
milllwatts of the conventlona_ Piranl gage. The heatlng--re._._tor vacuum gage shalJ be further

developed to a leak detector and to a vacuum switching relay by means of electronic
switching elements.

980-55-170 02390

Gucker, F.T.

Peterson, A.H.

J. Colloid Scl. 10 No. 1 12-23 (55)

A Comparison Photometer to measure L_ght

Scattering of Aerosols and Gases, Using the
Latter as Light-Scatterlng Standards.

Describes, the design and operation of an extremely sensitive instrument for

automatic measurement of light scattered from aerosols is determined by the scattering
from the air molecules in which the particles are dispersed. The scattered light and

a suitable attenuated portion of the direct light fall secesslvely upon a photomultl-

plier tube, the anode current of which passes through a high resistor to give an IR which

is measured in a comparison voltmeter° The high voltage supply of the photomult|pl_er
is adjusted to give a constant IR drop with the attenuated direct light on the photomultlplier,

so, as to compensate for changes in the photomuJtlpller sensitivity and largely offset

changes, in the lamp brightness. If the scattering due to the air is maintained constant,
the lower limit of measurement can be reduced to the background noise, which is about

1-5% of the _r scattering.. This corresponds to the light scattered by a sample containing
about 3 x 10 H g/1 of a d,otyl phthalate aerosol of 0.3u. diameter° Since the instrument
is sensitive to the molecular scattering due to gases, they may provide a convenient

scattering standard for aerosol measurements, which can then be expressed as the ratio of

the light scattering of the aerosol to that of the standard gas. Since gases vary widely in

their llght-scatterlng ability, such measurements also would find application in gas analysis.
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Guerln, H. Bull. Soc. Chlm. France 19, 24-33 (52)

Modern Methods of Gas Analysis

A resume of existing methods. The principal physical methods dealt with are
selective diffusion of the consltltuents of a mlxture_ fractional desorptlon and distillation

at const, pressure_ thermal, electrical conductivity and magnetic susceptibility measure-
ments of mixtures, on measurements of the heat produced on absorbing gases in solvents

and on absorption and mass spectroscopy.

165-50 -700 02410

Guthrle p A. Electronics, 23, 96-101 (50)

Leak Detectors for lnductrlal Vacuum

Systems

The main desiderata for such detectors are: (1) capability of measuring total leakage

and isolating individual leaks;(2) rapidity in response; (3) high sensitivity; (4) adaptability

to any vacuum system without loss of vacuum; (5) relative simplicity and low cost; and (6)
selectivity° Of eight tabulated methods, the He leak detector is generally the most useful

for rapid operation. It is based on the vacuum analyser,a form of small-radius mass spectrometer.

If consists of non-magnetlc tank, supported by and connected to the vacuum llne, and in it

are mounted a cold cathode postlvelon source, a collector, and a magnet system. A sweep

voltage superposed on the ion-acceleratlng voltage sweeps the He mass peak across the collector

slot. The collector is connected through an amplifier chain to (1) a.c.r.o, with horizontal

sweep in phase with the other sweep coltage, (2) a leakage-detecting meter following a

fi!ter.for removing all frequencies except the sweep frequency, and (3) a 1 kc/s "Squealer"
c_rcult. Leak sensitivity- 1 part of He in 2 x 10:_ parts of air and is limited by noise in the

amplifier, stray frequency plck-up, and ion backround. Methods of determining sensitivity
are described and response time discussed. The whole procedure of searching for leaks and

their subsequent repair is explained in detail.



997-58-300 02420

Haas, E.C. N.Y. Naval Shipyard (.58)

Report of Development of Water Indicating

Paste for Use at Elevated Temperatures

This report covers the development of a water indicating paste for use in detect-
ing leaks in pressure vessels at temperatures up to 500°F. The formula developed has

been laboratory tested to show that it reacts with hot or cold water to give a clearly
discernible permanent color change and is essentially unaffected, in its water indlcathg

properties, by 300 hrs. at 50u°F or 300 hrs at 100% relative humidity at ambient tem-
peratures, and meets general requirements for an easily applied, adherent, non-corro-
sive coating. The formula consists of equal parts of silver chromate and lead chloride

mixed with sufficient thinned, phenollc-base spar varnish to give a smooth paste of
desired consistency.

999 -60 -153 02430

Haber, H.S.

Gardiner, K.W.
Bell ard Howell Res. Center (60)

Electroanalytlcal Method for the Deter-

mination of Carbon and Hydrogen in
Organic Compounds

The development and application of a rapid C-H analyzer is summarlzed. A

prototype instrument was developed combining electro-analytlcal and gas chromato-

graphic techniques. Ten minutes are required for a complete analysls. Additional

refinement of the apparatus will be necessary to attain the specified accuracy of 0.3%
by weight.

964 -60 -151 02440

Habfast, K. Zeit fuer Instrumentenkunde v68 No. 4
82-6 (60)

Praezlsionsbestimmung von isotopenhaeuflglelt
mlt dem Massenspektrometer

Accurate determination of isotope ratios by mass spectrometer; new electronic
circuit makes it possible to measure ratios with absolute sensitivity of better than 1:10a;
features of new dual collector system.



980-55-140 02450

Haefer, R. Acta, Phys. Austriaca V9 No. 3-4 200-15 (55)

Methodsfor MeasLJringLow Ga: Pressuresby
Meansof the Automatic Gas Dischargein
a TransverseMagnetic Field

Fourmethodsof determining low gaspressuresby measuringmagneticand
electric variables are investigated. Applicability, advantages,dlsadvantages_sources
of e.ror and methods,separatelyor combined, havea measuringrangeof 10- _to
10.8 mmHg.

997-61-112 02455

Hafner, A. Naval Res. Lab. Washlngton, D. C. ReptNo.
5647

A PortableThermistor-BridgeGas Leak
Detector

A newportable gas leak detector useful for locating leaks in pressurized
systemscontaining anygashaving a thermal conductivity different from that of air
is described. Thedetector is accoupledand hence doesnot respondto the gas
concentration in the ambient air but only to the change in concentration encountered
in the vicinity of a leak. Investigationand experimentsled to a choice of a thermistor
bridge in which optimumresponsetime and minimum sensitivity to gas flow rate variqtions

is obtained by using thermistors shielded from the turbulence of the direct gas flow by

glass envelope to admit the gas by diffusion. Care was taken in the circuit design to
prevent blocking of the high-gain amplifier by noise. Sensitivity of the gas leak

detector was checked against a calibrated leak of Freon-12, and the device proved

to be useful in locating Freon F-12 leaks of as small as 2 oz per yr.



980 -53-800 02460

Han(eln, W. Glas-u Hochvakuum-Tech 2,279-84 (53)

High-Vacuum Ovens With Resistance Heatlng

Resistance heating, rather than inductive or elec.-arc heating, is

recommended for good heat distribution within the oven and accurate temp.
control. Materials used in the heating elements can be alloys such as Nichrome

or Megaphyr for temps, up to 1300 °, Mo up to 1800 °, and W or graphite above
above 1800 °. Oven housings, thermal insulation, vacuum pumps, diffusion

pumps, leak detectors, etc. are discussed. Elec. circuits and cross-sectlonal diagrams
of the oven are shown.

043-40-162

Hailwood, A. J. Brit. 520-504

Fuel Gases

Mo)

02470

Leakage of gases contg, toxic components can easily be detected by

adding to the gas a suitable proportion of the vapor of heptaldehyde or of the

crude enanthal-contg, distillate from the destructive dlstn, of caster oil.



004-61-100 02480

Hall, H. L. Analyt. Chem 37No.1 (61)

Quantltive Gas-Solid Chromatographic

Determination of Carbonyl Sulfide of a
Trace Impurity in Carbon Dioxide

Carbonyl sulfide at the parts per million level in carbon dioxide has been

determined linearly over the investigated range of 0.5 to 2600 p .p.m. Minimum

detectable concentration under these conditions is 0.3 p.p.m, with an estimated

uncertainty at the 3 p.p.m, level of _ 0.07 p.p.m. The method is rapid and

reliable and has been successfully applied to the determination of carbonyl sulfide
in commercial carbon dioxide which produced carbonated water having off-taste
and off-color.

684-46-133 02490

Hamacher, E.A. Rev. Scl. Instrum 17, 281 (46)

An Automatic Ionization Vacuum Gage and
Monitor

The instrument described embodies a Western Electric Co' s D79510

vacuum tube manometer and an audio-frequency monitor, The audlo-frequency

monitor comprises a multivibrator oscillator, the frequency of which is a function
of its bias, coupled into an intercommunication system. The bias voltage is obtained
from the cathode of the vacuum tube voltmeter of the manometer. Leak hunting

consists of connecting the audio monitor to the intercommunication system, and bathing

the suspected parts of the vacuum system in ether. A sharp increase in the frequency

of the signal occurs when the ether enters the leak.



241-44-160
4O0

02500

Hambrlght, W.B. Gas Age 94, 16, 50, 52, 54 (44)

Leakage Control

Outline of methods: odorization, humidification and rehydratlon, systematic
bar testing of amlns, surveys with listening devices.

684-57-111 02510

Hamilton, A.R. Rev. Scl lnstrum V28 No. 9 693-5 (57)

Extended Range Thermal Conductivity
Vacuum Gauge

Two magnetlc-ampllfier circuits for automatlcally controlling a constant-
temperature hot-wire vacuum gauge are descrlbed. The differential circuit senses

temperature variations by means of voltage and current control coils which respond

to the ratio of voltage to current in the hot wire. The bridge circuit senses tempera-

ture variations by unbalance in a Wheatstone bridge circuit, in either case, the

sensing signal is amplified and fed back to the hot wire in such a direction as to very
nearly restore the original temperature.

997-61-151 02520

Hammond, G.L. Naval Ord. Lab White Oak (61)

Thermal Emission Spectra From the Nol

Adiabatic Compressor

T_e thermal radiation emitted from rapidly compressed monatomlc gases in the

NOL Adiabatic Compressor was spectrographlcally analyzed, and shown to be the spec-
tra of vaporized components of the compressor. Experiments to introduce and to excite

selected emitters in the compressor were successful, whereas experiments to eliminate

the radlatlon from the vaporized compressor components met with only partial success.

Effects due to collisions of the emitting atoms wlth perturbing atoms were observed in

the radiation; namely, the lines are broadened, shifted, and exhibit asymmetric intensi-

ty profiles. Measurements of the shift of some lines as a function of relative density
of the perturbing gas are presented and observations of diffuse, satellite bands on the

short wavelength side of some of the atomic lines are reported.



980-56-170 02530
200

Hanle, W.

Kugler, I

Optlca Acta V3 No 3 131-8 (56)

Radio Luminescence as Constant-Intensity
Light Source

A study is made of the problem of establishing sources of light by the

combination of a radioactive material with luminescent materials. The principal
difficulty arises from the gradual destruction of the luminescent material by the

high energy of the radiation. Combinations of radioactive and luminescent

materials are given which make possible the establishment of sources of an intensity
which is constant though rather weak.

684-48-151 02540

Hanley, T.E. Rev. Sci. lnstrum. 19, 369 (48)

The Use of Thoria-coated Filaments in the

Mass-Spectrometer Leak Detector

The life of a W. filament in a mass-spectrometer leak detector is

increased 10 fold by coating with thoria. The filament is made the neg. electrode
for a few sec. in a coating bath contg. 100 ml 95% Et OH, 5g. 200-mesh fused

thoria, and 0.075 g. thorium n_trate. At an initial c.d. of 75 ma. sq. cm and

voltage of 100 v. a 0.001 - in coating forms on a 0.005-in wire in 2 sec.



684-56-133 02550

Hariharan, P.
Bhalla, M.S.

Rev. Sci. Instrum V27 No. 7 448-9 (56)

Simplified Ionlzatlon Gauge Circuit with
Logarithmic Pressure Scale

The control circuit described utilizes a logarithmic difference amplifier to

measure the ratio of the positive ion current to the electron current drawn by the

guage. This eliminates the necessity of stabilizing the electror_ current within close
limits and permits direct readings of pressures ranging from 10-" to lO-7,'nm of Hg on
a single logarithmic scale.

524-56-I 53 02560

Harley, J.

Pretorius, V.
Nature, 178, 1244 (56)

A New Detector for Vapor-Phase Chroma-

tography

The detector consists of a small platinum disk cathode and a tungsten wire
anode forming one arm of a Wheatstone Bridge. The bridge is balanced with carrier

gas flowing through the detector at a pressure sufficiently low to produce a normal

glow discharge between the electrodes. Compounds eluted from the column cause

a voltage change across the detector which is measured by a recording potentlo-
meter.

094-59-153

Harris,W.E.

02570

Chem inCan 11 No. 7 817-35 (59)

Gas-Liquld Chromatography

A review with 34 references.



997-57-200
223

02580

Hartman_S. R. Wright-Patterson A. F. Base (57)

Theoretical Analysis of the Response of

Proton Recoil Type Neutron Detector

A calculation is made to determine the number of recoil protons produced

per unit area, by a neutron flux of arbitrary energy, in an infinite hydrogenous
slab which reaches but does not pass through an infinite detector slab located im-

mediately behind a hydrogenous slab. A general case is considered for an isotro-

phic neutron flux incident upon the above system in which an arbitrary thickness

of some proton absorbing material separates the hydrogenous and detector slabs.
A discussion of the results is given indicating how one can control the energy and

the energy interval over which the system is sensitive to neutrons. A final cal-

culation is made to determine the response of the system to a collimated neutron

flux for an arbitrary orientation of the hydrogenous-detector system. This is done
so that the effect of a nonlsotropic flux can be determined.

601-47-154 02590

Hartwig, H.H. Paper Trade J. 124 No. 20 47 (47)

Method of Locating Points of Gas Leakage

in Package and Packaging Materials

A cell is constructed with the test sheet or package which permits intro-

duction of H2S gas under slight pressure. The outside of the cell is brushed or
sprayed with SnC12 solution. Ruptures or openings are located by brown stains
resulting from the reaction of H2S and SnC12. This method is useful in determin-
ing at what point during conversion or package construction, voids and openings

appear.



364-57-153 02600

Haslam, J.
Jeffs, A.R.

J. Appl. C hem 7, 24 (57)

Gas-Liquid Chromatography in a Plastics
Ana lytlca I Laboratory

Procedures are described for the application of gas-llquid chromatography
to the determination of impurities in monomeric Me methacrylate, to the examination

of deprhymerization products obtained from polymers, and to the identification of
solvents in polymeric adhesives.

561-58-153 02610

Hausdorff, H. H.

Brenner, N.
Oil Gas J. 56, 73-5 (58)

Gas Chromatography

The qual. aspect of gas chromatography is expressed as retention time,

retention ratio, or retention vol. The method is rendered quant, by means of intermal

normalization, internal standard, or peak-height calibration. Three analysis
techniques are discussed, and possible uses of gas chromatography to obtain
fundamental phys. and chem. data are outlined°

684_0_21 02620
54O

Havens, R.
Koll, R.

La Gow, H.

Rev. Sci. Instrum. 21, 596-8 (50)

A New Vacuum Gauge

The gauge works on the principle of obtaining an a.c. signal from a normally

d.c. pressure gauge by cyclically changing the pressure at a given frequency. In the
model described, two bellows, one containing a Pt ribbon and the other a W wire,

are connected to the vacuum by Imm holes, and driven by a motor to alter the pressure
by 20% per cycle. The wires are heated by electric currents and the a.c. difference

potential taken to an amplifier. The gauge is robust and covers a range of 1 atmos, to
10-5mm Hg.



801- -146 02630

Haywo_'Ir_cl,J. T. Uo S. 2,280,086 Apr

Detecting and measuringthe GasContent of
Mud Fluid SuchasUsedin Drilling Oil
and GasWells

App. is describedanda methodis employedwhich involves subjecting the
gas--contg,liquid to 2 different pressures,at least one of which is subatm,measuring
the elec. specific reslstivities of the liquid at suchpressures,and detg. the gascontent
of the liquid from the difference in suchspecific reslstivities.

881-51-146 02640

Hazey, G. Water and SewageWorks98, 382-4 (51)

Leak Detection on Sub-AqueousRowWater
Intake Line

Description of how leakage of 42" idametersub-Aqueousconcrete pipe
in Wyandotte, Mich, waslocated by using 12 tons of salt and an impedencebridge.

365-59-147 02650

Head, V.Po J o BasicEng. 81, 660-8 (59)

Electromagnetic FlowmeterPrimary Elements

An obstructlonlessflowmeter for ebc. conducting liquids is descrlbedtTentativedesig
inspection _riterla'whlch halvebeen found to provide accuraciesof +_0.5% or as little a_+ O
ft/sec pipeline velocity are set up. A practical thresholdcond. of meterable liquids is
setat 20umhosper cm. thoughthere is every reasonto expect that this will be reduced.
Above this threshold, the flow coeff, in the vol.--rate equation is shownby teststo
be independentof the cond., of the Reynoldsno., and oFinstallation conditions.



980-52-133 02660

Heath_J_. CapenhurstWork (Eng) (52)

Initial Experiencewith the Palladium-lon
GaugeMethod of VacuumTesting

A thin heatedPdsheetbetweenan ion gaugeand a vacuumchamberallows
H2 exclusively to enter the ion gage. Thus_a leak probedwith H2 showsup even
with heavyoutgassingand with shortpumpingtimes. Operation of and operating ex-
perlence with sucha testarrangementare described.

997-59-130 02670

Hecht, G.J.
Laderman,A.J.

BerkeleyAF 49(638)166 (59)

On the Developmentof GaseousDetonation

Thedesignand constructionof an ionization detection circuit to measure
ionization world lines during the developmentof detonation is described. Theioni-
zation processesoccurring in flames, shocks,and detonationsare reviewed. A criti-
cal surveyof existing ionization gaugesis made. Theevaluation of performance
criteria for the presentpurposeis describedandthe designof the gaugeand electronic
apparatusreported. Theoperation of the instrumentis demonstratedby meansof ex-
perlmentsperformedwith stolchiometric hydrogen_oxygenmixtures. It appearsthat
the apparatusis a reliable and sufficiently accurate instrumentfor the measurement
of ionization world lines during the developmentof detonation and that it can be ad-
iusted sothat within mostof the operating rangeit registersthe world I_nesof the
flame front.

980_42-151 02680

Henneberg_W.
Bruche, E.

Arch. Tech. Messen.138 T133-4 (42)

Conceptsand Notations in Geometrical
Electron Optics

Reviewof the basic conceptsof geometrical electron optics including the
massspectrographfromthe point of view of graphical representation. Notation and
definitions are critically discussed.



845-59-800 02690

Henry, R.P. Vide Noo 82 V14226-40 (59)

Measurede la vltessede Degazagepar une
Methodedue a Oatley

Measurementof speedof outgassingby methodof Oatley; achievementof
primary vacuum, exclusive of influence of productsof outgassingdependson pumping
speedand capacity of system; article describesinvestigation of effect of evolution
of gasesfrom surfacesof evacuatedvolumeas limiting and controlling factor in speed
and attainmentof secondary,or high vacuum; equations, graphs, and other data.

245-60-600 02700

Herning, F. Gas- u. Wasserfach101, 197-204 (60)

Developmentsin GasMeasuringTechniques
by the RuhrgasA.G.

Various typesof gasmeters, suchasthe rotary; orifice, "screw wheel" etc.
are discussedaswell asmeansof measuringgasdemand. A new hand-operated form

of gas d.app, is described and illustrated. Lab development has been carried out on

app. for recording H2S and moisture concns, and gas chromatography has been found

useful for establishing the exact nature of the C2_ C 3, and heavier hydrocarbons in
gas. Recording calorimeters have also been improved.

524-52-130 02710

Hersch, P. Nature, 169, 792-3 (52)

Galvanic Determination of Traces of Oxygen

in Gases

Cathodic reduction of oxygen is investigated in connection with gas analy-

sis, for which purpose cathodes half-immersed in the electrolyte under N 2 and H:_

are used in suitably designed cells. It is6found that otherwise difficult detectable
traces of 02 in the gas phase such as 10- ml/ml are capable of giving substantial and
easily measurable currents. Manipulation details are given, and with the cell de-

scribed, 02 or high-purity N 2 is rapidly determined with an uncertainty of 0.00005%.



801-57-155 02720

Hershberger,Wm. D. RoCoAoUoSo2,792, 548 (57)

GasAnalysisby Useof Microwaves

Theanalysisof gasesis carried out by detdoof selective absorption, variation
in idelec, const, at const, pressure,or asa function of pressure,formm, or c,. elect-
tromagnetic waves. Theprocedurehasbeenapplied to the monitoring of the production
of NH_ by the Haberprocess.Theeffect of gaspressureon microwaveabsorption
is detailed andderived, sothat an optimumpressureor pressurerangecan be selected
for the particular analysis.

323-55-530 02730

Hettlnger, FoC.
Hoelscher, H.E.

Ind. Eng. Chem. 47, 2437--9 (55)

Gelatin- BubbleMethod of Leak Detection

The gelatin bubble methodand Agar-agar film methodare usedto detect air
in gelatin and CO2 in agar-agar. Thetwo proceduresare outlined and 6 methods
that were studiedand rejected.

997-53-151 02740

Heywood, W.A. Knolls Atomic PowerLab. Contract W-31 (53)

Static Seal Studies

Helium leak rates weredeterminedby a massspectrometermethodfor a static
seal using Koroprene, Neoprenetype TR, and Hycarsquare-cross-sectionseal rings

and a standard" O" ring havinga circular crosssection. Thepressur_dropacross
the seal was65 psi in all cases.Leakagevaluesranged from 7 x 10- cc//min for
the Koroprenering to 2.7 x 10-5 cc/min for a Hycarseal ring in a specially
designedgroove. Theseleak ratesare of the sameorder as wouldbe expectedfrom
diffusion of He throughthe elastomer. Thesevaluescan be comparedwith leak rates
obtained by metallic Forexample, the leak rate of a 7 1/8 i_ diam gasketmadeof
64 mil-diam. AI wire wasfound to be of the orderof 2 x 10- cc//mir o



965-54-133 02750

Hiby, J. W.
Pahl, M.

Z. Naturforsch, 9a No. 10906-7 (54)

CompensatedIonlzatlon Gauge for Vacuum
Measurementsof High Relative Accuracy

The advantages of a br|dge circuit which eliminates variations in the emission
current are descrlbed.

524-60-800 02760

Hickman, K. Nature V187 No. 4735 405-6 (60)

Pump Fluids for Higher Vacuums

Report on use of some l_henoxy benzenes and polyphenyl ethers as high
vacuum fluids in range of 10-_to 10-10mm of Hg ,n large containers.

364-60-151 02770

Hickmott, T.W. J. Appl. Physic. V31 No.1 128-36 (60)

Interaction of Atomic Hydrogen with Glass

Omegatron ion resonance mass spectrometer has been used to study residual

gases in ultra-hlgh vacuum system; atomic hydrogen reacts wlth glass to produce

contaminant molecules, CO, H20 and C H4; quantitative measurements of binding
of atomic hydrogen by glass show exslstence of two distinct binding sites of nearly
equal population; means of minimizing effects; pertinence to vacuum techniques.



980-51-200 02780

Hill, L.W. Atomic Energy Res. Est. (Harwell) (51)

Development of a Method of Detecting Leaks

in the Sheathing of Telephone Cables by the
Use of Radioactive Materials

Development of a method of detecting leaks in the sheathing of telephone

cables up to the point at which extensive field trials are necessary is described. The

choice of radioactive materials is limited by various factors to two substances. The

use of the more convenient of these is examined experimentally. Results indicate

that the technique is at least as sensitive as and much quicker than the method at
present in use in which air is pumped into a cable and the fall in pressure after a given
time is measured.

684-45-151 02790

Hippie, J.A.

Grove, D.J.

Hickam, W.M.

Rev. Sci. Instrum 16, 69-75 (45)

Electronic Problems Involved in the Practi-

cal Application of the Mass Spectrometer

A mass spectrometer is described that incorporates several electronic de-

vices to ensure speed and accuracy in the analysis of gaseous mixts. So that the ion

beam may be steadily focused on the exit slit the accelerating vo Itage is kept const.
to a part in several thousand and the deflecting magnetic field is regulated to still

higher accuracy. For scanning the masses the field is varied with input currents of

10 to 110 ma. while the ion voltage is fixed at 600v so that the spectrometer and its

assocd, power supplies may be operated on low voltages. In the recording system an

L and N Speedomax recorder has been adapted for use with an amplifying system for
the ion current that is faster than the recorder itself; and the accuracy of the re-

corder is increased by use of a nonlinear scale and an automatic range change. For

correct identification of the masses corresponding to the registered peaks a mass
marker was devised to measure the field in the gap of the deflecting magnet.



609-45-151

Hipple, J. A.
Condon, E. U.

02800

Phys. Rev. 68 54-5 (45)

Detection of Metastable ions With the

Mass Spectrometer

609.-46-I 51 02810

Hippie, J. A.
Fox, R.E.

Condon, E. U.

Phys. Rev. 69, 347 (46)

Metastable Ions Formed by Electron

Impact in Hydrocarbon Gases

Study of non-lntegral masses in mass spectra of various hydrocarbons using

mass spectrometer. Notes difference in operation of mass spectrometer with ion
source grounded and with anal)zer grounded.

980-57-150

Hippel, von, A. Mass. Inst. of Tec. Cambridge

Progress Report No. XXI

02820

Progress is reported on dielectric spectroscopy, excitation, conduction and

breakdown, spontaneously organized dipole systems, single crystals and ceramics.



762-49-624 02830

Hirschfelder, J. O.
Bird, R.B.
Spotz, E.L.

Trans,AmeroSoc. Mecho_Engrso71,
921-37 (49)

V_scosity and Other Physical Properties of
Gases and Gas M_xture

A comprehensive review of the theorethicaR tools available for the ca_cuUatlon

of the thermodynamic properties of gases and gas mixtures at finlte_ moderate pressures°

Reviews information collected during the past two decades and shows the extent to which

it can be correleated and systematk_d by means of molecular theory. The paper outlines
a new method of formulating and predicting the viscosity and other transport properties of

gases and gas mixtures at sufficiently low pressures. Extensive tables illustrate the

method so that the user is enabled to calculate the viscosity and other transport

properties of a large class of technically impbrtant gases and gas mixtures with very
little labour°

980-56-900 02840

Hix_ P. Slaboproudy Obzor V17 No. 12 727-35 (56)

Some News from the Field of Vacuum

Technology _n C_chosAovakia

Gives a fairly detailed description of the fol_owlng items; (1) fractionating
oiJ diffusion pumps operating with a fore vacuum of 0°5 mm Hg and producing a final
vacuum of 5 x 10-7 mm Hg; pumping speeds of these adv_ces range from 10 to 1200

litres per sec; (2) high vacuum calces; (3) a Penning gauge for vacua of down to
5 x 10-7 mm Hg (4) an ionization gauge for vacua down to 10-6 mm Hg (5) a leak

detector based on a Pd tube; (6) the properties of some Czechoslovak diffusion-pump
oiis and (7) an instrument for measuring vapor pressure of the diffusion oilSo



373-58-153 02850

Hobden,F.W. J. Oil and Colour Chemists Assoc. 41, 24-41
(58)

Gas-Liquld Chromatography and its Applica-
tion to Paint and Allled Industries

A review of the principles and techniques of gas-liquid partition chromato-

graphy, with a discussion of applications in the paint industry. The techniques can
be used for the control analysis of solvents in nitrocellulose coins, the detn. of sol-

vents in a mixt. of unknown compn, and acrylic resins.

378-56-142 02860

Hobson, H.

Kay, R.H.
J. Sci. Instrum V33 No. 5 176-81 (56)

Two Designs for a Paramagnetic Oxygen
Meter

A robust oxygen detector capable of giving direct readings on a meter or

recorder has many applications in physiology or in the control of chemical processes.

Physical methods at present available commercially have characteristics which often
make them unsuitable for particular applications. This paper describes two separate

but parallel investigations of the design of an oxygen meter depending on the para-

magnetism of oxygen and the change of its susceptibility with temperature. One in-

strument covers 0-100% oxygen concentrations at or near atmospheric pressure, the

other 90-170 mm of Hg partial pressure of oxygen in total ambient pressures of about
600-900mm of Hg.

002-63-421 02870

Hogan, D.P. Am. GasJ. V190No. 2 30-3 (63)

Sonic Pinpointing of Leaks

A detector is described which uses the principle that sound present in the

gas stream inside a pipe will issue from a leak along with the escaping gas. A 50

watt, 400 cycle generator is used to supply the source of the sound waves. The
signal at the leak is compared with the signal at the transmitter by means of a radio
link.



605-48-140 02880

Hogarth, C.A. Phll Mag. 39, 260-7 (48)

TheVariation with Vapour Pressureof the
Propertiesof Certain Electronic Semi-
conductors

Formulaeare given for the variation of the Hall effect and the thermo-

electric power. The agreement with experiment is good.

103-41-146 02890

Huguenard, M.E. Compt. Rend. 213u 21-3 (41)

Electrical Method for the Instantaneous
Determination of Traces of Gas in Air

Changes in the compn, of air are detd. by changes in the resistance of a Pt

wire heated to 1200-1300 °. CO, H2S, H2, NH3, alc., ether and illuminating gas
cause exothermal reactions and thereby increase the resistance. C02, H20 and CC14

dlssoc., cool the wire and thus decrease the resistance. An app. is sensitive to 1

p.p.m, of C02 in air. The nature of a foreign gas or of a mixt. can be detd. from
its behavlof on a Pt wire when heated to various temps.

378-51-620 02900

Honick_ K.R. J. Sci. Instrum. V28 140 (51)

Mercury Monometer

A null method mercury cistern manometer. This instrument was designed for
the calibration of aircraft instruments such as airspeed indicators and altimeters. It

may be adapted to a general laboratory and workshop application where a robust and

relatively inexpensive transportable standard is required for precision measurement of
pressures within 1 atm.



378-62-153 02910

Hook, D.W.
Mable, S.E.R.

J. Scl. lnstrum 39 No.5 214-6 (62)

A Compact Cathode-Ray Tube Gas Chromatograph

A compact cathode-ray tube display gas chromatograph has been constructed

for the routine analysis of anaesthetic vapours or similar volatile materials, The analysis

is performed by a stainless steel capillary column feeding into a mlcro-argon detector.

The chromatogram is displayed on a six inch square long persistence catkode_-ray tube.
A pneumatic gain control and a separate timing channel are provlded.

The instrument would be of use with suitable modification in industrial and

research applications for the rapid analysis of vapour mixtures. The instrument is compact

and portable and permanent recording can be made if desired.

801-_* -800

Hopkins, H.H.

02920

Nat. Carbon U.S. 2,171,113

Apparatus for Detecting Leakage of Internal-
Combustion Engine Gases, Etc.

Various structural and operative details.

042-57-I 53 02930

Horn, O.
Schwenkt U.

Hachenberg_ H.

Brennstoff-Chem 38, 116 (57)

Gas Chromatography

Principles of gas chromatography are dlscussed. A com. instrument for use
with the method of Janak. is discussed.



042-58-152 02940

Horn, O.

Schwenk, U.

Hachenberg, H.

Brennstoff, Chem 39, 336-46

Gas Chromatography

(58)

An instrument with 4 exchangeable columns is described. Analysis of hydro-
carbon mlxts with up to 30 components is possible; each component can be detd. in

the range of 0.01-99.8 vol%.

980-51-610 02950

Hornlng, D.O. Berkeley, (51)

Vacuum Vessel Construction Techniques and

Sealing Methods

This is Appendix 1 to a thesis on '°The mechanical design, construction, in-

strumentation and operation of a low density supersonic wind tunnel". This thesis ore-
sents engineering problems associated with such a wind tunnel for studies of rarefied

gas dynamics.

801-45-151 02960

Hosklns, E.E. U.S° 2,386,609 (45)

Langmuir, R.V.

Mass Spectrometer

801-45-151 02970

Hosklns, E.E. U.S. 2,374,205 (45)

Mass Spectrometer



845-60-I 51 02980

Huber, W. K.
Trendelenburg,E.A.

Vide V15No.86 132-9 (60)

DevelopmentRecentdesGroupesa Ultra-
Vide Utilisant desPompesa Diffusion

Developmentof ultra high vacuumsystems using oll diffusion pumps modified
Alpert type high vacuum system connected to mass Spectrometer; maln constituents

of residual atmosphere were H2 and CO; pumping system uslng rotary pump, 120 1/sec
diffusion pump and 650 1/sec diffusion pump, followed by baffle and liquid air

trap arrangement enabled vacuum of 10-9 mm Hg to be maintained 2 weeks without
refrigerating air trap.

526-51-1 50 02990-

212

Hudgens, J.E :
Benzing, RoO .
Call, J. P.

Meyer, R. C.
Nelson, L. C.

Nucleonics 9 14-21 (51)

Determination of Radium or Radon in Gases

Liquids or Solids

Nitrogen is bubbled through a solution containing a weighed amount of the
test sample to remove all the radon. The nitrogen radon is taken into an evacuated

ionization chamber after passing through a purifying system to remove water and acid

vapours, oxygen and CO 2. Sufficient time is allowed to elapse for the growth of the
radon disintearation products in the chamber, and the activity is then determined by

counting x-pulses,Fabrlcatlon of the chamber from stainless steel, pure copper or other

materials free from heavy metal impurities reduces backround4 Chambers previously
filled with radon atmospheres are outgassed at 50 ° C and 10- mm pressure. Precautions

are ,t_ken to avoid spurious pulses in the counting circuits. A detection threshold or
10 -'_" g of radon ,s claimed. The accuracy of the method has been established by
measurements on standard Ra sources.



099-59-800 03000

Hulzar, S.P.
Anguera, A.O.

Ciencia 19, 127-9 (59)

Absolute Values Obtained by the
Microgasometer

The values of a chem. reaction by mlcrogasometric measurements are ob-

tainable. These values coincide with the theoretical calcns. By increasing the
quantity of the reaction and by decreasing the quantity of the unknown, the values

obtained are sufficlently accurate for clinlcal practice.

980-60-800 03010

Hummer, R.F. Michelson Labs, Chlna Lake, Cal. (60)

Advancements in Microspectroscopy

This article discussed some recent refinements in color-translation equip-

ment. It describes a new system of translating invisible colors to vislble ones so
that the application of the technique is more precise and more useful to chemical
and blological research scientists.

684-49-151 03020

Hunter, J.A.

Stacy, R.W.

Hitchcock, F.A.

Rev. Sci. Instrum 20, 333-6 (49)

A Mass Spectrometer for Continuous Gas

Analysis

An instrument for recordlng continuously the relative abundance of gases

in a 3-component mixture is described. High accuracy of analysis has been sacri-
ficed in favor of high speed response since the instrument was designed primarily for

use in the investigation of respiratory problems. An instantaneous change in gas

composition will appear on the record with a lag of 0.2 sec and will require approx
0.1 sec to settle on this new value.



6 84--41-510 03030

Hurst, W. Rev. Scl. Instrum 12, 265-8 (41)

Recording Sensitive Differential Manometer

A sensitive differential manometer used in the recording of small differential

pressures is described. This instrument responds to pressure differences as small as

0.00003 cm. of Hg and as rapid as 80°c/s / . The moving element is a rectangular

glass mirror 0.010 in thick and approx. 0.060 in x 0.080 in supported on a glass
shaft 0.007 in dia. Motion is supplied by a thin rubber diaphragm approx. 0.003

in thick. Included in recordings made with the aid of this instrument are wave

forms originating in the human neck and finger, also pressure changes in a glass

cell enclosing a tracheal breathing insect.

328-62-900

Hutchlns, W.C.

Leak Test Specifications

03040

Instrum, and Control Systems, 35 No. 4

107-9 (62)

638-46-151

Hutchlnson, D .A.

03050

Research Engr. 8 No. 10 circ 6 3-7 (46)

Georgia Tec. Mass Spectrometer.



724-46-90O O3060

lngels, G.R. SouthernPowerand Ind. No. 64 No._7 62--4(46)

PhotomicrographsGive Answer

Boiler leaksaroundrivet holes in a boiler were found to be due to cracks
originating from the rivet holesand causedby mech. stressincidental to the cold
driving of the rivets. Attemptsto close the leaks by welding causedaddnl, stresses
and addnl, cracks. Therewere no indications of caustic embrlttlementor
corrosiveattack.

997-59-151

Inghram,M.G.
Drowart, J.

03070

TechRept. No. 11Contract DA 11-022-ORD
1993 (59)

Mass Spectrometry Applied to High Temperature
Chemistry

As a result of the success which the mass spectrometer has had in high temperature

studies, this summary is presented to show what the technique is, what it can do and what

its shortcomings are. To illustrate the importance of the method, a summary of the
vaporization results obtained to data is given. A section is also included to suggest a

number of additional applications of mass spectrometry to high temperature chemistry.



997-55-610 03080

lppen, A.T.
Tankln, R.S.

Ra|chlen, F.

Contract N5 ori-078 (74) (55)

Turbulence Measurements in Free Surface

Flow With an Impact Tube-Pressure
Transducer Combination

Th|s report presents the results of an investlgatlon into the sultabillty of

the use of an impact tube in comblnatlon wlth a capacitance type pressure transducer
in measurements of mean turbulence propertles. The deslgn features of the instrument

whlch was finally adopted along wlth a theoretical analysls of its mechanlcal system
are included hereln.

980 -53 -100

Iwasa, M.

Vamal, T.

An Apparatus for Detectlon of Leakage of Gas.

Japan 6332 (53)

03090

323-48-151 031 O0

Jacobs, R.B. Industr. Engng. Chem. 40, 791-4 (48)

Measurement and Control of Leakage in
High Vacuum Systems

The use of the mass spectrometer forms a basls for the newer technlques
here descrlbed.



801-52-100 03110

Jacobs, R.B. V.S.Patent 2,608,855 (52)

Method and Apparatus for Measuring
Tightness of Vessels

Accurate measurement of tightness or rate of inleakage of a closed vessel
is accomplished by surrounding the vessel under test with helium maintained at a

substantially constant concentration, maintaining a substantially constant degree

of suction on the interior of the vessel through a conduit, establishing an orifice
of known size between the helium and the interior of the suction conduit, taking
measurements of the helium concentration in the conduit first with the orifice closed

and second with the orifice open, and comparing these measurements to determine
the rate of inleakage.

364-47-133

151
170

03120

Jacobs, R.B.

Zuhr, H.F.
J. Appl. Phys. 18, 34-48 (47)

New Developments in Vacuum Engineering

General account of vacuum engineering of K-25 Plant for seperation of U235;

dynamics of vacuum systems, including use of mass spectrometer leak detector in rapidly
responding systems. New Techniques described include "Helium Hood Method" for
measuring vacuum tightness.

043-38-130 03130

Jaeger, W. Brit. 493, 670 (38)

Apparatus for Detecting Gases and Testing

Them for the Presence of Foreign Matter

The gas under test is contained in or passed through an ionization chamber,
the change in potential of an electrode within the chamber being measured to indicate
the condition of the gas.



997-61-170 03140

Jaffe, J. H. Contract AF 61 (052) 57 (61)

Design and Construction of Apparatus For

Automatic Determination of Optical Dispersion

An optical dispersion curve is determined by a double instrument. A monochromator
selects a wavelength and a refractometer determines the refractive index at this wave-

length and a refractometer determines the refractive index at this wavelength. A method

is developed that carries out this procedure automatically. Its application to the specific
case of the Rehovoth monochromator--refractometer is outlined.

980-57-153 03150

James, A.T. Fette Selgen Anstrlchmettel 59, 73-7 (57)

The Separation and Ident|ficatTon of

Saturated and Unsaturated Fatty Acids from

Formic Acld to Dodecanolc Acid by Gas-
Liquid Chromatography

Sepn. of fatty acids by gas chromatography is revlewed. For C chains of
1-6, the stationary phase was 10% stearlc acid in Silicon oll MS 550 at a temp of 100 °.

The Me esters of the acids_ both satd_ and unsatd. • can be sepd. cleanly at
197 ° by using either Aplezon M vacuum grease or a hlgh-boillng lubrlcatlng-oll

fraction as the supporting medium.

090-57-153 03160

Janak, J.
Tesarlk _ K.

Chem. Listy 51. 2048-54 (57)

Chromatography Semlmlcroanalysls of Gases

An automatic registering chromatograph is designed . It is based on the direct

measurement of the real vol. of gaseous fractions at a const, pressure after the absorption
of the carrying gas in alkall.



090-57-153 03165

Janak, J.

Nedorost, M.

Bubenihova, V.

Chem. Listy 51,980 (57)

Chromatographic Semimicroanaiysis of
Gases Xlll Separation of Chlorine,
Bromine, and lodlne.

A method has been developed for the determlnatlon of halogens,---by

absorbing the gases on silica gel (1), elutln_ with N or CO 2 and determining
polarographlcally from the increase of TI _11) wave caused by absorption of halogens
in TI (!11) solns.

980-59-153 03170

Janak, J.

Novak, J.
Collection Czechoslov Chem. Communs 24,

384-90 (59)52m 1860d, 536-44, 2652b

Chromatographic Semlmlcroanalysls of Gases XIV. Direct Determination of
Individual Gaseous Paraffins and Oleflns in 1,3-Butadlene.

089-56-153

Janak, J.

A revlew wlth 18 references.

Chem Tech, 8_ 125_32 (56)

Erdol u Kohl 10, 442-4 (57)

New Methods in Gas Analysis

03180



76i-56-153 03190

Jaramasso,M. Termotecnlca, 10, 203 (56)

Vapor-Phase Chromatographic Analysis of

Saturated Gaseous HydrocarEons

The reproducibility of the method is verified by the chromatographic analysis

of liquified petroleum gases and natural gas. The quadratic divergences are i 0.1.
In the determination of inert gases the possibility of a relative displacement of the

peaks in the chromatogram is examined by modification of the thermal conductivity

of the carrier gas be means of small additions of other gases.

684-50-800 03200

Jenks, G.H. Rev. Sci. Instrum. 674-5 (50)

Standard Leak for Testing Helium Leak
Detectors

A indicated abov%the article is concerned with a method to test a leak

detector. Fine capillaries which have a constant leak rate are generally used, but

their calibration may be changed easily and they may be stopped up easily. Here
silicon is used which has the most constant diffusion rate given is the temperature
remains constant.



684-49-800 03210

Johnson,C.F. Rev. Scl. Instru. 20, 364 (49)

New VacuumGauge

Observationswere made on variation of motbnal impedance of a magnetostrlctlve

transducert Relevant theory of transducer, and instruments used, are described, with
diagram of bridge arrangement at pressures 10ram Hg, maximum brldge unbalance 80mV.

A transducer of specified improved design should be usable as fundamental vacuum gauge.

801 - -I 70 O3220

Johnson, C.W. U.So 2,153,568 Apr

Apparatus for Detecting the Presence of
Gases such as Carbon Monoxide in Air

A llght'-reflectlve strip is used such as one of cloth impregnated with a soln.
such as one of Pd chl0rlde. On reaction v,lth a : gas such asCO 2 it reduces

the Iight-reflectlng property of the strip. Light reflected from the strip passed to a
photoelec, cell which controls an indicator.

980-41-100 03230

Johnson, C.W. Can 399,088 (41)

Gas-Dectectlon Apparatus

Structural details are described of an app. for detecting CO, illumlnatlng

gas, etc.



328-62-540

Johnson, D.P.
Newhall, D.H.

03240

Instru. and Control Sys° 35, No. 4 120-3
(62)

The Piston Gage as a Precise Pressure-

Measuring Instrument

The errors which must be considered for accurate measurements of pressure
with various types of piston gages are discussed.

609-53-800

Johnson, E.G.
Nier, A.O.

03250

Physics Re.J. 91, 10 (53)

Angular Aberrations in Secetor Shaped
Electromagnetic Lenses for Focusing Beams
of Charged Particles

684-56-100 03260

Johnson, E.G. Rev. Sci. Instrum 27 No. 12 1084-5 (56)

Contamination Gauge

Contamination of Noble gases by very small amounts of 02, H20 or hydro-
carbon vapors is detected by the fall in thermionic emission of a tungsten filament.



004-62-155 03270

Johensson, G. Analo Chem. 34 No. 8 914-6 (62)

Gas Analysis by Use of Microwaves

The properties of microwave circuits permit highly accurate measurements
of dielectric constants. A simple arrangement of two cavffles in series can be used

for very sensitive relative measurements. Traces of one gas in another gas can be de-
tected if the dielectric constants differ, which is generally the case. The response

law is derived and verified experimentally. The influence of selective absorption and
dielectric loss is discussed. The device will find application as a detector in gas chroma-

tography especially at high temperatures.

686-51-161 03280

Joachim, J.L. Riv. combustlbill 5, 404-10 (51)

Odorlzing of Gas

Tests were performed to det. the intensity of the odor of a gas which con-

tains mercaptan for leak detection purposes° Two methods were used, the first simply

evacuating a 2.2-1 bottle, filling with gas, and judging the intensity by smell. The
second method utilizes a paper impregnated with Cu oleate which produces colors of

green to brown depending on the concn° of mercaptan. Flow of odorant into the distri-

bution lines was carefully controlled by proportioning devices. Detection and alarm
instruments were also inserted into the lines for safety.



324-43-151 03290

Johnson, W.W.A.

Norman, D° P°
Ind. Chem. Anal Ed. 15, 119 (43)

Spectrographic Detection and Determinatlon

of the Halogens

Materials contg° dogens, are sparked wlthout prlor chem, treatment in the

usual high-voltage spark. By thls method they can detd. with an accuracy of about

5%. In the case of chloride and bromlde the more sensitive lines on the spectrogram

were masked by air lines, and consequently observations were made in a CO2 at°

produced by surrounding the electrodes wlth a simple cylindrical tube through which

extremely, pure CO 2 was passed, Limlts of detection were 0.5% for CI, 0.3% for
Br in C 0 2 atm., arYd 0.1 and 0.7% for F and I resp. in air.

241-41-800 03300

Jones, R. D. Gas Age 88, 21-3 (41)

Leakage Surveys

Notes on Consumer Gas Co of Reading, Pa. experlencesover Four years.
Methods successlvely used were bar holes over jolnts, stethoscope testing, vegatatlon

surveys, and manhold surveys,

364-42-151

Jordan, E.B.

Coggeshall, N .D.

03310

J Appl. Physics 13, 539-50 (42)

Measurement of Relative Abundance wlth

the Mass Spectrometer

The designs and character|stlcs of the lr-radlam and the sectortype
magnetlcfleld instruments are descrlbed.



980-50-180

Jurecek, M.

Muzik, F.

are acetylacetone, dlcyandiamide, sallcylaldoxime, and 2-mercaptothiazole.

SCN can be formed, a green color may be observed.

03320

Collection Czechoslov Chem Communs 15,

236-8 (5O)

Beilstein Halogen Test

Compds. which give volatile Cu derlvs, will give a green flame. Examples
If Cu-

090-50-180 03325

Jurecek, M. Chem. Usty 44, 165-6 (50)

Muzik, F.
The Beilste_n rest

A few addnl, examples of nonhalogenated substances giving a pos. Beltsteln

test are listed. All substances which yield volatile Cu compds, in the flame may give

a pos. test. A specific test for halogens is carried out by placing the substance on a

Pt spatula with the flame under Cu gauze.

980-55-221 03330

Kallman, H. N.Y.U. Physics Dept. Project (196B) (55)

Fluorescence and Conductivity Phenomena

Progress is reported in the study of a-particle induced fluorescence, radi-
ative and non-radlatlve transitions induced by infrared and beta irradiations, and

light emission a_ a function of time in varlous phosphors. Experimental

results in fluorescence stimulation and quenching, I_ght emission after B-excltation,

and dark decay under various temperature conditions are included. Also presented is
a review of experimental procedures on evaluation of emission during excitation, a
determination of the duration of excitation, and a d_scusslon of results on individual

phosphors.



368-49-900 03340

Kalousek, M. J. Chem Soc. 894-8 (49)

A Torsion Microbalance for Measuring

Low Pressures of Monplayers

A thread is tied in a closed loop and placed on the surface of the H20. A
reference monolayer is spread inside the loop and the monolayer to be studied is

spread outside. The surface pressure of the reference monolayer must be consto and

greater than that of the outside monolayer. The loop then becomes circular

so as to enclose the max. area. If onepoint of the loop is fixed and the point

opposite is pulled, tke loop is forced into the form of two arcs of a circle. The

tension is applied to the loop by means of an arm attached to a wt. hung on a

torsion wire. When this arm |s kept in a fixed position the tension is proportional

to the angular displacement of the tension head. Thus the force required to keep the
loop at a const, length can be measured by the torsion required to keep the pos.tlon
of the wt. as indicated by a light spot; hence the difference in pressure can be
calcd. The sensitivity of the app. is 3x10 -3 dyne/cm/dlv .

801-52-220 03350

Kanne, W.R. U.S.Patent 2,599,922 (52)

Monitoring of Gas for Radioactivity

This ionization chamber, designed to provide a large field strength-to-voltage

ratio and having open-mesh screen electrodes so as to permit the largest possible paths

in the chamber for B-rays, is particularly useful in monitoring the radioactivity
of a gas stream.



801-53-220

Kanne, W.R.

03360

U.S. Patent 2,625,657 (53)

Monitoring Gas for Radioactive Xenon

This ionization chamber for monitoring the radioactivity of a gas stream is

arranged so that any ions carried along by the incoming gas will be grounded out prior

to the gas entering the ionization chamber.

329-59-800 03370

Kanunov, M .A.

Sokovishin, V.A.

Instrum. and Experimental Tech No. 4

65O-3 (59)

Laboratory Vacuum Manipulator

Manipulator for evacuation and production of electric vacuum devices with-

out exhaust tips and getter elements; manipulator provides possibility of simultaneously

evacuating and soldering, with Iow-meltlng solder, three devices in high vacuum.

333-60-800 03380

Karasek, F.W.

Ayers, B .O

ISAJ. 7 No. 3 70-1 (60)

Fast Sampling Valve for Gas Chromatography

A pneumatically-actuated diaphragm valve is described for analysis cycles

of 1 min or less, and for single or multiple column configurations.

980-59-153

Karman , A.

Bowman, R.L.

03390

Ann. N.Y. Head of Sci. v72, 714

Electrical Discharge Tube

An electrical discharge tube for the detection of organic vapors.

(59)



980- -153

Karman,A. Natl. Heart Inst.
Bowman, R. L.

Radlofrequency Glow Detector for Gas Chromatography.

03400

561-60-144 03410

Kautman, J. E. Oil and Gas J. 58, 100 F22 (60)

Laughing Gas Shows Value in Spotting

Pipeline Leaks

Nitrous oxides a_ a tracer gas is introduced into water which is used to

hydrostatically test buried pipeline. The presence of a leak is indicated by a drop

in pressure, and the precise location of the leak is determined by following the
pipeline with an infra-red analyser.

684-50-133

Kelly, F.M.

O342O

Rev. Scl. Instrum 21, 673-4 (50)

An All -Metal Ionization Gage

An all-metal water-cooled, vacuum gage suitable for rough pressure detns.

and leak hunting is described.



378-55-100 03430

Kent, T.B. J. Sci. Instrum. 32, 132-4 (55)

A HydrogenPirani Leak Detector Usinga

A Pirani leak detector with an activated charcoal trap cooled with liquid

nitrogenor solid C02 is usedfor continual vacuumtesting of a large numberof com-
ponents. Thecomponentto be testedis enclosedin a hydrogenatmospherewhich
entersthe leak and passesthe charcoal trap, inducing a pressurerise on the Pirani
gauge. The leak size is determinedby comparingthe deflections obtained from the
componentleak and a standardleak asgiven by standardleak

x componentresponse
standardleak _esponse

Thisapparatusis capable of detecting a leak of 10- lu/s w_hln five min. of evacu-
ation, and the smallestdetectable leak is of the order of 4 x 10-4 lu/a.

684-47-150 03440

Kenty, C.
Reuter,F.W.

Rev. Sci. Instrum18, 918-24 (47)

An Apparatusfor Micro Gas Analysis

Gassamplesof a few ul can be analysedto within a few % accuracy with
the describedsystem. Identification of componentsis madefrom condensationpoints,
comparisonreadingsof Pirani and McLeod gauges,and differences in speedsof flow.
Condensationpoints at sub-liquid N2 temperaturesart obtained by evaporation
liquid N2 at reducedpressures. Except for the removalof COand H2 by ignition
with 02 and 02 with a W filament, chemical methodshave been eliminated. Transfer
of minutegasquantities is greatly facilitated by useof small Hg diffusion pumps.



008-49-111 03450

Kersten, J.A. H o

Brinkman, H.
Appl. Sci. Res. AI No.4 289-305 (49)

Construction and theoretical Analysis of
a Direct-Reading Hot-Wire Vacuum Gauge
With Zero Point Control

A hot-wire vacuum gauge connected to a special bridge, indifferent to
voltage fluctuations or changes in the temp. of the surrounding is described. The

balance point of the bridge can be controlled independently of the actual gas _ressure

in the vacuum system. The heating current is adjusted in the region of maximum
sensitivity for very low pressures. The instrument has been calibrated from 10 _5

up to 0.1 mm Hg. Calibration curves for air, H, He, and A are shown. A theoretical

analysis of the gauge-bridge assembly is given. The calculated total sensitivity

at very low pressures as a function of the heating current appeared to be in fair

agreement with the experimental results. Factors determining the pressure sensitivity
of a gauge-brldge combination are discussed.

043-57-110 03460

Keulemans, A.I.M.
Kwantes, A.

Brit. 734, 169 (57)

Apparatus for the Analysis of Mixtures of

Gases by Means of Gas-Absorptlon Percolation

In the app. comprising a gas absorption column (1) and a detection

instrument (11) capable of measuring the difference in value of a significant phys.
property, e.g., thermal cond., of the carrier gas entering and leaving 1 and

contg, a component or group of components of the gaseous mixt. 1 the part of 11
in which the gas is present during measurement, and the conduit connecting 1

and 11 are situated in a single temp.-controlling device.



047-51-133 03470

Kimura, K.
Sakisaka,M.
Miyashlro, S.

Bull Inst. Chem. Res.Kyoto U. 27, 55 (51)

A New Device of a Leak Detector

Theglow dischargeof a Philips-type vacuumgageshowsthe characteristic
spectraof the gascontained° Thespectroscopicdifference is causedby a small quan-
tity of air which leaksinto the vacuumsystem. Byemploying a Sephotoelementattach-
ed closely to this gage, the difference canbe detected by the Photo-electromotive
force ona galvanometer. With 1.7 cc of leakage/hr is alr, alc. deflects the galvano-
meter20-40° after 15sec., H 10° after 2-5 sec., and acetone 60 or more degrees.

The mln. quantity detectable is about 0.2 cc/hr is air. Stabilizatlon of the circuit
and increase of the photoelement will lower this limit°

980-53-130 03480

Kimura, K. Japan 1199 (53) 1200 (53)

Apparatus for the Dection of Gaseous
Leakage

An Elec. detector is described in which a consto d.c. circuit is maintained

between sealed anodes and cathodes placed at the inlet or outlet and at a midpoint
between them. A mech. detector is described in which a const-vol, gas receiver

placed between high and low vacuum parts is opened or closed automatically.

378-46-8O0

King, A. H.

03490

J. Scl. Instrum 23, 85 (46)

Ionization Gauge Control Unit



980-51-112

Kinge R.W.Jr. N.Y.Uo Res. Div. (51)

Thermistorasa Flowmeter

Thermistors-Uses,Meters, Flow-Electromagnetic

03500

980-58-900 03510

Kinslow, M. Aro. Inc. AF40 (600) 700 s/a (58)

Correction for Lag Timein Pressure
MeasuringSystems

Thebasic equationsfor unsteadycompress|blelaminar flow in c|rcular tubes
are applied to the problemof time lag in pressuremeasuringsystems.By neglecting
acceleration forces, the time lag equation is obtained for a constantvolumesystem
measuringa varylng pressure.Thecondlt|ons for assum|ngnegligible acceleration
and laminar flow aredevelopedand thelr assumptionjustified.

801- -300 03520

Kinzer, W.W. U. S. 2,254,609

Leakage-lndlcatorCompositionsSu|table
for Useon Oil or Water Pipesor Other
Equipment

A pigmentsuchas whiting and TI02and a binder suchas glue are used
with Anil|ne Blueor otherdye quickly sol, ,n escaping liquid so that staining

of the compn, immediately indicates leakage when it occurs.



962-56-133 03530

Kirchner, F.
Kirchner_ H.

Z angewPhysV8 No. 10478-81 (56)

The Measurementof Very Low Gasand
Vapour Pressure_

The time rate of variation of theelectron emissionfrom a freshly heatedtungs-
ten point in a dischargetubeshut off from the diffusion pumpby a heatedhlgh-vacuum
valve and at pressuresof 10-7mmHgwascomparedwith the readingsof an Alpert ioni-
zation gauge. Theemissionvaried becauseof the formation of an adsorptionlayer
covering the tungstensurface. Thetime for covering the surfacewith a lessthan mona-
tomic layer wasmuchgreater than one would expect from the number of molecular col-
lisions, in accordance with kinetic theory, corresponding to the gauge pressure, both

for air as residual gas and in accordance with former experiments on the adsorption

of a monatomlc oxygen layer. Since the covering times were considerably shorter when

the gauge was connected than when disconnected, it is presumed that the residual gas

was not air but a heavily volatile substance which p_od_,ces conditions similar to that

of an oxygen layer s It was shown that the gauge acts as an _ ion pump". With a posi-
tive field of 6 x 10/ V/cm applied to the tungsten point the number of collisions of

the residual gas molecules_ deduced from the time taken to form a given covering layer,

was about double that for zero fi_l_ and it is calculated that this is in conformity with
a value of approximately 4 x 10- c.g.s.e.s.u, for the electrical polarizability per

residual gas molecule.

980-52-180

Kirsten, W.

Alperowiez, I.

03540

Mikrochern_e vet M_krochim Acta 39,

234-44 (52)

Micro- and Sem_microdetermlnation of

Halogens

The results of about 100 expts, are tabulated to show the accuracy attain-

able by the improvements suggested.



562-52-112 03550

K|ttaka, S.
Yamagata, K.
Sukegawa,T.
Sakata, T.

Oyo Butsur|22, 119-20 (53)

TheUseof Thermistorsfor the Analysis
of Gas.

The change of thermal cond. due to the change in compn, of a mixt. of

gases (C 0 2 and H2 ) is measured by the change of temp. t of a thermistor placed

at the center of the vessel. The reproducibility and the deviation from the linearity
at high concn, in air are examd.

371-48-100

Klein, W. J.

03560

Het Gas 69, 103-4 (49)

J. inst. Elec. Engrs. 95, 258 (48)

The Oldham-Poole Explosion Meter, a New
Gas-Leak Detector

Exptl. results are given, lllumlnating gas in air is readily detected.

323-42-800 03570

Kline, E.Ro Industr. Engng. Chem 14,542 (42)

Pressure - Measuring Device for Moderate Vacua.



997-64-112 03575

Klingman, C.L.
Meeke, J .C.

U.S. Bureauof Mines Rept. No. 6353 (64)

An Apparatusfor Detecting Helium Leaks

Thedevice developedby the Bureauof M_nesis a thermistorbridge detector.
It is fairly largewhen completely self-contalned but there is the possibility that it could
be reducedin size. It is sensitiveto hydrogen, He_ methane_argon, and Freon 12.
This is not an ultra-high sensitivity device. It is inexpensiveand there are someideas
presentedworth consideration.

980-54-800 03580

Kloepper, L.W.
Appendix et.al.

KansasU. Law_ence_Kansas (54)

Van de Graaff Generator Project, Final
ReportFeb 1048 to Dec. 31, 54, Under
Contract No. 0NR 260 T0=2

Reportsmadeon the Van de Graaff Generator Project by a numberof
researchers.

966-44-510 03590

Klumb, H.
Schwarz, H.

Z Phys122No. 5-8 418-36 (44)

An Absolute Manometerfor Measuringthe
SmallestGas-Pressures

An absolutemonometeron the radiometerprinciple for measuringpressures
from 10-2 to 10-3 torr. is described. Electromagneticdampingis employedand the
variousrangesare obtained by usinga counter-torque from the magnetic field of an
electromagnet. The instrumentis comparedwith ionization and hot-wlre monometer
and other instruments,and calibrated by meansof a McLeod gauge. Thescale is
linear at low pressuresand can be extrapolated for very low pressuresbeyondthe range
of otherstandardinstruments. Testresultswith air_ N2, A and H2 gasesare given.



606-54-I 44 03600

Kluyver, J. C.
Blokhuls, E.W.M.

Physlca20, 427-32 (54)

TheInfrared IsotopeAnalyzer

Theinvestigation of the methodfor determining isotoperatios by infrared
gasanalysishasbeen continued. Theamountof carbondioxide required for a C 13/
C 12analysishasbeenreduced . Thesensitivity is now 0.005 at % excessC 13
in 8 mgC02 . Themethodhasbeenextendedto the determination of the N 15/N 14
ratio in nltFousoxide and the sensitivity reachedis 0.015 at % excessN 15 in
6 mgN20.

801- -140 03610

Knoedler, E.L. U.S. 2,241,166

Combustible Gas Indicator

App. suitable for indicating the presence of combustible gas in air comprises

a Wheatstone bridge including a filament over which gas to be tested is passed and a
combustion chamber unit having a combustion chamber within which the filament is

housed and having a pair of distributing chambers_commuriicating v_ith :the combustion

by way of a pair of slot-llke ports substantially coextensive with that dimension of the

combustion chamber which is perpendicular to the direction of passage of the gas, by
way of one of which distributing chambers and its assocd, slot-like port gas is passed

into the combustion chamber and by way of the other distributing chamber and its
assocd, slot - like port gas produced from the combustion chamber.



980-44-151 03620

Koch, J.
Bendt-Nielsen, B.

Kgl. DanskeVidenskab, SelskabMath-fys

A High-Intensity MassSpectrographfor Experi-
mentson the Separaf!onof Isotopes

Details are presentedfor the constructionand operation of a massspectro-
graphof high intensity. It hasa resolvingpower beHe_than 1/233 at an ion current of
10microamp,and an accelerating potential of 50e.kv. It wasdesigned, however, to
operateat higher voltagesso asto deflect U ions of energyashigh as 80e.kv. the max.
magnetic field attainable being 8000oersteds. The ion beam _s derived from a low-

voltage arc of the Lamar, Samson, and Compton types and is focused by an electro-

static lens energized from a high-voltage potentlometer. _llustrations of the effective-
ness of the app. are furnished by the sepns of the isotopes of Be Ne, Br, Kr, and Xe.

The observed mass-dispersion of the app. are found to be smaller than those calcd, for

it, owing to inhomogencity of the magnetic field.

980-57-900 03630

Kolb, A.C.

Laporte, O.

Mich. U. Engng. Res. Inst. Ann Arbor (57)

Theory of Hydrogen Line Broadening in High-

Temperature Partlally Ionized Gases

The purpose of this investigation is to study theoretically the broadening of

the hydrogen Balmer lines observed in the radiation of high-temperature partially
ionized gases. The theory is based on the classical path approximation for the motion

of the perturbers. The general problem of the broadening of a group of lines arising

from transitions between "nearly degenerate u_states _ consldered. The formalism is

subsequently specialized to the case where the broadening due to the interaction be-
tween an ensemble of ions and hydrogen atom can be treated as a static perturbation.

The validity of this approximation is discussed in detail. The broadening of the Lyman

alpha line by electrom collisions is considered _n deta_l for comparison with other
theories. For this line, the nonadlabatic and the adiabatic effects are found to con-

tribute in the ratio one to two to the broadening.



684-45-140 03640

Kollnr A. Rev. Scl lnstrum 16, 109-116 (45)

An Aiternatlng-Field Induction Flow Meter of High Sensitivity.

241-40 -I 60 03650

411

Kol Igck, E.C. Gas Age 85r 28_32 (40)

Leakage Surveys in Distribution System

Various methods of leak detection discussed as tried by Atlanta Gas Light Co.
surveys with listening devicesr oderlzatlon surveys.

328-62-140

Koolmanr RoR.

03660

lnstrum and Control Sys 35 No.2 123 (62)

Reference Pressure Cells

The RPC consists of a reference chamber for storage of a precise amount

of gas, a thin metal diaphragm welded in placer and a capacitive diaphragm
position detectors.



380-39-900 03670

Korshunova• A,
Khlebnlkov, N.

J. Techn. Phys. USSR9• 10860-9 (39)

q:"""dar/Em_c,n _-- "rL._-r,,:.1__,.:_
Layers

Experiments aredescrlbed which show that th_n layers of KC1 give large

secondary emission, confirming the result of Bruln_ng and de Boer. From their
experiments the authors conclude that the influence of external factors is due

to changes they produce in the structure of the layer.

980-58-1 70 03680

Korolev, W. R.

Bystrov _ AoA

Zadodskaya Tech. 24, 109 (58)

Luminescent Method for Detecting Leaks in

Electrovacuum Apparatus and in their Parts.

The mass-spectrometrlc and H methods are currently _n use; however these
methods are not as efficient as the luminescent method. The luminescent soln used

in the app. exposes leaks rapidly. A dry powder of a luminescent is used in a soln.

of trichloroethylene at a concn of 100-200 rag/1. A red=orange lumlnophor was
used. it eliminates false signals. The outside part of the leak after drying emits

light when exposed to ultraviolet light.



980-58-153 03690

Kovats, E.

Simon, W.
I_eilbronner, E.

Helv. Chim. Acta, 41, 275-88 (58)

Program-Control led Gas Chromatography for

Preparative Separation of Organic Compounds

For the previously described gas chromatography app. the dependence of the

sepn. efficiency on a no. of variables was investigated. Variables studied in the

regions indicated were; temp, 60-184 ; retention vol. 1500 and 5000ml; flow rate of
the carrier gas 200, 400, and 600 ml/min amt. of sample, 0.12, 0.30, and 0.82ml;

and stationary phase, apolar-Celit/Aplezon L and polar=Celite/Emulphor O. The

quantity height of equiv, theoretical plate was used to evaluate the sepn. efficiency

and was measured in binary mTxts, of the n-paraffins; hexane, octane, decanic, and
dodecane. Chrodecane, and of c _ s and Trans Decalin.

092-48-100 03700

Kralickova, J. Chem_e 3, 89 (48)

Determination of Halogens According to

Stepanow

Pour 3cc. abs Et0H over 10-20 mg of the substance in an Erlenmeyer flask
attached to a reflux condenser. Introduce 0.4 g of Na and after 4rain add 3cc abs.

Et0H and allow it to stand for 3mln. After adding 6cc. of Halogen-free wate9 heat
for 3 or 4 m|n.at the b.p. dil. with water_ acidlfy with HN0 3 and det the C1 by any

standard method, but preferably by weighing the pptd AgC1. Am0H contg xylene
or toluene can be used instead of the abs. Et0H.



980 - 47- 900 O3710

Kreisman,W.S. GeophysicsCorpoof A. Bedford, Mass(60)

A High VacuumGaugeCalibration System

An ultra-hlgh vacuumtype metal and glasssystemwasconstructedfor the purpose
of calibrating vacuumgaugesin the pressureregion from 760 to 107torro Thehigh vacuur
portion of the systemis bakeableat temperaturesup to 450 Co A Hgmonometerserves
asa pressurestandardin the region from 760 to 20 torr and three specially designed,
bakeableMcLeodgaugeswith overlapping pressurerangesserveas pressurestandards
in the region from 20 torr to 1 x 1/10.000 torr. Theoretical accuracies of 1% or better

are expected for the McLeod gauge readings in this pressure region. Pressures from
1 x 1/10,000 torr to 107 torr region can be measured, but the accuracy of the readings

depends on adsorption and outgassing effects. Results pretainlng to the reproducibility

of measurements and comparisons of various gauge readings are presented. A pressure
rise measurement technique is used to determine how the vacuum gauges and other system
components are behaving.

008 - 47 -900 03720

Kronig, R.
Schwarz, N.

Appl. Scl. Reso AIo No. 1 35--46-(47)

On the Theory of Heat Transfer From a Wire
in an Electric Field°

If an electric field is applied between a horizontal heated wire and a

concentric cylinder filled with gas, the heat transfer from the wire is increased due

to the electrostrictlve forces which modify the circulation current of free convection.

A new electrical characteristic number is introduced whlch makes it possible to

represent the phenomena in a single graph. From this graph the extra heat loss caused

by an electric field of cylindrical synmetry around any horizontal wire in an arbitrary

gas can be read off directly.



607_42-140 03730

Kronigt R. Physica' s Grav 9, 632 (42)

A New PhysicalMethod of Analyzing Gas
Mixtures Containing a Dipole Gasas
Component

Themethodsuggestedis basedon the influence of electric fields on the
heat convection.

374=52-143 03740

Krumbein, A.D.
Grant0 F.A.
Ward_A.L.

J. Opt.Soc.°Amer. 42, 277-8 (52)

A Light AbsorptionMethod for the Quantlta-
tlve Determinationof Small Changesin
Chlorine Concentration

A methodto measurechangesin C1concentration in halogen counter
tubesby absorptionof ultra violet light.

962-54-110
140

Krupp, H.

03750

Z. angewPhys. 6 No. 12541-7 (54)

On the Theoryof ThermomagneticInstru-
mentsfor the Measurementof Oxygen

Thetypesof instrumentstheoretically discussedare thoseof Lehrerand
Ebblnghausand of Klauer.

380-47-130
510

Krusser, B.V.

03760

J. Tech. Phys, USSR17No. 164-70 (47)

Ionization Manometerwith d.c. Amplifier

A triode manometerand 2 typesof amplifier are described.



980-61-112 03770

Krzhizhanovskogo,I.G.M. Scl. and Tech Sec. Air Into Div, Wash. D.C.

(61)

kA __ !_...°.J_ TL --_-'-J.---

Experimental investigation of the electrical and therma_ properties of thermis-

tors made on manganese oxides confirms the correctness of the Hypothesis which states

that the investigated specimens are actually solid electroNytes. Theoretical formulas

are derived for the temperature dependence of the coefficient of heat conductivity
and thermal emf. Empirical laws are determined to characterize the dependence of

the resistance of specimens on temperature, and the depender_ce of the charge=carrier

mobility in the specimens on activation energy. In thermistors made of manganese
oxides, 0 ions, which are the charge carriers, also take an active part in the process

of heat transport. In the presence of a temperature gradient _s a thermistor semlcon-

ducting substance, a nonuniform concentration of 0 ions oppears which leads to the

appearance of an emf in the thermistor.

241-59-800 03780

Kroeger, C.V. Gas Age V124 No. 4 17-19 (59)

Formulating Emergency Leakage Control
Plan

Checklist for use in preparing plan which will aid in avertir_g disaster due

to gas leakage from mains, services and other facilities/prac_'d_es for recording
emergency calls, investigation on building premises far _igh and low concentrations,

hazard control at scene of emergency both inside and oLfts_de bv_iRd_ng._; routine for

completion of leakage reports.

003-60-800 03790

Kusnetz, H.L. Am. Ind. Hyg. Assoc. K. 4_ 340-1 (60)

Air-Flow Calibration of Dkect=Reading

Colorimetrlc Gas_Detecting Devices

Deterioration of flow=control mechanisms on direct r_,ading colorimetrlc

gas detecting devices require the calibration of the hand pumps_ bellows, or squeeze
bulbs used. Field calibration with a buret with a soap b_lb as the indicating medium
is recommended.



123-51-154 03795

Kuznetsov• V.I. Doklady Akad. Nauk UoSoS.R.77• 28114(51)

Color Testsfor Chlorides• Bromides•and
lodldes

Results ob_alned in color tests for the halide ions with org. reagents. The

colors can be compared with standards and used for estn. of the halldes.

980--60m151 03800
620

Lalos , G. T.

Wolk• M.

Naval Ord. Lab. White Oak

Feasibility Study of the Spectroscopic

Determination of Temperature of an

Adiabatically Compressed Gas

An experimental study is reported of the feasibility of measuring
spectroscoplcally the temperature of a rapidly compressed gas. Ar was adiabatically

compressed and the resulting radiation photographically recorded. In general • the

maximum pressure was 16•000 psi. it was found upon analysis of the time-integrated
shot spectrum that the emission resulted mainly from elements from which the compressor

is made• i.eo Fe, Cu, Cr, Mn, and Ni. OH bands were also present and were

attributed to thermal dissociation of water vapor exslsting as an impurity. Ar lines

were not detected. He was also used as the test gas and gave the same shot spectrum
as that obtained with Ar. Time -resolved records taken with a rotating drum camera

could not be used for temperature determination because of poor dispersion. Design

and construction of a high--speed electrlcal-mechanlcal shutter for use in conjunction

with a higke_r dispersion spectrograph made possible recording the radiation during
the top part of the pressure-tlme curve. By this means• effective time resolution was

achieved • Emission spectra thus recorded demonstrated the feaslbillty, of spectroscoplcally

measuring the temperature of an adiabatically compressed gas.



684-50-133
510

Lander_J. J.

03810

Rev. Sci. Instrum 21, 672-3 (50)

Ultra_High Vacuum Ionization Manometer

980-57-111

620

03820

/auramann, J .A.

Ipsen, D.C.

Calif. U. Berkeley (57)

Use of a Free Molecule Probe in High Speed
Rarefied Gas Flow Studies

The feasibility of using a free molecule wire probe for the study of two dimen-

slonal gas flows of low density has been investigated for two flow configurafions_ namely_

the leading edge regions of a wedge and a flat plate at zero angle of attack and at nomi-
nal Mach numbers of 4 and 6. The results obtained gave a clear picture of the nature of

the flow_ the shock wave position and boundry layer being easily discernible from the

change in temperature and heat transfer coefficient of the wlre.

684-40-133 03830

Lawton, E.J. Rev. Sci. Instrum. 11, 134 (40)

Vacuum Leak Testing

Painting a leak with CC14 caused sharply increased electron emission and
directing a stream of 0 or H at the tube caused decreased emission of a W filament ion

gage. The emission change is a more sensitive and satisfactory method of leak detection

than measurement of the ion current. The effect of Hydrocarbon vapors from stopcock

grease is dlscussed.



378-53-133 03840

Leck, J. H. J. Scl. lnstrum V 30 No. 8 271-4 (53)

Sorpfion and Desorptlon of Gas in Cold-
Cathode Ionlzatlon Gauge

Study in which rate of clean up, between 10-6and 10-4-nm of Hg was

measured for variety of gases and vapors, such as nitrogen, argon and water vapor;

effect on accuracy of gage; how errors introduced depend both on design of gage and
on gas present in vacuum system.

684-57-133

510

Leck, J. H.

Martin, C. S.

03850

Rev. Scl. Instrum. V28 No. 2 119-21 (57)

Feedback Controlled Heat Conductivity
Gauge for Measuring Pressure in Vacuum

Systems

Describes a simple feedback circuit for the hot wire Piranl gauge. This

gauge is used for measurement at low pressures where the heat conducted away from a thin
hot wire is a function of the gas pressure. The wire is included in a Wheatstone bridge

circuit which serves both to heat the wire and to measure its temperature. In the circuit
descr|bed the heat input is adjusted automatically so as to keep the wire temperature

approximately constant over a wide range of pressure changes. This is achieved by
supplying the power from a magnetic amplifier which is controlled by the wire temper-

ature, a fall in temperature increasing and a rise in temperature decreasing the power

supply. In this way pressure measurements can be made over the range zero to 3mm Hg

with wire temperatures of the order of 50 to 100°C by using either the feedback signal
or the power output from the amplifier to give a measure of the pressure.



980-57-147

Leck, J .H.

O386O

London, Institute of Physics (57)

Pressure Measurement in Vacuum Systems

Gives a comprehensive treatment of the subject in following chapters; (1)

Mechanical manometers, (2) Thermal conductivity gauges, (3) Ionlzation gauges, (4)

The Knudsen radiometer gauge, (5) Surface reaction techniques, (6) Gauge calibration.

Numerous practical examples of design are included and a llst of nearly two hundred

references is given.

378-53-133 03870
147

510 J. Sci. Instrum V35 No. 3 107-8 (53)

Leck, J. H.
A Feedback Controlled Pirani Gauge

A simple feedback circuit for the Pirani gauge is described, in which the

power supply to the Wheatstone bridge is adjusted automatically so as to keep the wire

temperature approximately constant over a wide range of pressure changes. This is

achieved by supplying the power from a d.c. amplifier, which is itself controlled by
changes in wire temperatures, a small fall in temperatures serving to increase the

power output from the amplifier. A transistor is employed as the input stage of the

amplifier. The comparatively large zero drifts in the transistor d.c. amplifier due to

temperature changes are no particular disadvantage in this application as the Piranl

gauge signal is also dependent upon ambient temperature.



378-54-133 03880
510

Leck, J. H. J. Sc|. lnstrum. 31,226-7 (54)

A Quartz-Coated W|re Piranl Gauge

As pirani filaments of tungsten and platinum have a certain disadvantage

at temperatures above 600 K, the use of a quartz-coated filament is suggested. This
type of filament is accurate to with|n 2% for pressures from zero to 5mm Hg at 900-

1000 K. At high pressures and over prolonged operating periods errors may rlse to
"_+5% . The zero drift is negligible. The fragility of quartz-coated wire, the necessity

for removing the coating by hydrofluoric acid at the ends to obta|n an electrical contact
and the inapplicability of helical construction to increase its effective length, are the

practical disadvantages of quartz-coated wire.

443-53-700 03900

Lecomte, J.
Ta|eb, J.

Thebault, J.

Le V|de 8, 1422-6 (53)

The Electronic Circuits of a Leak Detector

The electronic circuits of a double monochromator tube spectrometer are
descr|bed.

845-53-700 03910

Leco_ re, J.
Taleb, J.

Thebault, J.

V|de 8, 1422-7 (53)

Some Remarks on the Electronic Circu|ts

for a Leak Detector

The leak detector is of the mass-:spec:trometer: type.



375-56-133
221

Lefort, M.

03920

J. Phys. RadiumV17 No. 2 164-5 (56)

U f;l_Tnf|nn of ft_,_ h-,n_-.,-,f;,-,._ Pro,_uced k,,
....... ivl l i I IV IVIIIkVl IVII V _7

Alpha Rays for the Microanalysls of Gases

The method depends on the fact that for a given pressure the ionization current

in an alphatron gauge depends on the nature of the gas.

084-54-113 03930
133

Leger_ E.G. Canad, J. Technol 32, No. 6 199-205 (54)

An Instrument for Leak Detection and Pressure

Measurement in High Vacuum Systems

An instrument is described for measuring gas pressure in the range 10_'1 to 10"7ram

of Hg. At the higher pressures vacuum thermocouples are used and at the lower pressures

ionization gauges. Leaks are detected by spraying oxygen on the outside of the vacuum

system and noting the decrease in electrons from a tungsten filament emitter in an ioniza-
tion gauge when it is operated as a saturated diode. Leaks are traced either by observing

a meter or by means of the change in frequency of an audlo-oscillator. To avoid damage

an automatic cut-off is used to turn off the gauges and diffusion pumps when the pressure

reaches a predetermined value.

962-50-100 03940

Lehrer, E.

Ebbinghaus, E.

Z. angew Phys 2 No. 1 20-4 (50)

An Apparatus for Determining Oxygen Mag-

netically in Gas Mixtures

Constructional and operational features are given of a recording apparatus

for estimating oxygen in technical gas mixtures.



721 - 44 - 800

Lemon, H. M.
Wise H.

03950

Science 99, 43-4 (44)

A Flowmeter for use in Air-Sampling Procedures.

725- 49 - 900 03960

Lennartz, A.

Middledorf, R.
Studdeut Apoth Ztg. 89, 593-5 (49)

Semlmlcro Determination of Organic
Thlocyanates

A method based on splitting organic sulphur compounds with standard Na2(Pb(OH)_.)
(1) iodine solution is described. The method is accurate to 0.5%. In general, an alkaline
solution of the compound is treated with 1 solution contg. 0.5% Pb, the mixture allowed

to stand 30 minutes the Pb mercaptlde and PbS filtered off by suction and washed with

slightly alkaline water, and the excess Pb deluted in the filtrate by precipitation PbSO 4
dissolving the ppt. in NH40Ac and titrating with standardized (NH4) 2 Mo06 solution
with tannin as indicator.

329-59-151 03970

Leont'ev, N. I.

Udovlchenko, Y. K.
Instrurn. and Experimental Tec. No. 1
105-8 (59)

Omegatron

Mass analyser for measurements in region of light masses; principle of

operation of instruments, which is highly sensitive due to absence of collimating slots,
is based on cyclotron resonance of ions; accuracy for determining isotope content of
normal neon is plus or minus 5%.



004-52-153

LeRosen,A. L.
Movarek, R. T.
Carlton_J. K.

03980

Anal. Chem. 24, 1335-6 (52)

StreakReagentsfor Chromatography

Testsgiven usingreagents, with color resultsgiven for 13different solutions.

802-55-100

Levina, L. E.

03990

Uspekhlfiz Nauk V55 No. 1 101-10 (55)

ModernMethodsof Leak Detection

Thepaperhas30 referencescovering the lastsevenyearsall to Westernwork.

684-60-151 O4OO0

Levinet L.
Lichman, D.

Rev. Sci. InstrumV31 No. 7 731-3 (60)

Analysis of Gas Evolution from Titanium
Hydride Gas Generator

Gasanalysison metal bakable high vacuumsystem_carried out with aid of
omegatronmassspectrometerto determinepurity of hydrogenevolved from titanium
hydridesource, usedfor hydrogengasgenerationand control insidevacuumsystemin
programinvolving studyof beam-generatedplasmas.



980-45-140 04010

Lewls, G.N.
Calvln, M.

J. Amer. ChemSoc. 67, 1232-3 (45)

Paramagnetismof the PhosphorescentState

It hasbeenshownthat the phosphorescentstate is a triplet state and therefore
paramagnetlc. An attempt hasbeenmadeto measurethe paramagnetismusing a mod|-

f|cation of Theorell' s apparatus. When the gas surroundlng the phosphor contained 02,
a small movement in the expected direction was observed at the moment i llumlnatlon

began but was followed almost immediately by a much larger movement in the reverse
direction. A movement only in the expected dlrection occurred when the surrounding

gas was A of C02. Phosphors were of fluorescein dissolved in boric acid glass and of
such concentration and thlckness as to absorb nearly all the incident light° Two long

thin rectangular samples were used: one, a solid slab of boric acid solutlon, the other

of similar material coarsely ground and attached to a ribbon of cellophane with rubber
cement. The magnetlc force at 20_000 gauss/cm width was 4o 1 x 10-" mg wt for the
first sample and 4.7 x 10-3rag wt for the second. Neither of the two results is accurate
to better than 10%.

980-55-144 04020

Libertl, A. Chimlca e Industria V38 674 (55)

Applicability of the Infrared Spectrophoto-

meter as Analyzer in Gas Chromatography

The applicatlon and procedure described analyzed a propane-propene
mixture with an error of obout 1%.



801-54-800 04030

Lichtenberger, H. V. U.So 2,69 I, 773 (54)

Valve Leak Detector

A valve for fluids at above atmospheric pressure is described which
replaces the conventional packing glands with a positive type seal. This is accomplished

by designing the valve to be seated by rotating a nut rigidly attached to the value
handwheel which moves a shaft into its seat to close the valve. The seal is provided

by two flexible bellows, one within the other, with their ends attached to the moving
shaft and its stationary housing, respectively. Indicating means are provided to
detect failure of either of the bellows.

364-60-151 04040

Lichtman, D. J. Appl. Physics V31 No. 7 1213-31 (60)

Use of Omegatron in Determination of

Parameters Affecting Limiting Pressures
in vacuum Devices

Use of mass spectrometer to determine resldual gases in vacuum systems

includlng ion pump systems; analysls performed to determlne residual gases in vacuum
tubes whlch are dlfficult to outgas; and conditions that lead to considerable hydrogen

content are descrlbed; examples of use of omegatron mass spectrometer as tool in aidlng

solution of outgasslng problems.

324-60 -610 04050
8OO

Linford, A. Ind. Chemist 36, 107-13 (60)

Recent Developments in Fluid Flow Metering

Fluid flow metering advices are discussed, including the Dall differential
pressure tube and orifice, the electromagnetic flow meter, and the ultrasonic flow meter.



378-50-147 04060

Lloyd1J.T. J. Scl. Instrum27, 76-7 (50)

An Audible Vacuum-LeakIndicator

An apparatusis describedwhich is suitable for indicating pressurechangesover
the rangefrom 10mmto lessthan 0. lmmof Hg. It employsa two-electrode discharge
tubewhoseelectrical charcterlstics dependon the nature and pressureof the gas it con-
tains. If sucha tube is inserted in a vacuumline and usedasa variable factor in a
simple relaxation oscillator circuit, the oscillatlon frequency, madeaudible by a loud-
speaker, will serveasan indicator of the dischargeconditions. Thedevice is stated
to be particularly useful for testing Geiger-Mueller counter using a two-stage rotary
pump.

684-38-800

Lockenvltz, A.E.

04070

Rev. Sci. Instrum 9, 417-20 (38)

Radlometer-Type Vacuum Gauge

A radiometer-type vacuum gauge is described, which is rugged and simple to
construct, which can be calibrated from the dimensions of the gauge and for which the

temperature of the moving system does2_ot enter. The gauge, when constructed entirely

of metal, has a range from 2 dynes/cm to 0.01 dyn2_/cm . If constructed of glass,
the lower limit can be extended to 0.001 dyne/cm or better.



801-55-130 04075

Loevinger, R.
Chubb, T.A.
Monk, G. W.

U.S.Patent 2,727,995 (55)

Leak Detector

Hemoleculesentering the detector are ionized by meanof a cold cathode
ionization chamber. Theions are then accelerated into a region of lower pressurewhere
they are causedto follow arcuate paths thusproviding an ion beam. A chargedelectrode
is displacedfrom the ionization chamberalong the arc of travel of the ionsat substantially
the focal point of the beamin order to supressthe ions of low energycontent.A collector
is disposedbeyondthe focal point on the arc of travel of the ions for collecting the high
energy ions. Theimportant featureof this invention is provision of the suppressor
electrode which operatesto permit only the He ions to reach the collector.

522-49-800 04080

Loevlnger, R. Natl. Nuclear Energy Ser. 1-58 (49)

Fundamental Considerations in Vacuum Practices

A discussion of mol. velocites, gaseous d|ffus|on, thermal d|ffuslonsthermal

cord. of gases, viscosity, flow through thin, small and thin, large apertures, flow through

p|pes, thermal transpiration and diffusion through porous barriers, and pumping speeds of
vacuum pumps and of cold traps. Other references are given for vacuum gauges, vacuum

materials and equipment, and leak detecting instruments and techniques.



998-48-800 04090

Loevinger, R.
Guthrle, A.

Leak Detection Instru. and Techniques Vl
Chap V(48)

Vacuum System Leaks

The locating and repairing of leaks in vacuum systems is probably the most
troublesome aspect of high vacuum technique. In this chapter is given first a rough

method of estimating the flow of various gases through small capillary holes, then a

description of all the successful methods of leak detection normally available and
finally an indication of the method of formulating quantitatively the performance of

leak detection techniques. Jnformatlon is submitted concerning the flow characteristics

of small capillaries, methods of leak detection, pump-outs_ the vacuum analyzer, the

helium leak detector, general leak hunting procedures, repairing of leaks, outgasslng,
virtual leaks, and theory of leak detection.

375-55-112

Lortie, Y.

04100

J. Phys. Radium 16 No. 4 317-20 (55)

Utilization of Thermistors as Vacuum Gauges

A study of the use of thermistors in Pirani-type gauges in the pressure range 1
to 10-3mm of Hgo Uses a Wheatstone bridge and keeps the glass envelope containing
the thermistor at constant temperature.

524-58-220 04110

Lowe, A.E.

Moore_ D.
Nature 182, 133-4 (58)

Sclntillation Counter for Measuring Radio-

activity of Vapours.

An instrument is described which counts the carbon-14 content of vapors

emerging from a gas chromatographic apparatus parallel with the analytical chromato-

graphic record. The chromatographic vapors are condensed into a circulating liquid
phosphor, a solution of dlphenyl oxasole in xylene. The scintillations excited in the

phosphor by the carbon-14 are detected with a photomultlpller. A schematic sketch
of the instrument is included.



378--51-510 04120

Luck, C. Po J. of Scl. lnstrum. V28 173-6 (51)

Membrane Manometer wlth Secondary Air
Transmission

This is an instrument designed to take precise blood pressure reading and
record them.

105-56-144

Luft_ K.F.

04130

C oR.Acad Sci. V242 No. 4 482-4 (56)

Gas Analysis by Non-Disperslve Infrared

Absorption

A refinement of the orlgional Luft method suitable for estimating a gas (a)

whose absorption band overlaps with those of impurities. The detector consists of two

d.lfferent length gas tubes in series containing (a) and connected respectively to the

oppsite sides of a condenser vane.

105-50-140 0414o

Luff, K.F. C.R.Acad Sc|. (Paris) 230, 1460-2 (50)

New Method for Determining Paramagnefic
Gas

A direct method of h|gh sensitivity and ease of measurement is described.

The method is likely to permit of following relatively rapid changes in O concentration

during metabolic processed.



962-51-142 04150

Luft, KoF. Z. angewPhys3, 300-3 No.8 (51)

A New Method of Magnetic Analysisof
Oxygen

An inhomogeneousmagnetic field is usedto determine the oxygencontent
of gaseousmixturesof variousoxygen concentrations. Theprinciple and theoryof the
methodand someresultsobtained are given.

103-50-142 04160

Luft, K.M. ComptRend230, !460-2 (50)

A New Method for the Determinationof
ParamagnetlcGases

A method for detg. paramagnetic gases is described. In this a modulated
magnetic field, produced by rotating one pole of a permanent magnet, is applied to

the gas and the variation in pressure induced are analyzed by means of a flexible

membrane and a condenser, a method of pressure measurement described previously.

The method is improved in sensitivity by using a pair of sample tubes one contg, a
sample of known concn. The advantages claimed for the method are: (1) exact

measurement of the susceptibility (2) sensitivity (3) ease of measuring difference of O

content of two gases and (4) quickness of response. Rapid variations in O content
can be readily followed; this can be applied to studies of basal metabolism. The limit

of detection of O is said to be0.+04% with special care, 0.01% .



980-60-140 04170

Lukaslk, S.J. Stevens Inst. of Tech. Hoboken, N.J.
Progress Rept. (60)

R_senrch Program on Conversion of ExpIodve

Energy

Magnetic field compression experiments were continued, using an interim 1000

joule bank. The circuit parameters of this systems were investigated to calculate the

magnetic field in the load prior to its explosive compression. The signals induced in
plck-up loop during the firing were then analyzed in terms of a simple model picturing

a constant total flux trapped in an area that is decreasing due to the expansion of the

copper-clad explosive. The most successful compression was from an initial field of

4700 gauss to a final field of 38,500 gauss, or by a factor of 8.2. Efforts to obtain
higher magnetic fields by redesigning the load coll and exploslve piston and by working

toward a higher initial magnetic field are continuing. Conductlvlty studies are being

directed toward removing possible secondary effects in the conductlvlty measurements.

These include the confinement of the detonation and consequent changes in the reac-

tion zone due to the structure supporting the double probes and the T-probes, the
effect of the T-probes plate, thickness, the difference between internal and surface

conductivity measurements and alr-shock induced conductlvlty.

161-54-130 04180

Lundberg, D.A. Electronic Eng. V26 No. 320 436-40 (54)

Differential Leak Detector for Evacuated

Vesse Is

Apparatus for locating very small leaks in evacuated cathode ray tubes; was
of Klemperer type cold cathode ionization gages in bridge circuits whose balance is

disturbed when jet of calor gas passes over leak.

096-59-151 04190
170

Luscher, E. Chimla 13, 284-5 (59)

Light Detectors for Vacuum Spectroscopy



980-56-160 04200

MacLeod, S. Grifflss Air Force Base,Rome,N.Y. (56)

State-of-the-Art in Olfaction

Thispaper is a general surveyof presentday state-of-the-art within the area
of olfaction. Following the introduction, an orientation is included to supply background
information regardingthe nature of olfactlon and pertinent olfactory phenomena. Exist-

ing analytical methods and theories of olfaction are then discussed and appraised. The

final section is devoted to a review of current civilian and military olfactory applications
leading up to a final prospectus for future research and deveRopment.

801-52-140 04210

M acNeille, S.M. U.S. Patent 2,600,891 (52)

Vacuum System Leak Detector

This patent covers an easily operated leak detector of the type which employs

a gas probe in which the passage of the foreign gas through the leak causes a voltage

change in a gage and associated oscillator means whereby an audible sound is produced.

801- -121 04220

McColl_m, H.J. U.S. Patent2,400,940

Gas Detection Apparatus

This apparatus detects the presence of hydrogen in gases. It has a vessel evacu-

ated of nearly all hydrogen within which is a tubular envelope. The envelope is perme-

able to hydrogen at high temperatures. The envelope is heated and any H 2 passing into
the vessel will permeate the envelope and cause a change in conductivity which is pro-
portional to the amount of hydrogen present.



980-59-140 04230

McCurley, E.P.
Blake, C.

Mass. Inst. of Tech. Lexington (59)

A C'-°_-I- I_I I _=".,,,.V.= .._u_l-lndlcating Saturable _ore
Magnetometer for the Detection of Static

Magnetic Fields.

The construction of a simple null-lndlcatlng magnetometer employing a
saturable core is described. The device is useful for detecting static magnetic fields
of the order of 0.1 millioersted. It was built to enable the establishment of a near zero

magnetic field over a limited volume by means of pairs of Helmholtz coils. A test

signal incorporated into the instrument affords a check on the sensitivity.

801-58-150

McEvoy, J.E.

04240

U.So Patent 2,821,462 (58)

Continuous Gas Analyzer

The app. is capable of simultaneous analysis for free O and combustibles

It generates O and H for simultaneous catalytic combustion at heated filaments. The

app. is useful for analysis of flue gas and of exhaust gas from internal --combustion

englnes.



980 -59 -I80 04250

McGregor, WoK.
Ehrllch, J.J.

Bratcher, J.D.

Rept. on Aro, Inc. (59)

The Visible Plasma Flame Spectra of Argon
and Helium

The electromagnetic spectrum is being employed as a diagnostic tool in

research on the kinetics of gases expanding through nozzles. The spectra of argon
and helium plasma generated in an electric arc plasma generator are reported. Tables

are given of emission lines detected in the range of 3000 to 7000 A using a grating

spectrograph; quantum transition data from referenced sources are included for each

emitted llne. The spectra are notable for their apparent freedom from emissions caused

by the gas stream contamination and for the dist|nct appearance of lines attributable

to ions. The data obtained indicates_fhe utility oT'fhe spectral data for gas _stream.
dlagnostlcs.

684-50 -I51 04260

McKinney, C.R. Rev. Sci. Instrum V21 724-30 (50)

Mass Spectrometer

A Nier-type mass spectrometer and its associated electronic units have
been constructed for the purpose of measuring small variations in the abundances of

oxygen of mass 18 and of carbon of mass 13 in CO 2, and of oxygen of mass 18 in
oxygen gas, to an accuracy of 0.01% of the abunc[ance of these isotopes.

980-57-111 04270

Mada_, M.P. J. Franklin Inst. V263 No. 3 207-12 (57)

Simple Bridge Method for the Measurement

of Thermal Conductivity of Gases and Gas
Mixtures

A simple bridge (hot =Wire) method for the measurement of thermal
conductivity of gases or gaseous mixtures is discussed and its design developed. A

rigorous mathematical theory is applied to calculate the various corrections and to obtain

the value of the thermal conductivity in terms of the conveniently measured quantities.



684-58-155 04280

Magee, J.B. Rev. Sci. Instrum.V29 No. 1 51-4 (58)
Crain, M.

Record,.'ngM'.,crowaveHygrometer

Describesa rapid responsemicrowavehygrometerfor continuouslyrecording
the water vapourpressureof atmosphericair over a wide ambientrange. The principle
employedinvolves the measurementby meansof a cavity resonatorof the contribution
of water vapour to the refractive index of atmosphericair. Thedevice describedalso
haspotential application to the continuousmeasurementof the degreeof contamination
of one gasby another gasor gases.

378-48-133 04290
510

Makinson, R.E.B.
Treacy, P.B.

J. Scl. Instru. Phys. Ind. 25, 298-9 (48)

An Ionizatlon Manometerof High Sensitivity

An ionization manometeris describedin which the trajectories of the thermion-
ic electronsare lengthenedby meansof a magnetic field. The ion-collecting electrode
is a cylinder, the anodea wire along its axis and the filament is near the collector
parallel to the axis; an axial magnetic field is applied. A sensitivity of 380uAper mi-
cronwasobtained at pressuresbelow.



980-61-144 04300

Malkmus,W.
Thomson,A.

General Dynamlcs/Convalr, SanDiego (61)

Infrered Emissivityof Diatomlc Gasesfor the
Anh_rmonicV_bratingRotatorModel

/

In order to compute the emissivity of 6 dlatom3c gas, a simplified model of a
dlatomic molecule is assumed: an anharmonlc oscillator w_th the first approximation to

the vlbration-rotatlon interaction. For a given band, the frequency of emitted radiation

is expressed as a quadratic function of the quantum number m, which is solved to express

m as a function of omega. This expression is substituted for m in the equations used for

computing the average line intensity and average llne spacing° By applying the random
Elsasser model to the fundamental and superposed higher order bandsg closed-form solu-

tlons are obtained for the emissivity as a function of omega for certain limiting cases.

Experimental data, where available, are used for the llne w_dths and total absorption

of the bands. The harmonic oscillator approximation is used to estimate strengths of
higher order bands for which experimental data are not available.

980-58-210 04310

Malviclni, A.

Polvani, C.
Comltato Nazlonale per le R_cerche
Nucleari, Milan

Review of the Principal Methods for the
Detection and Measurement of Radioactive
Contaminants in Gaseous Media

The methods of detection and measurement of radioactive contaminants in air

and gases are described. The direct methods examined are measurements using the

scintillation chamber for alpha particles0 ion current detection instrumentsg pulse ionl-
zation chamber, and the proportional counter. The indirect methods examined are the

analysis of activities obtained by filtration of air, by electrostatic precipltation_ by

filtration of air through absorbing materlals0 differential separation and collection of
air dust by impact, and by collection of dust from the flow.

681-57= 153

Manch, R.

04320

Record Chem Progr. 18, 69 (57)

Vapor-Phase Chromatography



980-50-190 04330

Mannelll, I.G. Ann. Chim(Rome)40163-5 (50)
Rossi_ M.L.

Adsorption !ndlcators

The literature of adsorptionindicators (Fajans)in argentometryis reviewed and
the useof Martlus Yellow is proposed. Experienceswith adsorptionindicators furnishing
a variety of color changesin the ardentometrlcdetn. of halide ionsare reported.

044-62-151 04340

MarsdensD.G.H. Rev. Scl. Instrum33 No. 3 288-93 (62)

PanoramicMassSpectrometer

A panoramicrapid scanningsectormassspectrometeris described, a massratio
of ten to one may be scanned in times ranging from 10m sec to 300 u sec; the peaks are

displayed on the screen of an oscilloscope. Alternatively, single peak height variations

may be displayed down to times of 10u sec. The instrument is designed for following gas
reactions at pressures up to 200ram and temperatures up to 450 C. Some comparison is

made with fast-scanning time-of-helght instruments.

044-60-624 04350

Mansfield_ W.K. Brit. J. Appl. Phys. Vll No. 10 454-61 (60)

Pre-Breakdown Conduction in Continuously -

Pumped Vacuum Systems

Measurements have been made under impulse conditions of coefficients A' ,
number of H ions emitted/250 kev H ion and B' number of H ions emitted/250 kev H ior

for metal surfaces covered with contaminating layers; product of these coefficients sug-
gests that pulse discharge conductlon is due to regenerative exchange of positive and

negative ions of hydrogen; transient nature of conduction is thought to be due to chargir

up of insulat|ng contam|nant.



764-40-800

Marsh• A.E.L.

04360

FaradaySoc. Trans36, 626 (40)

Flow Meter for Slow Flow

A new type of flow meter is described wh|ch is independent of the viscosity of
the gas for which it is used.

980-55-210 04370

Martin• A.B.

Inman, G.M.
North Amer|can Aviation• Inc. Downey• Cal.
(55)

Sodium Graphite Reactor

Further react|v|ty calculat|ons have been performed for the steady-.state Pu
feed-back techn|que and results are presented. Tests for determining and maintaining the

optimum purification of the inert blanket gas are described. The fuel handling coffin de-

velopment studies are summarized° W|th other functions and results of experimentation
on the reactor are presented.

524-56-156 04380

Martln, A.E. Nature V178 407-8 (56)

The Sonic Gas Analyzer

Refers to the successful development of a commercial form of son|c gas analyzer

by Dawes• Walton• Lawley and Mountf|eld. The principle of operation |nvolves the use
of two equal tubes each fitted with a deaf-aid earplece at each end. At end A of each

tube the "earpiece" is used as a sound source while at the opposite end B of each tube

the earpiece is used as a microphone. By electronic techniques it is eas|ly possible to

measure the phase difference of the sound arrlv|ng at the two rece|vers B1 -f- B2.
This |s zero when the gases filling the tubes are the same but becomes finite and measure-
able if one gas is heav|er than the other.



168-56-153

Martin, A.J.P.

_as L,qu,a _..nromamgrapny

Experlentla, Suppl No. 5

04390

21-32 (56)

004-54-154 04395

Masten, M.L.

Stone, K.G.

Anal Chemo 26, 1076-7 (54)

Argentometrlc Determination of Halides by

Use of the Dead-Stop End Point

Mixt. of halides can be detd. by titration in succession with

standardized AgNO 2 with Ag electrodes and a dead-stop technique. The polarograph
or equiv, elec. circuit can be used.

091-60-130 04400

153

Matousek, S. Chem prumysl 10, 16-21 (60)
Ionlzatlon Detector for Gas Chromatography

The detector is made from a brass cylinder of 90ram diam with an 8mm dlam

hole forming the ion chamber. Insulators for the support bar of the measuring electrode

are made from quartz and Teflon. The measuring electrode is formed from steel wire of
lmm. diam. and 50mm length. A closed Sr " ionization source with 50mm active

length, 3mrn width, and with an effective activity of 8mc is used. Sensitivity is

defined as S= AC1C_C3/W where A is the peak area in sq.cm.C 2 is the recorder
reading m my/rag, wT_ile for catarometers the max. is 300-800. The time const is 0.2

sec. The linear dependence of the ionization current on the concn of the measured

component was confirmed on the H-C2H 2 mlxt.



980-39-800 04410

Maurer, W. Phys. Ze|ts 40, 161-81 (39)

Light Excitation by Ion and Atom Collisions

The author gives a resume of existing knowledge of excitation by the collision
of ions and atoms with the subsequent emlssion of light. The following toplcs are dealt

with: sources of ions, form of the excitation function, excitation of both partners in
the collison, excitation by protons, alkali ions and the atoms H and D, transfer of mo-

mentum and the conservation of the spin in collisions, absolute light yield.

980-50-142 04420

Medlock, R.S. Trans Instrum Meas. Conf. Stockholm

102-6 (49-50)

Oxygen Analysis Based on its Paramagnetic
Properties

The "magnetlc wind" is described, by means of which the 02 may be measured
by its paramagnehc property. An improved instrument has been devised and its perfor-

mance mathematically determined. One recorder had an accuracy of 0.05% 02 in a

range of 0-5% 02 with a 10 in scale.

980-61 - 144 04430

Meltzer, I. Servo Corp. of A. Hicksville, N.Y. (61)

Industrial Preparedness Measure for Thermistor
Bolometer Infrared Detectors

Pilot production assembly of non-lmmersed bolometers was practically completed.
Evacuation and final testing of these units was started and final assembly of the immersed
units was continued.



004-57-180

200

04435

Menis, O.

House, H. P.

Rains, T. C.

Anal. chem. 29, 76 (57)

Indirect Flame Photometric Method for

Determination of Halldes

The method described for the detector of halldes is of value for the analysis

of extremely dilute halide sol. for which ordinary titration methods are unsatisfactory .
It is based on the decrease in luminosity of a standard silver solution due to addition of
halldes.

327-51-510

Merlam, C.

A dlcsussion on the industrial applications of manometers.

Instruments V24 231-2 (51)
Monometers

O444O

327-51-510 04450

Meriam, J. B. Instrum, and Control Syst. 35 No.2

114-8 (62)
Manometers

Very elementary discussion of monometers

121-50-800 04460

Meyerel_, W.A,V. Dechema Monograph 14 No. 143/56 48-56

(5O)
New Developments in High-Vacuum Techniques

The theory of diffusion pumps is discussed along with a history of their
development.



726-58-153

Miettlnen, J. K.

04470

Suomen Kemistilehtl 31A 149-74 (58)

Gas Chromatography

980-56-133 04480
510

Millar, W. Atomic Energy Res. Est (Harwell) (56)

Theory and Design of an Acoustic
Pressure Gauge

In the pressure range 10-2to 103 mm Hg. a number of well established

types of gauge are in use. These include manometers,,McLeod Gauges, Piranl gauges

and comparison devices using a mechanical diaphragm. Each of these types has its

own limitations in convenience, accuracy or working range. A type of gauge is proposed
here in which these Iimltatlons could be less serious, and which will cover the

whole of the above range. Operation of the instrument depends on the amplitude of

received signal at the end of an "acoustic transmission line" which is slmply a tube

containing gas at the pressure to be measured. A slmple form of the gauge has already
been constructed, which works well for air; design proposals are given for a gauge of

general appl icabillty.

087-62-620 04490
622

Miller, D.R. Chem. Eng. Progress 58 No. 4 77.-84 (62)

Injection Mixing of Gaseous Reactants

An experimental approach to the difficult problem of jet: penetration and
mixing. A correlation is given whlch descrlbes conditions studled.



381-50-152 04500

Miller, F.A.
Hemingway,A.
M|er, A:O.
Knight, R.T.
Brown,E.B.
Varco, R.L.

J. Thoracic Surg. 20, 714-28 (50)

The Developmentof and Certain Clinical Appli-
cations for a PortableMassSpectrometer

Hypercapniais discussed.A recording, portable, massspectrometer(I) is de-
scribed, which will report the concn.of 5 gasesin a mixt.every 20 secwith 1%accuracy.
In 34 operationsthe tracheal concn, of C02wasdetd. The C02values detd. with I for
tracheal air were !ower than calcd. ThepH and C02 concn, of blood were also detn.
Theav. max.C02in different operationswas7%. C_n one occasion C02 rose to 17.3%.
Results obtained with I are useful in uncompensated respiratory acidosis or alkalosls due

to shifts in C02 concn. When breathing 30% alkalosis due to shifts in C02 and 70% 0;

3 of 10 dogs died suddenly upon receiving doses of pentothal or numbutal readily tolerat-

ed by normal dogs. Respiratory acidosis was the probable cause of the increased toler-

ance since the blood pH was as low as 6.61 in some cases.

980-41-620

800

04510

Proc. Camb. Phil Soc. 37, 82-94 (41)

Theory of Adsorption of Gases on Solids When
the Potential Energy Varies Continuously Over
the Surface

In developing the theory of adsorption, taking into account the interaction be-

tween adsorbed particles_ it has been usual to employ a physical model in which it is

assumed that there is a fixed interaction energy between particles adsorbed on neighbor-

ing sites on the surface. In this paper the differences between the behavior of this
model and that of actual surfaces are discussed by considering a 1-dimensional film in

which the potential energy of a single adsorbed particle varies continuously and

periodically with its position on the surface and in which there is a repulsive force
between adsorbed particles, which varies with the distance between them according to

an inverse power law. For such a physical model the variation of the heat of adsorption

with the fraction of the sites occupied is considered in detail and it is shown in particu-
lar that there is much less difference between the behaviour of mobile and immobile

films than is indicated by the earlier model in which a fixed interaction energy is as-
sumed. These results are considered in connection with the interpretation of experiments

on the adsorption of H on W.



684-62-800 04520

Miller, G.n. Rev. Scl. instrum 33 No. I 8-11 (62)

C onstru ction and Ca I|bratlon of a

Cyllndrlcal Knudsen Gauge

The construct|on and callbration of a Knudsen gauge of the Klumb-

Schwarz modification is described oA practlcaJ method of correcting for nonllnearlty
is developed.

004-49-144 04530

Miller, RoD o

Russell _ M.B.
Analyt. Chem V21 773-7 (49)

A Contlnuous Analysis of Gas Streams

A contlnuous analysls of gas streams is provlded by the absorption of bands
in the infra-red by heteroatomlc gas molecules. The analyzer was made out of brass
tubing and the appropriate cells.

605-46-800 04540

Millest, DoM. Phil Mag. 37, 323-34 (46)

The Sensitivity of a Space-Charge Detector
to the Presence of Pos|tlve Ions of Helium

with small Kinetic Energles

The energies are in the 25-125eV range, and the ions augment the

space-charge-limited electron current from a hot cathode to a nelghbourlng anode. The
increase is measured as a function ofl (1) the potential difference between anode

and cathode, (2) the cathode temperature, (3) the kinetic energy of the ions, and (4)
the He pressure. The minimum posltlve - ion current which can be measured with the
detector is |nvestlgated.



684-51-151 04550

Milner, C.J. J. Sci. Instrum. Suppl I 29-36 (51)

A ,....,,,.,r""l_-r'_L-'J-,..,.,,,,,.,,.,=Mass Spectrometer
Leak Detector

A cold-cathode spectrometer has the advantages of robustness, long llfe and
avoidance of refrigerated traps. In the instrument described, the use of an a.c. ampli-

fier for the ion current, in conjunction with velocltymodulatlon of the ion beam, great-
5 1/sec can be detected in ves-ly reduces background effects. Leaks smaller than 10- u

sels whose gas output is up to 1 ul/sec. Gas outputs up to 100 ul/sec can be handled

by the instrument _ s pumps, with proportional increases in detectlon limlt. Various
features of the design and characteristics are discussed. Some observatlons are made

with regard to the applications and field of use of the instrument.

244-47-154 04560

Minchln, L.T. Gas J. 251, 100 (47)

The Detectlon of Carbon Monoxlde or

Town Gas in Air

A review of methods for determination of CO, wlth particular reference to
the "Mark III Carbon Monoxlde Indlcator Tube", whlch was developed during the

war for the rapid estimatlon of CO in the alr of a Pilot' s cockpit. It depends on the
size of the brown stains produced in illca gel impregnated with yellow K pallado-
sulfate.



980-58-110 04570

Minter, C.C. Naval Res. Lab. Washington, D.C. (58)

A New Thermal Conductivity Leak Detector

and Its Applications

This report describes a simple thermal conductivity apparatus of special

design having several advantages over_fhe mass,spe_trometersso v_idd!y used for:tfiis

purpose. Procedures are described for using the new apparatus to locate leaks in

vacuum or pressure systems using hydrogen or helium as probe gas. Experiments to
determine the sensitivity of the apparatus toward small changes in concentration of

freon in air are described, and it has been concluded that leaks in refrigeration
equipment can be located even when appreciable concentrations of freon are present
in the ambient air.

684-58-110 04580

Minter, C.C. R. Scl. Instrum. 29, 793 (58)

Thermal Conductivity Leak Detector

Themetal bridge block is connected between vessel being tested and pump

in such a way that the gases from vessel must pass through both sides of bridge block,
that is through all four cells. The bridge will be unbalanced due to drop in pressure

in the gas stream which will cause the filiment in the cells nearest the pump to have

a slightly higher resistance than those nearest leak. The bridge is then balanced, after

which any probe gas coming to kr idge block will cause the bridge to be unbalanced and
the indicator on the ammeter will show a deflection. It is supposed to be easier to use
than the mass spectrometer.



684-60-110 04590

Minter, C.C. R. Scl. Instrum. 31, 458 (60)

Vacuum Leak Testing With Liquids

A thermal conductivity bridge is used to detect the presence of liquids such as

water, heavy water, alcohols and acetone from small leaks in a vacuum system.

004-51-110 04600

Minter, C.C.

Burdy, L.M.J.

Analyt. Chem. 23, 143-7 (51)

Thermal Conductivity Bridge for Gas Analysis

The apparatus described will analyze a ternary mixture of, e.g., H2 and C02
with air without the need to remove one component by absorption. Two conventional
bridges are combined, the cells of one being of larger diameter which introduce a

"convection" effect. The method can be used on any ternary mixture whose constituents
differ sufficiently in thermal conductivity.

323-47-110 04610

Minter, C.C. Industr. Engng. Chem. 19, 464-5 (47)

Use of Convection Effects in Gas Analysis By

Thermal Conductivity

A method has been developed for analyzing a ternary mixture of gases by com-

paring its thermal conductivity with that of a binary mixture of known composition, and
then comparing the effect of pressure on convection for the two mixtures. While the

ternary mixtures investigated consisted only of H, C02, and CH4, the method should
be applicable to other combinations of gases that do not react chemically with each
other.



997-61-110
132

4615

Minter, C.C

Anderson • S.F.
Dalk, R.W.

Naval Res. Lab. Washlngton_ D.C. (61)

The tCl_L Model E-5753 Leak Detector

A 21 lb. portable Freon Leak detector has been developed. Air from the vicinity of a

probe is pumped through tubing so as to first pass two of the four cells of a thermal conduct_vffy

bridge and then through a length of tubing around t0_the other palr of cells. Thus if the probe

is moved past a leak, the bit of Freon containing air unbalances the bridge first _n one d_rectlon

and then in the other. These unbalances cause the successive flashing of a red light and
a white light in the Lucite probe head,where the operator' s attention if focused. Since the

air flows past one end of each conductivity cell and not through it, a lag time occurs before

the sample diffuses into the cell and reaches the filament; this lag time is predominant in

producing a total lag time of at least 3 to 4 sec. Bridge excitation is by a regulated ac power

supply,and the output signal when the bridge is out of balance goes to a flve-stage RC-coupled

transistorized amplifier. Printed circuit and plug-in construction facilitates circuit checking
and amplifier replacement. While the indicator gives a clear response for a Freon concentration

of 4 to 5 ppm, such sensitivity is not needed under service condltlons, where de_tection of the
signal produced by changing the concentration of Freon by 50 ppm is satisfactory in most cases.

801-57-180

Mitchel|, H.A. u.s. 2,809,101 (57)

4616

Open Flame leak detector.

98g-51 "_143 4620

_1._Am. Chem, Soc. 73_ 3i49-55 (51)

C)b_r_aiions onifl_b Rare Earths i _

The ul_vi01e_ absorptiSr_ spe_:tri_mlbf 'tl_cl. _n w_s_ rbtnvestigated bf bbtb an _C1"- •

c(h_l!C 104_ soln. _ under,conditions ot._clglcsresolution. The spectrum is characterized by
18 absorption peaks and 2 definate inflections in the wave-length region 2400-3150 A.



980-40-113 04630

A Techn. Phys. 21, 9, 199 p. (40)

Thermo-electr|c Vacuum Meter

It is possible to change the pressure range through which a thermocouple vacuum meter

works by the use of differently sized elements. For example, short heavy elements will shift

the working range to higher pressures, while long, thin elements are useful at 1. p. A pressure.
meter is described which, by using thermocouples of various sizes, has a useful range from 10-

mm of Hg to 10 mm Hg pressure. The 2 pressure-sensltlve units, each formed of a long, thln th

couple element in series 'wlth a short, thick one, form 2 arms of a Wheatstone bridge and are s
connected that the thermal e.m.f.' s are in opposite directions. The other 2 arms of the Wheat

Bridge consist of resistance boxes. The bridge current also serves as the source of heat for the

thermocouples. The bridge is balanced with a high vacuum in the bulb containing the pressure

sensitive elements. As the pressure increases, the thermal e.m.f. _ s change with the thermo-

couple temperatures and unbalance the bridge. Since the balance of the bridge is unaffected l
the direction of the heating current, a.c. may be used. The range of a thermocouple meter mc

be extended up to a pressure of 1 arm. by attaching the heater wire to the thermocouple at sore

distance from the junction itself. If the junction is placed above the heater wire, a_r convecti
will cause a temperature rise of the junction which depends upon the heat convection current

and therefore upon the gas pressure.

845-57-800

Mono_n , G.

04640

Vide 12 No. 71 395-7 (57)

Calibration of Helium Leak Detectors

Two methods are used: (1) a controlled leak method; (2) the helium air mixt. method.

(1) is preferable at Iowt (2) at high pressures.



980-53-800 O465O

Monicard, R. Revue de 1' _nstlut Francais du Petro_e et

Annales des Combustibles L_quldes V8 No. 12
555-6O (53)

Etude d _ un detecteur d _ hydrocarbures avec

avertisseur de danger

Hydrocarbon detector, developed by French Petroleum _nst_tute to control atmosphere in

certain localities and test stafions_ is equipped wffh anarm device for s_gna_ing leakage of

highly inflammable jet engine fuel JP4: it is modlficat_on of previously developed UFPWheatsone

bridge detector No. 3-1 and can be applied, with certain s_ght modifications in reflner_es,

gas plants, pumping stations, mines and on tankers.

980-51-800 04660

Monicard, R. Revenue de 1' _nstffut Franca_se du Petro_e

et Annales des Combustlbles Uquides V6
No. 9 324-30 (51)

Etude d_ un Detecteur de Frites d_ hydro-
carbure

Study of Wheatstone bridge hydrocarbon detector No. 3-1 of French Petroleum 8nst.

detector modified in order to detect leaks of hydrocarbons and combustlb_e gases; tests performed
in field have shown posslbilltles of apparatus and way it has to be used.

980-51-800 04670

Monicard, R. Revue de 1_ Insfitut Francai_e du Petrole et

Annales des Combustibles L|quides V6 No. 11

379-83 (51)

Etude theoHque du Detectaur d _ Hydrocarbures
a pont de Wheatstone

Theoretical study of hydrocarbon detector by means of Wheatstane bridge No. 3 of French
Petroleum Institute; determination of maximum sensibil_ty of apparatus; determlnafion of

theoretical senslbillty curves of apparatus as function of temperature of platinum filaments which

were established experimentally.



370-46-2I0 04680

Montgomery, C.G.
Montgomery, D.D.

J. Frank0in_nst. 241_55®58(46)

An instrumentfor permanentinstallation in a department, indicating the quantity of

gamma and X-radiation received by personnel in its vicinity. A Geiger counter chamber is
connected to an amplifier, the output current of which is integrated by an electrolytic ce_

the quantity of gas liberated is proportional to the number of discharges of the chamber, and
the instrument is calibrated in terms of the tolerance dose received by workers in a day.

164-53-140 04690

Montgomery, W.J. Elec. Worldg 140, 112 (53)

Indicator Detects Gas-Filled Cable Leaks

An electrical cable, lead jacketed and filled with nitrogran is divided into approxlmately

equal sections. At each joint a device consisting of two glass tubes_ partlally f_led with oil

is placed. A rise in the oil level indicates a leak.



980-57-800

Mora, G.A.

O470O

Anales real soc espan fis y qulm 53 B
697-700 (57)

Potentlometrlc Determination of Hal ides

With Glass Electrode, Using Sensitization
with Sodium Thiosulfate.

Data of typical titrations are given.

380 -39 -800 04710

Morgulls, N. J. Techno Phys. UoSoS.R. 9, 10, 853-9 (39)

Nature of Secondary Emission from Compound
Kathodes

The author gives a theoretical discussion of the high secondary emission
from compound kathodes.

009-56-224 04720

Morrlson, G.H. App. Spectroscopt 10 No. 2 71 (56)

Neutron Activation Analysis Trace Elements

The principle of neutron activation analysis and the auxiliary technique of
gamma scintillation spectrometry for use in detg. trace elements to 10-8% are presented.



323-47-800 04730

Morse, R.S. Ind. Eng. Chem. 39, 1064-71 (47)

High-Vacuum Technology

A review of the present status of industrial techniques and processes in
the pressure range of 10 -5 to 10-1 mm Hg. Equipment construction, ,ncluding valves,

Shaft seals, gages, diffusion pumps, and steam ejector._,is d_scussed. Methods of leak

detection are reviewed and compared. The following processes are described; evacuation
of electronic devices, such as radio tubes, photocells, rectifiers, fluorecent lights,

or cyclotrons; evapn.of metals and salts for production of Iow-reflectlon optical surfaces,

mirrors, decorative plastic parts, and elec, condensers; vacuum ore reduction; dlstn.

of hlgh-mol-wt, substances such as vitamins, fats, and oils; vacuum dehydration of thermall)

sensitive materials such as plasma, penicillin, and orange juice.

980-61-800 04740

Mortenson, L. N.

Pearson, R.K.

Wyle, Labs. El Segundo Calif. (6.1)

Evalution Testing of Flow Sampling Wedge

The purpose of this test program was to evalute the suitability of a Wedge-

Type Flow Sampling System for use in an Air Force Base Propellant Loading Systems

and bther I[quTd and gas flow systems where contaminant levels are to be determined
under full flow conditions. The flow sampling system was designed and manufactured by

Wyle Labs. _EISegundo, Calif. A detailed description of the Wedge-Type Flow Sampling

System, and the test program which was performed to evaluate the performance of the

sampling system, is included.



980-56-151 04750

Mayer, W._I,
Piotter, E. C.

Babcock and Wilcox Co. Alliance, Ohio (56)

Leakage Measurement Technique

The leakage meamrement:teckiriiqu_swhich are used by the Babcock and

Wilcox Co. in testing pressure vessels, gaskets and other equipment are described.
The use of the mass-spectrometer type He leak detector is preferred where high

sensitivity is desired.Ah_appendr_c shbwsv calculations comparing relative amounts of

water and helium leakage to be _e_pected. Results of leak tests of vessels in
production are included.

609-42-620 04760

Mrozowski, S. Phy, Rev. 61, 379-80 (42)

Quenching and Depolarization of Resonance Radiation by Collision with
Molecules of a Foreign Gas.

002-51-800 04770

Mueller, FoP. Am° Gas J. 174 No 2 21-3, 26 (51)

Gas Leak Detection Practices

Practices of 6 different gas companies are outlined. It is pratically
impossible to locate and identify flammable gases by means of any one single
instrument.



442-58-153

Muenster, H. K.

04780

Lab. Scl. 6, 12-23 (58)

ChromatographicAnalysisof Gases
and Vapors

402-52-610 04790

Muller, F.H. Kolloid-Z 129, 146-7 (52)

Origin of Turbulence

Maxwell's relaxation term expresses the fact that a certain fraction of

the statistically occurring mol. jumps is directed, that is nonrandom. It holds only
for small deformation rates, just as the dielec const, is independent of the field only

for small degrees of orientation. In the general case another parameter besides the

relaxation tlme is required, such as the fraction of directed jumps. As and where the

velocity gradient increases, the dynoamlc viscosity increases and the more nearly

solld-llke regions give rlse to the appearance of curls. It can also be shown that
below the crlt. velocity the laminar, and above it the turbulent flow has the higher

entropy. It will be shown elsewhere that the theory retains its validity for gases.
Also the hydrodynamic similarity relations are covered. The only statement about the

curls isthat they appear in pairs.



980-50-153
222

04800

Muller, R. H.

Wise, E. N.

Los Alarnos Scientific Lab (50)

The Use of Beta-.Ray Densltometry in Paper

C hromatorgraphy

The absorption or scattering of a finely collimated beam of B rays may be
used to locate and evaluate the various zones on a paper chromatogram, quite independently

of the chemical nature of each component and depending primarily on its density. A denslt-

ometer for this purpose conslstlng of a narrowly collimated Sr 90 source of B rays, a chromat-

ogran sample holder, a methane-type ionization chamber, and a pulse-lntegrating counter
which drives a Brown recorder has been built. Scale ranges vary in steps f_ern 500 to

500,000 cpm for full-scale deflection on the recorder. A simple application of part of

this equipment to the rapid analysis of labeled chromatograms is described.

046-53-110 04810

Mund, W.
Van Meerssche, M.

Guldee, C.

Bull Acad. Roy, Belg|que C1 Scl. 39
No. 8, 9 676-83 (53)

A Varlent of a Thermoconductimetrlc Method

of Analysis of Gaseous Systems

Describes an apparatus involving simultaneous use of 3 cells, and ensuring

a better accuracy in the analysis of gaseous mixtures by measuring their thermal
conductivity. Each Pyre_-glass cell is_12cm long and 6mm inner dla. with a centrally

placed Pt heating wire 0.04 mm thlck. The method is described in detail and the results

of the analysis of H2 - He mixture are tabulated.



095-59-113 04820
153

Musgrave,WoK. R. Chem and Ind. 46 (59)

Thermistor Detectors for Gas C hromatograph_

Type 1 of type A thermistors, resp., are sealed with cold-curing silicone

rubber, one into a cavity of, and another into a gas flow through channel of a brass blo.

if type A thermistors are used the bead of the thermistor in the gas glow-through channel

is exposed by removing the bottom half of the glass envelope. Pairs of thermistors of
1000, 2000_ and 500,000 ohms resistance resp. have comparatively little tendency to

disintegrate when used for the detection and sepn. of quinones, phenols, and phenolic
ethers at 180-220 °. Ball joints, sealed into the ends of the gas flow through channel

with a cold--curing silicone rubber, facilitate_ the attachment of the brass block to the

outlet of gas chromatographic columns.

980 -60 -6 10 04830

Napolitano, L. G. Naples, U. Italy (60)

Turbulent Mixing of Streams of Different
Gases

Exact solutions for constant temperature isovel turbulent, two dimensional mixing of twc
infinite streams of different gases are presented. Three solutions were obtained, based o

three different phenomenological models for the turbulent transports.The three different
phenomenological models assumed are illustrated and discussed first. Pertinent equation:
are then derived and exact closed form solutions are obtained for each one of the three

consldered.._n and!y_of the characteristics of the mixing region is carried out and

the differences in the distributions of the mean properties for the different models is
brought forth. The experimental tests to be performed to determine l the physically more

appropriate model are finally discussed.



980-60-613 04840

Narasimha, R. Guggenheim Aeronautical Labs, Pasadena (60)

Nearly Free Molecular Flow Through an
Orifice

An estimate is made of the deviation of mass flow m through an orifice from

its limiting free molecular value m ° . Using a method proposed by Willis it is shown that
this deviation is of the first order in E, the inverse Knudsen number, defined as the ratio

of the radius of the hole to the mean free path in the gas at upstream infinity. An estimate

of the coefficient is obtained making some reasonable assumptions about the three-

dimensional nature of the flow, and the value so derived, giving m-- mo (1_. 0.20 E),

shows fair agreement with the measurements of Liepmann.

722-52-142 04850

Naumann, A. Siemens-Z 26 134-40 (52)

An Oxygen Meter Based on Magnetic
Considerations

A detailed description, with 14 diagrams and illustratlonst is given of a
meter for the quatltive determination of oxygen in a mixture of gases, which is based

upon the selective property that of all the technically important gases only oxygen is

paramagnetlc_ the other gases being diamagnetic.



247-49-130 04860

Neff, J.R. Gen. Elec. Rev. V52 41-4 (49)

HaiogenTypeLeak Detector

Considerationsare observedfor obtaining the maximumservice from the
halogentype detector in factory testing of productsby individual and group testing
methods. It emphasizesdetection of spot leak detectors.

Thisdevice is a handheld probewhich is passedover the surfaceof a
vesselbeing tested for leaks, using halogenvapor. Any leak large enoughto permit
lossof 1/10 of an oz. of freongasa year is instantly detected asthe element passes
over the leak area.

684-57--800 0487O

Neher, H.V. Rev. Scl. Instrum, 28, 267 (57)
Prakash,S.

Metal Systemfor Chemical Reactionsand for Studying Propertiesof
Gasesand Liquids.

684-45-121 04880

Nelson_ H. Rev. Sci. Instrum16, 273-5 (45)

The HydrogenGauge-anUitra-Sensitlve
Device for Location of Air Leaks in

Vacuum-Device Envelopes

A sealed-off, highly evacuated ionization gauge has a section of its

envelope made of thin Pd sheet which_ when heated, is highly permeable to hydrogen.
The gauge is attached to the manifold of a vacuum system with the Pd section

isolating it from the vacuum° When the manifold or any vacuum device connected

to it is probed with hydrogen, leaks in the system are indicated by an increase in

the ion current of the gauge. This new technique because it utilizes a sealed-off_

highly evacuated gauge which responds only to hydrogen and is unaffected by other
residual gases and vapours, provides a simple but sensitive test for very small leaks.



684-45-133 04890

Nelson, R.B. Rev. Scl. lnstrum 16, 55-7 (45)

An a.c. Operated Leak Detector and

Ionlzatlon Gage

A small leak in a vacuum system may be found by observing the change

in temp-Iimlted thermlonlc emission of a W filament in the system as 02 is blown over

the leak. An electronic app. is described for regulating the filament heating Rower
so that the em,ss,on is not affected by llne voltage fluctuations. A leak of 10-3cc.

of air per hr. has been readily detected. The app, also operates as an ionization
gage with emission control.

380-39-151 04900

Nemenov, L. M.

Fedyurko, A.S.
Jo Tech, Phys 9 1879-82 (39)

Design and Construction of a Mass-
Spectrograph

A mass-spectrograph of the Aston type with a metal tube us descrlbed.
It allows detection of mass differences of 0.05%.

980 -60 -800 04910

Ness, N. Space Scl. Labs. Phila. (60)

Foreign Gas Injection Into a Compressible

Turbulent Boundry Layer on a Flat Plates

The distributed injection of a foreign gas into a compressible, turbulent

boundary layer in the absence of a pressure gradient is considered. The analysis is

performed within the framework of the binary mixture concept, that is, the primary
fluid flowing over the surface represents one component while the injected species

represents the second. Calculations have been performed for the injection of helium
into undlssoclated air. The results indicate the effect of Mach number on surface

shear and energy transfer when distributed light gas injected normal to the surface
exists. A comparison with experimental data indicates reasonable agreement over a range
of Mach Number.



684-62-147 04920

Neville, J. R. Rev. Scl. Instrum 33 No. 1 51-5 (62)

Electiochemlcal Device for Measuring

Oxygen

An electrochemlcal devlce for measuring oxygen in gases is descrlbed whlck

utillzes a gold indlcator electrode and a cadmium reference. Filled wlth electrolyte

and encapsulated wlth a thin polyethlene menbrane, thls cell glves a current proportlonc

to the oxygen partial pressure. The unlt requires no power or polarlzlng voltages and ca_
operate unattended for relatively long perlods of tlme. Functional characteristics of the

devlce are dlscussed in order to suggest potentlal applications.

044-52-800 04930

Nief, G. Brlt. J. Appl. Phys. 3, 29 (52)

Differential Methods of Vacuum Leak

Detectlon.

A devlce for leak detectlon conslsts of an ionlzatlon gauge protected by a I

alr trap. The presence of the leak-testlng gas,whose vapour pressure must be negllglble

at liquid alr temperature, is detected by the drop i'_ press_m,Compensatlons for manome

fluctuations due to varlable pumplng speeds, gas evolution from walls, unsteady rate ot
fl]ow of leaks and fluctuatlons in gauge cathode emlsslon are dlscussed. At resldual

pressure of 5 x 10_ mm Hg a pressure varlatlon of 2 x 10 -8 can be observed.

401-60-222 04935

223

Nielsen, Th. Kerntechnik, 2, 201-2 (60) Instltutt for

Atomenergl, Kjeller, Norway

An Apparatus for the Contlnuous Monltorlng
of Beta and Gamma Actlvlty of the Air and
Off-Gases at Various Sites

The construction of a devlce whlch permlts the continuous monltorlng of thq

beta and aamma actlvlty of the alr and off-gases at 10 different measurement stations
is descr;Bed.



363-40-100 04940
8OO

Niemeyer, H.W. J.Am. Water Works Assoc. 32, 1354-8 (40)

Leak Detectlon

The prlnclple methods of leak surveylng include pltometer measurement and

sound plck-up methods; these and the radio leak locater are described.

364-47-151 04950

Nier, AoO.

Stevens, C°M

Hustrulld, A.
Abbott, T.A°

J. Appl. Phys. 18, 30-3 (47)

Mass Spectrometer for Leak Detection

A slmple low-resolution instrument is descrlbed. One part of He in

200,000 parts of alr can be detected in high vacuum equipment.

522-49 -151 04960

Nier, A°O°
Stevens, C .M.

Hustrulld, A°

Abbott, T°A.
Stein, F,S.

Binns, J.E,

Natl. Nuclear Energy Ser. Div. 11 , 16

Eng, Develop, in the Gaseous Diffuslon

Process, 31-44 (49)

Mass Spectrometer for Leak Detection

If a steam of an inert gas is directed agalnst a leak of a vacuum system

this gas can be readily detected by a sens|tlve mass spectrometer. With He as a test

gas, and wlth a speclally deslgned mass spectrometer the senslbillty could be brought
to detect 1 part of He in 150,000 parts of air.



004-59-110

112

153

Nogare, S.D.
Harden: J.C :

04970

Anal. Chem 31, 1829-32 (59)

Programmed Temperature Gas Chromatography

Apparatus

Details are given for the construction and performance of an app. used

for _'apld sepns. Of _lar or nonpolar mlxts, contg, compds, in the boiling range of
35-300 °. The app. included an elec. heated column and a linear temp. programmer

designed for heating rates of 2.5-30_/mln, a thermlstor-equlpped thermal cond. cell

and bridge, and a const, differential type of flow-controller for the carrier gas (He).

The detector had a sensitivity of 1900 ml x my/rag at 240 ° cell temp. The effect of

varying column temp. on the detector sensitivity was prevented by installing a brass
buffer block between the column and detector.

980- -222 0.4980

Norris, ToH. Oregon State College.

A Gas-Sample Counting Method for Soft
Beta Emitter

A simple, rapid, and accurate gas-countlng method for soft-beta emitters
such as S 36 and C _¢ is described. The method involves the use of a sample holder

independent of the G-M counter. The holder has its own end window adapted to flt

in close proximity to a very thln end-wlndow counter. The holder window itself can

be very thin inasmuch as a pressure-equal_zlng system is used in introducing the gas
sample.



367-39-154
171

04990

Noyes, W.A.

Henriques, F.C,

J. Chem. Phys. 1 767-74 (39)

Fluorescence and Photochemical Kinetics

of Polyatomlc Molecules in the Gas Phase

Various mechaniams for the excitation and quenching of fluorescence

are discussed. It is pointed out that the classical Stern-Volmer mechanism may

apparently be obeyed in cases where the process is not that of simple absorption followed
by fluorescence and col lislonal deactivation. For polyatomlc molecules a spectroscopic

examination will not always disclose definitely the nature of the emitting radical or
molecule. A study of the effects of several variables on the intensity of the fluorescence

will frequently give much information about the lifetimes of the emitting molecules
and the course of the photochemical reactions taking place. Quantitative studies of the

fluorescence in the gas phase have been made for very few polyatomlc molecules.

886-49-800

Nuttall _ E,D.

05000

World Oil 129 No.6 197-8 (49)

The Bird Air Detector

The presence of a predetd, amt. of air in a gas pipe llne is detn. by

means of a gravity balance. The detector can be arranged so as to operate a sole_nold
value which controls the flow of gas in the llne. It is especially adapted for a gas-gatherlng

system which can be operated under a partlcal vacuum.

484-50- 154 05010

190

Nuttem, A.J. Metallurgla42, 407-10 (50)

Some New Indicators in Various Titrlmetrlc

Processes

Tests of various indicators are given with their color results.



980-57-620

8OO

05020

Nyumura, T. Bunsekl Kagaku 6 241-2 (57)

Apparatus for Gas Analysis Based on Vapor
Pressure Temperature Curve

I_tF Jilt The methods of Campbell and Sebastian and Howard were improved by

Simplifying the app.

374-44-157 05030

O' Bryan, H.M. J. Opt. Soc. Amer. 34-774 (44)

Raylelgh Interferometers for Gas Analysis

Describes modifications of the Raylelgh interferometer for measuring

refractive indices of gases. One is the use of a four compartment cell, giving twice

the sensitivity without increase in overall length. Another is the :use of auto-colllmation,
in combination with a four-compartment cell, in a portable instrument for measuring

concentration of toxic gases in industrial atmospheres.



841-53-133 05040

Ochert, No

Steckelmacher, W°
Vacuum 2, 125-36 (53)

Leak Detection Practice With Particular

Reference to the Hydrogen Palladlum Method

The principles of leak detection are discussed with specific reference to

the P|ranl and palladlum-barrler ionlzatlon gauges as used to detect hydrogen applied

externally as a test gas. Plant based on these techniques, wlth the detector in the backing

space and other refinements, are descrlbed. The testing of single or multiple vessels
based on this type of plant is dlscussed in detail wlth special reference to applications

outside the vacuum field. The problem of leak testing completely sealed components
is also discussed. The paper concludes wlth a consideration of calibrated reference leaks_

for a quantitative assessment of the leakage rate, when testing to a specification.

16 7-48 -900 05050

Oetjen, G,W, Elecktrotechnlk, Berlin 2 333-40 (48)

Aspects of High-Vacuum Technique

A survey of modern deveopment with regard to the two principle aims: (1)
to reduce the pressure in a given column within a definite time to a desired value while

the course of the process is supervised by continuously readable and as far as possible

inertla_free irtstrumeh_and _(2) to remove gases and vapours flowing through the
apparatus including those produced by porosity and gassing of the walls at a given

pressure. Tables and graphs give data on rotary ejection and diffusion pumps and on

complete pumping unlts,the properties of working fluids, and on the co-ordlnatlon

of pumping speeds of fore and fine pumps. "Vacuum constancy" is defined as the

highest permissible total pressure on the discharge slde of a diffusion pump at which
the fine pressure does not rise above 10 -4 mm Hg. Gauges are critically surveyed and

the use of the alphatron and of the mass spectrometer for leak finding are discussed o



614-49-612 05060

Oldroyd, J.G. Proc. Intern. Pheol. Congr. 11 130-4 (48)
111 44-6 (49)

A Suggested Method of Detecting Wall Effects

in Turbulent Flow Through Tubes

An attempt is made to extend the arguments hitherto applied to turbulent

flow of Newtonlan liquids to hlgh-polymer solns. A method of plotting exptl, results
is suggested by which a wall effect might be detected.

980-60-900 05070

Olfe, D. Guggenhelm Jet Propulsion Center, Calif. (60)

Equilibrum Emissivity Calculations for a
Hydrogen Plasma at Temperatures Up to

10,000 ° K .

The important equilibrium emission processes in a hydrogen plasma have

been investigated in the temperature range between 300 ° K and 10,000 ° K :for pressures

up to several hundred atmospheres. Representative emissivity calculations have been
carried out for a trahsparent gas at a total pressure of 100 atmos, and a mean beam length

of 30 cm. Important emissivity contributions were made by the pressure-lnduced fundamental

vlbratlon-rotatlon band and rotational lines of H9 at the lower temperatures, i.e. below

approximately 4500°K. Above thls temperature, The bound-free and free-free transitions
of the H- ion and the continuum and line radiation of the H atom are the most important

contributors to the emissivity. The following emission processes were also investigated:

the bound-free transitions of the H2 ion, free-free transitions of colliding H atoms and
H - ions. electronic transitions of the H2 molecule, quadrupole vlbratlon-rotatlon

transitions of the H2 molecule, and vlbratlon--rotatlon transitions of the HD molecule.
In addition, the effects of the lowering of the ionization potentials by the fields of plasma

ions and of the very broad wings of the Lyman a line have been consldered.



482-59-150

170

900

Ovenall, D.W.

Peaker, FoW.

05110

Makromal, Chem 33 222-36 (59) 237--43

Light-Scattering Instrument for Molecular

Welght Measurements

Further deslgn developments of a Iight-scatter|ng instrument are descr|bed

showing stable and sensitive photomultlpller tubes wlth a plane front wlndow° The use

of MgCO 3 surface as a standard dlffuslon reflector is dlscussed and performance of the
instrument is explained. Differential refractometer for use in Ilght_catterlng studies on

polymer solutlons° Modificatlons of the Raylelgh lnterferometer was accomplished by

inserting an extra set of statlonary incl|ned plates in the fiduciary system° The modified
instrument is sald to measure larger refractive index d|fferences and can be used in

Iight-scatter|ng studles. The plan and elevat|on of the refractometer are shown

diagramatlcally, and an i nterfermoter cell is illustrated.

00149-130 05120
150

Paabo, K°

Rottenberg, M°
Acta Chem Scand 3, 1444 -5 (49)

Mercurlmetrlc Modification of Zacherl

and Kralnlck's Micromethod for Halogen
Determlnat|on

For the talc!to detn.of halogens a modification of the Zacherl and Krainlck

method is used in which the ind|rect alkallmetrlc method is replaced by the direct,

mercur|metric titration° The halide soln° is tltrated wlth 0.01 N Hg (NO2) 3soln.
which has been standard|zed against NaC 1 ° Diphenylcarbazlde is used as the

lndlcator. Th|s method gives satisfactory results wlth halogenated hydrocarbons and

fatty acids as well as with nltrogenous substances° With a sample contg. S, however,
the results are unsatisfactory.



684-48-800

Packard, E.M.

05130

Rev. Sci. Instru. 19, 435 (48)

A Proton-Controlled Magnetic Field Regulator

980-61-800 05140

Pakulak, J.M. Naval Ordinance TestSta, China LakeCalo
(61)

ThermaB-RateStudieson a Double-BasePro-
pelUantUsinga Derivative Differential
ThermaH:AnalyslsTechnique

In derivative differential thermal anaiysls_the application of a single probe,
usingan RCnetwork, makesit possibleto usea lesscomplicated apparatusto study the
thermal changesin a propellant. Becauseno referencestandardis necessary,any
size samplemaybeanalyzed without regardto differences in heat capacities, probe
centeringor location in the block-commonconsiderationsfor samplesand reference ma-
terial in differential thermal analysis. Theresulting kinetic studiesthat were performed
on a double-basepropellant asa standardfor further propellant studiesshowthat the
first exothermpeal varies with the heating rate. A negative straight-line relationship
wasutilized for heating ratesfrom 0.2 to 5.55°C/mln. The order of reaction, shape
index, activation energyand frequencyfactor were considered.

980-56-800 05150

Patterson,G•N. Instlt_te of Aerophysics, U. of Toronto (56)

Theory of Free-Molecule Orlfice-Type Pres-
sure Proves in Isentropic and Non-lsentroplc

F lows

This report presents the theory of a pressure probe in the form of an orifice in
the side of a tube which may be orientated in any direction relevant to that of the mass

motion and which is so small, compared with the local mean free path, that such a tube

will measure the local speed ratio in isentropic and nonlsentropic flows and suggests

that in strong shock waves it may be possible to determine the viscosity and heat con-

duction, that is, the deviation from Maxwellian molecular motion.



524-60-800 05160

Paty, L. Nature, 185, No. 4714674-5 (60)

PumpingEffect of Gas DischargeHigh-
VacuumPump

Somepropertiesof high vacuumpumpwlth high pumpingspeedbased
on principle of transportof ions during dlscharge in magnetic field.

721-46-142 05170

8OO

Pauling, L.
Wood, R_. E.

Sturdlvant, J. H.

Science 103, 338 (46)

An Instrument for Determining the Partial

Pressure of Oxygen in a Gas

The operation depends on the fact that oxygen has a much higher magnetlc

susceptibility than any other gas. The force on a test body surrounded by the gas in an

inhomogeneous field is measured by means of a torsion balance. The precision depends
on the range of pressures for which it is to be used.

043-59-131 05175

Paumler, J. A.

Terrasson, P. E.
Brit. 817, 146 (59)

Apparatus for Detection of Halogen
Compound Vapor Leaks

An app, is described for rapid detections of small leaks of halogens gas
or refregerants contg, halogens. It consists of a catalytic Pt decompn, chamber, an

NH 3 reaction chamber_ and a vision chamber.

980-59-150 05180

151

Pavlenko, V.A. Trudy, Nauch-Tekh Obstchestvo Prlborstroitel
Prom No .4 96-124 (59)

Apparatus for Automatic Gas Analysis and Mass Spectrometers.



980-55-151 05190
80O

Pease, N.H. Carbide and Carbon Chemicals Corp. Oak

Ridge: Tenn. (55)

Use of the Line Recorder as a Helium Leak
Detector

Experiments were conducted with the llne recorder main magnet shunted to de-

termine if the He peak could be detected with high enough sensitivity so that He leak
testing of cells could be accomplished from the operating floor. Weakening of the mag-

netic field by means of a shunting piece of iron reduces the voltage needed to resolve
the mass 4 peak to a value which may be obtained from the high voltage supply. The

tests made show that the He peak could be observed, but even if the sensitivity of the

line recorder were increased by all known practical means it could not equal the sensl-

tlvlty of the G.E. Leak Detector.

443-46-900

Pensa, Pa. LeVide 1, 4-8, 48-53

Vacuum Pumps

(46)

05200

523-56-151 05210

Peters, J.
Ralble, F.

Natl. Symposium Vacuum Technol, 107-9
Chicago (56)

New Helium Mass Spectrometer Leak Detector

A simplified mass spectrometer for leak detection is described which maln-

tains a const, sensitivity level without the periodic cleaning formerly necessary owing

to contamination of the ion source. This is accomplished by operating the flat grid

ion repeller electrode at a temp. which prevents the formation of a deleterious film in
the ion source region. Conduction current heats this electrode to about 1000 °, and

in addn. the normal pos. repeller potential is applied.



684-57-133 05220

510

Penther, C. J. Rev. Sci. Instru. 28, 460-3 (57)

Vactroller. A Laboratory Vacuum Controller

Pirani gages are used in an a-c bridge circuit to sense deviation from the set
point, and with the aid of a proportional leak valve control the pressure of laboratory-

scale vacuum systems over the range of 0.1 to 10,000u of Hg. Pressure fluctuations from

the controller action are negligible and stability of-.+1% has been obtained over long

periods without operator attention.Set point is easily adjustable by panel control knob.
Commeri:ial components are used except for the leak valve which is of special
construction .

523-57-151 05230

Perkins, G.D.

Charpentler, D.E.

1957 Fourth National Symposium on Vacuum

Technology Transaction 125-8 (57)

A Simple Mass Spectrometer for the

Identification of Residual Gases in High

Vacuum Systems

A structurally simple double focusing mass spectrometer has been designed as

a versatile instrument for the identification of the residual gases in high vacuum systems.

The unit is capable of measuring the total pressure of all gases in the system as well as
the partial pressure of any gas with molecular weight as high as mass 80. The high

sensitivity of the ;instrume_nt: makes it useful as a leak detector, and the mass range

allows latitude in the choice of leak searching gases.



997-60-131
144

05235

Perkins, J.C. QuartermasterField Evalution Agency
Fort Lee. Va. (,60)

An Investlgation to Determinea Pratical
Preciseand ReliableMethod for Detecting
Leaksin RubberHandwear

Thisstudywasconductedto develop a pratical precise and reliable method
of inspectingrubberprotective handwearunderfield test conditions. Threemethodswere
tested. Theyare (1) high definition fluoroscopyr (2) halogendetector and, (3) infrared

nitrous oxide analyzer. Each of these methods employs a tracer gas (halogen) and a

detector or sensing element. The leak detector tracer gas was found to be the most

satisfactory method for making determinations of rubber handwear serviceability.

684-50-151

Persico, E.

Geoffrion, C.

05240

Rev. Scl. Ins,rum 21, 945 (50)

Beta-Ray Spectrascopes

801-51-115 05250

144

Pfund, A.H. U.S. 2,573,870 (51)

Manometric Gas Detector

The detector cell contg, the gas to be detected, is sentitive to thermal

expansion of the gas induced by infrared absorption.



608-56-153 05260

Phillips, C.S.G. Phys.Methodsin Chem. Anal. 3, 1-28 (56)

GasChromatography

Different papersare presentedondifferent aspectsof gaschromatography,
e.g. Analytical distillation, neutronspectroscopyand neutroninteractions in chemi-
cal analysis, flame photometry, etc.

980 -49-153 05270

Phillips, C.S.G. Discussions Faraday Soc. No. 7 241-8 (49)

The Chromatography of Gases and Vapors

A simplified arrangement is described and results are presented for the chro-

matographic analysis of gas and vapor mlxts, by employing a carrier gas (N) contg, a

const, concn, of a more strongly absorbed materlal. N obtained from a cylinder

through a large buffering vol. is passed throuqh a slmple.compensatlng flowmeter, a
saturator contg. Et0Ac (0 °) the column, 3-1_cm tubes with internal dlams of 15mm,

8mm, and 2mm, i_norder, and finally the analyzer, a thermal cond. cell connected

to an automatic recorder. Samples are brought on to the column by condensing them

in a llquld-alr trap through which the N can be passed. The compensating flowmeter
and the thermal cond. cell are described in detail. Activated C, carefully sized and

dried and 120 ° is used as the absorbent. A flow rate of 50-100 ml/mln appears to be

optimum. The method has been applied to the sepn. of various hydrocarbons, ethers,

ketones, alcs., and ester. Some data is presented.



378-51-141 05280

Phillips, G. J. Sci. Instrum. 28, 342-7 (51)

a,, Elec_ron|c _A,._I_^,J of D_ ....... u

Impurities in the Air

Impurity concentrations in clean dry air of one part in 10.7 by weight of polar

vapours or of one part in 104 by weight of non-polar vapours were measured in terms

of changes in surface potential of a prepared plate. Changes of potential of the order
of 10uV were measured using a vibrating condenser technique and a selective phase-

sensitive amplifier. The results suggest that while the adsorption is caused mainly by
electrostatic attraction between the dipole and its induced image, a small contribution

is also caused by van der Waals attractive forces. The possibilities of obtaining
selective adsorption, and some of the practical applications, are discussed briefly.

241-41-100 05290

900

Pickup, L.R. Gas Age 87, 60, 68, 94 (41)

Investigation and Elimination of Leakage

Original paper reviews methods discribed in exTsting literature.

845-60-800 05300

Pierre, J. Vide V15, No.87 210-19 (60)

Calibration Systems in Vacuum Technique

Analysis of vacuum systems leads to proposed methods whereby greater accuracy

in measurement of low pressures may be achieved by careful calibration of vacuum gages

and vacuum pumps.



845-60-800 05310

Pierre• J. Vide, V15 No. 88 313-23 (60)

Fluid Traps in Vacuum Technlque

Discussion of traps includes their purpose in secondary vacuum, conditions

for efficiency, and covers conical traps, helicoidal traps, rectangular traps, slmilarlty
of various deslgns• comblnations with molecular diffusion pumps, and pumping speed
reduction coefficient.

980-45-110 510

133 730

150

Piranl • M.

Neumann, R.

05320

Electronic Engng. 17 277-80 (44) Dec.

322-26 Jan. 367-71 Feb. 422-26 Mar (45)

High Vacuum Gauges

A general descrlptlon of gauges including a section on the principles of

vacuum measurement. For the quantltatlve measurement of low pressure one of the

following properties of the substance may be used; (1) weight, (2) ele_trlclty, (3)
heat conductlvlty (4) ionization (5) disordered or partially ordered molecular move-

ments of the gas. Typical of (1) is the McLeod gauge and the various models of

these are discussed in detail. Gauges based on elastlclty either measure the distor-

tion of a solid body under the pressure applied or they determine the tlme needed for
damping of oscillations of a vibrating fibre. Various types of such gauges are dis-

cussed. Under (3) come Pirani's hot wire gauge and the Cambridge mlcro-vacuum
gauge-lndlcator. Varlous types of ionization gauges are considered e.g. the Piranl

Gauge of Brown-Boverl and the Phillps gauge. Examples of (5) are Knudsen's gauge

and Langmulr and Dushman's molecular gauge.

561-41-800 05330

Pirson, S.J. Oil and Gas J. 39 21 and 32 (41)

Measure of Gas Leakage Applied to Oil Search

Method described differs from geochemlcal prospecting, it measures rate at

which gas escapes into the atmosphere. Time factor is introduced in measurements-

rate of pressure build up in shallow borehole of measured volume, is selectively

measured for each of significant gases leaking from accumulatlon of oli and gas sought.



602-41-800 05340

Pirson, _" .J. Petroleum Engr. V12 No.10 34,36,38 (41)

Geodynamlc Prospect|ng for Oil or Gas

Process desc_ibed purports to measure surface dynamism of hydrocarbons in

subsoil by determining, at surface of ground rate of gas leakage from subterranean
accumulations. It is predicted in fact that no rock, even though saturated with water,

is completely impermeable to gas under pressure. Theoretical considerations, method
of measurements.

241-38-160 05350

441

Pitzer, H.W. Gas Age 82, 23-4 (38)
Finding and Stopping Leaks

Mentions determining leakage rate, by metering and by measurement of

pressure; gas stethoscope, odorlzatlon.

980-59-800 05360

Plass, G.N. Aeronutronic Systems, Inc. Glendale, Calif. (59)

Useful Representations for Laboratory

Band Absorption Measurements.

Three different methods for the representation of laboratory data on band

absorption are discussed. Each method is valid over a considerable range of pressure

and amount of absorbing gas; together they accurately represent the absorption for
virtually all values of these variables by means of reasonably simple mathematical

expressions. Since these approximations have a valid theoretical basis, they can be

used to obtain reliable values of the absorption for pressures and amounts of absorbing
gas outside of the original experimental range. The three methods are;(1) strong

llne approximation; (2) weak line approximation; (3) non-lapplng approximation. Methods

(1) and (2) are valid regardless o(" whether or not the spectral lines overlap. Method
(3) is valid regardless of whether or not the absorption is weak or strong at the llne

centers. The regions of validity of each of these approximations are given for the
Elsasser and statistical models.



091-58-154 05370

Pokorny, A.G. Chem Prdmysl 642-3 (58)

Leakage Control of Pressure and Vacuum

Equlpment

For testing leakage of pressure equipment the followlng gases were suggested;

C02, HC1, S02, and NH 2. The leaking gas was detected by the following indicators;

for C02t HC1, and S02, a mixt. of 100g. 1% alc pheno.and 20g. trlethanolamlne.

For NH2, 100g. 1% alc. phenolphtahleln and 20g. trlethylenaglycol.

980-59-100 05380
133

Pollard, J. Reports on Progress in Physics V22 33-73 (59)

Progress in Vacuum Technology

Comprehensive review of advances in vacuum technology dur|ng last two

decades includes dlscusslon of mechanical pumps, vapor pumps and traps, and getter-

ing and ionization pumps; measurement of pumping speed and pressure are considered;

very 1-p techniques are surveyed and future trends suggested; brief review of leak de-
tection methods.

043-#5-100

Poole, R.

05390

Brit. 568, 236 (45)

Apparatus for Detecting Toxic or Other

Dangerous Gases

This apparatus is particularly adopted for the detection of CO.



801-45-800

Poole, R. U.S. 2,381,937 (45)

Liquid trap for Gas-Detectlng Apparatus

O54OO

371-48-100 05410
80O

Poole, R. J. Instn. Elec. Engrs. V95 Pt II 258-74 (48)

The Des|gn_ Testing and Calibration of
a Combustible- Gas Dectector

Research into different types of detecting filaments is dlscussedr particularly

platinum _ and paladium. The only p_tlcular detector discussed is a portable gas

detector of the indicating type employing the catalytic filaments cell and single gas

chamber. It is for measuring the amount of gas in the air and not for locating source.

It measures concentrations as low as 1//50 of 1% by volume.

366-46-154 05420

8OO

Porter, L.E J. Chem. Education 23, 402 (46)

Semlmlcro Detection of Thiocyanate and
Halide Ions.

Chemical reactions ;and procedures are given for the testing and detection
of thiocyanate and halide ions.



801-54-530 05430

Potter, T.W. U.S. 2,665, 257 (54)

Leak-Detector Composition for Gaseous Fluid
Conduits

A bubble-formlng compn,(|) is prepd.which is dissolved in water and intro-

duced into a gaseous fluid, e.g. propane or natural gas, under pressure to detect leaks.
Visible bubbles are formed at the point of leakage. In an examplet I contains Na

dodecylbenzenesulfonate 25--45, a mixt. of 35% dodecyl Na sulfate and 15% Na benzoate

or MgC02 20-40 defatted soybean flour 10-30 Na (carboxylnethyl) cellulose 1-9, and

Na2S02 5-15 parts. I (2oz) is dissolved in water and injected into a gaseous fluid conduit.

004-60-153 05440

Pratt, G.L.

Purnell, J.H.
Anal Chem 32, 1213 (60)

Sampling Valve for use in Gas Chromatographic

Analysis

A stainless steel sampling valve of small vol, which can be heated to 150 ° is

descrlbed. The valve is designed so that it can be operated in vacuo or with column
inlet pressures up to 150 Ib/sq in.

980-57-110 05450

Praxmarer, W. Nachrichtentechnlk V7 No. 2 61-5 (57)

Conslderatlons on a Thermal Conductlvlty
Vacuum Gauge

The operatlon of a thermal conductlvlty gauge conslstlng of a spherical nega-

tlve-temperature-coefficlent resistance element supported by thin wlres wlthln a glass

envelope is treated theoretically _nd the optimum c ondltlons for the constructlon of
such a gauge for the range of 10 -o to less than 10-°mm Hg are deduced. Numerical

values are obtained by uslng a particular element as example.



684-53-140 05460

Pressey, D.C. J. Sci. Instrum, 30, 20-4 (53)

Temperature-stable Capacitance Pressure
Gauges

A brief theoretical treatment is given of the effect of temperature changes
on capacitance pressure gauges. Its use in the design of a sensitive differential

pressure gauge of range 0-10 mm of water_ having a temperature coefficient of
capacitance of only- 100 p.p.m./°C is illustrated.

980-55-620 05470

Price, D.

Lalos, G.T.

U.S.Naval Ordinance Lab. White Oak Md.

Isentropic P-V-T data for Carbon Dioxide

and Nitrogen

Dynamic calibration of the NOL 100,000 psi adiabatic compressor requires
known isentropic P-V-T data for one or more gases. This report derives the necessary

isentropic data for carbon dioxide and nitrogen. For both gases, and adequate interpolation

procedure has been developed for the P-V isentropes. At low pressures (200 atm. and
below) an analytical method is used. For higher pressures, numerical interpolation of the
data tabulated in this report is used.

378-52-110 05480
150

Pritchard, F.W. J. Sci. Instrum. 29, 116-7 (52)

A Modified Thermal Conductivity Gas

Analyser for Measuring Methane in Air or
Carbon Dioxide

The use of convective instead of conductive heat transfer from the filament of

a gas analyser of the " thermal conductivity" type enables the instrument in some

clrcumstances_ to be made insensitive to a third gas component. The principle has been

applied to the measurement of methane in N-C02-0 mlxts. Examples of other possible
applications are the measurements of C02 in the presence of alr-methane_ alr-water
vapour or alr-hydrogen mlxts.



980-.47-800 05490

Probst, V. Belg. 475,762 (47)

Detector for Combustible Gases

The devlce consists of a heating element whlch heats a member whlch is de-

formed by the increased temp. and which is integral wlth a small plate of a substance
which catalyzes an exothermlc reaction of combustible gases. The heat so produced
increases the deformation of a deformable member which actuates an indicator.

980-44-121 05500

Rabldeau, S.W.

Work, G.W.

Thomas, F.S.

U.S. Naval Research Lab. (44)

Submarine Hydrogen Detectors

I. Indicators, Gas-Tests 2, Submarlnes-Hydrogen: Detection.
(Hydrogen detector) 4. NRL P-2314.

3. Mark I

684-42-133 05510

Rainwater, J. Rev. Scl Instrum 13, 18-22 (42)

A Stabilized Ionlzation Gage Circuit with
Vacuum-Tube Voltmeter

A ionization gage to work from the 10-v. power line is described.High sta-
bility is achieved by controlling the gage filament current with a vacuum-tube-

operated variable reactance, and the plate and grid voltages with voltage regulator
tubes. These regulator tubes also serve to control the voltage to an amplifier tube.

The amplifier tube permits the use of a rugged 0-1m.a. ammeter to measure ionization

current instead of the conventional mlcroammeter. Provlslon is made for out-gasslng
the gage by simply throwing a switch. Provision also made for switching out the

stabilizer circuit when it is desired to hunt for leaks by permitting such gases as ether

to leak into the system and raise the gage filament activation.



045-55-131 05515

Ramienski, B.
Kulowik, J.

Bull. Acad. Polon. Sci. Classe III 3, 401 (55)

The Adsorption Microelectrode as an Indicator

of Halogens in the Atmosphere

A mlcro_lectrode was constructed which could detect halogen concentrations
as low as 7 x 10-"%.

374-47-154 05520

Rand McNalley, J. J. Optical Society of Am. V37 93-8 (47)

Spectroscopic Quantitative Analysis

Investigations aimed at developing methods of spectrographic quantitative
analysis of the halogens and non metals have been carried out, with emphasTis on

analysis for f|ourine. The relative sensitivities of floufine spectrum lines in the vacuum

ultraviolet region and in the visible region were studied.

684-62-112 05530

Rasmussen, R.A. Rev. Scl. Instrum. 32, No.1 38-42 (62)

Application of Thermistors to Measurements

in Moving Fluids

Quantitative considerations of the effect of fluid motion on the cooling of

self-heated thermistors are essential to their efficient application in many instruments.

The investigations reported here were undertaken for the purpose of ascertaining these
effects and obtaining useful expressions with which to describe them. Expressions for

the time constant sensitivity an_.l dissipation factor are derived, and their significance

is demonstrated in qualitative considerations of pratical instrumentation problems.



980-47- 154 05540

Reali, A. t l, 424, 581(47)

Process and Apparatus for the Crystallization
of Extremely Small Crystals from Salt Solutions

The difficulties encountered in sepg. tiniest crystals from the mother liquor
are overcome by very rapid cooling and violent agitation of the satd. salt soln in a

crystallizer consisting of 1 or several vertical crystn, tubes into which a cold gas or a

mixt of cold gases (air) is blown. The lower ends of the tubes are joined to a cyclbne

separator open at both ends. The pasty crystal mass sepd. at the bottom of the cyclone
is collected in a tub, while the cooling gas is sucked into the chimney.

364-53-151 05550

Redhead, P.A.

Crowel I, C.R.
J. Appl. Phys. 24, 331-7 (53)

Analysis of the Linear Radiofrequency Mass
Spectrometer

The linear radlo-frequency mass spectrometer described is analyzed for small

signal operation. The results are obtained in a closed form for any entrance phase
where previously only a graphical solution for an optimized entrance phase was obtained.

Expressions for resolving power and current efficiency are derived for both sine-wave

and square-wave operation. It is shown that, although high resolving power may be
more readily obtained with square-wave operation, the product of resolving power and

efficiency is approx, the same for sine or square waves. Loss of resolving power caused

by the thermal energies of the ions is shown to be less troublesome with square-wave
operation.

980-52-114
130
151

Reimann, L.

05560

Chapman and Hall, London (52) Dept of

Physics. U. of Queensland in Eng.

Vacuum Technique

Many leak detecting schemes are rnentroned. Some of these are: Painting

with gases; thermlonic method; Alphatron gauge; compressed air; hydrogen gauge; mass
spectrometer; Philips vacuum-meter; positive ion detector; test-coll tester. No details

are given and the material will not be of much interest for that reason to the problem
of open pipe leak detecting.



980-40-110 05570

Rein, H. Schr. dtsch. Akad. Luft f-Forsch II (40)

On Oxygen Detcrm.natloil by PhysicalMeans

For determiningthe O contents in the atmospherein the cabin of high-flying
aircraft or submergedsubmarines,a new methodhasbeendeveloped, making useof the
changeof heat conductivity of a paramagneticgassubjectedto a magnetic field. Two
Pt-lr wires of 0.0 lmm dia. and 3 cm. length enclosed in cells are heated by a current

and their resistances are compared by a Wheatstone bridge. Both heating wires lie in

the flow of the gas to be tested. If one of the cells is magnetized the heat conductivity
is reduced and the galvanometer shows the change of resistance. It "is calibrated

accordlng to the O cone, and the accuracy is claimed to be 0.01%.

008-51-151 05580

Reinders, M.E.

Schutten, J.

Kistemaker, J o

Appl. Sci. Res. B2 No.1 66-70 (51)

Leak Detection with a Mass Spectrometer

Using Hydrogen Gas.

The use of hydrogen gas as a test gas in leak detection with a leak-detecting

mass spectrometer is discussed.. The sensitivity of our instrument is found to be one part

of hydrogen gas in 104 parts of air, this being five times less than for helium.

081-53-133 05590

510

Reis, T. Cahiers de Phys. No.46 59-62 (53)

Note Concerning the Detection of Leaks

by Means of a Pirani Gauge

The use of a Pirani gauge as a manometer for evacuated systems is based on

the change in temperature of a heated metal filament, which varies with the pressure and

the thermal conductivity of the surrounding gas. The gauge can be calibrated, /For a

given gas, by int['oducing the gas into the system through an artificial leak. Hydrogen,
owing to its high thermal conductivity, was found to be most suitable. Details of

apparatus, calibration and two examples of leak detection at different pressures, are
given.



612-53-180 05595

Rentore• P.H. Power,97, 149 (53)

FindingCondenserAir Leaksby EasyMethod

Carbon Tet. is sprayed on joint to be tested. Detector in the form of a small

burner arranged to pull primary combustion alr through tube. The tube is placed in
air-exhaust llne and if there is a leak, the burner burns bright green. Prest--o-Lite
Halide Detector.

763--45-900 05600

Rentschler, H.C.

Henry, D.E.
Trans. Electrochem. Soc. (45)

Lowering of the Photo--Elect(ic Woi'k Funq:t[gn

of Zircohlum,Titanium, Thorium and Similar

Metals by Dissolved Gases

Describes experiments which show a photo--electric threshold shift towards

the longer wavelength due to the interaction of 09, N2, of H9 with Zr, Ti, etc. The

results indicate that the lowering of the photoele_'tric ?york function is caused by the
formation of a solid solution of the gas in the metal.

980-44-151 05610

Reutersward, C. Arklv. Mat. Astrom Fysil 30A No. 7 (44)

A New Mass Spectrograph

A preliminary notice of a mass spectrograph in which the ion beam falls

obliquely on the resolving magnetic field. The entire spectrum from H to U can be

obtained in three exposures. The theoretical resolving power of 4400 was reached
in preliminary expts.



684-56-151 05620

Reynolds,J.H. Rev. Scl. lnstrum. V27 No 11 928-34 (56)

High Sensltivity Mass Spectrometer For
Noble Gas Analysis

A hlgh-sensltivity mass spectrometer is described in detail. Ultra-high

vacuum techniques have been used throughout so that small rare gas samples can be
closed off within the spectrometer envelope and analysed statically. This procedure

is of considerable advantage in analysing argon and lighter rar_ases. The
background spectrum when the spectrometer pressure is 5 x 10_' mm Hg. is
described. Sensitivity data are presented. The detectability of the instrument for

Xenon a_oms (any _sotope) is 0.5 x 106 a_om._; for A 36 _he detectability is
14 x 10v atoms.

762-48-140 05630

Richardson, R.D. Trans. Amer. Soc. Mech. Engrs. 70, 211-16 (48)

Continuous Determination of Oxygen
Consentration Based on the Magnetic

Properties of Gases

Almost every process dealing with heat and gas reaction can be improved by

the knowledge or detection of oxygen at some point _n the cycle. In consequence a

new instrument named "Magno-therm" has been developed for the continuous analysis
of industrial gases for oxygen concentration, whlch should prove to be of universal

application. It operates by the change in paramagnetism of oxygen wifl_ temperature,

and therefore its readings are not d_sturbed by any extraneous gases except some of the

oxides of nitrogen. The theoretical bas_s for this analyser is d_scussed, and a
description given of the operating character_stlcs whereby the electrical impulse is picked

up directly and measured on a recording bridge, a response of about 3mV for 1% O

being obtained. The instrument contains no chemicals or mixing orifices and is free
of moving mechanical parts.



684-51--800 05640

Riddlford, L.
Coe, R.F.

J. Scl. Instrum. 28, 352-3 (51)

Leaks in Vacuum Liquld-Air Traps

Stainless steel llquld-alr traps show leakages which are due to minute holes

and not to refrigeration stress. The allowable leak-rate in these traps is of the order

of 1% of the leak-rate in the rest of the vacuum equipment.

684-41-133

Ridenour, L.N.

O565O

Rev. Scl. Instrum. 12, 134-6 (41)

Magic Eye Ionlzatlon Gauge

043-38-154 05660

Ringrose, H.T. Brit. 494,882 (38)

Devices for Detecting Poslonous Gases, etc.

in the Atmosphere

These comprise a combustion chamber in which the air is subjected to heat by
an elec. filament or a spirit lamp and a test chamber in which the products of com-
bustion act on a test paper or llke indicator. A paper treated with starch, KI and

KI02 is capable of indicating the presence of all gases that yield C1 or S02 as com-
bustion products.

684-46-133 05670
510

Rittner, E.S. Rev. Scl. lnstrum 17, 113-4 (46)

A P|ranl Gauge for Use at Pressures up to
15 ram.



• 801-51-800 05680

Rivers,HI.M. U.S. 2,549,388 (51)

Apparatusfor Determ!n.tngthe Gas and So!TdsConcentration ,n Steam.

980-41-620

Roberts,J.K. Phys. Soc.7,303-28 (41)

Interactionsof Gaseswith Metals and Crystalline Solids.

05690

377-60-800

Roberts,M.W.

High - VacuumTechniques

O57OO

J. Roy. Inst. Chem. 84, 275-82 (60)

684-57-151 05710

Robinson, C.F. Rev. Sci. Instrum 28, 777 (57)

Second-Order Abberations in a Modified Mattauch-Type Mass Spectrometer.

A



684-58-I 51 05720

Robinson, C.F. Rev. Scl. Instrum. 29,622-4 (58)

Mass Spectrometer Image Displacements Due to
2nd Order Aberrations

The article is concerned entirely with a mathematical model or description of

2nd order aberrations. The discussion assumes a double-focusing resolving system and
defines various f_nctlons in terms of this system; the optic axis being defined, for ex-

ample, as a power serles involving parameters of displacement from the main ion beam.

Dispersion surfaces are discussed after Mattauch. This Mattauch resolving system in-
volves the various parameters in terms of the energy at various positions from, say,

the ion slit to the beam end. Attempts are made to discuss the center of gravity of the
ion beam itself corresponding to an intrinsic error in the mass measurement. This ma-

terial could find use when a system of leak detection is establlshedp _

247-46-I 13 05730

Robinson, H.

Flanagan, M.C.
Gen. Elect. Rev. 49, 42-4 (46)

Thermocouple Vacuum Gage

Utilizes variation of thermal conductivity of gas with pressure at low tempera-

tures. A standard heating current is passed through a wire in the gas, and the equill-
brlum temperature of the wire measured by a thermocouple, connected mechanically

but not electrically to the wire. The higher the pressure, the higher the conductlvlty
of the gas and the lower the thermocouple reading. The instrument covers the range

0-200 microns, is direct-reading and may be used to give remote indications. By com-

parison of readings with those of a McLeod gauge, the partial pressure of condensible
gases may be estimated.



841-60-620 05740

Robinson, N. W. Vacuum V10 No I-2 75-80 (60)

Action of Mo, W, Ta, and Mi on Residual

Gases in Vacuum System

Metal-residual gas interactions in vacuum system studies by flash filament

and mass spectrographic techniques; main reaction involves CO and Mo and Ta; it
was found that residual CO is decreased below, and increased above critical flash

temperatures; effect of sputtered and evaporated metal films on glass also discussed.

004-52-154 05750
220

Rockland, L.B.

Lieberman, J.

Dunn, M.S.

Anal Chem. 24, 778-82 (52)

Automatic Determination of Radioactivity

on Filter Paper Chromatograms

An automatic sample changer was developed to permit the rapid survey and

accurate counting of filter paper chromatograms with the aid of two types of recording

counters and other standard apparatus for the determination of radioactivity . Examples

are given of radioactive counts made of glyclne-2-C14 spotted at five concentrations
on Whatman No. 1 filter paper and of a typical phenol-developed test tube chromatogram

of glycine-2-C14 spotted at the origin was 85 i 6 %. The R value (0.48) of a

chromatogram stained with ninhydrin coincided with that estimated from the peak of
the radioactive curve. This apparatus may be employed to measure radioactivity of

compounds containing higher energy, as well as carbon, radioisotopes on one-or two-
dimensional chromatograms.



443-51-14.3 05760

Romand,J.
Schwetzoff, V.

Vodar, B.

Le Vide 6, 1046-51 (51)

Application of Optical Absorption in the Far
Ultraviolet to Leak Detection in Vacuum

Apparatus and to the Measurement of Low
Pressures

An apparatus measuring absorption in the Schumann region (1850 to 1200 A)

is illustrated and described. The use of the equipment in measuring air pressures
down to 5 x 10-4ram Hg and leaks, using benzene as a tracer, of 5 x 10.-9 I,ter/sec

is reported.

980-51-143 05770

Romand • J.

Schwetzoff, V.
Vodar, B.

Congr. Groupement Avance, methodes anal
spectrograph, prodults met 14, 201-19 (51)

Possibilities for the Utilization of Schumann

Ultraviolet Absorption Spectra for the Detec-

tion and Determination of Gases, Applica-
tion to the Detection of Leaks, in Vacuum

Apparatus and the Measurement of Low
Pressures

Optical absorption in the region 2000-1250A provides a means of measuring

rapidly and precisely the density of air in a wind tunnel since 0 absorbs strongly around
1450A. The method does not depend on the rate of gas flow and can provide a measure

of the mean pressure perpendicular to the air streams without perturbing them. The

strong absorption of benzene at 1790A can be used to search for leaks. The photomultl-

pller used has a Pt cathode for which the threshold is about 2000A. The app. consists

of a H lamp with a fluorite window, and the receiver, whose window is blown from

quartz of high purity. The source and receiver are connected by a brass tube to which

are attached the pumplng station and the object to be tested. The amplifier used has
a gain of 2 x 10c_and max. deflection of the mlcroammeter occurs for 50 mlcroamperes.

The measurable pressure range is varied by changing the length of brass tube. For the
limits 0-400 mlcroamperes the respective pressure limits are 76 - 5 x 10-5cm Hg. It

is calcd, that the smallest detectable leak would correszoond to a current variation of
4 mlcroamperes and show a pressure increase of 4 x 10-Umm Hg/sec in a one-llter
vessel.



375-51-143 05780

Romand, J.

Schwetzoff, V.

Vodar, B.

J. Phys. Radium 12, 633-4 (51)

Some Considerations on the Detection of

Gases and the Measurement of Their Pressure

by Light Absorption in the Far Ultraviolet

The method is described and examples of its practical applications given, e.g.

detection of leaks in apparatus and measurement of low pressures.

980-46-148 05790
800

Romankov, P.G.

Grigor_ V.A.

Trudy Leningrad Tekhnol Inst. im
Leningradskogo Soveta No. 12 175-83 (46)

A New Type of Automatic Device for Signaling
the Presence of Gases in Air

Air is passed through a pyrolysis chamber and then around a transparent

" indicating film". Light passes through this film to a phOtocell; changes in the

photocell reading actuate a singaling device and controls. The device responds within
2 min. to 0.004 mg/1 of Br and within 15-30 sec to 5-80 mg/1 of Et C1.

090-59-148 05800

Rosik, L.

Villm, O.

Chem Listy 53, 757-71 (59)

Simple Photoelectric Apparatus for

Measurement of Light Scatterlng.

A simple and low cost appl. is described with efficient intensity compensation

of the Hg arc. The operation and reproducibility of the app. was verified by the particle

size detn. of a series of monodesperse latexes.



980-57-151 05810

Ross, Go N. Brit. Chem Engr. 2, 614-19 (57)

Mass Spectrometer

The mass spectrometer is compared with other gas analysis techniques such

as vapour phase gas chromatgraphy, infrared spectrometer ultra violet spect, and low

temp distillation equipment. The m.s. has a full range but CO and N 2 are r_ot determined
independently .The author contends that gas chromatography may supplant the m.s .

The main reason is that the human skill required for V.P.G. analysis is much less than

that required for m.s. Five or six runs are necessary for complete analysis of the most

complex sample. V.P.C. is poor for impurity detection in routine samples. Operator
manipulation time high compared with m.s. greater chance for human error. Some of

the above facts seem to indicate that vapor phase chromatography might be more UsefuH

on easier to utilize than a cumbersome mass spectrometer for leakage detection in some

manner. Perhaps an instrument utilizing V.P.C. could be constructed small enough and
quantitative enough for use.

527-47-800 05820

Rostagni, A.
Filosofo, I.

Nuovo, Cim. 74-84 (47)

Compensating Radiometric Vacuum Meter

The behaviour with different gases is here reported, and curves are given.
A pressure of maximum sensitivity exists for each gas, which approx, infinity the mean

free path at N.T.P. in the gas. At low pressures all the gases behave similart)_, small

differences being due to accommodation coefficients and adsorption of the molecules on
the wal Is.



685-43-800 05830

Rostagnl, A. Ric. Scl. 14,416-21 (43)

Universal Vacuum-Meter

Various types of vacuum - meters are discussed. An instrument is described
and illustrated, using a suspended AI foil whose deflection opposite a heated AI

plate may be gravlty-compensated by tilting the tube in which the foll is suspended
about a conical connection to the vacuum chamber. The instrument is reliable at

pressures from a few torr. to 10-.7 torr.

980-46-800 05840

Rostagnl, A.
Bassl, P.

Atti Accad Naz Lincei i, 960-4 (46)
F i lament Radiometric Vacuum-Meter

A glass fibre ofdlameter 1to 10-_mm is used in place of the AI foil. The

arrangement is illustrated. Curves showing the variation of angle of inclination of the

tube with pressure over the range 10-3 to 50 torr for various currents in the heated

plate and For various thicknesses of fibre are given. The behaviour in air and H is
discussed.

323-55-900 05850

Roth fus, R.R.
Morrad, C°C.

Ind. Eng. Chem V47 1144-9 (55)

Turbulent Velocities For Tubes, Etc.

This is an article on the correlation of turbulent velocities for tubes and

parallel plates.



997-59-620 05855

Devlenne, F.M.

Roustan, A.F.
Contract AF 61 (514) 1!26

Use of the Revolving Arm Method for the

Determination of the Stagnation Temperature
in an ionized Gas.

The use of the revolving arm method with regard to the determination of

phenomena which occur during the displacement of a body in an ionized atmosphere
is described. By means of this method it is possible to carry out measurements on

ionized gases which have a relatively strong ionic predominance. Measurements can

be made of the state of ionization of the gas and the influence of the displacement

velocity of a body on the recombination rate of the ions on the surface of the moving
body.

980-39-510 05860

Rudolph, G. Zelts f Physik 111, 7-8 535-35 (39)

Differential Manometer for Very Small
Pressure Differences

A differential manometer is described which depends upon the change in

resistance of a wire with the pressure of the gas in which it is placed.

082-57-_33

_53

Ryce, S.A.

Bryce, W. A.

05870

Can J. Chem. 35, !293-7 (57)

Jonizatlon Gage Detector for Gas

Chromatography

An ionization gage has been modified to serve as a detector for gas
chromatography. A small fraction6f the efficient gas from the column is diverted

into the gage through an adjustable leak. The gage is operated under conditions
such that ionization of the eluted compd, only occurs and not of the He carrier.

The ion current is amplified and displayed on a pen recorder. The gage combinir_g
very high sensitivity and rapid response wffh almost complete independence of

changes in flow rate pressure or temp.



524-57-!33
!53

05880

Ryce, S.A.
Bryce, W.A.
Szekely, G.
Feyes, P.

Nature, _79541 (57)

Ionlzatlon Gage Detector for Gas
Chromatography

Developmentof a hlgh-sensltivlty ionlzatlon gage detector for gas
chromatography, whlch makes use of the fact that the ionization potentlal of the

He carrler gas is very much greater than that of most other volatile substances,

is reported. Assocd. wlth the gage is an adjustable metal leak which permlts a

portion of the carrier gas stream from the column to flow through the gage

components of a R.C.A. 1949 ionization gage with a modified envelope. A
sensltlvlty of at least 200 tlmes that of a thermlstor type thermal cond. cell is
claimed.

609-55-158 05890

Sakamoto, M.

Kobayashi, S.

IshiTl, S.

Phys. Rev. 98, No.2 552-3 (55)

Effect of Oxygen Gas on the Photo-

Conductivity of BaO

The peak photoconductivity response of a BaO cathode coating for hv- 3.7eV
decreases rapidly with introduction of oxygen into the vacuum system and suggests this

response is due to surface states.

980-60-800 05900

Saksena, G.D.

Wiggins, T.A.
Rank, D.H.

Skorinko, G.

Birtley, W.B.

Spectroscopy Lab. Penn State U.

Technical Report ( 58-60 )

(58-60)

Seven papers glven on different items under spectroscopy e.g. %-meter

vacuum spectrometer, vibratlon-rotatlon spectra of HCN, pressure shifting of spectrum
lines and preclslon measurements of the wavelengths of infrared absorption lines.



165-56-620 05910

Salceanu, C.

Bojin, S.
C. R. Acad. Scl. V243 No. 3 237-9 (56)

The Thermal Conductivity of Gases

and Vapours

A hot-wlre method is used and is briefly described. The results are

obtained relatively to that for H 2 and figures are given for carbon dioxide, air,
and an oxygen-hydrogen mixture. Wires of Cu, Ag, Ni, and Fe have been used,

the diameter ranging from 0.05-0.2mm. Plots of results at different temperatures

meet at a point on the negative side of the axis. This intercept is considered to be

due to heat losses from the ends of the wire and depends on the history of the

wire as well as on its conduct_vlty.

980-45-800 05920

Samuel, A.J. Tenn. Eastman Corp. Oak Ridge, Tenn. (45)

Vacuum Probe, Standard Leaks and Needle
Valve for use with the Helium Leak Detector

Part 1 of this report deals with the development and use of a vacuum
probe for leak hunting with the He leak detector. Part 11 describes two types of

standard leaks, one adjustable, the other fixed, which were designed for measuring

the sensitivity of the He leak detector by the two leak method. Both types have been
proved satisfactory in laboratory and plant tests. Part 111 deals with the development

of a needle valve with fine adjustment for controlling the flow of a standard mJxtu_'e

of He and air into the leak detector for a sensitivity check by the single leak method.
Part 1V describes a worm and gear adjustment developed for use with the 3/8"

Kerotest angle valve to facilitate throttling of the He leak detector on a vacuum header
equipped with this valve.



980-60-800 05930

Sanders,A. Do General Electric Co. Owensboro, Ky. (60)

Air Force Inllne ExhaustMachine Ptl

The design, development, and application of the receiving tube inllne exhaust

machine is described under the following major groups; (1) a general description of

the equipment and an operating instruction book; (2) a report on preliminary design
work and development of the vacuum equipment and a prototype machine; (3) a report

on system performance evaluation tests performed during five consecutive days of oper-
ation; and (4) a detailed description of process experiments performed on both the

prototype equipment and the machine, together with llfe test results, for receiving

tube type 5654.

980-61-800 05940

Sanders, A.D. General Electric Co., Owensboro, Ky. (61)

Air Force Inline Exhaust Machine Pill

Modifications in the receiving tube inline exhaust machine are described.

Changes were made in the pre-heat and tip-off unit, the leak detection system, the in-

duction heaters, and the ovens, to obtain significant improvements in the performance
of the machine. Life test experiments on the 6005 indicated that the outgassing charac-

teristics of this tube impose a basic limitation of the residual gas level that may be at-

tained by any practical process schedule. The degree of outgasslng attainable within

the present operating limits of the machine ,s controlled primarily by the complex de-
sorptlon characteristics ot the tube structure acting in combination with pumping re-

strictions due to the tubulatlon and micas. Varlatlons in process parameter levels over

a broad range seemed to have very Ifftle effect on the total amount of gas evolved.
The life tests on the 6005 tubes indicated some improvements due to the inllne exhaust

process but the results were not as encouraging as had been expected. Description

and tests on tube type 5902 is included.



524-54-132

8OO
05950

Sasakl, N.

Onchi, M.
Nature 174, 84-5 (54)

Effect of Vapours of Halogen Compounds on
the Emission of Positive Ions from Pt.

Experiments on the Rice effect (44) are described. These lead the authors

to suggest that the Rice effect may be due to the production of some new species of

p0sfflve ions in some way by a surface reaction between 02 and vapours of halogen
compounds which seem to be related to the presence of all'all ions.

095-56-900 05960

Saville, B. Chem and Industry 660 (56)

Novel Analytical Applications of Reactions

Depending Upon the Positive Halogen

Character in Alkane Sulfonel Halides

: This article is about chemical reactlon observed in the laboratory by adding
chemicals together. Colors of solutions are observed and thiolgen is detected in the
solutions with a Spekker absorptiometer by reference to a calibration curve.

524-56-111 05970

Saxena, S.C. Nature V178, 1462 (56)

Thermal Conduction and Gas Analysis

The well known hot-wire method devised by Daynes and Shakespeare has
notbeen applied in a manner free from objection. A procedure is outlined which aims

to eliminate or make easily calculable the following corrections: wall effect - calcu-

lated to be small or negligible according to the gas; convection-eliminated by cell
design; radial flow; - the only factor requiring calibration; radiation - a fixed correc-

tion; temperature drop - negligible in the pressure range 6-20 cm Hg.



980-57-153

Schay, G.

05980

H_nl_ueh Hsueh Pao 23, 421-7 or

427-37 (57)

Determination of Adsorption Isotherms of

Gases by Frontal Chromatography

A new method is used to def. the adsorption isotherms of gases and gas mixts.
The basis of the method lles in the measurement and comparison of the rates at which

the various gases enter and leave the adsorption system.

103-39-133 05990

510

Scherer, M. Comptes Rendus 208, 426-7 (39)

Pirani Gauge

Difficulties are indicated in the use of the Piranl gauge for sensitive work.

By maklng various modifications in the apparatus its sensitivity is considerably in-

crease!_, and a deflection of the spot of light of 10mm for a variation in air pressure
of 10-'ram is obtained.

323-53-610 06000

Schlinger, W.G.

Sage, B.H.

Ind_ Eng. Chem. 45, 657-61 (53)

Material Transfer in Turbulent Gas Streams

Data on turbulent mixing in a tube of natural gas and alr as a function of the

radial distance from its axis are correlated by a theoretical relation between the hole

fraction of natural gas and the function E(d,r)y/U where E(d,r) is eddy dlffusivlty re-

ferred to the radial direction, y the axial distance, and U the gross velocity.



962-56-110
133

5]O

06010

Z° angew Phys. V8 No° 5 216-7 (56)

Schlit, H. A Thermoelectric Vacuum Gauge

Range 10 -2 to Jmm Hg. The construction is described in a calibration curve,

alongside that of a piranl gauge, is given. The cold junction is in good thermal con-

tact with the glass envelope of the gauge and the hot junction lies inside a heating

coll wound on a glass capillary tube. The e.rn.f, is approximately 1 mV at atmos-

pheric pressure and 12 mV in vacuo for a heating current of 5 mA.

004-60- 110

153
Schmauch, L.J.
Dinersteln, R.A.

06020

Anal. Chem. 32, 343-52 (60)

Response of Thermal-Conductivity Cells in

Gas Chromatography

To understand better the performance of thermal-cond, cells as detectors in

gas chromatography, theoretical and exptl, studies were made of the response of cells

to changes in gas compn, and operating temps. An equation for response was derived
for cells in which most of the heat is conducted through the gas. Response was con-

sidered as the product of 2 factors; a cell factor, which depends on the operating

conditions including elec. parameters of the cell and bridge; the other, a thermal-

cond. factor, which depends on the difference in cond. of the carrier gas and the gas

mixt. passing through the cell when a component is eluted. Expt. results show that
when there is a large difference in cond. as in the case of org. components in He

carrier gas, response is approx, linear and o_ly,, a single calibration factor is required

for quanto analysis at a given operating temp. When the difference is small, as in

the case of org.components in N, or H in He response is less linear, and calibrations

covering the concn, range are necessary. This paper is an elaborate theoretical
treatment of the subject matter including derivations of equations for detector re-

sponse and a study of the factor effects on the over-all responses.



980-56- 153 06030

Schols, J .A.

Diikstra, G.

Revue. Trav Chim. V75 965-76 (56)

Multiple Gas Chromatographic Apparatus for

Use at Temp_rcstures up to 250 °

Four electrlcally heated stainless steel columns, each with a Pt wlre thermal

cond. detector are comblned in a single apparatus provided with a four part strlp-

chart recorder. Paraffin oli, paraffin wax, polythene, and sillcone oils were found

to have components volatile at 200 °. Constructlonal details are glven.

617-48-151

Schor, H.

06040

Product Englneerlng V19 No. 1 81 (48)

Peacetime Benefits from Milltary Research

Deals wlth a mass spectrometer with a helium probe.

980-58- 153 06050

Schuhkuecht, W. Arch. Eisenhuttenw 29, 101-6 (58)

Gas Chromatographk Analysis

Chromatographic gas analysis is ba_ed on the selective adsorption and de-

sorptlon of gases an solld adsorption agenls, or on theh" different soly, in liquids.
Three different methods have been developed; the frontal analysls, in whlch the

chromatographic column'is oversat'd.with the .qc_smixt. to be examcl, the displacement

analysis in which only a small amt of the gas mlxt. is adsorbed on the filling of the
column and the constltuents are then dls._olw_d by means of an auxiliary gas with high

adsorption affinity to the filllng, and the now predomlnantly applied elutlon method

in which the gaseous or vaporous sample iS sent with a carrler gas of low adsorption
affinity through a chromatographic column. After a detailed descrlptlon of the 3

methods and the app. used several practic,J _mples from foundry, coklng, and metal-

lurgical processes are glven. The carri,;, _jcJsesfor the samples are mostly He, A or N.

As the detection sensltlvlty for a given subsl_:lnce depends t under specified testing
canditlons_ on the difference between it_ h_;cJt could, and that of the carrier gas.



166-43- 900 06060

Schulze, W. Electrotechm Maschinenbeu61, 593 (43)

Technical Question of Vacuumin the Field of
Current Rectification Technique

Methodsof producing a high vacuum and calculation of the relationships be-
tween the pumping power and the resistance to flow in lines at low and high pressures

are briefly discussed. Another method of detecting for leaks consists in filling the

vessel with NH 3 under high pressure and then wrapping it in a cloth impregnated with

a colorless Hg c-ompd, which becomes discolored upon contact with NH 3.

096-58- 800 06070

Schumacher, E. Chimla 12, 245-6 (58)

Simple Sensitive Device for Leak Testing of

Vacuum Apparatus

A description is given of an app. for leak testing in which the Pd membrane

of the Nelson leak tester is replaced by a liquld-H trap. The sensitivity of this app.
closely approaches that of the more expensive He leak detector.

004-59- 153 06080

Schmauch, L.J. Anal. Chem. 31, 225-30 (59)

Response Time and Flow Sensitivity of De-

tectors for Gas Chromatography

Procedure, equipment, and equations for evaluating gas chromatographic

detectors through measurements of flow or pressure sensitivity and response time are

described. It is concluded that response time influences peak height and affects

band broadening and symmetry. Band asymmetry can be produced by diffuslon-type
detectors. Adequate representation of band shape is obtained where the v/c ratio

is 0.2 or less. For sharp bands appearing early in a chromatogram where a is 5 sec.

the response there should be about 1 sec. Faster responses will not improve detection
unless the speed of assocd, equipment is also improved.



684-.60-610 06090

Schwarz, H. Rev. Scl. Instrum.V31 No. 4 433-8 (60)

Forced Per|odlc Changes of Kinetic Energy of
Gas Molecules as Means of Vacuum Measu_rmnt

Method of measurement utillzlng fact that gas molecules in container under

pressure may impinge on solld surface, temperature of which can be made to change
periodically; frequency of this change is made equal to mechanical resonant frequency
of membrane held at constant low temperature; membrane will vibrate up to large am-

plitudes when hit by gas molecules coming from perlodically heated surfaces; amplitude

is measure of gas pressure.

008-47- 142 06100

Schwarz, N. Appl. Scl. Res. A1 No. 1 47-54 (47)

Analysis of Gas Mixtures Containing a Para-

Electric Component

A method of gas analysis is descrlbed whlch makes use of the influence of an
electric field on the heat transfer from a wire. The method, which is especlally suit-

ed for the determination of the NH 3 content in mixtures wlth air and, under certain

limitation, with H2 and N 2, is fully automatic and continuous and can be made self-

registering. A possible application to the measurement of humidity is briefly touched

upon.

845-59-900 06110

Schweltzer, J. Vide V 14 No. 82 165-82 (59)

Reflexlons sur I' ultra-vlde

Ultrahigh vacuum; need for large equipment capable of operation below 10-Smm

Hg leads to considerations of production of complex mechanical unlts; survey indicates
preponderant influence of surface phenomena as Iimltlng factor in particular case of gas

influx and evolution; maintalnlng pumping speed at very low pressures subordinated to

vacuum llmlt of pumps; Knudsen equatlon expresslng conductance of duct is required to

account for influence of sticking time of adsorbed particles.



980-44- 800 06120

Schuler, W.

Meier, R.
Helv. Physiol Pharmacol Acta 2, C10-11 (44)

A New Vessel for the Manometric Determina-

tion of Two Gases by the Warburg Paired-Flask
Method

A new type of flask with several compartments for use in the Warburg app.
is shown.

004-57-132 06125

Schultz, H.A. Anal. Chem. 29, 1840-2 (57)

Measurement of Concerntrations of Gaseous

Halide Tracers in Air by Positive Ion Emission
Techniques

Freon 12 is a promising tracer for atmospheric diffusion studies. It is an

odorless colorless gas, noncorrosive and nontoxic in the concentrations that are re-

quired. This gas can be measured in air in concentrations as low as O. 1 ppm. by

special techniques involving the use of a modified version of a halogen leak detector

available commercially, The feasibility of this approach has been demonstrated by
field tests illustrated herein and described more fully elsewhere. Current studies on

the mechanism of operation are briefly outlined.



684-39- 133

510

Scott_ E.J.

06130

Rev. Scl. Instrum. 10, 349-50 (39)

Automatic Piranl Vacuum Gauge

Describes an instrument consisting essentially of a Pirani gauge and a

vacuum-tube ohmmeter and which indicates the pressure automatically on a calibrated

galvanometer scale. Since the resistance of a fine wire in a partially evacuated
system is a functlon of the pressure_ the measurement of this resistance is therefore a
measure of the pressure. In the present instrument the resistance is measured by feed-

ing the voltage drop across it onto the grid of a triode tube. As the resistance
varies in accordance with changes in the pressure of the gas, the voltage-dro r across
the resistance_ and hence on the grid of the tube, will also vary. This allows the

pressure to be read directly on the calibrated scale of a galvanometer contained in

the plate circuit.

485-58-153 06140

Scott, R.P.W. Mfg. Chemist. 29, 517-22 (58)

Recent Developments in Gas Chromatography

High-efficiency gas chromatography columns, capillary columns, hlgh-temp.

chromatography_ analysis of wlde-boiling range samples, large-scale preparative
columns, automatic gas-llquid chromatography equipment for plant contral_ and appll-

cation of gas-Iiquld chromatography to specific problems are discussed.

966-49-620 06150

Senftleben, H.
Gladlsch, H.

Z. Phys. 125, No. 7-10 629-52 (49)

Heat Transfer in Gases Between Coaxial

Cyllnders

In investigating the effect of electric fields on the heat transfer in .clases it was

found necessary to examlne the heat transport conditions between coaxial cylinder. For
R-r and small values of the Grashof number the Nusselt heat transfer functlons and the

position of the centre of gravlty and the temperature of the flow are obtalned for the
case of free flow. The tests were carrled out wlth a thin Pt wlre in the axis of a glass

tube filled wlth the gas under investlgatlon. The wlre is connected in a Wheatstone
bridge, the current for the measurement servlng as the heatlng current.



962-50-800 06160

Senftleben, H.
Gladlsch, H.

LZ. angew Phys 2 No. 5 204-5 (50)

Analysis of Gases by Electrostrlction Method

Describes a method of determining the composition of mixtures of gases, based

on the cooling effect of gas currents caused by electrostriction. The apparatus used is
suitable for both single measurements and continuous recording.

801-49- 153 06170

Shepherd, G.M. U.S. 2,487,077 (49)

Colorimetric Gas Detection

CO is detected in air by passage over Si02 gel impregnated with (NH4) 6
Mo7_024 - 4H20 and PdS04. The air must be dried before contact with the indicator.
The indicator maintains its sensitivity down to a temp. of -40 °. The CO can be detd.

with reproducibility of 2 p.p.m, by vol. The indicator' s color develops, on re-

action with CO, from clear canary yellow through a bright emerald green to a clear

blue-green, ending with a clear dark blue. The prepn, of silica gel, PdS0 4 soln.
molybdate soln. and the proper combination of these is described in detail.

996-56-220 06175

Sherman, H. N.Y.U. College of Eng. N.Y. (56)

Negative Ion Effects in Halogen Quenched

Geiger Counters

Using pulsed X-rays as a source of ionization, measurements of time lags

have been made in Geiger counters filled with the following gases, neon and chlorine,

neon, argon, and chlorine, argon and iodine; neon and iodine; and kryptlon and

iodine. The values of time lags observed range from 13 to 0.3 microseconds depending
upon the concentration of halogen gas in the counter and overvoltage. It is shown

that the delays cannot be due to negative ions, but are probably caused by the rela-

tively long time that it takes for the halogen molecules to de-excite the noble gas
metastables formed in the avalanche. Contract AF 18(600) 1460.



004-56- 154

Shiner, V. J.

Smith, M. L.

06176

Anal. Chem. 28, 2028 (56)

Rapid Argentlmetric Determlnatlon of Halldes

by Direct Potentlometrlc Titration.

684-52- 153 06180

Sibata, H.

Tuzl, Y.

Kumagal, H.

Rev. Scl. Instrum 23, 54-5 (52)

A New Circuit for Ionizatlon Vacuum Gauge

The object is to measure directly the ratio of ion current to electron current,

obviating the necessity for keeping the latter constant. The clrcult, in which two trlodes
are employed, saves maintenance, improves the speed of measurements and is highly
sensitive.

165-53-133 06190

Sibley, C .B.
Roehrlg, J.R.

Electronics 26, 176-7 (53)

Wide-Range Vacuum Gage

Covers range 10 -4 - 103,mm Hg in six linear ranges and in an extension of

the Downing gauge. The output signal is produced by the collection of ions formed by
a constant flux of a-partlcles from a radium source. Two collectlng ionlzlng chambers

are used depending on range, the ion current amplified by a factor of 107 and indicated

on meter and recorder, Contamination of electrodes is negligible as low-voltage collecting

field is used. Non-Linearlty limiting the use of previous gauges has been excluded

without sacrificing inherent advantages. Data is given on the sensing element, the

Roberts d.c. amplifier and the complete circuit.



684-62- 133

Sikorskl, M.E.

Andreatch • P.

06200

Rev. Sc|. Instrum. 33 No. 2 155-60 (62)

Tunnel Diode Hydrostatic Pressure Transducer

A very sensitive hydrostatic pressure transducer was made using a silicon

tunnel diode. The transducer consists, essentially, of a tunnel diode shunted by a

resistor which satisfies the stability conditions for operation in the amplifier mode,

The advantages of the tunnel diode transducers are (1) small size (2) sensitivity and

(3)versatillty . Since the p-u function region is normally 1 mll in diameter or less•

mlnlaturlzatlon is possible. Pressure sensitivity as high as 2 mv/v/psl were
observed over a 60-psl range. Expressed in terms of gauge factor• the above sensltlvity

is equal to about 30•000. Such high sensff_vites within narrow pressure ranges, were

achieved at pressures up to 20,000 psi. The pressure range as well as the pressure

sensitivity in a chosen pressure interval can be varied very simply by adjusting the
values of the shunt resistor and the current through the dlode-reslstor combination.
Even higher gauge factors can be obtained with other semiconductor materials.

603-55-154 06210

Simon, V.

Zyha• J.
Pharmazle VII 648-50 (55)

Potentlometrlc Microdetermlnatlon of

Free Halogens and of Active Chlorine

with Hydroqulnlne Solutlon

This article involves only chemical reactions observed from 2 weeks to
50 days.

328-62- 800

Smith• O.W.

"12all-system "

06220

Instrum and Control Systems 35, No.3 1t4 (62)

In-System Pressure Calibration

a device for portable "in -system" pressure calibration.

Consists of a pressure controller plus isolating valve plus a fluid-separator-equlpped
dead-welght tester.



602-49- 151

Sneddon,R.

06230

Pet. Engrg. 21 Cl1-12 (49)

Electronic Leak Detection

Portable detector-uses mass spectrometer- used for pressure or vacuum.

609-51- 800

Sommer, H.
Thomas, H.A.

Hippie, J .A.

06240

Phys. Rev. 32, 697 (51)

The Measurement of e/m by Cyclotron
Resonance

980-39- 900

Soukarast K.M.

1.
Rectifier 4.

06250

U.S. Naval Lab. (39)

Study of the Problem of Detectlon

Vacuum tubes-Grlds 2. Vacuum tubes, Detector 3. Vacuum tubes,

Vacuum tubes, Transmlttlng 5. NR/R-1517

378-50- 510 06260

Spaldlng, D.B. J. Scl. Instr. 27, 310 No. 11 (50)

Simple Manometer for Use in Measurlng
Low Air Velocities

Two designs of simple direct reading instrument are described for measurlng

steady differential air pressure down to 0.002 mm of water column; differences of

liquid level are magnlfled by tilting of mirror supported on floats.



801-56-800 06270

Spalding, T.R. U.S. 2,759,175 (56)

Leak Detector for Pipe Joint

A leak detector was developed for the joints of a pipe carrying a liquid, the

loss of which is undesirable either because of its value or its toxic effect on personnel.

A perforated layer of electrically insulating material is secured about the joint, then
an electrically conducting foil, and finally a moisture proof outer covering to prevent

erroneous signals due to condensation. An electric potential is impressed between the

foil layer and the pipe resulting in an open circuit that may be closed only by leakage

from the pipe. Any current flow between the p_pe and the toll will close a relay and
sound an alarm.

980-53-151 06280

Spencer, H.G. Hanford Atomic Products Operation, Richland
Wash. (53)

Functional Testing and Operating Manual
for Consolidated Helium Leak Detector

A pile gas leak detection system consisting of a mass spectrographic type of
He detector, a long sampling llne for use _n remote or relatively inaccessible locations,

a pump to pull a continuous sample of gas from the tip of the probe to the detector,

and a rotameter to measure the gas flow rate _n the sampling line has been developed,
calibrated, and operationally tested. The system is practical for use in locating all

pile gas leaks larger than about 0.1 cubic foot per hour. The calibration data permit

the calculation of the size of a leak, when Jocated, with an accuracy ordinarily

sufficient for practical use for Hartford Pile leak repairing. Approximately thirty
minutes is required to check the top of a Hanford Pile for leaks. Under certain condi-
tions,the front face of a Hanford Pile can be checked in two to three hours.



980-58- 133 06290

Spencer, N. W.

Boggess, R. L.

Michigan U. Ann Arbor

On the Use of !onlzaflon-Gage Devices

at Very High Altitudes

The use of an ionlzatlon-gage-omegatron combination in rockets and

satellites at very high altitudes is considered. Appropriate instrumentation employing
these devices is believed to offer good possibilities for the measurement of

atmospheric pressure, temperature, density, and composition.

764-40- 510 06300

Spence, R. Faraday Soc. Trans, 36,417-19 (40)

Accurate Direct-Reading Manometer for
Corrosive and Other Gases

A glass manometer is described in whlch the relation between scale reading

and pressure is linear. The dead space is small and pratlcally constant and pressures
up to 1 atm. can be readily determined to within 0.25ram Hg. The instrument is

speclally suited for the study of gas reactions.

368-58- 800 06310

Stanwlck, J. D. J. Chem. Soc. 3214-5 (58)

New Double Spoon Gage

This pyrex-glass gage adapts the lever principle to the relative movement of
2 opposed spoon gages, by causing the fulcrum of the lever type pointer to move in the

opposite direction to the_applled force. The gage is capable of detecting pressure
differences down to 10-" mm Hg, and is sufficiently robust to withstand cleaning with
liquid reagents.



378-50-110 06320

Steckelmacher,W.
Van Der Meer, S.

J. Sci. Inst. 27, 189 (50)

Automatic Regulation of Thermionic Emisslcn

A circuit is described which automatically controls the emission of thermionic

devices for large changes of emission characteristics and is also independent of large
mains voltage fluctuations.

331-58-153

412
Steele, D.I.
Kuiazuk, M.

06330

IRE Trans on Ind. Electronics PGIE-6

64-7 (58)

Sonic Gas Analyzers and Their Industrial
Uses

The modification of a previously described analyzer to use in industrial analy-
sis is described. Sensitivities of common gases in both air and He are given. Sugges-

tions are made for its use as a detector in gas chromatography.

980-61- 600 06340

Steiger, M.H.
Bloom, M.H.

Polytechnic Inst. of Brooklyn, N.Y. (61)

Axlally Symmetric Laminar Free Mixing with
Large Swirl

Viscous laminar axially-symmetrlc free mixing with large swirl is investigated
by a boundary layer type of analysis with integral method. Large swirl generates
axial pressure gradients as well as large radial pressure gradients, and therefore alters

the streamwise flow. Examples calculated for both incompressible and compressible
flow show that the wake may be significantly lengthened by large swirl. However,

this effect is shown to be diminished in the compressible case where higher freestream

Mach numbers lead to decreased densities, and to decreased centrifugal effects, de-

creased radial pressure gradients, and decreased axial pressure gradients. In the

limiting special case of small or moderate swirl the results agree with those previously
obtained by Steiger and Bloom in an analys|s wherein the induced pressure gradients

were neglected a priori.



980-43-154 06350

Stelgmann, A. J. Solo Chem. Ind. 62, 43-4 (43)

Specific Tests for Mercury. wlth Dithlzone

Membrane Papers

The technlque for making spot tests descrlbed in this paper depends on the

fact that water permeable, dlv. acetylcellulose membranes contg, dlthizone cause a
capillary sepn. of heavy metal ions in acidic or basic solns. Some metals glve strong
and others more or less diffuse reactions at the center of the test spot on the membrane

but a thlrd group glves reactions only in the outer marglns of the spot. A special

dlthlzone membrane paper can be prepd, which is almost impenetrable to ions and such

paper reacts specifically with HgC 12. Directions for prepg_ both the penetrable and
the impenetrable membranes are given and the results obtained wlth 15dlff_r.ent
cations are tabulated.

O87-62-8OO

Steinherz, H. A.

06360

Chem Engineering 67 No. 17 117-32 (62)

High Vacuum Techurlogy and Equlpment

A dicusslon of vacuum theory, vacuum pumps, vacuum gages, leak detection,

materlalsof construction, vacuum valves, and system designs and operation with 31
references.

082-53-800 06370

Stoddard, C.K.

Mooz, W.E.

Chem. Eng. Progr. 49, 197-202 (53)

The Design and Operatlon of High-Vacuum

Systems

Observatlons and experlences derlved from the development of a particular
metallurgical process are dlscussed for englneers and others worklng wlfh hlgh vacuum for
the first time. Partlcular attenation is glven to statlc and dynamlc vacuums; mech.

and dlffuslon pumps; leak detection; gasketlng; oli purifiers for mech. pumps; diffusion-

pump flulds; vacuum valves; cold traps; weldlng for vacuum servlce, and cleanllness

of the system.



980-58-153 06380

Stoffel, W.
Insull, W.
Ahrens, E.H.

Proc. Soc. Exptl, Biol. Med. 99, 238-41 (58)

Gas-Liquld Chromatographyof Highly Unsatur-
ated Fatty Acid Methyl Esters

Proof that Me estersof highly unsatd, long-chain fatty acids are not signifi-

cantly altered in chem. structure during gas-liquld chromatography with the stationary

phase Aplezon-M at 197 ° is presented. Relative retention vols, of C16 , C18 , C20 and
C22 polyenolc acids are listed for 2 stationary phases, the non-polar Apiezon M and

the polar Reoplex 400° A system for rapid total analysis of complex fatty acid mlxts
on a submg, scale is described.

443-47-800 06390

Stohr, M. Le Vide 9, 268-71 (47)

Elements of Vacuum Technology

443-47-800 06400

Stohr, M° Le Vide 2, 205 (47)

Elements of Vacuum Technology

Review of different joints used in vacuum technique, such as greased ground

glass_ cemented joints_ and gasket joints.



684-57- 400 06410

Stott, FoDo Rev. Sci. Instrum V28 No. 11 914-15 (57)

Sonic Gas Analyzer for Measurement of CO 2
in Expired Air

A sonic gas analyser intended primarily for estimation of CO 2 in the
physiological range of 0-10% is described. The instrument uses a resonant cavity

maintained in oscillation by a transistor amplifier as the measuring device. The

change in frequency caused by the presence of CO 2 in the cavity is linearly related
ta the amount of CO2 present. As described the instrument is intended for continuous
sampling at a rate of about 2 litres/min. The time of response is about 0.5 sec for full
deflection.

980-49- 151 06420

Storruste, A. K. Norake Videnskab Selskabs Forh. 22

No. 6 18-20 (49)

A Simple Mass Spectrometer for Leak Hunting

A small mass spectrometer for leakage hunting is described, in which hydrogen

is used instead of the more expensive helium, and in which the radius of the ion path is

only 12ram. There is no seperate evacuating system. Both the ion source and the collector

box are in the ma_gnet_c field of 1350 gauss. In the pressure range 10 -5 to 10-3ram Hg.
the maxima for H:, H , H3 correspond to a cceleratlng voltages 100, 50 and 35 v.

respectively. Either a Jd.c. amplifier with a meter or an oscillograph are used for the

measurement of the output current.



684-56-220 06430

Stranks, D.R. J. Sci. Instrum.V33 No. 1 1-4 (56)

A Scintillation Counter for the Assayof
RadioactiveGases

A glasschamber,with a plastic scintillator servingasone wall, maybe used
to assaygaseoussamplesof weak B-emltting nuclides. Thespecific activities of
duplicate samplescan be reproducedto +_.,0.5%. Since the observed counting rate

of an active gas sample is independent of gross impurities and the chemical form of

the nuclide, sample preparation is simpler and faster than for other gas-counting

methods. The scintillation counter assembly can be readily adapted to the assay of

both liquid and solid samples; the method described for liquid assays has certain ad-
vantages over existing methods.

616-57- 110 06440

Srivastava, B.N.
Saxena, S.C.

Proc. Phys. Soc. B V70 369-78 (57)

Thermal Conductivity of Binary and Ternary
Rare Gas Mixtures

The thermal conductivity of the binary gas mixtures Ne-A, Ne-Kr, and

A-Kr, has been measured at 38°C for various concentrations by using the "thick-wlre"
varlent of the " hot-wire" method. These data are likely to be of great use for gas

analysis in the usual experiments on diffusion and thermal diffusion and have, there-

fore, been represented by semi-empirical equations giving the conductivity over the

entire range of concentration. The experimental values of thermal conductivity have
been compared with those calculated on the Lennard-Jones 12-6 model and the modi-

fied Buckingham exp-six model. A simple modification of the Lindsay-Bromley formu-
la has been suggested and is found to reproduce the experimental data extremely well.

The thermal conductivity of the ternary mixture Ne-A-Kr has also been measured for

different compositions of the mixture.



841-52- 800 06450

Strong, J. D. Vacuum2, 111-14 (52)

A BakableEvaporationApparatusand
Throughput Gage

The app. consists of a steel bell jar with 2 observation windows each with
a double Pb gasket. The electrodes in the base plate are made vacuum-tight with

Silastic. The jar is evacuated with a Hg pump while at 160 °. The mech. pump can

be cut off for a short time by a stopcock and the gases, collected by the Hg pump,

can be read on a McLeod gage protected by a throughput gage trap. The throughput

is defined as pressure x vol. (1)/time. Good outgasslng is obtained by measuring
throughput, and Ag films can be produced with particularly low absorption.

980-60- 800 06460

Sturtevant, B. Guggenheim Aeronautical Lab. Pasadena (60)

Effusion of Charged Particles from a
Shock Heated Gas

An experimental and theoretical investigation is made of the application of

a molecular beam type sampling device for studying low density shock tube flows to the
case of slowly ionizing argon behind a reflected shock wave. The fl6x of charged

particles from a gas heated to about 10,000°K and 20ram Hg. through a small orifice

in the diffusion of charged particles to a cold metallic wall. Providing the diffusion
process is understood, the measurements consXltute a direct observatbn of incipient
ionization. The transient charge diffusion mechanism is studied in detail theoretically,

avoiding the assumption of ambipolar diffusion° it is concluded that the major
problem lies in the understanding of the wall_gas interaction as represented by boundary

conditions at the wall. An approximate relation for charge effusion is derived.



980-59- 1,70 06470

Subbotln, G.K.
Zharikov, I.I.

Bezopasnost Truda V Prom 3 No 10 10 (59)

Introduction of a Gas Analyzer Type SH1-3
int_ (coal mine) Shafts.

The type SHI-3 optical interferometer is capable of detg. up to 6 vol % CH 4
or total CH 4 and CO_ . In the absence of CH 4 it is possible to use the instrument to
detn. H con cn. The 15"rinciple on which the device operates has been previously
described in connection with another model, in 1959 there were 6300 such devices

in use at the Kuzbass Coal Combine.

980-58- 220 06480

Sullivan W.F.

Coleman, J.H.

Am. InstitUte of Chem. Engr. N.Y. (58)

Location of Leaks with Radioisotopes in
Multiwalled Tanks.

A technique is described for locating leaks in multiwalled tanks and has
been successfully applied to the location of leaks in lead lined, wooden tanks, by

dissolving radioiodine in an oil layer, it is possible to introduce the isotope into the

leak channel and then remove all surplus radioactivity from the tank.Residual

radioactivity is detected with a portable survey meter and the origional leak site
located readily by external measurement.

004-55- 800 06490

Susano, CoDo Analytical Chem. V 27 453-4 (55)

Pyrohydrolytric Determination of Flouride and
Other Hal ides

An apparatus for the pyrohydrolytic determination of flouride and other
halides is described. The reaction is slow and conducted at temp. of the order of

1000°C. If is made of platinum or nickel with stainless steel used wherever passible.



328-62- 800 06500

Swift, R. Instruments and Control Systems 35 No.5

124-5 (62)
Mul ti-Contaminant Tester

Harmful air, contaminants can be monitered and measured by reacting the

suspected gas with chemicals that cause a stain to appear. By passing a known volume
of sample through a glass tube which contains the proper chemicals, the length of
the stain in the tube is a measure of the concentration of the suspected toxic gas.

376-56- 140

800

Takelshl, Y.

06510

J. Phys. Soc. Japan VII No. 6 676-89 (56)

Auger Ejection of Electrons from Barium Oxide by
Inert Gas Ions and the Cathode Fall in the Normal

Glow Discharges.

Total yeilds,y, and energy distribution were calculated for electrons ejected

from BaO by inert gas ions, on the basis of the theory of Auger neutralization • The
method used was similar to Hagstrum's method for tungsten. Total electron yeilds, y,
were found to be 0.481, 0.480, 0.476, 0.474 and 0.471 of He _, Ne _, A, KG and Xe:

ions of several electron volts respectively. In the case of A, the calculated value of y

is in good agreement with Varney_s measurements, and the high energy of ejected electrons

is just what Varney expected. The cathodic I_henomena in the normal glow discharges
were observed for He, Ne_, A:, and Xe gases with BaO-coated cathode and tungsten, and

were interpreted by vonEngel and Steenbeck_s theory using the calculated values of y

for BaO and the observed one by Hagstrum for tungsten.



801- -111 06520

Talmey, p.o U.S. 2,306,509

Apparatus for Detecting and Warming of Gas
in Air

Use is made of an elongated enclosure for confining air to be tested, a metal

fitting at each end of this enclosure for holding a wire-like detector element along the in-

terior of the enclosure, on of these fittings being movably mounted, a detector element

comprising a plurality of low-creep wires substantially continuously covered with catalyst
material stret_:h_d' between said fittings, means for passing a preheating elec. current

through the wires, and resilient means for urging the movable fitting outwardly to operate

an external device in response to the elongation of the wires in the presence of a gas to

be detected in contact with the catalyst. A catalyst such as Pt or Pd on nlchrome wire
may be used.

801- -154 06530

Tandberg, J.G.

Damsberg, C.E.A.
U.S. 2,228,737

Testing Apparatusfor Leaks

A method of testing refrigerating app. or other app. for leaks with an indicator
which changes color responsive to change in H-ion conch, and a testing fluid which pass-

ing through a leak causes the change in H-ion concn, involves supplying on the surface

of the app. where the indicator is applied an alk. dichromate to prevent a false indication
by change in pH due to oxidation or galvanic action at the surface upon application of the
indicator.

961-59- 153 06540

Tarasov, A.I.
Kudryavtseva, N.A.

Ioganson, A.V.

Lu Iova, N. I.

Zavodskaya Lab. 23, 803-5 (59)

Automatic Analysis of Gases in a Stream by
Means of the Kn.P.A.-I Chromatograph

An automatic chromatograph-gas analyser contg, tripoli, paraffin-naphthene

oil, and Na2C02 is described, which can be used to control the compn, of gas currents
in petroleum refining processes. The hydrocarbons C1-C 5 and their isomers can be sepd.
with this app.



684-44- 151 06550

Taylor, J.E. Rev. Sci. lnstrum. 15, 1-8 (44)

Mass Spectrometer and Gaseous-Thermal-

Diffusion Isotope Separator

The mass spectrometer is like that of Nier but with the following changes per-

manent Alnico magnet; auxiliary magnetic field parallel to the electron beam in the ion

source; gas for analysis admitted through variable capillary valve; vacuum measured with

ionization gage; oil-diffusion instead of Hg pump. The six-unit separator, 7 f.e3et high, is
convectively coupled and is similar to that of Watson. It yields concns, of C ! up to
20%. The concn, was observed as a function of time and the equil, then compared with

theory for several pressures.

374-56- 144

Taylor, J.H.
Yates, H.W.

06560

J. Opt. Soc. Amer. V46 No.ll 998 _6)

Infrared Evidence for Atmosphere Ozone at
Sea Level

Using a multiple C-arc as light source, NaC1 prism monochromator and

thermocouple receiver, 0_has been detected in a 10 mile path over seawater at an at-
mospheric concentration o-f 2.6 parts per 100 million, or equivalent pathlength of 0.42mm
0.



980-61- 800 06570

Tebo, A.R. Army Signal Res.and Dev. Lab. Fort
Monmouth, N.J. (61)

PreciseMeasurementof AtmosphericTempera-
ture Differences

Designof a circuit is given for the continuous measurement of temperature

differences up to 10 C over the temperature range -40 to 40 C. Bead Thermistors are used
as sensors in an off-balance Wheatstone bridge. The output is Iinearlzed by means of

another thermistor in the input circult. Compensatlon for change in temperature level is
accomplished by means of a variable resistance in the input circuff, controlled by a bi-

metal at the baslc amblent temperature. Using a 6V dc source, the full-scale output for

_:_ a temperature difference of 10 C is ten milllvolts_ which may be fed into a null-balance-
,2" type recorder. No swltchlng is necessary over the whole range except when the temper-

ature-difference reverses polarity, in whlch case switching can be accomplished in the
recorder circuit. Accuracy of the linearlzed and compensated circuit is better than O. 1 C.

980-61- 151 06580-

Testerman, M.K. Arkansas U. Fayetteville, (58)

The Development of an RF Mass Spectrometer

for the Study of Combustion Processes.

A unique sampllng system has been designed for the RF mass spectrometer to
adapt the instrument for studies on the reaction mechanism of combustlon. The RF mass

spectrometer tube through a sampling nozzle which allows the gaseous products to enter at

atmospheric pressure and finally introduces them into the RF mass spectrometer tube at
pressures of 10 -4 to 10-5mm. This is accomplished with a probe that contains a series of

aligned orifices which are differentially pumped and which form a molecular beam from

the sample being introduced. The molecular beam is supposed to be modulated at a 30 cps

rate within the sampllng probe so that the mass spectrometer can d|scriminate agalnst the

incoming molecular beam and the background gases with the tube. Several modulating

devices were investigated, and a mechanical system was chosen. During the testlng phase

to determine the performance of the sampling probe and the beam chopplng system it was
found that a suitable synchronizlng signal was not obtained due to unexpected backlash

in the mechanlcal system. The instrument described is also capable of performing batch

analysis of gases. Other features of the instrument such as speclal circults, vacuum system
requirements, and deslgn criterla are described in this report. The prlnciples of operation

of the RF mass spectrometer tube and associated electronic circuits are presented, along

with the results of analytical tests made wffh the instrument. Investlgatlons of rhenium
emitters as the source of ionizing electrons in a mass spectrometer have also been made and

the results of these tests are presented.



801- - 800 06590

Thayer, C.H.
Prickett, T.B.

U.S. 2,200,310

Valve and Leakage-Indicating Apparatus for

Use with Fluids such as Oil Vapors and Air in

Adjacent Chambers

Various structural and operative details.

980-59- 110-151

131-510
.133

Thiel, A.

06600

Atomkernenergie 4 No. 2 75-80 (59)

Leaktightness and Tightness Testing in

Nuclear Engineering

Vacuum system technology as used in nuclear engineering is examined. Re-

quirements for various vacuum systems are reviewed, and sub-pressure testing methods
such as the discharge tube, heat-conductlon manometer, ionization manometer, halogen

leak finding manometer, and mass spectrometer are described. Also, various excess

pressure testing methods are described and an estimate of the sensitivity of each is given.

A program for general testing is outlines, and tolerable leaks are discussed.

366-43-154

Thlessen, G.W.

Beck, F.M.

Smith, A.E.

litmus.

J. Chem. Education 20,530

Detection of Halides

06605

(43)

The escaping halogen can be identified by color, odor and action on moist
This test is recommended for beginners.



083-45- 151 06610

Thode, H.G.

Graham, R.L.

Ziegler, J .A.

Can. J. Res. 23B 40-7 (45)

A Mass Spectrometer and the Measurement of

Isotope Exchange Factors

A 180 ° mass spectrometer for the measurement of isotope abundance is de-
scrlbed. The instrument has a resolution of one mass unit in 100, whlch is the resolution

expected from the dlmenslons of the silts and the radius of curvature of the ion path.
The preclsion of the instrument is sufficient to make possible the dlrect measurement of

equil, consts, for many isotopic reactions.

980-44- 151 06620

Thomas, H.A. Bull, Agr. Mech. Coil Texas Eng. Expt.
Sta. Bull. No. 101 (44)

Development of a Cold Cathode Ion Source

for a Mass Spectrometer Type Vacuum Leak
Detector

Varlous design features, together with a dlscusslon of performance.

684-46 -151 06630

Thomas, H.A.
Williams, T.W.

Hippie, J.A.

Rev. Sci. Instrum. 17, 368-72 (46)

A Mass Spectrometer Type of Leak Detector

The instrument descrlbed measures one part of He in 400,000 parts of other

gases. The instrument is built around a 180°-type mass spectrometer tube which is pre-
focused for He ions. Use is made of this high sensltivity tube to locate leaks in vacuum

equipment which can be connected and evacuated by the pumps in the unit. A flne

s l_ream of He played over the surface will enter the leak and reglster immediately on the
output meter. Very small leaks can be located easily to wlthin 1/4 in.



980-47- 151 06640

Thomas, H.A.

Sommer, H.

Wall, R.

Proc. Natl. Electronlcs Conf. 3, 371-6(47)

A Mass Spectrometer Type Leak Detector
Utillzlng a Cold Cathode Ion Source

A unlt capable of detectlng 5 p.p.m, of He in alr is descrlbed. Use of a

glow-dlscharge ion source with a comblned electrlc-magnetic analyzer permits

slmplified construction and focalproof operatlon.

884-46- 151 06650

Thomas, H. A.

WII llams, T,W.

Hipple, J.A.

Westinghouse Engr. 6, 108-11 (46)

Detectlng Vacuum Leaks Electronlcally

The vacuum system is explored wlth a tiny jet of hellum. A sample of gas in

the leaky vacuum system is wlthdrawn and passed through a mass-spectrometer tube

deslgned specifically for the detection of He. The tube measures the He present in

splte of the presence of other gases, it can detect as little as 1 part He in 400000

parts alr at an operatlng pressure, of 0.3 micron Hg. The tube and its functioning
are descrlbed in detail.

765-50- 110 - 144

113 - 148
Toeller, H.

06660

Trans. Instrum. Meas. Conf. Stockholm

107-13 (50)

New German Technical Heat-Measurlng
Instruments and Controllers

Various commerlclal types are briefly discussed. These include thermocouple

photoelectric potentiometers, a rapid response radiation pyrometer, infrared gas

analysis apparatus, a thermal conductivity gas tester, pneumatic and potentlometrlc

temperature regulators and a gas-mixture controller.



998-57-132 06665

Torney, F.L. 1957 Fourth National Symposium on Vacuum
Technology Transactions 115-9 (57)

A New Type of Vacuum Leak Detector

A new type of halogen leak detector, having a sensitivity which approaches
that of a helium mass spectrometer, is described. This paper outlines in detail the reasons

for selecting this new approach and the details of circuit design which accomplish this

end. Operations characteristic of a halogen sensing element are discussed and their in-

fluence on circuit design is analyzed. A brief discussion of the advantages and disad-

vantages of this method is given, with particular emphasis on the electronic circuit
design parameters which make these advantages possible.

241-43- 800

Townsend, R.N.

Haun, R.E.

06670

Gas Age 92, 49-51,102 (43)

Leakage Survey Practices Using Pneumatic

Drills and Leakage Indicators

Report on Experiences with Leak Indicators.

801- - 180

Tuel, W.G.

06680

U.S. 2,200,523

Detecting Halide Gases as in Case of Leakage
of Refrigerant Gases

The gas under test is introduced into a unignited stream of fuel gas, and a

burner is provided for burning the gas with a substantially colorless flame, a portion being

formed of material such as Cu which when hot reacts with the halide if present to impart
a color to the emergent flame.



961-55-163 06690

Tuluevskil, Yo L° ZavodskayaLab. V 21 74-80 (55)

A New Method of Determinationof Flow
Turbulence

The turbulence intensity is determinedfrom measuredamts. of trajectories
by the shadow method. The apparatus cons|sts of a Pt. source of light, which is made

to cross the stream and fall upon a screen. An optical excitation in the stream produces
a vlsable shadow on the screen. This is good for heat transfer problems in furnaces.

980-50-133
510

Turnbull, A.H+ Atomic Energy Res. Estab. (50)

06700

Experiments with a Differential P|ranl

Gauge Leak Detector

The principle of the differential leak detector is explained. With a differential

Piranl gauge detector located on the backing side of a diffusion pump, where the average

pressure was 15 u Hg, the "noise level" of pressure fluctuation registered by the
galvanometer in the detector control circuit was seven times less than that registered by

a single P|rani gauge. The minimum air pressure change which could be detected by the d|ffet
ehtlal ari'ahgemeiif was J0 5 mm Fig. with the optimurfi l ieak hunti ng _on_llti'ons 103. Lusec.

, • ,, ,I,+_ ,



524-58- 153 06710

Turner, D.W. Nature 181, 1265-6 (58)

A Robust But Sensitive Detector for Gas-

Liquid Chromatography

An instrument is described for use in gas chromatography for the detection of

changes in dlelec, consts. It is robust but of simple construction, uses a small vol. of gas,
and is linear over a long range. The sensitivity of the instrument varies with the dielec.

const, of the vapors; thus, threshold concns, were found to be 2 y of Me2C0 and 8 y
Et20 per cc. in a N stream. Most org. compds, which contain a functional group have
threshold concns, which lie between these values. The instrument is insensitive to flow-

rate changes up to 500 cc/min and to pressure changes up to 10cm Hg for a N stream.
Long term drift, after a 30 min. warm-up is absent at that sensltlvl b, which gives a full

scale deflection for 1 rag. Me3C0 per cc.

883-57- 170 06720

Turner, R.P. Welding J. 36, 1167-71 (57)

Black Light to Detect Leaks

This method is used as an in-process check for leaks and is not used as a

final check. A person sprays this fluorescent material wherever a leak is suspected and

checks it with a blacklight. If a leak is present, there will be a glowing spot when
examined. This, like the halide detectors, wound be time con._umlng for large areas.



980-61- 800 06730

Tyler, E. Aircraft Atmaments, Inc. Cockeysville, Md. (61)

Point Source Gas Alarm.

Further research and development tests and engineering developments have taken

place in the following portions of the alarm; (1) experimental and original design air pump

tests; (2) several areas of electronics have been modified and tested, including the tape

transport drive system, radio interference studies, and engineering studies of the Iow--voltage_
cutoff, the regulated voltage, and the alarm light oscillator circuits; (3) new materials
and designs of the fluid pump were tested; (4) improvements to the alarm case to enhance

water-tlghtness and ruggedness (5) investigation into alarm transportability; (6) impact tests
and correction of tape drive retraction snubber; (7) development of modified vacuum sensor

switch; and (8) analysis of photometer head problems.

684--62- 510 06740

Tyler, B.J° J. Scl. lnstrum. 39 No.3 111 (62)

Recording Bourdon Gauge Manometer

A simple modification of a Bourdon spoon gauge is described whlkh permits

automatic photoelectric recording of pressure changes. A pressure range of from 0 to

760 mm Hg was available with a detectable response to changes as low as 0.01 mm Hg.



980-47- 111 06750

Ubisch, H. von Ark Mat Astr. Fys34A (47)

An investigationon Hot-Wire Vacuum Gauges

Filamentsof Mo. Nio W. and Pt. of variouscross-sectionand lengthsmain-
tained at various temperaturesin air, Ho and C02were investigated. Somefilaments were
in narrow_l'asscapillaries or in spiral f_m.. Identical filaments formed opposite arms of a

Wheatstone bridge of which the other two arms were precision resistors. With a manually
operated balanced bridge, pressure changes of 10-5mm Hg could be detected at low pres-

sures, the useful range being extended to about 30mm Hg pressure for thin filaments. With

a direct-readlng bridge with constant current supply, the sensitivity and calibration curve
are influenced markedly by the galvanometer current. A theory of the distribution of
temperature on a filament is developed.

524-48- 111 06760

Ubisch, H von Nature, Lond. 161, 927-8 (48)

A New Hot-Wire Vacuum Gauge

The wire is heated by current from a 800c/s regenerative amplifier circuit,

and the oscillation amplitude adjusts itself to keep the wire temperature constant. An

extended spiral of 0.01ram W wire is useds and readings may be made from 0.01-100mm lb.

980-48- 111 06770

Ubisch, H. von Ark Nat Astr. Fys 36A (48)

An Investigation on Hot-Wire Gauges III

The behavior of the manually operated balanced bridge circuit is briefly
discussed. By replacing the galvanometer by an amplifier, for which a detailed circuit
diagram is given, automatic regulation of current is provided and the inconvenience of

manual operation and the danger of overloading avoided. Attention is directed to the

upper pressure limit of hot-wire gauges, and the calibration curves of a pyrex gauge

with spiralled tungsten filaments for air, A, H2, and C02 are given. The range in air
is from about 10-'_ to 50ram Hg.



008-51- 110
620

Ublsch, H.von

06780

Appl. Scl. Res.A2 No.5, 6 364-402 (51)

On the Conductionof Heat in RarefiedGases
and Its ManometricApplication I

Formulaefor the conduction of heat in pure gasesand in binary mixtures

relevant to a tube with a thin axial heated wire are developed. They cover the region
of pressure between that for which the heat conduction is independent of pressure and i

that for which Knudsen's formula is valid. A theory for precision manometry is given
and the monometrlc constants for twenty-five gases have been measured.

008-51- 110
620

Ublsch, H.von

06790

Appl. Scl. Res. A2 No.5, 6 403-30 (51)
On The Conduction of Heat in Rarfield Gases

and Its Manometric Application II

The geometrical design of tubes for manometers, the design of circuits and the

properties of dlrect-readlng, hot-wlre manometers are investigated. Examples of improved

manometers are given. Further possible improvements and leak-huntlng are discussed.

247-46- 133 06800

Valkenburg, H.Eovon Gen Elect. Rev. 49, 38-42 (46)

Application of the Ion Gage in High Vacuum
Measurement

Describes an ionization device suitable for continuous indication of pressures

down to 10-8ram. A relay is included which interrupts the filament current should the

vacuum suddenly be lost. For lower pressures, discrepancies occurred between different

instruments. The calibration and operation of the apparatus is easily made a matter of
routine.



684-56- 133 06810

Van Leeuwen, J.Ao
Oskam, H,J°

Rev. Scl. Instrum. 27, 328 (56)

Simpleand Sensitive Leak Detector

This is a Philips ionization gaugewith silica gel trap and usesthe methodof
pressurechange for detection. Thesilica gel in the trap is outgassed at 300°C and then

cooled to temperature of liquid air. it then absorbs most of the air and other gases but

not hydrogen or other moble gases. Thus, hydrogen is used as a probe gas; and, if there
is a leak in the vacuum system, hydrogen will be introduced into the system and the

resulting change in pressure will be indicated by the ionization gauge. The Phillps gauge

is specifically used because it pumps away gas and has a higher sensitivity than a Pirani

gauge.

801-59- 133 06820

VanLulk, FoW° UoS'o 2,897,059 (59)

Detection Device for Carbon Monoxide and

Carbon Dioxide in Gaseous Mixtures

The monitoring device relies on the conversion of gaseous C compds, into
condensation nuclei by passing the gas through a corona discharge, one of the coroma

forming elements is constituted of materials capable of forming metallic carbonyls with

the gaseous C compds. The cartonyls upon $oln. produce measurable quantities of

condensation nuclei and these are recorded by standard techniques.

684-56- 140 06830

Varadl, PoFo

Sebesfyen, L.G.

J. Sci. lnstrum. 33, 392-4 (56)

A Simple Vacuum Leak Detector Using a

Radiofrequency Mass Spectrometer

A simple vacuum leak detector, based on the radio-frequency mass spectrometer

princijole is described In the pressure range of 10-3-10 -7 tort, leaks of the order of 2.8
x 10-"[. torr/s can be detected. The instrument may also be used as a conventional

ionization manometer. A brief description of the principles and some details of the

construction of the tube and of the portable electronic equipment are given.



844-58-151 06840

Varadl, P.F.
Sebestyen,L.G.
Rieger, E.

Vakuum - Tech 7, 13-16 (58)

H,F. Mass Spectrometer and its Utilization

in Vacuum Techniques

A portable hlgh-frequency mass spectrometer is described. A simple spectrometer

with low resolution power was designed for the investigation of leaks. It operates in the
range from 10 -.3 to 10-7 tort and can detect leaks up to 2.8 x 10 -3 Torr/sec. The
installation can be used also as an ionization manometer for the measurement of the total

pressure.

684-56- 140 06850

Varlcak, M. Rev. Scl. Instrum 27, 665 (56)

Penning Gauge as Leak Detector

The gauge, working the region 5 x 10 -3 to 5 x 10 -6 mm Hg was able to

detect pressure changes of 10 -8 mm Hg. The detection was done by balancing a

galvanometer by the potentlometer method. This system requires 900 volts and a
magnetic field of 400 g.

165-56-112 06860

Varlcak_ M. C*R.Acad Sci. V243 No. 13 893-5 (56)

Study of the Use of Thermistors for the
Measurement of Low Pressures

The increase in sensitivity of a low-pressure gauge using a thermistor bead
(reslstlvlty 120_000 ohm cm at 20 ° C and resistance temperature coefficlent-0.0412

per o C ) produced by lowering the wall temperature and by increasing the heat
dissipating surface of the thermlstor_ was tested. Pressures down to 10-6 mm of Hg
could then be measured.



527-57-112 06870

Varlcak, M. Nuovo CimentoV6 No.3 723-8 (57)

Experiments in the Use of Thermistors for
Low Pressure Measurements

If:is_hown tl_at:beaclthermlstors_ can be used only in the pressure range
from 1 x 10- mm Hg. On the other hand thermistor systems consisting of bead themlstors

fixed to thin metallic foils take advantage not only of .tJ_ high temperature coefficient

of thermistors, but also of the low radiation emmlssivlty and head capacity of metals.
These devices allow precise measurements down to 10 -6 mm Hg.

378-55-140

Varicak, M.

Vosicki, B.

06880

J. Scl. lnstrur_. 32, 346 (55)

Study of the Pennlng-Gauge Characteristics

980-56- 800

Varnerln, L.J0

Carmlchael , J.H.

06890

Westinghouse Electric Corp. E. Pitts, Pa.

(56) Apr-Jun-Jul -Sept

Electrical Cleanup of Gases

374-55-151

8OO

Vallee, B.L.

Adelstein, S,J,

06900

J. Opt. Soc. Amer. 45 No. 1 63 (55)

Effects of Inert Gases on D.C. are Discharge

Discusses a recent publication by Stone on the enhancement effects etc., of

the rare ,_ases in spectroscopic analysis.



100-56-I 32 C6905

Vivian, A.C, Civil Engineering V51 1229-30 (56)

Halogen Leak Detector for Underground Mains

A method of using a Halogen detector for finding leaks in underground mains
is discussed. A halogen gas such as CC14 • or C12 is put into the p,pe by means of the air

line. The sensitivity is such that the apparatus will detect and give an audible signal if

there is as little as 1 pt. per million halogen gas mixed with air. The instrumentation

comprises, within the search nozzle, concentric Pt. cylinders heated to about 800 °

arranges so that a small fan draws a sample of air between the heated Pt. cathode and
anode. The current for the fan and to heat the electrodes is supplied by a transformer

in a boz which also contains the audible warning device. The transformer is supplied

with 250V single phase A.C. from a portable generator.

965-51- 143

170

Vol cker, E. Z Naturforsch 6a 512-13 (51)

06910

A Simple Indication of Leaks in High Vacuum

Apparatus

The apparatus is painted with a thin film of diluted fluorescent solution of
fluorescein or eosin, which seeps into the cracks and leaks when the apparatus is eva-

cuated, if then the cleaned apparatus is illuminated with u_,. light the leaks are indi-

cated by the fluorescent places.

378-53- 133
510

Von Dardel, G.

06920

J. Sci. Instrum. 30, 114-7 (53)

Combined Pirani and Ionlzation Circuit

The Pirani gage is of the const.-temp, type with a working range from 10 -3

to 10 mm Hg. but as a leak detector it can be used above atm. pressure. The com-

blnation and its operation are described in detail, with diagrams of both gage circuits

and of the power-supply circuit.



133

721-53- 131

510

Vonnegut_ B. Science 117, 108-9 (53)

06930

Effect of iHalgens on the Production of Con-

densation Nuclei by a Heated Platinum Wire

The presence of small traces of halgens in the atmosphere causes a very larqe

increase in the rate at which condensation nuclei are produced from a filament at 500°C.

It is suggested that the reaction compounds produced at the surface have a much higher
vapor pressure than platinum at this temperature. The possibility of developing the method
for trace analysis is suggested.

965-51 - 143
154

Volcker, E. Z Naturforsch 6a 512-3 (51)

06940

A Simple Indication of Leaks in High-Vacuum
Apparatus

When a weakly alk. s oln. of fluoresceln or eosln in Et0H or Me0H is spread
evenly over a degreased glass surface with a suspected leak, left on for 2-3 min., and

removed, fluorescence analysis will show any dye remaining in scratches or cracks. The

2 can be distinguished with high-frequency app.
k,,

380-39- 900

Vudynskij, M.

06950

J. Techn. Phys. U.S.S.R. 914, 271-4 (39)

Secondary Electron Emission from Thin

Dielectric Layers

The secondary electron emission from thin deposited layers of NaC1 and KC1

was measured in dependence on film thickness and temperature. The energy of the prl-
mary. electrons was 600 eV, and a maximum secondary emission was found for thickness
10-6cm.



980-59-153 06960

Vyak_rey, D.A.
Demina, N.D.
^,._ ..... _A D

Trudy Khim i Khim Tekhnol 2, 133-40 (59)

Chromatographic Analysis of the Butylene
Fraction of the Gas from Cracked Kerosine

A chromatographic method is described for the complete analysis of the tech.

butylene fraction of the gas from cracked kerosine. Up to 11 hydrocarbons can be deted.
within 3 hrs. in 1 sample of the fraction with an abs. error not exceeding 0.5% for each

component. A universal chromatographic gas-analyzer is proposed. This app. can be
used not only in the rapid and reliable analysis of the butylene fraction, but also on the

detn. of other tech. hydrocarbon gas mlxts, esp. those contg. H, CH 4, C02 and air.
Indications are given for reducing the time of analysis and simplifying the app. for indi-
vidual cases.

980-57-153 06970

Vyakhirev, D.A.
Bruk, A.I.

Zhur i Khlm 31, 1713-19 (57)

Effects of Experimental Conditions on Chro-
matographic Separation in the Gas of Vapor
Phases

The sepn. of CH_-C2H6-C2Hq mlxt. and C2H6-C2H 3 mixt. by elutlon
from an Si02 adsorption in a column was investigated at -10-(÷25°). The hydrocarbon
conch, in the eluting air stream was detd. by measurements of heat cond. The max.

elutlon yields and the min. retention units, shifted unequally with the temp. towards
higher values with lower temps. The heats of adsorption of the gases were calcc[o from

the relation between the retention vol. of the gases and the elution temp.

885-57- 153

Waksmundzki, A.

06980

Wiadomosei Chem. 11, 617-33 (57)

Chromatographic Analysis of Vapors and
Gases

Elements of theory and exptl, methods are reviewed.



966-43- 900

Walcher, W.

06990

Z Physlk121, 719-28 (43)

Influenceof SpaceChargeon the Image-
FormingPropertiesof Magnetic SectorFields

Thetheory of Herzog is extendedby inclusion of the effects of spacecharge.
On this basisthe constructionof a massspectrographfor isotopesepn0isdiscussed.

684-57- 110
112

Walker, R.E.
Westenberg,A.A.

07000

Rev. Scl. Instrum V28 No. 10 789-92 (57)

Precision ThermaI-Conductlvity Gas Analyzer
Using Thermistors

The characteristics of a thermal conductivity gas-analyzer unit employing
thermistors as sensing elements are analyzed theoretically. It is shown that, as a conse-

quence of the fact that thermistors have a negative temperature coefficient of resistance,

the sensitivity of the instrument as a function of bridge current exhibits a maximum. The

The dependence of zero stability on current and cell temperature is approx.related to
differences in resistance, temperature coefficient of resistance, and geometry of the re-

f._rence and sample thermistors. An apparatus suitable for precise trace analysis is de-

scribed and results obtained with it are presented. It is suggested that the widespread
lack of faith in the the inherent stability of thermistors for analysis applications is not

justified, and has probably been due to insufficient care with current and temperature
control.

980-58- 800

Wallsch, W.

Ashworth, M.R.F.

&0.2%.

07010

Anal. Chim. Acta 18, 632-7 (58)

Polarovoltric Method for Halide Ion

Determination in Dilute Solution

Solns. as dil. as 0.003-0.004 N may be analyzed with an accuracy of



364-46- 155 07020

Walter, J.E.
Hershberger,W.D.

J. Appl. Phys. 17, 814-22 (46)

Absorptionof Microwavesby Gases

Theabsorptioncoefficients and perm_tffvh_esof 16gaseshave been measured
at the two wavelengthsA = 1.24cmand A = 3.18 cm. the gasesare H2S, COS,etc.,
6 halogenatedmethanesand 3 amines. Improvements_ntechniquesare described, which
permit detection of absorptioncoefficients assmaglas0.2 x 10-4 cm-1 and measurement
of larger coefficients with an accuracy of 5%. The measured permlttivitles at these wave-

lengths are essentially equal to the static values. A quant_tatlve interpretation of the

absorption coefficients in terms of the known structure and spectra of the individual mole-
cules is given. The theory indicates that all non-planar molecules which possess a per-

manent dipole moment should shaw appreciable absorption _n the microwave region.

008-5 I- 133 07030

151

Warmoltz, N. Appl. Sc|. Res. B2 No. 1 61-5 (51)

On the Appllcation of a Philips Ionization

Gauge Type of 1on Source in a Mass

Spectrometer Leak Detector

A leak detector using a P. i. G. source and perpendicular homogeneous elec-

trostatic and magnetic fields would combine the advantages of high intensity, good resolu-
tion and freedom from filament replacement.

604-60- 900 07040

Warmoltz, N.

Bouwmeester, E.
Phillps !ech. Rev. V21 No. 6 173-7 (59-60)

Metal Vacuum Equipment

Development of arc welding in argon atmosphere enabled development of

components for vacuum apparatus such as cold trap_ vacuum valve, and vacuum chamber

for mass spectrometer; joints by which these components are coupled including use of

Teflon and electrolytic copper packing are discus._ed; all-metal vacuum system which can
be completely degassed is described.



007-57- 151 07050

Warnecke, R.J. Ann Radloelect. V12 258-81 (57)

TheOmegatronand Its Applications

An account of the theory of the Omegatronis given anda simple construction
described. Theuseof the devlce asa leak-detector, both by the normaland accumulation
techniques, is descrlbed. Theuseof argonasa probegaswasstudied. Resolvingpower
was improvedby usingfields up to 50000e. A description of an all-metal version of the
tube is included.

323-45- 151 07060

Washburn, H .W.

Wiley, R.F.
Rock, S.M.

Berry, C.E.

Ind. Eng. Chem. Anal. Ed. 17, 74-81 (45)

Mass Spectrometry

Improvements of the mass spectrometer are described that permit its application
to the analysis of gas and liquid mixts, such as are encountered in the petroleum industry.
The relative abundance of ions of different massest resulting from electronic bombardment

of the samples, depends on the relative probability of the different ionization processes,

here illustrated by the variouo masses resulting from the breakdown of the 3 C 8 paraffins.
The spectrum of these is the jinear superpositlon of the spectra of the components, the

heights of the peaks on the spectrometer record giving the data needed in solving for the
relative amts. of the constituents of the mlxt. Higher accuracy is attained than with other

methods for the detn. of small amts. of impurities in ethylbenzene, pentenes in isoprene,

etc.; particularly if the impurity is of higher mass than the other components of the mixt.

Another advantage of the method is the economy of time required for an analysis.



980-58- 130
148

Watanabe• K.
Sakal, H.
Griswold• K°

07070

Hawaii• Inst. of Geophysics, Honolulu(58)

Photolonizat_on Co.-nter for the Vacuum

U ltravlolet

An exploratory study was made to determine the feasibility of applying gas-

multiplication techniques to high resolutlon ultraviolet photometry . Two types of detectc
were investigated; (1) gas - multiplication ion chamber operating in the

proportional reglon and (2) photolonlzatlon counter operating in the Geiger region.

All gases studied were amenable to both methods. The first studied had a gain in
sensitivity of 104 over that of an ion chamber, and its response was found to be

linear with intensity. The ionization continua of several molecules were studied wlth

this detector.The second type of detector was capable of detecting about 10

photons per second when nitric oxide was used as the ionizing gas. The ionization
potentials determined by this technique were 9.245 ev for nitric oxide, 10:075
ev for CS2 and 9.067 ev for 1,3 - butadlene. Fine structures due to vibrational
levels were observed in the ionlzatlon continua.

684-46- 800

Webber• R.T.

Lane• C.T.

07080

Rev. Scl. Instrum. 17, 308 (46)

An Easily Constructed All-Metal Gauge.

980-53-132

Weber• A°

07085

Glas-u. Hochvakuum-Tech. Z, 259-62 (53)

Leak Detector Involving the Halogen Method

for High Vacuum Tubes

The ionic emission of a hot platinum anode increases when a halogen-contalnir

gas inplnges on it. Use has been made of this "halogen effect" in a sensitive leak

detector for high vacuum systems. The instrument is described • and a circuit diagram is
included.



323-48- 900 07090

Welngartner, H .C. lndustr. Engng. Chem 40, 780-3 (48)

Design of High Vacuum Engineered Plants

The design, installation, and maintenance of any industrial high vacuum

system depend upon establishing and preserving a functional and economic balance among
the following factors: working pressure rate of evacuation, rate of leak, and rate of gas

or vapor evolution. The interrelation of these general factors, as applied to several

vacuum systems, is discussed in terms of practical experience.

801-56- 220 07100

Welnsteln, A.I.
Bonner, F.T.

U.S. 2,736,812 (56)

Radioactivity Measuring Apparatus

Improvements were made in radlation-measurlng devices for measuring the

low level B emissions from gases under low pressure. A radiation sensitive cell e.g.
a Geiger-Mueller tube is separated by a thin mica window from a rotatable chamber

connected in series in a gas conduit. To allow for the free passage of gas through the

chamber a tube connects with the gas line inlet and outlet. To introduce the subject

gas into the chamber, the assembly is rotated 90 ° allowing the gas to enter and exit

from ports in the chamber, the gas then being measured by the counter. This arrange-
ment allows the isolation of gas from the window under extreme pressures; the testing

of gas while in transit over lower pressures and accomplishes this without removing
the gas from the system.

967-43- 140 07110

800

Weise, E. Z. techn. Phys. 24, 4, 66-9 (43)

A Measuring Instrument for High and Low

Gas Pressures Using Semi-Conducting
Resistors



980-58- 151

Welssler, G,L.
Samson,J:0A._.

07120

U. of SouthernCal. LosAngeles (58)
Photolonlzation Analysisby MassSpectroscopy

A vacuumultraviolet monochromator has been combined with a mass

spectrometer similar to previously reported instrumentation to study photolonlzatlon

processes between 1570A and 430A.

684-57- 151 07130

Wells, G.F.

Melton, C.E.

Rev. Scl. Instrum 28, 1065-9 (57)

Mass Spectrometer for the Study for Ion-
molecule Collision Processes

A controlled pressure mass spectrometer for the study of ion-molecule

collision precesses is described. A pressure ratio of 200 to 1 can be maintained

between the ion chamber and the analyzer tube by means of differential pumping.

Ion beams of the sample gas undergo collision reactions with molecules of the same

or other gases in the analyzer tube. Various modifications to the spectrometerra_e
discussed such as reduc:ing the size of the electron collimating hole, the ion

collimating slits were reduced to attain a differential pressure between the tube and

the source region. These changes also caused reductions in the back diffusion into
the ionization chamber of the products of pyrolysis at the filament and the over all

resolution of the instrument was reduced. The source and analyzer tube pressures were

measured with RG75 ion gauge tubes, have the proper electrode geometry and are

capable of indicating pressure linearly over a wide range.

116
764-51- 620

900

Whalley, E.

07140

Trans. Faraday Soc. 47, 129-37 (51)

Application of Thermal Diffusion to Gas

Analysis

It should be possible to analyse three component gas mixtures by partly
separating with a thermal diffusion column and measuring the properties of the mixtures

obtained. The minimum sizes and the rn|nlmum equilibrium are discussed theoretically

and it is shown that these have quite pratlcable values_.



165-48-800 07150

White, W.C.
Hickey, J.J.

Electronics, 21, 10-2 (48)

ElectronicsSimulatesSenseof Smell

Pt. heatedto incandescencefreely emitspositive ions in air and doesnot
readily oxidize. Emissionis increasedwhen halogenvapor compoundssuchasFreon
and CC14are present. Useis madeof this principle to detect leaks.

326-50-900 07160

White, W.C. Inst. RadioEng. Proc. 38, 724-30, 852-8(50)

Positive Ion Emission,A Neglected Phenomena

Distinction betweenordinary electron emission, system which common tubes

depend, and positive ion emission which can be used in electrode devices operating in

air, detects as leak detector utilizing phenomena of positive ion emission; further possi-
bilities of positive ion devices.

443-49-132

White, W.C.

07165

LeVide 4 No. 20 584 (49)

Leak Detector Based on a New Principle

Description of the General Electric leak detector with Freon gas.

/
/



161-54-147 07166

White, W.C. Elec. Engrg. 73, 806-8 (54)

New Electric Dev.ce to Detect Leaks of

Inflammable Gases

This consists of an electric device to detect leaks of inflammable gases. A

ceramic material consisting of alumina containing a salt of an alkali metal has an electric

conductivity. This type becomes an ionic solid conductor above 300°C. A variation in
electric conductivity occurs along its surface when operated properly and when in the

presence of an inflammable gas. The rod is heated by a Pt wire wound around it. The Pt
wire is one electrode and the rod itself is the other. The resistivity of the Pt wire-

ceramic junction is highly sensitive to small amounts of inflammable gas in the air.

241-49- 620 07170

Wilby, F.V. Gas Age 104 No. 1 32-4, 64 (49)

Acetylene as a Natural Gas Leakage Tracer

The detection of leaks from natural gas pipe lines where several such lines

are in close proximity can be accomplished by the use of a tracer gas. The tracer must

haC,e a crit. temp._b.p._and tool. wt. as low or lower than that of C2H 4. C2H 2 was
found to meet these requirements and to be satisfactory in other respects. App. and a

method for metering C2H 2 into gas streams by a rotameterare described along with a
simple detection app. ba_-ed on the pptn. of Ag acetylide

378-46- 620 07180

Willey, E.J.B. J. Scl. Instrum 23, 264-9 (46)

The Electrical Measurement of Pressures and

Indicator Diagrams

A brief discussion is given of the various methods. Apparatus of a simple kin_t
is described, with working details, (a) for two pressure capacitors (b) for a capacitance-

coupled amplifier usable clown to 5 c/s (c) for a direct-coupled cathode-follower circuit

and (d) for special non-linear time bases to convert pressure time curves into indicator

diagrams.



980-61- 620 07190

Williams, M.M. Naval Ord. Test Sta. China Lake, Cal. (61)

High Temperature Heat Capacity Equations and

Thermodynamic Properties of Combustion Gases

The standard state heat of ormation, reference enthalpy, reference entropy,

and heat capacity equations for 200 chemical compounds are presented. These compounds

are those experimentally shown to exist and those theorized as existing in hlgh tempera-
ture combustion processes. Thermodynamic data are given for compounds consisting of the

following chemical elements; hydrogen, oxygen_ nitrogen, carbon, lithium, sodium potas-

sium, rubidium, cesium, magnesium, aluminum, fluorine, chlorine, bromine, beryllium,
boron, silicon and calcium.

378-46- 510 07200

Williams, S.E. J. Scl. Instrum 23, 144-6 (46)

A Knudsen Absolute Manometer

A simplified Knudsen-type gage is described. The main body, vacuum con-
nection, and hot surface are in one unlt; the top plate and suspension housing complete

the assembly. The dimensions of the gage and torsion const, yield the formula p = 2.4 x
10 6 d/n" - To)ram of Hg. where d is the deflection in mm at 50 cm scale distance. By- _'I

varying the heater current from 0.2 to 1.3 amp and T 1 - TO from 2 to 30°C a pressure
range from 10-4 to l O-6mm can be covered.

005-40- 154 07210

Wilson, C .I. Analyst 65, 407-8 (40)

A Gas-Detectlon Apparatus for Qualitative

Microchemlstry

The reaction vessel is a micro test tube connected to the testing chamber by a

suitable glass arm. Cotton wool or glass wool is placed in thls arm to retain spray before
the evolved gas enters the testing chamber which is a piece of straight glass tubing. Inside

this is a series of glass rings which just slide into the tubing and serve for holding the var-

ious test papers. The procedure is illus, by the detn. of AsH 2 in the presence of H2S. The
latter is removed first oy passing the gas through the requisite no. of papers impregnated

with Pb(0AC)2 as detd. to expt. A subsequent dlsk is impregnated with AgN03 _ HN03
to serve for detecting AsH 3 after the H2 S has been removed.



980-59- 900 07220

Wilson. G.Go
Hogan,D,P,'
Matus, _." K.

Am. GasAssoc. No. DMC - 59-32 p
D-225-41 (59)

Evaluation of Current Pratlcesin Detection
Repairand Preventionof GasLeaks

Summary of information obtained from literature and ten company survey
relative to : location of gas leak source, repairing bell and spigot joints, in-place

inspection of pip condition, and creating economical gas conduit; methods of leak

detection and organization of leakage surveys, bell and spigot joint leak repair

methods, and preventing buried steel plpe corrosion.

323-58-132 07225

151

Winter, P.
et. al.

Ind. and Eng. Chem. 50 53- 5 !58 t

Summary of Industrlal Leak Detection
Processes and Detectors

Eight methods are outline (halide, Mass Spec. Tracers )and eight detectors

are dlscussed_some commercial. Thls is a very general article designed to outline

procedures for industrial firms to detect leaks. It gi_es a couple of the more common

ways but also gives some rather crude ways;for detecting.Among the eight methods it
lists three that depend on chemical reactions which seem to be unappealing.

980-51 - 800 07230

Wirth, H. Mikrochemle ver. Mikrochlm Acta 38, 268-70(5

Simple Buret for Rapid Microdetermlnatlon of
Gases

A simple arrangement is shown which can serve as absorption pipet or
measuring buret.



005-49- 154 07240

Woodward, F.N. Analyst 74, 179-82 (49)

Colorimetric Estimationfor Thlols

A method is proposed for rapidly estg. small quantities of 2-hydroxyethane-

thiol (I) dissolved is 2, 2_ -dlhydroxydiethyl sulfide (11). To a soln contg. 0.1-0.4 f
od I add avs. Et0H t'o exactly 50.0ml. Take 6.00 ml of the mlxt. in a 10ram Hilger cuvet

and add exactly 1 ml. of 4 N NaN02 soln. and exactly 2 ml of Ac0H. Start a stop watch,
mix well, and measure the red color in a spekker photo-elec, absorptlometer exactly 3

mln after the addn. of the Ac0H. The result obtained from an empirical curve is accurate
for pure I and when more than 6.5% of II is present. A correction should be made when

II is present at lower concns.

980-46- 151 07250

Worcester, W.G.

Doughty, E.G.
Trans, Amer. Inst. Elect. Engrs 65, 946-55

(46)

High Vacuum Leak Testing with the Mass

Spectrometer

Requirements of a leak detector for large all-metal vacuum systems, are ful-
filled to a higher degree than hitherto possible by application of a special mass spectro-

meter. This instrument, which is small, portable and of all metal construction, detects

minute quantities of He in samples of gas continuously drawn from the system portions of

which are exposed to a He jet. The design, characteristics and application of the ap-
paratus are described in detail.

980-59- 620 07260

Wright, W.F. Wright Instrum. Inc. Vestal, N.Y. (59)

A Survey of Pressure and Density Sensors and

Associated Problems for the N. O.L. Hasp
Program

Contains: Laboratory calibration, pressures switches, ionization gages,
radar accuracy, analog vs digital recording, hypsometers, thermal conductivity gages,
etc.



980-54- 144 07270

Young, A.C.

Robinson, W.A.

Washington, U. Seattle (54)

c__li c___.l^ w..i .... Infra-red C,_rl_'n

Dioxide Analyzer

A compact C02 analyzer using an interrupted infra-red beamis described
The sample chamber has a volume of lcc. Ninety percent response requires a time of

1/25 sec and a volume flow of lcc.

980-57- 153

Zawisza, A.

07280

Koks, Smola, Gaz 2. 157-65 (57)

The Chromatographic Method of Gas Analysis
and Its Industrial Uses

Principles, methods, and app. for chromatographic analysis of org. and inorg.

gases and vapors are discussed.

165-44- 900

Zielinski, H.H. Electronics, 17, 112-5 (44)

Measurement of High Vacua

07290

980-53-110 132

120

Ziock, K.

07295

Glas-u. Hochvakuum-Tech. 2, 292-4 (53)

Experiences with Various Methods and Types

of Apparatus for Leak Detection

A review of types of instruments used in the detection of leaks in vacuum

systems. Among the types discussed are: thermoelec, vacuum meters with H 2 as the test
gas; ionizat,on meters, also with H 2 as the test gas; and a halogen-Pt leak detector which

uses CF2-C12 as the test gas. Comparisons are made between the sensitivities of these
types when they are installed various locations. All data are tabulated.


